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In this paper, local magnetic measurements are carried out in magnetic circuitswith highly
non uniform electromagnetic field patterns, including excitation winding and/orair gaps, as in
the case of rotating electrical machines. The effect of sensor choice, sensor noise sensitivity,
electromagnetic field nonlinearity, and magnetic shielding are investigated. Moreover, the valid-
ity of the local magnetic measurements is confirmed by numerical models.

This paper presents a comparison between different sensors to measure local magnetic quan-
tities of two different geometries, shown in Fig. 1a, including advantages, disadvantages, and
limitations of each sensor. The local magnetic field strength ‘Hlocal’ is measured using differ-
ent sensors, such as: flat H-coil, Rogowski coil, Hall-effect, and fluxgate sensors. The local
magnetic induction ‘Blocal’ is measured using the needle probe and the search coil methods [1].

Fig. 1a shows the two studied geometries, made from the same material. The excitation
winding is wound over different excitation angles (θ) [65◦,130◦,and 230◦] of both geometries,
to study the effect of field nonlinearity. The introduced air gap ofG2 is fixed at 1 mm. The
quasi static magnetic measurements are performed at 1 Hz for a sinusoidal current excitation.
Fig. 1b shows the measured and simulatedHlocal at positions 1, 2, and 3, using the flat H-coil,
versus different values of the excitation current, inG1. It can be observed that theHlocal follows
Ampere’s law at low values of the excitation current (the magnetic permeability ‘µ’ is high,
the magnetic flux is approximately confined to the magnetic ring core). At high values of the
excitation current,Hlocal is much less than the values obtained from Ampere’s law, where ‘µ’ is
dropped gradually and the stray magnetic field is much higher. Moreover, agood correspondence
between the simulated and the measured values is observed. In conclusion,Rogowski coils and
Hall-effect probes are highly affected by the presence of stray fields, however, flat H-coils and
fluxgate sensors are not affected. Fluxgate sensors, with relatively small detectable field range
(0-800 A/m), are more sensitive than flat H-coils, with unlimited detectable field range.
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Figure 1: (a) The two studied geometries. (b)The measured and simulated local magnetic field
strength at different positions versus the excitation current, inG1, θ = 230◦ .
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