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English summary

The work presented in this dissertation is situated in the field of positron
emission tomography (PET) and is focused on the development of new
detector designs.

Positron emission tomography is a medical imaging modality and one of
the two main techniques in nuclear medicine. It allows for in vivo visualiza-
tion of biological processes in the living body without disturbing them. PET
is based on the tracer principle, which states that molecules that contain
radioactive isotopes participate in physiological processes of the organism in
the same way as molecules without radioactive isotopes. Therefore, radioac-
tive isotopes can be used to label and to track the distributions of specific
molecules in the body by detecting the radiation generated by these radioac-
tive isotopes. The radio-tracer is delivered to a patient via an injection. It
is then distributed within the body and accumulates in specific regions in
the body. PET uses positron emitting isotopes for labelling molecules. The
radio-tracer decays by emitting positrons, which travel a short distance after
their emission and annihilate with electrons within the body. During the
annihilation process, two gamma photons, each with an energy of exactly
511 keV, are emitted 180° apart. These emitted gamma photons are de-
tected in the ring of PET detectors surrounding the patient during the scan.
The coincidence electronics register the detected gamma photon pair and
define a line of response: a line along which the annihilation occurred and
along which the radio-tracer was located. Subsequently, the PET image,
i.e., the 3D visualization of the radio-tracer distribution within the body, is
reconstructed from the measured lines of response.

A PET scanner is a ring of detectors that detect the emitted gamma
photons. The detectors determine the overall performance of the PET scan-
ner and together with the image reconstruction method defines the quality
of PET images. Therefore, the detectors are the main component of the
system. An overview of PET detectors is presented in chapter 3.
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Since the first development of PET in 1950s, the detectors were con-
structed almost exclusively with pixelated scintillator arrays coupled to pho-
tomultiplier tubes (PMTs). However, with the recent progress in the field
of photosensors and semiconductors, new types of photosensors suitable for
developing PET detectors have become available. The most recent type of
these new photosensors are silicon photomultipliers (SiPMs). SiPMs have
a number of characteristics that impart them with certain advantages over
PMTs in terms of performance and are highly promising for developing new,
better PET detectors that outperform those based on PMTs.

In this dissertation, we investigate new PET detectors that were developed
using the newest type of SiPMs called the digital SiPM (dSiPM). dSiPM
employs early digitalization of the detected signals by integrating CMOS
circuitry into the SiPM chip, which results in gain-independent and fully
digital readout of measured light signal. The presented PET detectors were
developed with a focus on high-resolution PET imaging; thus, their designs
place emphasis on high spatial resolution and sufficient sensitivity. In the
first part of this dissertation we investigate detectors for clinical PET systems
used for whole-body human imaging. These detectors are designed to achieve
high spatial resolution and display good timing resolution which allows to
introduce time-of-flight capability to the PET system. In the second part
we focus on development of PET detectors for preclinical systems intended
for imaging of mice and rats. In order to achieve sub-millimetre spatial
resolution we investigate detectors based on monolithic scintillator crystals
as an alternative to the classical pixelated detectors.

In chapter 4, we developed a high-resolution PET detector based on a
dSiPM and LYSO array with a 2 mm pixel pitch intended for a high-resolution
whole-body time-of-flight PET scanner. Two different detector designs were
developed and evaluated. The first design was a classical detector design
and consisted of an array of 15 ⇥ 15 LYSO crystal, each with a size of 2 ⇥
2 ⇥ 22 mm3, coupled through the light-guide to a dSiPM photosensor. This
detector achieved a good energy resolution of 14.5 % on average, and timing
resolution of 376 ps was achieved. However, due to a lack of 1:1 coupling
between LYSO crystals and dSiPM pixels combined with the noise caused by
dark counts and dSiPM’s acquisition sequence, the classical detector design
had poor count rate performance.

Therefore, a second optimized detector design was developed and evalu-
ated. The second design consisted of an array of 4 ⇥ 4 LYSO crystals, each
with a size of 1.9 ⇥ 1.9 ⇥ 22 mm3, with a special reflector arrangement
between them to ensure that all crystals can be individually resolved. The
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size of the LYSO crystals was slightly decreased to better fit onto the active
area of a single dSiPM die - a group of four pixels. Thus, 1:1 coupling
between the dSiPM die and the LYSO array resulted in a remarkable im-
provement in terms of the detector’s count rate in comparison to the first
design because a single event did not have to be readout by multiple dies.
Moreover, the second detector design achieved an improved timing resolu-
tion of 295 ps and an average energy resolution of 11 % due to the lack of
light sharing between dies. Thus, the second detector design based on the
special reflector arrangement was better because it provided better results
than the classic design in terms of count rate performance and both timing
and energy resolution.

The main source of noise in SiPMs are dark counts, which are the false
signals generated in the SiPM itself due to thermal excitations. This noise
is distinctive for semiconductor photodetectors such as the SiPMs and is
not present in PMTs. We found that the influence of the dark counts on
the detector’s count rate performance is an important problem of dSiPMs.
Therefore, in chapter 5 we quantified the loss of events for different config-
urations of the dSiPM and provided guidelines on the optimal configuration
for different detector designs and applications. The main focus was on the
count rate performance and on scenarios in which multiple dies of dSiPM
are required to record a single event.

Currently all PET systems are based on detectors built with pixelated scin-
tillator arrays in which pixels are separated with reflective material. The size
of the pixels determines the resolution of the detector. The smaller pixels,
the better resolution can be achieved. However, with the decrease of the
pixels size the amount of reflective material increases. This results in re-
duced sensitivity of the detectors. Thus, in pixelated detectors, a trade-off
has to be made between detector resolution and sensitivity. This trade-off
is especially problematic for small animal PET systems for which both high
resolution and high sensitivity is desired. Moreover, the production of finely
pixelated scintillation crystals is complex and expensive. Therefore, we used
detectors based on monolithic (continuous) scintillator crystals as an alter-
native for the pixelated detectors. Monolithic detectors offer a number of
advantages. Due to the absence of any reflective material within the scin-
tillator, higher sensitivity can be achieved. Monolithic detectors intrinsically
provide depth of interaction correction without any additional modifications
in the detector design. Finally, monolithic crystals are easier and less expen-
sive to manufacture. The disadvantage of monolithic detectors is the need
for estimation of the interaction position of a gamma photon in a monolithic
crystal. This is far more complex than in pixelated detectors and therefore,
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sophisticated positioning algorithms and extra electronics are required to ob-
tain high resolution in the monolithic detectors. Moreover, these algorithms
often require time-consuming calibrations.

In chapter 6, we introduced a prototype of a high-resolution dedicated
mouse/rat-brain PET imaging system called DigiPET. DigiPET was a proof
of concept of using thin monolithic scintillator crystals to obtain PET de-
tectors with sub-millimetre spatial resolution for preclinical imaging. The
system consisted of four detectors placed in a square arrangement with a
large solid angle coverage around the animal. Thanks to the combination of
thin monolithic crystals and the employed position algorithm, the DigiPET
system achieved an excellent spatial resolution of 0.7 mm FWHM uniformly
throughout the entire FOV. This is substantially better than the spatial res-
olution of the majority of currently available commercial small animal PET
scanners. Furthermore, we performed an ex vivo FDG study of a rat brain
that demonstrated the feasibility of imaging real objects with the prototype
scanner.

The drawback of the developed DigiPET prototype was its low sensitiv-
ity due to the low detection efficiency of the 2 mm thick LYSO crystals.
Therefore, to overcome this sensitivity limitation we developed an improved
detector design based on a 5 mm thick monolithic LYSO crystal, which is
presented in chapter 7. Because of the use of the thicker crystal, the nominal
sensitivity of the detector was improved 2.21 times, increasing the coinci-
dence sensitivity by a factor of greater than 4. Simultaneously, to sustain
sub-millimetre spatial resolution, a number of modifications were introduced:
depth of interaction decoding, a modified detector calibration procedure and
a 3D event positioning algorithm. Due to the applied modifications, the new
detector achieved an intrinsic spatial resolution of 0.6 mm FWHM compared
to the 0.54 mm FWHM intrinsic spatial resolution achieved in the detector
with the 2 mm thick LYSO crystal.

Finally, in chapter 8, based on the improved detector design, we developed
the second version of our high-resolution small animal PET system. The new
DigiPET scanner consisted of seven detector modules arranged in a heptag-
onal ring. Consequently, a larger field of view (FOV) for easier accommo-
dation of the scanned animal was achieved, and the count rate performance
of the scanner was improved due to the increased number of detectors. The
second version of the DigiPET scanner achieved an average spatial resolu-
tion of ⇠0.9 mm FWHM. This was worse than the first prototype; however,
the second system achieved improved sensitivity. Nevertheless, the second
version of the DigiPET scanner still significantly outperformed the majority
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of current commercial small animal PET systems in terms of spatial res-
olution. To demonstrate the imaging capabilities of the new scanner, the
micro-Derenzo phantom and a bone scan of a mouse head were acquired.
In the reconstructed image of the micro-Derenzo phantom, all hot rods with
a diameter down to 0.8 mm could be clearly resolved. Furthermore, in vivo
mouse head imaging demonstrated the feasibility of high-resolution imaging
of real objects.
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Het in deze thesis voorgestelde onderzoek handelt over positronemissietomo-
grafie (PET) en focust in het bijzonder op het ontwikkelen van nieuwe PET-
detectoren.

Positronemissietomografie is een nucleaire beeldvormingstechniek en een
van de twee meest gebruikte technieken in nucleaire geneeskunde. Deze
techniek laat toe om in vivo biologische processen in het lichaam in beeld
te brengen zonder ze te verstoren. PET baseert zich op het speurstofprin-
cipe. Dit principe zegt dat moleculen, gemerkt met radioactieve isotopen,
op dezelfde manier aan fysiologische processen van het organisme deelnemen
als niet-gemerkte moleculen. Dit betekent dat radioactieve isotopen kunnen
gebruikt worden om moleculen te merken en hun verspreiding in het lichaam
te detecteren door de uitgezonden straling op te meten. De radioactieve
speurstof wordt via een injectie toegediend aan de patiënt, waarna de speur-
stof zich verspreidt doorheen het lichaam en zich op specifieke plaatsen zal
ophopen. In het geval van PET gebruikt men positronemitters om de mo-
leculen te merken. Deze speurstof zendt positronen uit bij zijn verval. De
uitgezonden positronen zullen zich vervolgens over een korte afstand voort-
bewegen vooraleer ze annihileren met een in het lichaam aanwezige elektron.
In het annihilatieproces worden twee gamma-fotonen gegenereerd die elk een
energie van exact 511 keV bezitten en in een hoek van ongeveer 180° worden
uitgezonden. De gamma-fotonen worden vervolgens gedetecteerd door de
PET-detectoren die de patiënt omringen gedurende een scan. De aanwe-
zige coïncidentie-elektronica zal het fotonenpaar registreren en een lijn van
respons definiëren. Deze lijn van respons is de lijn waarlangs de annihilatie
plaatsnam en waarlangs de speurstof zich dus bevond. Ten slotte wordt
het PET-beeld, een 3D visualisatie van de speurstofverdeling in het lichaam,
met een analytische of iteratieve methode gereconstrueerd op basis van de
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opgemeten LOR-data.
Een PET-scanner bestaat uit een ring van detectoren die de uitgezonden

gamma-fotonen detecteren. Deze detectoren bepalen de algemene perfor-
mantie van de PET-scanner en definiëren samen met de reconstructieme-
thode ook de kwaliteit van de finale PET-beelden. Daarom zijn de detec-
toren het belangrijkste onderdeel van de PET-scanner. Een overzicht van
PET-detectoren wordt voorgesteld in hoofdstuk 3.

Van bij het begin werden de PET-detectoren bijna uitsluitend opgebouwd
uit gepixelleerde scintillatiekristallen gekoppeld aan fotomultiplicatie-buizen
(PMT’s). Dankzij recente ontwikkelingen op het gebied van fotosensoren en
halfgeleidertechnologie, kwamen nieuwe types fotosensoren op de markt die
gebruikt kunnen worden voor de ontwikkeling van PET-detectoren. De meest
recente van deze nieuwe sensoren zijn silicium fotomultiplicatoren (SiPM’s).
Vergeleken met de klassieke PMT’s hebben SiPM’s een aantal karakteris-
tieken die enkele voordelen met betrekking tot performantie hebben. Ze
zijn dan ook veelbelovend voor de ontwikkeling van nieuwe en betere PET-
detectoren in vergelijking met detectoren gebaseerd op PMT’s.

In deze thesis stellen we enkele nieuwe PET-detectoren voor die ontwik-
keld werden op basis van het nieuwste type SiPM’s, namelijk de digitale
SiPM (dSiPM). De voorgestelde detectoren werden ontwikkeld met het oog
op hoge-resolutie PET. De detectorontwerpen leggen dus de nadruk op een
hoge spatiale resolutie en voldoende hoge sensitiviteit. In het eerste deel van
deze thesis onderzoeken we detectoren voor klinische PET-systemen, meer
bepaald de systemen voor het in beeld brengen van het gehele menselijke
lichaam. Deze detectoren zijn ontworpen om een hoge spatiale resolutie te
bereiken en tegelijk hebben ze een goede tijdsresolutie. Dit laat toe om
time-of-flight metingen te introduceren in het PET-systeem. In het tweede
deel focussen we op de ontwikkeling van PET-detectoren voor preklinische
systemen, bedoeld voor muizen en ratten. Om een sub-millimeter resolutie
te bereiken, onderzoeken we detectoren gebaseerd op monolithische scintil-
latorkristallen als alternatief voor de gepixelleerde detectoren.

In hoofdstuk 4 hebben we een hoge-resolutie PET-detector ontwikkeld op
basis van een dSiPM en een gepixelleerde LYSO scintillator bestaande uit
pixels met een breedte van 2 mm. Deze detector is bedoeld voor een hoge
resolutie, time-of-flight PET-scanner die het volledige lichaam in beeld kan
brengen. Twee verschillende detectorontwerpen zijn ontwikkeld en geëvalu-
eerd. Het eerste ontwerp is gebaseerd op het klassieke detectorontwerp en
bestaat uit een rooster van 15 bij 15 LYSO-kristallen, elk met een grootte
van 2⇥2⇥22 mm3, die met behulp van een lichtgeleider aan een dSiPM
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sensor gekoppeld zijn. Met deze detector kan een goede gemiddelde ener-
gieresolutie van 14.5% bereikt worden en een tijdsresolutie van 376ps. Maar
door het ontbreken van een 1 op 1 koppeling tussen de LYSO-kristallen en
de dSiPM-pixels, door de aanwezigheid van dark counts en door het acqui-
sitie schema van de dSiPM, heeft het klassieke detector ontwerp een slechte
performantie wat betreft het telvermogen.

Daarom werd een tweede, geoptimaliseerde detector ontworpen en getest.
Dit tweede ontwerp bestaat uit een rooster van 4 bij 4 LYSO-kristallen, die
1.9⇥1.9⇥22 mm3 groot zijn, en een speciale schikking van de reflectoren
tussen de kristallen. Dit moet ervoor zorgen dat alle afzonderlijke kristallen
goed onderscheiden kunnen worden. Opdat er een betere aansluiting zou zijn
tussen de LYSO-kristallen en de actieve regio van een dSiPM-die, werden
de LYSO-kristallen iets kleiner gemaakt. Deze een-op-een koppeling tussen
de dSiPM-die en het LYSO-rooster zorgt ervoor dat het telvermogen sterk
verbetert ten opzichte van het eerste ontwerp. Dankzij de afwezigheid van
lichtdeling tussen de dies, kunnen we met het tweede ontwerp daarboven ook
een betere tijdsresolutie van 295ps en een gemiddelde energieresolutie van
11% halen. Dit tweede ontwerp, gebaseerd op een speciale reflectorplaatsing,
is dus optimaal, aangezien het betere resultaten oplevert dan het klassieke
ontwerp met betrekking tot het telvermogen en zowel de tijdsresolutie als de
energieresolutie.

De belangrijkste bron van ruis in een SiPM is de aanwezigheid van dark
counts. Dit zijn valse signalen die in de SiPM zelf gegenereerd worden ten
gevolge van thermische excitaties. Deze ruis is kenmerkend voor halfgeleider
detectoren zoals SiPM’s en dus niet aanwezig in PMT’s. We hebben onder-
vonden dat de invloed van de dark counts op de telvermogen performantie
een belangrijk probleem is van de dSiPM’s. Daarom hebben we in hoofd-
stuk 5 gekwantificeerd hoeveel events er verloren gaan bij de verschillende
dSiPM configuraties. We hebben ook richtlijnen opgesteld voor de opti-
male configuratie van verschillende detectorontwerpen en van verschillende
toepassingen. De focus lag hierbij op het telvermogen en op toepassingen
waarbij meerdere dSiPM-dies vereist zijn om een enkel event op te meten.

Alle huidige PET-systemen zijn gebaseerd op detectoren met gepixelleerde
scintillator-roosters, waarbij de pixels van elkaar onderscheiden worden met
reflecterend materiaal. De grootte van de pixels bepaalt hierbij de resolutie
van de detector. Hoe kleiner de pixels, hoe beter de resolutie die bereikt kan
worden. Anderzijds, met het verkleinen van de pixels wordt de hoeveelheid
reflecterend materiaal groter. Dit resulteert in een verlaagde sensitiviteit
van de detectoren. Daarom moet in gepixelleerde detectoren een afweging
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gemaakt worden tussen resolutie en sensitiviteit. Deze afweging is in het
bijzonder problematisch in preklinische PET-systemen waar zowel hoge re-
solutie als hoge sensitiviteit gewenst zijn. Tevens is de productie van fijn
gepixelleerde kristallen complex en duur. Daarom hebben we detectoren ge-
baseerd op monolithische (continue) scintillatorkristallen voorgesteld als een
alternatief voor de gepixelleerde detectoren. Monolithische detectoren bie-
den een aantal voordelen tegenover de gepixelleerde. Dankzij de afwezigheid
van reflecterend materiaal in de scintillator, kan een hogere sensitiviteit be-
reikt worden. Met monolithische kristallen kan men corrigeren voor de inter-
actiediepte (depth-of-interaction) zonder dat bijkomende wijzigingen in het
detectorontwerp nodig zijn. Ten slotte zijn monolithische kristallen makkelij-
ker en goedkoper te produceren. Het nadeel van monolithische detectoren is
het schatten van de interactiepositie van een gamma foton in het monolithi-
sche kristal. Dit is veel complexer dan bij gepixelleerde kristallen en daarom
zijn gesofistikeerde positioneringsalgoritmen nodig als men de hoge resolutie
wil bereiken met monolithische detectoren. Deze positioneringsalgoritmen
hebben ook vaak tijdrovende kalibraties nodig.

In hoofdstuk 6 introduceren we de DigiPET, een prototype PET-scanner
die zich toespitst op hoge resolutie hersenbeeldvorming bij muizen en rat-
ten. De DigiPET is een proof-of-concept voor het gebruik van dunne,
monolithische scintillatiekristallen in PET-detectoren om een sub-millimeter
spatiale resolutie te bekomen voor preklinische beeldvorming. Dit systeem
bestaat uit vier detectoren geplaatst in een vierkante opstelling om een
zo groot mogelijke deel van het dier in beeld te brengen. Dankzij de
combinatie van de dunne monolithische kristallen en het gebruikte MLE-
positioneringsalgoritme, kan het DigiPET systeem een zeer goede Full Width
at Half Maximum (FWHM) spatiale resolutie van 0.7 mm doorheen het vol-
ledige gezichtsveld bekomen. Dit is aanzienlijk beter dan de spatiale resolutie
van huidige, commerciële preklinische PET-scanners. Daarnaast hebben we
ook een ex vivo FDG-studie van rattenhersenen uitgevoerd die aantoonde dat
het prototype ook geschikt is om realistische objecten in beeld te brengen.

Een nadeel van het ontwikkelde DigiPET prototype is de lage sensitiviteit
gelinkt aan het lage stoppend vermogen voor 511 keV fotonen in enn 2 mm
dik LYSO-kristal. Om deze beperking op de sensitiviteit op te heffen, heb-
ben we het detectorontwerp verbeterd door gebruik te maken van een 5 mm
dik LYSO-kristal. Dit werk wordt voorgesteld in hoofdstuk 7. Dankzij het
gebruik van dit dikkere kristal werd de nominale sensitiviteit van de detector
met een factor 2.21 verbeterd. Dit verhoogt de coïncidentiesensitiviteit met
een factor groter dan 4. Om tegelijkertijd ook de sub-millimeter spatiale
resolutie te behouden, werden nog enkele aanpassingen doorgevoerd aan de
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nieuwe detector, zoals wijzigingen aan de decodering van de interactiediepte,
aan het kalibratieproces van de detector en aan het 3D event positioneringsal-
goritme. Dankzij de aangebrachte wijzigingen, kan de nieuwe detector een
intrinsieke spatiale resolutie van 0.6 mm FWHM bereiken in vergelijking met
een 0.54 mm FWHM-resolutie bereikt met de detector met een 2 mm dik
LYSO-kristal.

Tot slot hebben we in hoofdstuk 8, gebaseerd op het verbeterde detector-
ontwerp, een tweede versie van ons hoge-resolutie preklinisch PET-systeem
ontwikkeld. De nieuwe DigiPET scanner bestaat uit zeven detectormodu-
les geordend in een heptagonale ring. Dit geeft aanleiding tot een groter
gezichtsveld, zodat het te scannen dier eenvoudiger kan gepositioneerd wor-
den, en een hoger telvermogen door het hogere aantal detectoren. Met
de tweede versie van de DigiPET kunnen we een gemiddelde spatiale reso-
lutie van 0.9 mm FWHM bereiken. Dit is minder goed dan het eerdere
ontwerp, maar het levert wel een verbeterde sensitiviteit. Desondanks pres-
teert het nieuwe DigiPET ontwerp nog steeds significant beter dan huidige
commerciële PET-systemen met betrekking tot spatiale resolutie. Om de
beeldvormingsmogelijkheden van de nieuwe scanner aan te tonen, werd een
micro-Derenzo fantoom gescand en een botscan van een muis uitgevoerd.
In het gereconstrueerde beeld van het micro-Derenzo fantoom, konden alle
staven met een diameter van 0.8 mm of groter duidelijk onderscheiden wor-
den. De in vivo muisbeelden toonden daarnaast ook aan dat het systeem
geschikt is om hoge resolutie beelden van realistische objecten op te nemen.
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Chapter 1

Introduction

1.1 Research objectives

The work presented in this dissertation is focused on positron emission to-
mography (PET), particularly on the design of high-resolution PET detectors
and systems.

Until recently, PET detectors were constructed almost exclusively using
photomultiplier tubes (PMTs). However, with the recent progress in the
field of photosensors and semiconductors, new types of photosensors suitable
for PET detectors have become available. The most recent type of these
new photosensors is silicon photomultiplier (SiPM). These devices provide
high gain, a dynamic range, fast response and excellent timing properties,
are insensitive to magnetic fields, operate at moderate bias voltages and
are both compact and robust. These traits make them highly promising for
developing new, better PET detectors that can surpass the older, PMT-
based PET detectors in every aspect.

In fact, looking at the current trends in the research community and the
number of works involving SiPM-based PET detectors and systems, the PET
field is in a transition phase of switching its technology from mature but old
PMTs to novel and highly promising SiPMs. The research community is
constantly exploring to what extent it can exploit this new SiPM technology
for developing improved PET detectors.

The research presented in this thesis focuses on one of the newest types
of SiPMs, the digital SiPM (dSiPM), and the use of this novel photosensor
for developing new types of PET detectors meant to provide high spatial
resolution and adequate sensitivity suitable for high-resolution PET imaging.
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Therefore, there are two primary objectives of this thesis. The first is to
characterize the performance of the dSiPM and investigate the best ways for
using them in PET detectors. The second is to use this obtained knowledge
to develop new, high-performance PET detectors and PET imaging systems
that will surpass the currently available PET technology.

1.2 Thesis outline

The research presented in this thesis is organized as follows. Chapter 2
provides an introduction to the PET imaging technique and presents its use
in the clinical practice. The principles of PET imaging are discussed, followed
by the explanation of the PET image reconstruction process. Subsequently,
the effects that cause degradation of PET image quality are described. Next,
the concept of Time of Flight PET is introduced and the evolution of PET
imaging into multi-modal imaging techniques is discussed. Finally, the use
of PET for small animal imaging in preclinical research is discussed together
with the challenges of high resolution and high sensitivity in small animal
PET imaging.

Chapter 3 presents an introduction to PET detectors. The performance
characteristics of such detectors and their components are provided. The em-
phasis is on different types of photosensors suitable for PET detectors, par-
ticularly digital silicon photomultipliers (dSiPM). PET detectors dedicated
to small animal imaging and PET detectors based on monolithic scintillator
crystals are discussed separately in more detail.

In chapter 4, a high-resolution PET detector based on dSiPM and an LYSO
matrix with a 2 mm pixel pitch is presented for a whole-body Time of Flight
PET scanner. Two different detector designs are presented and evaluated.
The first is based on the classical detector design consisting of a regular
LYSO matrix coupled through a light-guide to the dSiPM photosensor. The
second is based on the special arrangement of LYSO pixels and pixel reflectors
optimized for providing an improved light sharing that allows better detector
performance to be achieved. The performances of both detector designs
in terms of energy resolution, coincidence resolving time, intrinsic spatial
resolution and count rate performance are evaluated and compared.

In chapter 5, based on the findings described in the previous chapter, the
influence of dark counts on dSiPM performance is investigated in detail.
Emphasis is placed on the count rate capabilities of the dSiPM-based PET
detector in the situation where multiple pixels of the dSiPM are needed to
record a single gamma photon event. Based on our findings, an optimal
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configuration of dSiPMs is proposed.
Chapter 6 presents a concept of a dedicated, high-resolution small animal

PET scanner based on thin scintillator crystals and dSiPMs. First, the ar-
chitecture of the prototype scanner, which is called DigiPET, is described.
The configuration of detectors and calibration procedure using maximum
likelihood estimation (MLE) event positioning are also discussed. Next, the
intrinsic performance of the scanner’s detectors is evaluated in terms of en-
ergy resolution, coincidence resolving time and intrinsic spatial resolution.
Finally, the performance of the entire DigiPET system is evaluated in terms
of spatial resolution, sensitivity and image quality obtained with both phan-
tom and rat brain imaging studies.

In chapter 7, an improved detector design for the DigiPET scanner is
introduced. The aim of the improved detector is to overcome the intrinsic
sensitivity limitation of the previous design and simultaneously maintain the
sub-millimetre spatial resolution. This is achieved by replacing the 2 mm
thick LYSO with 5 mm crystals, improving the calibration procedure together
with the mean nearest neighbour (MNN) positioning method. Furthermore,
we introduce depth of interaction (DOI) in the detector. In the second part
of this chapter, the performance of the improved detector is evaluated, and
the results in terms of energy resolution, timing resolution, intrinsic spatial
resolution and DOI resolution are presented.

Chapter 8 presents an improved second version of the dedicated high-
resolution small animal PET imaging scanner called DigiPET2. The design
of the system and the results obtained with this scanner are presented. The
new DigiPET2 system is based on the improved detector introduced in the
previous chapter, has a larger field of view (FOV) and contains a dedicated
cooling system. These features allow the limitation of the previous DigiPET
prototype to be overcome. The spatial resolution of the system and the
image quality using both phantom and animal studies are evaluated.

Finally, in chapter 9, a general overview of the most important results of
the preceding chapters is discussed, conclusions are drawn, and an outlook
for further possible research steps is given.
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Chapter 2

Medical imaging

2.1 Introduction

Medical imaging refers to a number of techniques that allow for visualization
of structures and processes in the human body. Medical imaging is a well-
established and powerful tool that is used for diagnosis and follow up of
therapy in modern medicine. It is also widely used for research purposes
(e.g. for new drug development or for better understanding of the brain).

There are several different techniques (modalities) that are being used in
medical imaging. Each of these techniques is based on a different physi-
cal principle. X-ray radiography and X-ray computed tomography (CT) are
among the medical imaging modalities that are best known to the general
public. Other medical imaging modalities commonly used in medical prac-
tice are ultrasound (US), magnetic resonance imaging (MRI), single photon
emission computed tomography (SPECT) and positron emission tomography
(PET). Examples of medical images from different modalities are presented
in figure 2.1.

The different medical imaging modalities can be divided into two groups:
anatomical imaging (also called structural imaging) and functional imaging.
Anatomical imaging enables visualization of the anatomy of the patient’s
body. Radiography, most CT and MRI techniques and ultrasound belong to
the anatomical imaging group. Radiography produces two-dimensional (2D)
images of the attenuation of X-rays transmitted through the body. Because
bone tissues have significantly higher attenuation than other tissue types,
radiography is mostly used to image bone fractures. CT produces images
of cross-sections of the body, which are obtained by acquiring transmission
images at many different angles. From the series of such images acquired
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Figure 2.1: Images of different medical imaging modalities. Top row from left,
an X-ray of a hand, a CT of a chest, an MRI of a head. Bottom row from left, an
ultrasound of a foetus, a SPECT image of the brain, a PET image of a brain.

around a common axis of rotation, three-dimensional (3D) images of patient
anatomy can be reconstructed. Such 3D CT images can be acquired within
seconds. In both CT and radiography, a trade-off must be made between
the radiation dose delivered to a patient and the obtained image quality. In
addition, these techniques have relatively low soft tissue contrast compared
to MRI. MRI is based on measuring proton spin density and relaxation times,
which depend on the distribution of hydrogen molecules and the magnetic
susceptibility of tissues. MRI achieves high resolution and high contrast,
particularly for soft tissues. The drawbacks of MRI are its low sensitivity
to molecular targets and the presence of strong magnetic fields, which pre-
vents imaging patients with objects that are incompatible with magnetic
fields such as prostheses and pacemakers. Ultrasound uses high-frequency
acoustic pulses, which reflect at the boundaries between different tissues.
By measuring the time delay and the intensity of the reflected pulses, an
image of tissue interfaces within the body can be reconstructed. Ultrasound
imaging is fast and does not deliver radiation to a patient. However, contact
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between the ultrasound device and the body is required, and interferences
from bones need to be addressed. Furthermore, performing a whole-body
scan is very difficult. Conversely, functional imaging allows visualization of
the functional processes of the patient’s body, such as metabolism or blood
flow; in other words, it reveals how the patient’s body is working. PET and
SPECT both belong to functional imaging. Additionally, some techniques
in MRI can be used to obtain functional information. In functional MRI
(fMRI), haemoglobin can be used as a paramagnetic tracer, which allows,
e.g., brain activation to be measured. Other examples of the MRI use for
functional imaging are perfusion imaging via arterial spin labelling (ASL) or
Diffusion Tensor Imaging (DTI) among others. One of the most important
branches of functional imaging is nuclear medicine.

2.2 Nuclear Medicine

Nuclear medicine uses radio-tracers that target a specific function of the body
or a specific organ. Visualization of the radio-tracer distribution provides
information about a certain function of the body. PET and SPECT are the
two main techniques in nuclear medicine.

As the names positron emission tomography and single photon emission
computed tomography suggest, both PET and SPECT imaging are based
on two principles: emission (of positrons or photons) and tomography. The
word tomography is derived from two ancient Greek words: tomos (tÏmoc),
which means ’slice, section’, and grapho (gràfw), which means ’to write’.
Thus, tomography refers to imaging the object’s interior through sections
or sectioning. Tomographic images are calculated from the measured pro-
jections of the object during a process called image reconstruction, which
will be described in the next section of this chapter. Positrons (in PET)
or gamma photons (in SPECT) are emitted from the radioactive decay of
certain unstable isotopes.

PET and SPECT are based on the tracer principle. The tracer principle
is based on the fact that molecules consisting of radioactive isotopes partic-
ipate in physiological processes of the organism in almost the same way as
molecules consisting of non-radioactive isotopes. Thus, radioactive isotopes
can be used to mark substances and to track their flow and distribution
in the body by detecting the radiation generated by these isotopes. Sub-
stances labelled with a radioactive compound used for medical imaging are
called radio-tracers or radiopharmaceuticals. Multiple radio-tracers, which
target different processes of the body’s metabolism, have been developed,
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and research to develop new, target-specific radio-tracers is constantly ongo-
ing. For example, in PET imaging, the fluorine-18 (18F) fluorodeoxyglucose
(FDG) [90] is commonly used in oncology to detect cancer. SPECT imaging
uses 99mTc-HMPAO (hexamethylpropylene amine oxime) to perform func-
tional brain imaging by visualizing the cerebral blood flow.

PET and SPECT are also called molecular imaging. They are capable of
imaging functional processes of the body at the molecular level, which allows
very subtle metabolic changes to be detected. Moreover, both PET and
SPECT allow for quantitative measurements. This is of great importance
because the early detection of a disease in its initial phase is often critical
for a successful treatment and patient survival.

The sensitivity of PET to molecular targets is ⇠ 102-103 higher than the
sensitivity of SPECT due to the absence of a collimator, which is an integral
part of SPECT scanners. PET also achieves higher resolution (⇠4 mm in
current clinical systems) than SPECT (typically ⇠10 mm in clinical systems).
However, PET requires a nearby cyclotron for the production of short-lived
positron radio-tracers, whereas SPECT can use different radio-tracers that
do not have to be produced on-site.

As functional imaging modalities, PET and SPECT both suffer from a
lack of anatomical information. Therefore, there is a trend in clinical prac-
tice for multi-modality imaging that combines functional and anatomical
medical imaging. PET/CT, SPECT/CT and PET/MR provide images that
combine high-resolution anatomical information (CT and MR) with quanti-
tative functional information (PET and SPECT). These fused images trans-
late into better diagnoses. The benefits of such multi-modality approaches
have been demonstrated by PET/CT in cancer diagnosis and therapy [20].
The anatomical images of CT and MR are also used to derive the body
attenuation coefficient, which can be used to correct for the effect of the
attenuation of gamma-rays within the patient’s body [102], [98]. In addition,
the anatomical information obtained from CT or MR images can be used to
improve the quality of PET and SPECT images.

2.3 Preclinical imaging

As previously mentioned, medical imaging techniques are also widely used
for research purposes. Over the past two decades, the field of biomedical
research has experienced a rapid increase in the use of small animal models,
mostly mice and rats, to study diseases, evaluate therapies or study the
biodistribution of new drugs [75], [83], [126], [209], [183], [91], [125], [5].
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In vivo studies are important because they allow a disease to be studied
in its true, natural biological state, including regulatory and feedback mech-
anisms, such as the immune and circulatory systems. Due to the size of
the body and organs associated with the animals used in these studies, ded-
icated high-resolution imaging systems of the previously described clinical
modalities were developed. To distinguish the use of medical imaging for
human diagnosis and treatment from the use for research purposes, the for-
mer is commonly referred to as clinical imaging and the latter as preclinical
imaging.

2.4 Positron Emission Tomography

This dissertation focuses on new detectors for positron emission tomography
(PET). An image of a clinical whole-body PET scanner is presented in figure
2.2.

Figure 2.2: Modern clinical whole-body PET/CT scanner - Siemens Biograph
mCT Flow. In front of the scanner there is a patient bed that slides the patient
into PET/CT ring during a scan.

As mentioned previously, PET is a molecular imaging modality that en-
ables in vivo visualization of biological processes of the living body without
disturbing such processes. For example, for certain disease types, changes
in functional processes occur prior to any anatomical change in the body.
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Therefore, PET imaging can detect and diagnose a disease in its early stage
when treatment has the highest chance of success. A primary advantage of
PET over other medical imaging modalities is its high sensitivity. PET is ca-
pable of detecting very small changes in radio-tracer concentrations within
the body: it can detect changes in biological processes at the pico-molar
level. PET is thus a powerful tool for both clinical and research use because
it can detect even a very subtle change.

2.4.1 Clinical applications

Today, PET is a well-established medical imaging modality that is widely
used in clinical practice. The most important application of clinical PET
imaging is in oncology [103], [51]. The primary objectives of oncologic PET
imaging are lesion detection, lesion characterization (differentiating between
benign and malignant tumours), staging of malignant lesions, assessment
of therapeutic response and detection of recurrent disease. FDG, which al-
lows visualization of glucose metabolism in the body, became widely used
for oncologic applications because malignant cells have a higher rate of glu-
cose consumption. However, there is a large number of other radio-tracers
that can target different physiological processes. To list just a few such
radio-tracers, 3’-deoxy-3’-fluorothymidine (18F-FTL) allows visualization of
cell proliferation [80], fluoromisonidazole (18FMISO) allows visualization of
cell hypoxia [159], 16↵-fluoro-17�-estradiol (FES) targets estrogen receptors
that are correlated to 70% of breast cancer types [17], and 21-fluoro-16↵-
ethyl-norprogesterone (FENP) and 4-fluoropropyl-tanaproget (FPTP) target
progesterone receptors [56], [216].

In addition to oncology, PET imaging has also become a useful tool in
the diagnosis of cardiovascular diseases. Cardiac PET allows for the assess-
ment of the glucose metabolism and, through dynamic quantitative imaging
(series of images showing the temporal uptake of tracer), blood flow of the
myocardium. It also allows for the assessment of the risk of developing car-
diac disorders, such as coronary artery disease or myocardial viability [103],
[99]. For cardiac PET imaging, 82Rb, a potassium analogue, and 13N la-
belled ammonia radio-tracers are typically used for myocardium perfusion
visualization, while 18FDG is used to diagnose coronary artery disease.

Neurology and Neuroscience are another important clinical fields where
PET is widely used. Brain activity can be assessed by measuring the amount
of oxygen-rich blood flow in various regions of the brain following the admin-
istration of 15O-labelled dihydrogen oxide radio-tracer to a patient. However,
the 15O isotope has a very short half-life of 2.03 minutes, which requires
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this isotope to be produced very close to the scanner. 18FDG is commonly
used in assessing brain activity because the brain also uses glucose for its
metabolism and because more active regions will have a higher demand for
glucose and a higher concentration of the radio-tracer within them. Amy-
loid tracers, such as 11C labelled Pittsburgh compound B (11C-PiB) or 18F
labelled FDDNP, allow for visualization of amyloid plaques in the patient’s
brain. With these amyloid tracers, PET allows for the early diagnosis of
Alzheimer’s disease (AD) through the detection of the increased concentra-
tion of amyloid plaques, which are the main pathological hallmarks of AD
[161], [149]. PET also allows for the early diagnosis of Parkinson’s disease:
18F-DOPA and 18FDG PET scans enable detection of the loss of dopamin-
ergic neurons in the substantia nigra caused by this disease [24]. Another
example of the application of PET in neurology is the early detection of
Huntington’s disease, which can be diagnosed many years before the first
neurologic or psychiatric symptoms appear [84], [64]. While 18F-FET (flour
ethyl tyrosine) PET is used in neuro-oncology for imaging of Gliomas, which
are malignant tumours of the glial tissue of the nervous system. Further-
more, PET offers also a unique in vivo tool for Neuroscience to study the
bio-distribution of neurotransmitters, neuro-receptors and other metabolites
under different conditions.

In addition to these examples, PET is routinely used in many other clinical
applications, such as thyroid imaging and therapy [163], [142], kidney imag-
ing [21], [178], bone imaging [121], [86] and lung imaging (e.g., mediastinal
disease) [52].

2.4.2 PET imaging principles

PET uses radio-tracers that are labelled with isotopes that undergo �+ decay.
During �+ decay, a proton p in an unstable nucleus is converted into a
neutron n and a positron (�+) and a neutrino (⌫

e

) are emitted:

p �! n + �+ + ⌫
e

+ E
k

(2.1)

The radioactive isotopes that are currently used for PET imaging are listed
in table 2.1.

The radio-tracer is typically delivered to a patient via an intravenous in-
jection. Then, the radio-tracer is distributed within the body over time
and accumulates in the targeted tissues. The radio-tracer decays, emitting
positrons with a certain kinetic energy (E

k

). This yields a continuous spec-
trum with a maximum that depends on the type of isotope. The emitted
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Table 2.1: List of positron-emitting isotopes used for PET with their maximum
energy, half-life, mean free path and production method.

Nuclide E
max

(MeV)
t1/2

(min)
Mean range in water

(mm) Source
11C 0.959 20 1.1 On-site cyclotron
13N 1.197 11 1.5 On-site cyclotron
15O 1.738 2 2.5 On-site cyclotron
18F 0.633 110 0.6 Regional cyclotron
68Ga 1.898 68 2.9 68Ge/Ga generator
89Zr 0.4 4710 1.2 Regional cyclotron
82Rb 3.4 1.25 5.9 82Sr/Rb generator

positrons propagate through the surrounding material and undergo scatter-
ing interactions. Through these scattering interactions, the positron loses its
kinetic energy and changes its direction of propagation. After the positron
has lost sufficient kinetic energy, it annihilates with an electron from the
surrounding tissue. The positron range depends on the initial energy; e.g.,
it is approximately 0.6 millimetres for 18F . During the annihilation process,
exactly two photons are simultaneously created, each with an energy of ex-
actly 511 keV. Due to the rule of the conservation of momentum, these two
511 keV photons are emitted almost exactly in opposite directions. This
process is illustrated in figure 2.3. The annihilation photons have an energy
of exactly 511 keV and are emitted almost exactly 180° apart.

After injection of the radio-tracer and after some time to allow the radio-
tracer to be distributed and accumulated in the patient’s body, the patient is
placed in a PET scanner that consists of multiple rings of radiation detectors
that surround the patient. The detectors, which are fundamental compo-
nents of a PET scanner, are described in detail in chapter 3. The emitted
511 keV photons are then detected by opposing detectors. If two photons
of the appropriate energy (511 keV) are detected within a certain amount
of time, called the coincidence time window, it is assumed that these two
detected photons originate from the same annihilation and that the annihila-
tion occurred somewhere along the line connecting the two detectors. This
coincidence detection of the pair of annihilation photons defines a line of re-
sponse (LOR): a line along which the annihilation occurred and along which
the radio-tracer, the source of positrons, was located. The detection of pairs
of 511 keV photons and the construction of LORs is illustrated in figure 2.3.
After measuring a large number of such LORs, a tomographic PET image
can be reconstructed that visualizes the distribution and concentration of
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radio-tracer within the patient’s body.

Figure 2.3: Imaging principle of PET: positron emission from unstable nucleus,
annihilation of a positron and emission of two back-to-back 511 keV photons and
construction of an LOR from the detected 511 keV photon pair.

2.4.3 PET image reconstruction

As mentioned in the previous section, PET images are reconstructed from
many (106-108) LORs measured during a PET scan. Several methods have
been developed to reconstruct LORs into a 3D image of the radio-tracer
distribution within a patient’s body. In general, these image reconstruction
algorithms are categorized into two groups: analytical and iterative methods.

2.4.3.1 Analytical methods

Analytical methods are based on the principle that the distribution of the
radio-tracer can be estimated from the measured LORs through a process
called back-projection. Figure 2.4 illustrates how this process can be per-
formed. Each acquired LOR is associated with a pair of detector coordinates.
The activity that is ’seen’ by each detector pair corresponds to the integrated
activity of the radio-tracer along the LOR. By back-projecting each LOR into
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an image using the corresponding coordinates, an image of the distribution
of the radio-tracer is obtained. In practice, back-projection is performed by
placing a constant value into the image voxels along the back-projected LOR.
The intensity value for an individual image voxel is obtained by integrating
over all LORs that intersect the voxel. However, a simple back-projection
does not provide a correct reconstruction. The simple back-projection results
in a blurring of the reconstructed image. It can be shown that this blurring
is equivalent to a convolution of the image with a point spread function
h(x , y) = (x2 + y2)�1/2. To solve this problem, the filtered back-projection
(FBP) method was introduced [101], [213]. FBP is based on the Fourier
slice theorem and uses a ramp filter to filter projection data prior to per-
forming back-projection. This removes image blurring and the shape of the
filter, and its cut-off frequencies determine the noise level and resolution in
the reconstructed image.

Figure 2.4: Acquisition of projections of an object and back-projection of the
projections into image space.

Although the analytical methods are rapid and relatively easy to imple-
ment, they are based on a simplified model of photon detection physics.
These methods do not account for the real resolution of the detector or var-
ious image degradation effects, such as random coincidences, scattering and
attenuation of photons within patient’s body. Furthermore, back-projection
methods require a uniform angular sampling of the projections. These fac-
tors lead to a degradation of image quality and amplification of noise in the
reconstructed image.
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2.4.3.2 Iterative methods

To overcome the limitations of the analytical algorithms, iterative algorithms
have been developed [158]. The principle of iterative algorithms is to find
the distribution of radio-tracer given the measured data, information about
the architecture of the PET system and statistical models related to the data
acquisition process. Furthermore, models for the attenuation and scattering
of annihilation photons, limited spatial sampling or detector-related effects
can be included. Iterative reconstruction begins with an initial estimation
of the radio-tracer distribution (typically a uniform image). Then, all pro-
jections of this estimated distribution are calculated (by forward-projection)
using a model of the data acquisition process. These estimated projections
are then compared with the measured ones, and the estimated image of
the radio-tracer distribution is updated according to a selected cost function
(discrepancies) between the forward-projection and the acquired data. The
typical steps are forward projecting the image, comparing the projections
with measured data and updating the estimated image. These steps are
repeated (iterated) until convergence of the cost function is reached. An
example of an iterative algorithm can be maximum likelihood expectation
maximization (MLEM) [177],[59].

The combination of a statistical model and knowledge of the data acquisi-
tion process leads to improved image quality. However, iterative algorithms
are more expensive in terms of computation costs and reconstruction time
compared to analytical algorithms. Historically, due to computational power
limitations, analytical methods such as FBP were widely used. However, with
faster computers, iterative algorithms are currently used for reconstructing
PET images. Examples of popular iterative algorithms that are commonly
used for PET image reconstruction are ordered subset expectation maximiza-
tion (OSEM) [88] and maximum a posteriori (MAP-EM) [116]. Continuous
efforts are devoted to improving existing algorithms and developing new,
better ones.

However, it is important to remember that the image reconstruction is
an ill-posed problem. This means that small changes in the measured data
can lead to unpredictable changes in the reconstructed image. In practice,
it means that due to the presence of statistical noise introduced by the
stochastic nature of the photon decay, no exact image reconstruction is pos-
sible and some level of noise is always present in the reconstructed image.
Therefore, some type of regularization is required to reduce the noise and
constrain the reconstructed image to physically acceptable values. The most
common type of regularizing image reconstruction is simple smoothing. In
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the FBP algorithm, this is performed by applying a window function to the
ramp filter. The smoothing reduces the noise in reconstructed images but
causes the undesirable side effect of increased blurring in the image. In
the iterative algorithms, the regularization can be performed using differ-
ent methods. The iterative algorithms based solely on maximum-likelihood
criteria produce images that become unacceptably noisy as the iterations
proceed. Therefore, one method for regularization is to stop the iteration
before the images become too noisy (long before convergence) [210]. The
smoothing approach can also be used for the iterative algorithms. Iterations
are continued until convergence, followed by post-smoothing of the image
[182]. Alternatively, smooth basis functions can be used [118]. Finally, the
maximum-likelihood criterion can be replaced with a penalized-likelihood (or
maximum a posteriori) objective function that includes a roughness penalty
to encourage image smoothness [106]. Compared to other regularization
methods, the penalized-likelihood has two major advantages over the other
methods. First, the penalty function improves the conditioning of the re-
construction problem, and thus, certain iterative algorithms converge very
quickly. Second, the penalty function can be chosen to control the desired
properties of the reconstructed images, such as preserving edges [106] or
incorporating anatomical information [70].

2.4.4 PET image quality

The quality of PET images is determined by two factors: spatial resolution
and signal-to-noise ratio (SNR). An overview of the effects that determine
these two factors is presented in this section.

2.4.4.1 Spatial resolution

The spatial resolution of the image is defined as the size of spatial features
in the image that can be distinguished and resolved from each other. The
spatial resolution depends on a number of different factors. These factors
range from the physical properties of positron emission and radiation de-
tection to the design of PET detectors and scanners. Another factor that
influences spatial resolution is the image reconstruction method used.

The resolution of PET images is intrinsically limited by the positron range.
As mentioned in the previous section (see 2.4.2), after emission, a positron
travels a certain distance in which undergoes scattering and direction changes
before it annihilates with an electron. This distance depends on the initial
energy of the positron, which in turn depends on the type of isotope and
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the material in which the positron propagates. The finite distance that the
positron travels inherently limits the resolution of PET images. This results
in a blurring effect in the reconstructed images. The full width at half
maximum (FWHM) of the blurring profile for different isotopes is given in
table 2.2.

Table 2.2: Positron range in water, FWHM in mm, for different isotopes used for
PET imaging [Raylman et al 1992, Bailey 1996].

Isotope 15O 13N 11C 18F 82Rb 68Ga
FWHM in mm 2.5 1.5 1.1 0.6 5.9 2.9

Another factor that has an influence on spatial resolution is the acollinear-
ity of two annihilation photons. As mentioned in the previous section (see
2.4.2), these two photons are emitted in almost opposite directions. How-
ever, when a positron annihilates with an electron, their combined cen-
ter of mass may still have a residual momentum. Because the momen-
tum is preserved during the annihilation, a slight deviation from the exact
180° angle between the paths of the two annihilation photons may occur.
This angular uncertainty results in a blurring in the reconstructed image,
which increases with the diameter of the detector ring. The relation be-
tween the scanner diameter and blurring in the image can be estimated as
R
acollinearity

⇡ 0.0022 ·D
scanner

. Thus, for a clinical PET scanner with a ring
diameter of 90 cm, the acollinearity causes resolution blurring of approxi-
mately 2 mm FWHM.

All of the described effects that have an impact on the spatial resolution
of PET images are related to the fundamental radiation physics involved in
PET. However, the dominant factor that determines the spatial resolution of
PET is the intrinsic resolution of the detectors. The majority of current PET
scanners are based on detectors that contain arrays of individual scintillator
crystals (see chapter 3). The size of these crystals has a dominant influence
on spatial resolution. The measured interaction position is limited only to the
information in which crystal the detection occurred and not where exactly
in the crystal. Thus the smaller crystals, the more precisely the place of the
interaction can be defined.

The uncertainty of exactly at which depth within the individual crystal the
annihilation photon was detected causes another resolution-limiting effect,
which is called the parallax error. The scintillator crystals used in PET
need to be relatively thick to have sufficient stopping power (see chapter
3). When an annihilation photon interacts within an individual crystal of
the detector, the PET system assigns a single point of photon interaction
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to this crystal, which is typically at the center of the crystal. However, for
photons that enter the crystals at an oblique angle, such assignment may be
incorrect and this results in a mispositioning of the LOR. This in turn results
in radial blurring in the reconstructed PET images at off-center positions.
The parallax error can be reduced by measuring the depth of interaction
(DOI) in a PET detector. The DOI allows for the determination of the depth
at which the interaction occurred; thus, the LOR position can be defined
more precisely. Reducing the size of the crystal while retaining its thickness
results in longer, thinner crystals. This results in the increased effect of the
parallax error, because the thinner crystals, the higher probability of photons
interacting at other crystals (see figure 2.5). However, the DOI information
can partially compensate for this effect and preserve high and uniform spatial
resolution.

Figure 2.5: Illustration of the parallax error. Without DOI information errors in
LOR positioning may occur for gamma photons incident at oblique angles.

2.4.4.2 Sensitivity

PET imaging is inherently influenced by Poisson statistics because it is based
on radioactive decay (random process). To reduce the effect of statistical
fluctuations on the quality of the reconstructed images, it is important to
acquire as many coincidence events (measured LORs) as possible. The more
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data that are acquired at the same time, the smaller the impact that the
statistical fluctuations will have on image quality and the higher the signal-to-
noise ratio (SNR) will be. The SNR determines the accuracy of the estimated
concentration of the radio-tracer in the voxels of the reconstructed images.
A high SNR is particularly important for high-resolution PET, where image
voxels are smaller and visualization of low concentrations of radio-tracer
with high accuracy is required. However, the use of small voxels requires a
large number of events. If the SNR is not sufficiently high, it is impractical
to reconstruct the image with smaller voxels. Otherwise, the uncertainty
of the radio-tracer distribution in an image would be too high rendering
the reconstructed image unfit for diagnostic purposes. Without sufficient
number of registered events, larger voxels need to be used. However, larger
voxels limit the accuracy with which the concentration of radio-tracer can
be represented in the image. Therefore, even when the detector employed
in the PET scanner theoretically allows for better spatial resolution, the use
of larger voxels for sufficient SNR prevents from reaching it.

The sensitivity of a PET scanner is defined as the ratio of the number
of coincidence events detected per second from a particular volume and the
true number of radioactive decays per second in the same volume. A high-
sensitivity scanner collects more coincidences in a fixed amount of time,
thereby improving the SNR and the quality of reconstructed PET images.
A high sensitivity of the PET scanner can be achieved by improving the
detection efficiency of the detectors (see chapter 3) and/or by increasing
the solid angle coverage of the scanner’s field of view (FOV).

2.4.4.3 True, random and scatter coincidences

From an SNR perspective, it is always desirable to acquire a large number
of coincidences. However, there are different types of coincidences that can
be detected in PET scanners. Coincidence events can be divided into three
types: true, scatter and random. A true coincidence is when both 511 keV
photons emitted from a single positron annihilation process are detected in
two opposite detectors of the PET ring without undergoing Compton scatter.
When one or both 511 keV photons undergo Compton scatter before being
detected in a detector, it is a scattered coincidence. A random coincidence
occurs when two photons that originated from two different annihilation
processes are detected close enough in time for the PET scanner electronics
to recognize them as a coincidence event. This scenario may occur when
two annihilation processes occur almost simultaneously and one photon from
each annihilation process is detected while the other is not. The three types



20 Medical imaging

of coincidence events are illustrated in figure 2.6.

Figure 2.6: Different types of coincidences possible in PET.

From the three coincidence types, only true events are useful, and col-
lecting a large number of these events improves the SNR and quality of
reconstructed PET images. Scattered and random coincidences are not de-
sired because they lead to the wrong assignment of LORs and result in a
reduction of the SNR and degradation of the image quality. In particular,
in whole-body 3D PET imaging, the scattered coincidences can become a
very large fraction of the detected events, leading to significant reduction
in the SNR [42], [10]. A PET scanner should be able to limit the num-
ber of detected scattered and random coincidences and correct for them to
prevent degradation of PET images. The ability of a PET scanner to distin-
guish between true, scattered and random events at a certain activity rate is
characterized by the noise equivalent count rate (NECR) [12], [108] defined
as:

NECR =
T 2

T + S + kR
(2.2)

where T , S and R are the true, scattered and random coincidence count
rates, respectively. k is a factor that depends on the method used for the
correction of random events. The count rates of true, scattered and random
coincidences depend on the activity of the delivered radio-tracer, on the
subject and on the PET system.

The values of T , S and R are determined by performing a series of mea-
surements of a dedicated phantom filled with a decaying radioactive source
(e.g., solution of radio-tracer). Through regular measurements taken while
the activity in the phantom decays over several half-lives and analysing the
acquired event rates as described in the NEMA NU 2 standard [9], one can
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derive the values of T , S and R .
NECR is equivalent to the coincidence count rate that would have the same

noise properties as the measured true coincidence count rate after correcting
for random and scatter coincidences. NECR is a good indicator of image
quality since the squared root of the NECR is proportional to the image
SNR [188]. A larger NECR indicates a higher ratio of true coincidences
to the overall detected coincidences which include randoms and scatters.
The NECR typically increases up to a maximum with increasing of activity
inside the FOV. Then, the NECR decreases as the random coincidence rate
increases quadratically with activity, while the true coincidence rate increases
linearly in the absence of dead time losses. This means that above some
activity level, the image quality decreases because randoms and scatters
start to dominate over true coincidences. Thus, the NECR is useful for
determining the maximum useful activity for a particular scanner.

Attenuation
After positron annihilation, the emitted 511 keV photons travel through the
patient’s tissue before they reach the detectors. During propagation, there
is a possibility that the photons will interact with the surrounding tissue.
The photons can interact through Compton scattering or through the pho-
toelectric effect. In Compton scattering, the photon loses part of its energy
and changes its direction of propagation. In the photoelectric effect, the
photon is absorbed. Thus, only a limited fraction of the emitted annihilation
photons will reach the detectors. This effect is known as attenuation. Dif-
ferent tissues attenuate photons with different strengths. This attenuation
strength is characterized by the attenuation coefficient µ, which depends on
the tissue (its electron density) and the energy of the photon that propagates
through it. A fraction of the photons that propagate through a homogeneous
material of thickness l without interaction is given by:

F = e�µl (2.3)

Equation 2.3 indicates that photons emitted from deeper inside a patient’s
body have a lower probability of reaching the detectors. This results in a
smaller number of detected coincidences from this region of the body. The
attenuation effect can be corrected in image reconstruction if information
about the attenuation coefficients of the patient’s body is provided to the
reconstruction algorithm. The attenuation map of the patient’s body is
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typically obtained from a CT scan that accompanies the PET scan (see
section 2.4.6) [20], [102], [11]. Examples of PET images of a patient’s body
reconstructed with and without attenuation correction are shown in figure
2.7. It can be observed that in the image without attenuation correction,
the interior of the body is of lower intensity and organs are not as clearly
visible as in the image with the correction, where the structures within the
body’s interior can be clearly distinguished.

Figure 2.7: Attenuation-corrected (AC) PET image (left) and non-attenuation-
corrected (NAC) PET image (right) of a patient’s body. In the NAC image, the
body interior is blurred and organs are not clearly visible nor distinguishable. In the
AC image, the structures of body interior are much clearer.

2.4.5 Time-of-Flight PET

In a conventional PET scanner, the exact location of the annihilation along
the LOR is unknown. The only available information is that the annihilation
occurred somewhere along the LOR, and all positions along the LOR are
assumed equally probable. Time-of-flight (TOF) PET measures the differ-
ence in the arrival times of the two 511 keV photons at both detectors to
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estimate the location along the LOR where the annihilation occurred. This
estimation allows for modification of the probability of occurrence of the
annihilation process along the LOR and assigns modified weights to voxel
values in the reconstructed image. The time difference �t is directly related
to the distance d from the center of the LOR to the position of the positron
annihilation:

d = c
�t

2
(2.4)

where c is the speed of light. However, to be able to implement the
time-of-flight concept in a PET scanner, PET detectors need to measure
the arrival times of photons with high precision. The higher the precision,
the more accurate is the estimation. The precision with which a detector is
able to measure the arrival time of the photon is characterized by the timing
resolution �⌧ . The full width at half maximum (FWHM) is the spatial
equivalent of the distribution of time differences �t:

FWHM = c
�⌧

2
(2.5)

The principle of TOF PET is illustrated in figure 2.8.
The concept of TOF PET was recognized as early as the 1960s [8], [25],

[30]. Nonetheless, the first TOF PET scanners were developed only during
the 1980s [198], [199], [76] [214], [117], [135] thanks to the progress in
detector technologies that allowed arrival times to be measured with suffi-
cient accuracy. The first systems achieved timing resolution in the range of
450-750 ps. However, due to the scintillators used (CsF and BaF2), these
systems had poor spatial resolution and poor sensitivity, thereby making the
initial TOF PET systems not competitive with non-TOF PET scanners with
BGO scintillators. Only with the development of new scintillators in the
1990s (e.g., LSO and LYSO) was a new generation of TOF PET scanners
with satisfactory overall performance developed [192], [97]. The first com-
mercially available PET scanner was introduced by Philips in 2006 [189].
Current TOF PET scanners achieve timing resolution between 400 and 600
ps, which allows the annihilation location to be estimated with a precision of
approximately 7.5 to 9 cm. With the recent progress in the field of photode-
tectors and scintillators, detectors with a timing resolution of 200 to 400 ps
were reported by different research groups [203], [185], [141], [113], and in
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Figure 2.8: The TOF PET principle. The time-of-flight difference �t is related

to the distance d = c
�t

2
from the centre of the LOR to the annihilation. During

reconstruction of the image, the activity is attributed only to those voxels along
the LOR that are close to the estimated voxel in which annihilation took place.

some cases, an event timing resolution of approximately 100 ps was reported
[166]. The TOF effect on the SNR is proportional to the FWHM gain and
is larger in larger objects.

A significant improvement in the quality of PET images achieved with the
TOF PET, particularly for oncology, was shown in a number of studies [97],
[48], [65]. An increase of the effective SNR by a factor of ⇠2.1 was reported
for a TOF PET scanner with a coincidence resolving time (CRT) of 600 ps
[189], [93], and the highest gains in image quality were reported for larger
patients and for low contrast lesions [65].

An example of the superiority of TOF PET over conventional PET for clin-
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ical imaging is shown in figure 2.9, which shows a patient with non-Hodgkin’s
lymphoma. The small lesions are more visible and easier to distinguish in
TOF PET images.

Figure 2.9: Patient with non-Hodgkins lymphoma (140 kg, BMI = 46). Repre-
sentative transverse, sagittal, and coronal images (not triangulated) for non-TOF
reconstruction (top) and the same cross-sectional images for TOF reconstruction
(bottom). In each image, the different lesions are seen more clearly in TOF recon-
struction than in non-TOF reconstruction. Research originally published in JNM
[97]. Reprinted with permission.

2.4.6 Multi-modality imaging

Multi-modality imaging involves combining different imaging modalities to
provide improved diagnostic accuracy or to provide new visualization appli-
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cations. In current clinical practice, anatomical imaging is combined with
functional imaging because they complement each other and provide doctors
with an overall overview of the patient’s body and its functions. Initially,
each imaging modality was acquired separately, and then the images were
fused together using a dedicated co-registration software. Currently, multi-
modal images are acquired with dedicated sequential imaging systems or
with fully integrated imaging scanners that allow for almost simultaneous
registration.

As a stand-alone imaging modality, PET suffers from a lack of anatomi-
cal information. The combination of PET images with the high-resolution
anatomical images obtained using CT significantly improved diagnostic ac-
curacy, particularly in oncological applications [15], [20], [168]. Furthermore,
CT allows the attenuation coefficient map of the patient’s body to be rapidly
obtained. The usefulness and benefits of combined PET/CT imaging have
been demonstrated; therefore, nearly all clinical PET scanners currently in
use are PET/CT combinations, and almost 100 % of PET images are ob-
tained as multi-modal PET/CT images. An example of a PET/CT image
and how these two modalities complement each other is shown in figure
2.10. In this case, PET visualized intense uptake in the descending colon,
corresponding to a soft tissue density that was not distinguishable from fecal
contents by CT criteria. The CT image allows for positioning of the high
uptake region in the identified anatomical location within the patient’s body,
which allowed for targeting of the region during an endoscopy.

MRI has high anatomical resolution, provides unsurpassed soft-tissue con-
trast [6], [202] and, compared with CT, does not deliver radiation dose to the
patient. Furthermore, MRI provides complementary functional imaging ca-
pabilities. The lack of an extra radiation dose during the scan is particularly
important for paediatric patients [23], [22]. Consequently, there is signifi-
cant interest in the research community to develop multi-modal PET/MRI
systems. An additional benefit of combining PET and MRI is the fact that
these systems can be fully integrated into a single system. This allows for
truly simultaneous acquisitions, which guarantee that both modality images
are acquired in exactly the same arrangement of the patient’s body and
creates an opportunity for motion correction in PET images [36], [35], [46].

However, combining PET and MRI is not a trivial task [208]. PET de-
tectors need to be compact and able to operate in strong magnetic fields.
Furthermore, the two integrated modalities should not influence the perfor-
mance of each other, which would result in degradation of the image quality.
Recent developments have shown that MR-compatible PET detectors can
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Figure 2.10: Axial (top) and coronal (bottom) images from PET/CT scan. PET
images are on the left, CT images in the center, and PET/CT fusion images on the
right. PET images show intense uptake in the descending colon corresponding to
a soft tissue density that by CT criteria is not distinguishable from fecal contents.
Endoscopy and subsequent surgery confirmed that this was an adenocarcinoma
of the colon, in this case an incidental finding on a study performed for another
indication. Reprinted with permission from Radiology Rounds [140]

be constructed, primarily due to new types of photosensors (see chapter
3) [79], [154], [66], [96], [170]. The first clinical whole-body PET/MRI
scanners were introduced to the market by Siemens [58]. Despite these de-
velopments, there are still a number of technical issues, such as MR-based
attenuation correction, that need to be resolved before the full potential of
simultaneous PET/MRI can be achieved.

2.5 Small animal PET imaging

PET is also a commonly used tool in preclinical research for studying the
molecular basis of diseases and guiding the development of new drugs and
treatments [75], [83], [126], [209], [183], [91], [125], [5]. There are multiple
reasons for the use of PET. First, PET allows for the non-invasive visualiza-
tion and study of the cellular and molecular processes in living organisms.
This allows for repeated and longitudinal studies of diseases in their natu-
ral biological state, including regulatory and feedback mechanisms, such as
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the immune and circulatory systems. Second, PET is capable of detecting
concentrations of radio-tracers at the picomolar level, which makes PET ca-
pable of tracking subtle molecular changes. PET is also a well-established
standard in clinical practice, which facilitates the translation of new preclin-
ical discoveries into the clinic. However, PET systems face a number of
challenges for their efficient use in preclinical research.

The major challenge is the size of the animals used in preclinical research.
Efforts to develop animal models of diseases have concentrated on rodents,
particularly mice. The mouse genome is very similar to that of humans and
is relatively easy to manipulate. Mice are inexpensive, easy to breed, have a
short life span and are small [40], [73], [179]. Consequently, more than 90%
of preclinical studies currently use mouse models [129]. For neuroscience
and neurosurgery research, rats are commonly used instead of mice because
their brains are five times larger.

However, to clearly visualize and accurately quantify the biodistribution
of a PET radio-tracer in mice and rats, PET systems with high resolution
and high sensitivity are required. The spatial resolution and sensitivity re-
quirements for small animal PET scanners are considerably more demanding
than those for clinical systems. This is caused by the size of the organs,
the anatomic structures of the rodents and the limited volume and activity
of a radio-tracer that can be delivered to the animal without disturbing the
biological processes under investigation. The typical adult mouse weighs
only ⇠ 30 g with a body length (nose to base of tail) between 7 and 10 cm.
The blood volume of a mouse is only ⇠ 2.5 ml, which limits the volume of
injected radio-tracer to ⇠ 0.2 ml. To achieve a SNR in small animal images
similar to that in human PET images, the number of acquired coincidences
should be increased proportionally to the reduction of voxel volume used for
the reconstructed images, which can be a factor of a few hundreds. Con-
sequently, the activity concentration per unit body mass of radio-tracer for
small animal imaging is considerably higher (⇠1000 MBq/kg) than that for
human imaging (⇠3 MBq/kg).

The last ten to fifteen years of intense research to develop dedicated small
animal PET systems resulted in the development of numerous academic
prototypes [44], [57], [217], [81], [85] and commercially available scanners
[194], [14], [212], [19], [105], [173]. The preclinical PET systems constructed
to date achieve spatial resolution in the range of 1-2 mm FWHM and system
sensitivity of 1 % to 16 % for an axial detector length of 6-11 cm [77].
However, preclinical PET has not yet reached its full performance potential.
A sub-millimetre spatial resolution is desired for small animal PET imaging.
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To achieve a similar level of detail in mouse PET images as in human images,
a spatial resolution of ⇠ 0.4 mm is required. Furthermore, the positron
range, parallax and DOI have a larger impact than in human scanners. An
improvement in terms of spatial resolution also requires an improvement in
sensitivity to achieve a sufficient SNR. Increasing the sensitivity of preclinical
PET scanners requires improved detector efficiency and solid angle coverage
of the scanner’s FOV. Therefore, there are still substantial improvements to
be made in preclinical PET systems to fully exploit the potential of PET
imaging for molecular research.
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Chapter 3

PET detectors

3.1 Introduction

The detector is an important component for the overall performance of a
PET system, and together with the image reconstruction algorithm, it deter-
mines the quality of PET images. PET detectors detect gamma photons and
derive the spatial coordinates, the energy and time information (timestamp)
of detected events.

Almost all PET scanners are currently based on scintillation detectors.
Other detectors design are also being investigated [63], [38], [94]; however,
because this thesis investigates scintillation detectors, the discussion will be
limited to this type of detectors. The fundamental design and components of
a PET block detector are shown in figure 3.1. A PET detector block consists
of an array of finely segmented, individual scintillation crystals coupled to the
photodetector, which is typically a photomultiplier tube (PMT) (see section
3.4.2).

The scintillation crystals convert the energy deposited by gamma photons
through Compton scattering or the photoelectric effect into visible or ultravi-
olet (UV) light. The amount of light that is produced is proportional to the
energy of the gamma photon deposited in the scintillator. The light is then
converted by the photodetector into an electric signal, which is proportional
to the amount of detected light. Thus, the final electrical output signal of
the detector is proportional to the energy of the detected gamma photon.
Due to size and cost constraints, individual scintillation crystals are generally
not coupled directly to an individual PMT. Rather, a group of crystal ele-
ments is coupled to a smaller number of PMTs, as illustrated in figure 3.1.
The scintillation crystals are often spread onto the PMTs through the light
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Figure 3.1: Schematic of the classic block detector design.

guide that is placed between the scintillation crystal array and the PMTs.
The light guide allows the light produced in an individual crystal of the array
to be spread across a larger area and shares the light between PMTs. The
coordinates (X and Y) of the gamma photon interaction within the detec-
tors are estimated based on the weighted proportion of light detected in each
PMT [7], [78], [47] :

X =
(B + D)� (A+ C )

A+ B + C + D
Y =

(A+ B)� (C + D)

A+ B + C + D
(3.1)

where A, B , C and D represent the anode signals of PMTs with the nota-
tion as in figure 3.1. This method allows for the identification of individual
crystals in the scintillator array; however, the response is not linear across
the whole detector surface. This non-linearity is caused by the fact, that the
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PMTs responses to the amount of light detected from different crystals in
the array are not completely linear across whole detector face. To overcome
this issue, look-up tables that correlate the measured position (X and Y) to
the individual crystal are experimentally measured. Both scintillation crys-
tals and photodetectors are covered in detail in sections 3.3 and 3.4 of this
chapter, respectively.

There are five main parameters that characterize the performance of a PET
detector: energy resolution, timing resolution, spatial resolution, detection
efficiency and count rate performance. These parameters are described in
detail in the following sections of this chapter.

3.2 Characteristics of PET detector

3.2.1 Energy resolution

The energy resolution characterizes the detector’s ability to discriminate
gamma photons of different energy. A small energy resolution is desired
for a PET detector because it allows for efficiently distinguishing photons
that underwent Compton scattering. This allows for discriminating between
scattered coincidences and true coincidences and for rejecting a large fraction
of the former, ensuring a higher SNR in the reconstructed images. The
energy spectrum is obtained by plotting the number of measured gamma
photons with a given energy as a function of the energy of the gamma
photons. The shape of the energy spectrum depends on the energy of the
gamma photons and on the properties of the detector materials. An example
of the energy spectrum of 22Na measured with a PET detector is shown in
figure 3.2. This spectrum consists of a photopeak that corresponds to 511
keV gamma photons and a region of lower energies that corresponds to
Compton scattered photons that did not deposit their entire energy in the
scintillator.

The energy resolution of a detector is defined as the full width of the
photopeak at one half of its maximum amplitude (�E ) divided by the energy
of the photopeak E :

E
res

=
�E

E
⇥ 100% (3.2)

Energy resolution is expressed as a percentage. A smaller energy resolution
is better; a detector with a smaller energy resolution has a better capability
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Figure 3.2: The energy spectrum of a 22Na source. �E marks Full Width at Half
Maximum of the 511 keV photopeak.

of distinguishing between two gamma photons whose energies are close to
each other. Because the energy resolution depends on the width of the par-
ticular photopeak and on the energy of the gamma photons, the energy of
the gamma photons must always be specified when reporting energy resolu-
tion. Energy resolution is worse at lower energies because there is a smaller
number of photoelectrons, which results in higher statistical fluctuations in
the measured signal. For scintillation detectors, energy resolution is primarily
defined by the light yield of the scintillator and by the quantum efficiency of
the photodetector.

3.2.2 Timing resolution

The timing resolution of a detector describes how precisely the detector can
measure the time of gamma photon detection. A good timing resolution
enables the use of a narrower timing window, which allows to decrease the
number of registered randoms. Furthermore, a good timing resolution allows
for the introduction of time-of-flight (TOF) to the PET detector, which im-
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proves the SNR via reducing noise propagation during image reconstruction.
The better the timing resolution is, the more significant is the improvement
in the SNR of the reconstructed image for the TOF PET scanners.

3.2.3 Spatial resolution

The spatial resolution of a detector, which is also often referred to as intrinsic
detector resolution, characterizes the ability to resolve spatially separated
objects. A higher spatial resolution means that the detector is better at
resolving small objects, which results in sharper, less blurred images that
more clearly visualize small features.

In PET images, a single point source of radioactivity is not represented
as a single pixel in the image but rather as a group of pixels over which
the source is blurred. This blurring results from a number of physical fac-
tors that are intrinsic for the formation of PET images (see section 2.4.4).
When the measured activity distributions of radioactive sources overlap due
to the limited spatial resolution, these sources cannot be distinguished from
each other. Rather than being represented as separate sources in the recon-
structed PET image, they appear as a single, broader, low-contrast source.

In detectors based on arrays of individual scintillation crystals, the size of
the crystals limits the spatial resolution of the detector. Thus, a detector
achieves better spatial resolution with smaller crystal elements. In detectors
based on large, continuous scintillation crystals, the best achievable spatial
resolution is determined by the algorithm used for positioning of the detected
gamma photons, the amount of the detected light and the sampling in the
photodetector. Thus, with smaller crystal elements or finer spatial sampling,
the detected gamma photon can be more precisely localized and the spatial
resolution will be enhanced.

The intrinsic detector resolution has an impact on the overall spatial reso-
lution of PET systems; the better the intrinsic resolution of the detector, the
better the spatial resolution of the entire PET scanner. There are, however,
intrinsic limits due to positron physics and system geometric calibration.

3.2.4 Sensitivity

The detector sensitivity (also referred to as efficiency) is defined as the ratio
of the number of detected gamma photons and the total number of emitted
gamma photons that reach the detector:
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Sensitivity =
N
detected

N
emitted

(3.3)

This fraction should be as high as possible to achieve a good signal-to-noise
ratio (SNR). The detector sensitivity depends on the effective atomic number
Z, density and thickness of the detector material, the packing fraction of the
crystal, the energy of gamma photons, and the energy window used.

3.2.5 Count rate performance

The count rate describes how fast the detector can process the incoming
gamma photons. In the ideal case, the output count rate of the detector,
i.e., the number of detected gamma photons in a fixed unit of time, increases
linearly with the rate of gamma photons that are incident on the detector.
However, due to the finite time that the detector needs to process the de-
tection of a gamma photon, this is not true. The time needed to process
the detection of the gamma photon is called dead time (⌧). During the
dead time, the detector is incapable of detecting any new gamma photons;
thus, all gamma photons that arrive at the detector during the dead time are
lost. The detectors are classified depending on their dead time behaviour as
paralysable and nonparalysable detectors. In nonparalysable detectors, new
gamma photons that interact in the detector during its dead time have no
impact on the detector’s behaviour. Therefore, after each gamma photon de-
tection, the detector is always dead for exactly ⌧ . Conversely, in paralysable
detectors, every new gamma photon that interacts in the detector during its
dead time prolongs the dead time of the detector by an additional ⌧ . The
behaviour of paralysable and nonparalysable detectors is illustrated in figure
3.3.

Consequently, paralysable detectors at higher event rates can spend a
considerable amount of time in the dead time state, resulting in a very
poor count rate performance. For very high event rates, the count rate of
paralysable detectors can drop to zero, whereas for nonparalysable detectors,
the count rate will saturate. Thus, nonparalysable detectors can process
more gamma photons at high event rates than paralysable detectors. This
is illustrated in figure 3.4.
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Figure 3.3: The behaviour of paralyzable and nonparalyzable detectors. The
nonparalyzable detector detects events 1, 2, 4 and 6, while the paralyzable detector
detects only events 1, 2 and 4.

Figure 3.4: The detector count rate for different types of detector models. In
ideal detector count rate increases linearly with the event rate. In reality however,
count rate of the paralyzable detector will drop to zero, while for nonparalyzable
detector the count rate will eventually saturate at very high event rates.
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3.3 Scintillators

3.3.1 Introduction

A scintillator is a material that converts the deposited energy into visible or
ultraviolet light. The amount of light that the scintillator emits after the
interaction is proportional to the energy of the gamma photon. Thus, by
measuring the amount of light, i.e., the number of emitted optical photons,
the energy of the gamma photon can be determined. There are a number
of properties that an ideal scintillator should possess:

• The conversion of gamma photon energy into light should have a
high efficiency - the scintillator should emit a large number of optical
photons per gamma quantum and should be able to absorb a high
fraction of incident gamma photons.

• The conversion should also be linear - the light yield should be pro-
portional to the deposited energy over a wide range.

• The scintillator should be transparent to the wavelength of its own
emitted light to avoid re-absorption of optical photons.

• The decay time of the scintillation light should be short such that
fast signal pulses can be generated, which is particularly important for
applications such as TOF PET.

• The scintillator should be easy to manufacture and process into crystals
feasible for detector use and preferably should not be hygroscopic.

No scintillation material meets all these requirements simultaneously, and
the choice of the scintillation material that performs best for a particular
application is always a compromise between all of the listed properties.

Scintillators, depending on their mechanism of converting the energy of
gamma photons into light, can be divided into two classes: organic and in-
organic scintillators. Organic scintillators are generally faster than inorganic
ones; however, they produce less light and have a low stopping power for
gamma photons. Consequently, organic scintillators are preferred for the
detection of electrons and neutrons, whereas inorganic scintillators, due to
their high atomic number, are the main choice for the detection of gamma
photons. Therefore, in the following sections, the emphasis will be on inor-
ganic scintillators, and organic scintillators will not be discussed further in
this dissertation.
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Figure 3.5: Different types of scintillator crystals. From left, a single LYSO crystal
2⇥2⇥20 mm3; a LYSO array of 24⇥24 individual LYSO crystals, each 2⇥2⇥20
mm3; a monolithic crystal of LYSO 32⇥32⇥5 mm3 with black reflector on lateral
sides and white reflector on top and a monolithic of BGO 32⇥32⇥30 mm3 with
unpolished lateral sides.

3.3.2 Scintillation mechanism

The scintillation mechanism in inorganic scintillators is based on the band
structure found in crystals (see figure 3.6). The band structure determines
the discrete ranges of energies that electrons within a scintillator crystal
may have (allowed bands) and cannot have (forbidden gap). Allowed bands
are the valence band, which contains bound electrons at lattice states, and
the conduction band, which contains loose electrons. Between these bands,
there is the forbidden gap (also called the band gap) in which electrons can
never be present in a pure crystal. An electron from the valence band can be
excited by absorbing the energy of a gamma photon that interacted with the
scintillator. This leaves a hole in the valence band, and the electron is moved
to the conduction band. Such an electron then de-excites, loses its energy
and moves back to the valence band. This energy is released as photons
[16], i.e., scintillation light. However, in the pure lattice of the scintillator,
the return of the electron to the valence band through photon emission is
not efficient. Moreover, due to the width of the forbidden gap, the emitted
photons would have an energy that is too high to be in range of visible or
UV light.

Therefore, impurities are deliberately introduced in scintillator crystals.
These impurities in the crystal’s lattice create additional energy states within
the forbidden gap, which the electron can occupy. Thus, the de-excited
electron can move back to the valence band through these introduced energy
states. The electron-hole pair created by the interaction of the gamma
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photon with the scintillator travels through the crystal lattice. The hole
drifts to an impurity activator site and ionizes it because the ionization
energy of the impurity is smaller than that of pure lattice state. The electron
moves through the crystal lattice until it is captured by this ionized impurity
activator, where it rapidly de-excites by emitting scintillation light. The
activator impurities are chosen such that the emitted scintillation light is in
the visible or near-UV range. Thus, the emission spectrum of the scintillator
is determined by the modified energy structure in the crystal’s lattice.

Figure 3.6: Energy band structure of an activated crystalline scintillator.

3.3.3 Properties of scintillators

3.3.3.1 Efficiency

Because the main purpose of a scintillator is to convert a gamma photon
into visible light, one of the most important parameters for the scintillator is
its efficiency. The efficiency characterizes how well the scintillator material
absorbs the incident gamma photons and emits their deposited energy as
optical photons. The efficiency of a scintillation crystal is determined by its
density, atomic number, and its thickness. The attenuation of a beam of
gamma photons in a piece of material is given as:

I (x)

I (0)
= e�µx (3.4)
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where I (0) and I (x) are the gamma photon flux at material depths of
0 and x , respectively, and µ is the total linear attenuation coefficient that
represents the total sum of the attenuation coefficients for the different
possible mechanisms of gamma photon interaction with the material. For
gamma photons with an energy of 511 keV, the main interaction mechanisms
are the photoelectric absorption effect and Compton scattering. Thus,

µ ⇡ µ
pa

+ µ
C

(3.5)

where µ
pa

and µ
C

are the linear attenuation coefficients for photoelectric
absorption and Compton scattering, respectively. µ

pa

and µ
C

depend on the
density (⇢) and the atomic number (Z ) of the scintillation material. The
approximated relation for µ

pa

and µ
C

is:

µ
pa

/ ⇢Z 3�4 (3.6)

and

µ
C

/ ⇢Z 0 (3.7)

From equations 3.4 to 3.7, it is evident that a high efficiency is obtained
for scintillators with a high density and a high atomic number.

In this place it should be also mentioned that µ
pa

depends also on the
energy of the gamma photons E� . No single analytic expression is valid for
µ
pa

over all ranges of E� and Z , but a rough approximation is:

µ
pa

/ Z 4�5

E 3
�

(3.8)

3.3.3.2 Photoelectric fraction

As mentioned in chapter 2.4.4, the desired mechanism of gamma photon
interaction in PET is photoelectric absorption, in which the entire energy
of the gamma photon is deposited in the scintillator in a single interaction.
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Compton scattering is not desired because it results in lower energy deposi-
tions, leading to detections outside the photopeak. Equation 3.6 shows that
the fraction of the total number of gamma photons that interact through
photoelectric absorption increases as the atomic number of the scintillator
increases. The fraction of the photoelectric absorption interactions (P

pa

) in
the scintillation material of thickness x and photoelectric attenuation coef-
ficient µ

pa

can be estimated as:

P
pa

=
µ
pa

µ
(1� e�µx) (3.9)

Therefore, scintillators with a high Z are especially desired for PET, where
gamma photons have an energy of 511 keV (see equation 3.8). Table 3.1
shows several scintillators used in PET detectors; note that the photoelectric
absorption fraction for the BGO scintillator, which has the highest Z , is only
40%.

Table 3.1: Properties of several scintillators used in PET. (Data from [207])
NaI:Tl BGO LSO LYSO GSO LaBr3

Light yield
(ph/MeV) 41000 9000 26000 32000 8000 61000

emission
wavelength (nm) 365 480 420 420 440 358

decay time (ns) 230 300 40 40 6.7 35
density (g/cm3) 3.67 7.1 7.4 7.1 6.7 5.3
attenuation length
511 keV (mm) 29.1 10.4 11.4 11.5 14.1 21.3

Z
e↵

50.8 75.2 66.3 60 59 46.9
Photo-fraction
511 keV (%) 17 40 32 30 25 13

Hygroscopic yes no no no no yes

3.3.3.3 Light yield

Another important property of a scintillator is its light yield, i.e., the number
of optical photons that are emitted after the absorption of a gamma photon.
A high light yield of the scintillator has a large positive impact on the energy
resolution and spatial resolution of the detector. It is also desirable for
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the number of emitted optical photons to be linearly proportional to the
deposited energy of gamma photons over a wide energy range.

The spectrum of the light emitted by the scintillator is continuous; how-
ever, each scintillator has its own maximum emission peak, which determines
the dominant wavelength of the emitted light. An example of the emission
spectrum for the LYSO scintillator is shown in figure 3.7. The maximum
emission of the scintillator should match the quantum efficiency (see section
3.4) of the photosensor for optimal detection efficiency of the scintillation
detector.

Figure 3.7: Emission spectrum of LYSO crystal excited by gamma rays.

3.3.3.4 Decay time

It is also desired for a scintillator to have short rise and decay times of
the emitted optical photons. These times have an impact on the maximum
count rate and timing properties of the detector. Fast light pulses are desired
because they limit the length of the dead time of the detector and allow the
arrival time of gamma photons to be more precisely measured, which im-
proves the timing resolution of the detector. For the majority of scintillators,
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the time course of the emitted scintillation light can be modelled as:

I = I0e
�t/⌧ (3.10)

where ⌧ is the decay time of the scintillator. Typically, the rise time of the
scintillator is considerably shorter than the decay time; often, when modelling
the time course, the rise time is assumed to be infinite.

In addition, from an economic perspective, it is desired that the scintillator
should be easy to grow and to process into crystals. Scintillators crystals need
to be manufactured in large volumes cost-effectively to make them affordable
for use in medical scanners. large volumes to make them affordable for use
in medical scanners.

Table 3.1 shows the properties of several scintillators used in PET scan-
ners. Note that none of the listed scintillators have the overall best prop-
erties. The first PET scanner employed NaI(Tl) [152], which despite an
excellent light yield has a low density and low atomic number. This resulted
in limited sensitivity of the scanner for 511 keV gamma photons. Later PET
scanners employed BGO crystals [55], which due to a very high density and
a high atomic number, ensured high sensitivity for detectors based on them.
However, due to the low light yield and relatively long decay time, the BGO-
based detectors exhibited rather poor energy and timing resolution. With
the recent progress in the field of scintillation materials, lutetium oxyorthosil-
icate (LSO) and lutetium-yttrium oxyorthosilicate (LYSO) were introduced
[139], [151]. Thanks to the combination of high light yield, high atomic
number and fast scintillation decay time, LSO and LYSO have become the
scintillator of choice for the majority of modern PET scanners.

3.4 Photodetectors

3.4.1 Introduction

In this section, different types of photodetectors that can be used in scintil-
lation detectors are presented.

One of the most important properties of a photodetector is its quantum
efficiency (QE). The QE characterizes how efficiently the photodetector con-
verts the optical photons into photoelectrons:
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QE =
Number of collected photoelectrons

Number of optical photons incident on photosensor
(3.11)

A high QE is desired for a photodetector because the amount of collected
photoelectrons has a considerable influence on the detector’s energy reso-
lution and spatial resolution. The QE of a photodetector is a function of
the wavelength of optical photons. Thus, the maximum QE of a photode-
tector should match the maximum emission wavelength of the scintillator to
achieve high detector sensitivity.

It is also desired that the photodetector possess a high fill factor to ensure
effective collection of optical photons across its area. The fill factor is the
ratio of the light-sensitive area of the photodetector to the total area of the
photodetector:

Fill Factor =
Photodetector light sensitive area

Photodetector total area
(3.12)

Due to constraints of technology from which a photodetector is made and
the housing that is used, this ratio varies typically between 0.2 and 0.8.
For example, in an array of silicon photomultipliers (see section 3.4.4), part
of the photodetector’s area is occupied by gaps between the array’s pixels,
wire bondings and finally borders between separate microcells in the silicon
structure.

Considering the concept of multi-modality PET-MR imaging systems, the
detector’s compatibility with magnetic fields becomes an important property.
The photodetector should be able to operate without any or with minimal
performance degradation in a strong MR field, even up to 9 T. The pho-
todetector should neither cause any distortion to the MRI scanner nor cause
degradation of the MRI images.

3.4.2 Photomultiplier tubes

Photomultiplier tubes (PMTs) are the standard type of photodetector and
have been the most widely used photodetectors in emission tomography. A
schematic of a PMT is shown in figure 3.8. The PMT consists of a vacuum
glass housing that contains a photocathode, focusing electrodes, a chain
of dynodes and an anode. Optical photons emitted by the scintillator are
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incident on the photocathode, causing the emission of primary electrons from
the photocathode through the photoelectric effect. These primary electrons
are focused by the focusing electrodes and are accelerated towards the first
dynode by the strong electric field applied between the photocathode and the
dynode. Due to the additional kinetic energy obtained by the acceleration
in the external electric field, the primary electrons upon striking the first
dynode cause the emission of additional electrons (referred to as secondary
electrons). These secondary electrons are accelerated by the electric field
towards another dynode in the chain, and the process repeats. The geometry
of the chain of dynodes is designed such that a cascade occurs with an
exponentially increasing number of electrons being produced at each stage.
The electrons produced at the final dynode are collected at the anode, where
the final signal is produced. The total gain achieved in this way in PMTs is
on the order of 106-107, which provides a good signal for further electronic
processing.

Figure 3.8: Simplified schematic of a PMT and its principle of operation.

Multi-anode PMTs (MA-PMTs) are PMTs that have multiple anodes,
and they provide information on the position of the detected scintillation
light [3], [4], [150]. An exemplary schematic and image of such MA-PMT,
Hamamatsu H8500, is presented in figure 3.9. Because of the structure of
the dynodes, the electrons are multiplied with minimal spatial spread and are
guided to the anode that is underneath the location of the interaction of the
optical photons with the photocathode. Thus, by measuring the signals from
multiple anodes, the light spread can be measured. The overall performance
of MA-PMTs is comparable to that of conventional PMTs; however, MA-
PMTs have a large variation in gain between individual channels of the same
device [3].

PMTs are stable in operation and are mature, reliable technology. How-
ever, PMTs have some limitations. One of the drawbacks is the limited
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Figure 3.9: Simplified schematic of a MA-PMT. The metal dynodes multiply the
electrons with minimal spatial spread.

quantum efficiency (QE), which is typically approximately 25%. PMTs re-
quire a high voltage to operate (up to ⇠ 1000 V) as the electric field between
successive dynodes increases. They are fragile due to the glass housing and
are bulky, which makes tight packing of PMT-based detector modules in
scanners difficult. Finally, PMTs are very sensitive to magnetic fields, which
influences the path of propagation of the electrons. Thus, PMTs are unable
to work in the strong magnetic fields generated by MRI scanners, which
prevents the development of PMT-based MRI-compatible PET detectors.

3.4.3 Avalanche photodiodes

An avalanche photodiode (APD) is a type of semiconductor-based photode-
tector that uses the photoelectric effect to convert optical photons into elec-
trical signals. An APD operates with a relatively high reverse voltage but
below the breakdown voltage. This causes an acceleration of the electrons
and holes excited by absorbed optical photons such that they can gener-
ate secondary electrons and holes. Thus, an APD provides an internal gain
mechanism similar to that in a gas detector.

APDs consist of pn-junctions with several layers of differently doped semi-
conductor materials, most commonly silicon. The doping concentrations are
selected such that a region with a very high electric field is created when
a reverse bias voltage is applied to the APD. Many different types of APD
structures have been developed, each with specific characteristics. However,
the most common type of APD is the so-called "reach through" structure.
There are two versions of the "reach through" structure. The first is where
optical photons enter from the n-side of silicon, and the second is where
optical photons enter from the p-side. The n-side type of APD has useful
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sensitivity in the 450 nm to 1000 nm wavelength range, whereas the p-side
exhibits high sensitivity to UV – blue light and operates in the range from
200 nm to 800 nm. Thus, for PET scintillator detectors, the p-side APD is
more useful. The structure of such an APD and its internal electric field is
shown in figure 3.10.

Figure 3.10: Schematic of a p-side entrance reach-through APD.

An incident optical photon can ionize the material of the entrance layer and
excite the primary electron-hole pair. The applied electric field accelerates
the electron towards the anode and the hole towards the cathode. Thus, the
electron crosses the high electric field region on its way towards the anode.
In this region, the electron acquires sufficient kinetic energy. By collisions
with atoms of the silicon lattice, it causes an ionization, which results in
the generation of secondary electron-hole pairs. Some of these secondary
electron-hole pairs can cause further ionization. In this way, an avalanche
multiplication of electrons is created, which results in amplification of a single
incident photon. The amplified output of the APDs is proportional to the
amount of detected optical photons.

The ionization of any individual electron-hole pair has a certain probability
of occurrence; thus, the overall gain from the APD is the statistical average
of all ionization events. Therefore, the gain of the APD fluctuates, which is
known as excess noise. The noise of the APD can be given by the following
formula:
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ES = kM + (2� 1

M
)(1� k) (3.13)

where k is the ratio of the hole ionization coefficient to the electron ion-
ization coefficient and M is the gain of the APD.

The gain of APDs typically ranges from 102 to 103 and is sensitive to
changes in the bias voltage and the temperature. Thus, APDs require stable
bias and temperature for good operation. The gain of APDs is lower than
the gain of PMTs, which makes APDs more susceptible to electronic noise.
However, APDs have a considerably higher quantum efficiency (QE), typi-
cally between 70% and 80% [160], than PMTs, and they are more compact
and robust. Furthermore, APDs are insensitive to magnetic fields, which
makes them a suitable candidate for MR-compatible PET detectors.

It is important to describe the dark current, which is distinctive for all
semiconductor photodetectors. The dark current is caused by thermal, rather
than optical, generation of electron-hole pairs within the bulk of the silicon.
These thermally generated electron-hole pairs are then multiplied in the gain
region and give rise to a dark current from the APD even in the absence
of optical photons. Therefore, increasing the gain of the APD by increasing
the applied bias voltage also increases the dark current. Consequently, the
dark current creates a constant pedestal signal (at a fixed bias voltage and
temperature), which limits the minimum amount of light that can be de-
tected. Because the dark current is thermally dependent, it can be reduced
by lowering the temperature. The lower the temperature of the semicon-
ductor material of the APD, the lower the probability of the generation of
thermal electron-hole pair is, and consequently, the lower the dark current.

3.4.3.1 Geiger mode APDs

As mentioned in the previous section, the gain of an APD depends on the
applied bias voltage, which is set below the breakdown voltage. However,
the APD can also be operated above the breakdown voltage. In this case,
it operates in Geiger mode (G-APDs). In this mode, the avalanche multipli-
cation of the generated electron-hole pair is self-sustaining, and the number
of electron-hole pairs increases exponentially with time. This condition is
called avalanche breakdown of the photodiode. The gain of the G-APD is
virtually infinite, and the devices produce a large output signal, even when
detecting a single optical photon. Therefore, these devices are also known
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as single photon avalanche photodiodes (SPAD).
Although the gain of G-APDs is virtually infinite, in reality, it is limited

by quenching its output current because otherwise the device would become
damaged. The quenching can be performed with a passive quenching circuit
or with a more advanced active quenching circuit. A simple passive quench-
ing circuit consists of a single resistor in series with the G-APD, as shown
in figure 3.11. When an optical photon is detected, the Geiger discharge
is created, and the device generates a large output current. This current
causes a voltage increase over quenching resistor, which causes a drop in
bias voltage, effectively ending the Geiger avalanche breakdown. When the
Geiger avalanche is stopped, the output current is low again and the APD
recovers. After the APD fully recovers, it is ready for new detection.

Figure 3.11: G-APD simple passive quenching circuit.

The gain of the G-APD is on the order of 105-106. As a result of this high
gain, they achieve excellent timing response. However, in Geiger mode, the
APD’s output is not proportional to the number of detected optical photons.
In principle, the G-APD becomes a binary digital device, which distinguishes
only between the state when no optical photon was detected and the state
where at least one optical photon was detected as the device’s output signal
is the same regardless of the number of detected optical photons.

This mode is not very useful for PET detectors, where the number of
photons produced in the scintillator needs to be related to the energy of
the detected gamma photons to distinguish and reject events that have un-
dergone Compton scattering. Nevertheless, G-APDs are the basic building
component of silicon photomultipliers, which are described in the next sec-
tion and show great potential for PET.



3.4 Photodetectors 51

3.4.4 Silicon photomultiplier

3.4.4.1 Architecture and principle of operation

The silicon photomultiplier (SiPM), also known as multi-pixel photon coun-
ters (MPPCs) or solid-state photomultipliers (SSPMs), is a single-photon-
sensitive device constructed from many G-APDs on a common silicon sub-
strate. A SiPM consists of a 2D array of thousands of small G-APDs, with
sizes ranging from 10 to 100 µm, all connected in parallel to form a single
output (see figure 3.12). Each individual G-APD together with its individual
quenching circuit is called a cell, microcell or SPAD. Every microcell operates
individually and responds independently when the incident optical photons
interact in that microcell.

Figure 3.12: Simplified schematic of SiPM. A SiPM consists of array of thousands
of G-APD connected in parallel.

At low light levels, the probability that a single microcell is hit by multiple
optical photons is low. Therefore, each cell operates as a binary device
that can be in one of two possible states: optical photon is detected or
not. Because all microcells are connected in parallel, the summed currents
from all microcells form an output signal that is proportional to the number
of detected optical photons. Consequently, the SiPM preserves the high
sensitivity and high gain of a G-APD, and at the same time, it has a dynamic
range for detecting light with higher intensities.
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Gain

The gain of the SiPM ranges between 105 and 107, and as in case of G-
APDs, it depends on the applied bias voltage and temperature. The gain
of the SiPM is sensitive to changes in the bias voltage and the temperature
at a given bias voltage. The main reason for the dependency of SiPM’s
gain on temperature is that the breakdown voltage of the cells varies with
temperature.

Figure 3.13: Examples of different SiPM arrays. (left) SensL 12 ⇥ 12 array with 3
⇥ 3 mm pixels, (center) FBK 8 ⇥ 8 array with 4 ⇥ 4 mm pixels, (right) Hamamatsu
4 ⇥ 4 array with 3 ⇥ 3 mm pixels.

Photon detection efficiency

For a given incident light level, the signal produced by a SiPM depends
primarily on the gain and the photon detection efficiency (PDE). The PDE
of the SiPM is smaller than that of G-APDs. This is primarily caused by the
fill factor (FF) of the SiPM, which is the ratio of the active area of microcells
to the total area of the SiPM. The microcells are surrounded by dead areas
(e.g., wire bonding and optical tranches), which makes the microcell pitch a
few microns larger than the size of the microcell itself. The FF is a constant
parameter inherent to the geometry of the particular type of SiPM device.
Typical fill factors in current SiPM range between 20% and 80% [1], [156],
[2]. The PDE of the SiPM also depends on the quantum efficiency (QE) and
the probability of Geiger discharge in the microcell (PG). PG typically ranges
between 0.5 and 1 [157] and depends on the location where the primary
electron-hole pair is created and the electric field shape, and it increases
with overvoltage above the breakdown point. The QE strongly depends on
temperature and the wavelength of optical photons. For visible light, the
QE is typically greater than 80% [162]. The PDE of the SiPM can be given
by the following formula:
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PDE = QE ⇥ PG ⇥ FF (3.14)

Saturation

As previously mentioned, the output of a single microcell is the same regard-
less of the number of optical photons that simultaneously fall on it. There-
fore, the SiPM is able to detect the intensity of a photon flux only with a
large number of microcells in a small area. If the number of SiPM microcells
is not large enough and/or the light flux is too high, then the probability of
multiple gamma photons incident on one microcell is no longer negligible. In
such a situation, saturation of a SiPM occurs. The response of a SiPM to a
flux of optical photons is not linear and can be described by an exponential
function:

bN
fired

= N
tot

(1� exp(�PDE ⇥
N
ph

N
tot

)) (3.15)

where bN
fired

is the average number of microcells that fired, N
ph

is the total
number of incident optical photons, N

tot

is the total number of available
microcells, and PDE is the photon detection efficiency of the SiPM.

The timing properties of the SiPM depend on the Geiger discharge time
and microcell recovery time, which defines the rise time and decay time of
the output signal. The Geiger discharge is a fast process resulting in a rise
time of typically just a few ns. The decay time is governed by the recovery
time, which depends on the type of quenching circuit used. With passive
quenching, the decay time is typically approximately 30 ns. Furthermore,
the rise time and decay time both also depend on the total capacitance of
the SiPM; the larger the capacitance, the longer both times are. Because
the capacitance of a SiPM increases with its area, better timing properties
are achieved for smaller SiPMs. In general, due to the fast rise time dictated
by the rapid process of Geiger discharge, a SiPM achieves excellent timing
properties that surpass those of PMTs.

3.4.4.2 Noise in SiPM

The main source of noise in a SiPM is the thermally generated dark count
rate (DCR). The DCR is the number of microcells fired per second with
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no light source. As in the case of an APD, the electron-hole pair can be
thermally generated within the sensitive area of a SiPM microcell, which can
then trigger the multiplication avalanche. As the microcells work in Geiger
mode, this thermally generated electron-hole pair produces the same output
as if an optical photon were detected. The dark count rate increases with
the area of the SiPM, temperature, and applied bias voltage. Depending on
the type of SiPM, the DCR can range from a few MHz/mm2 at room tem-
perature to a few kHz/mm2 at -20� . Because the outputs of all microcells
are summed, the DCR gives rise to a dark current at the SiPM output. At
fixed temperature and bias voltage, the DCR and the dark current created
can be assumed to be constant. Thus, the dark current forms a pedestal
signal at the SiPM output. However, this dark current is small because the
probability of thermally fired microcell decreases by approximately an order
of magnitude for each microcell already fired at a given moment [62]. There-
fore, the probability of having simultaneously large number of thermally fired
microcells is very low. Consequently, the dark current pedestal is well below
the average signal generated by the interaction of 511 keV gamma photons
with a scintillator. Therefore, the dark current at the SiPM output can be
neglected by setting the detector’s pulse trigger threshold above the dark
current pedestal.

This however, has a negative impact on the timing resolution of the detec-
tor. The best time resolution in SiPM based detectors is achieved when the
timing threshold on the detector’s readout electronic is set as low as possible,
just over the noise level. The lower the threshold, the earlier gamma photon
interaction can be detected. This allows for a more precise timestamp gen-
eration and better timing resolution of the detector. High DCR of the SiPM,
and thus high dark count current at the SiPM output, prevents the use of
low threshold. Otherwise detector would be constantly triggered by the dark
counts leading to the high dead time and the low sensitivity of the detector.
Therefore DCR has a negative impact on the timing resolution of the SiPM
based detectors. This is especially important for applications in which good
timing resolution is required such as TOF PET. For such application the
DCR should be as low as possible to ensure good timing capabilities.

In addition to the DCR, there are two other phenomena that can give rise
to a false signal in a SiPM: optical crosstalk between neighbouring microcells
and afterpulsing.

Optical crosstalk is a phenomenon in which an optical photon can be
generated within a G-APD microcell operated at the breakdown voltage
(3⇥ 10�5 photons per electron crossing the junction [104], [148]). This op-
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tical photon can then move to a neighbouring microcell and trigger a Geiger
avalanche similar to an incident scintillation optical photon. Therefore, the
optical crosstalk generates an output signal that is indistinguishable from
the correct one and can result in two microcells being fired within a SiPM
even though only one scintillation photon was detected. Consequently, the
optical crosstalk can result in an overestimation of the SiPM’s signal if it
is not corrected for. The optical crosstalk in SiPM varies from 1% to 50%
and depends on both the SiPM structure and applied bias overvoltage [186],
[31]. To reduce crosstalk, optical isolation can be applied between micro-
cells. Optical isolation can be achieved by introducing a large pitch between
microcells or by creating optical trenches filled with an opaque material be-
tween them [157], [92], [136]. However, both of these solutions reduce the
fill factor and consequently the PDE of the SiPM.

Afterpulsing is a phenomenon in which a charge carrier is trapped in a
metastable trap during a Geiger discharge and then released after a certain
amount of time. If this time is longer than the avalanche time, then the
released carrier can cause a new avalanche. In this way, the afterpulsing
can lead to a situation in which a single microcell is fired twice despite only
one scintillation photon being detected. Consequently, afterpulsing affects
the performance of photodetector. The metastable traps are created by the
impurities in the silicon material. The time after which a charge is released
depends on the energy level of the trap in the material band gap. The
probability of the afterpulse (P

ap

) as a function of time can be expressed as:
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where P
t

is the trap capture probability, ⌧
t

is the trap lifetime, and P
atp

is the avalanche trigger probability. P
t

depends on the density of impurities
in the silicon and the flux of carriers during the avalanche, P

atp

depends
on the strength of the electric field in the G-APDs, and ⌧

t

depends on the
energy level of the trap in the band gap and the temperature of the silicon
lattice. The probability of the afterpulse typically ranges from 0.3% to 10%
[186], [71] and generally increases with the applied overvoltage as both P

t

and P
atp

increase linearly with the overvoltage.
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3.4.4.3 The advantages of SiPM

Due to the combination of high gain, dynamic range, moderate bias voltage
(<100 V), insensitivity to magnetic fields, compactness, robustness, fast re-
sponse and excellent timing properties, SiPMs are currently being regarded
as the best photodetector for replacing PMTs in PET scanners. The ex-
cellent timing achieved with SiPMs [100], [111], [147], [137] makes them a
promising candidate for TOF PET detectors. Moreover, their insensitivity
to magnetic fields makes them a good choice for PET/MRI applications.
SiPMs are currently available in a wide variety of sizes and designs from sev-
eral commercial manufacturers (Hamamatsu, SensL, RMD, FBK-AdvanSiD,
Zecotek Photonics Inc., and STMicroelectronics, to list a few). Considering
their properties, SiPMs combine the advantages of PMTs and APDs. In fact,
examining the current trends in the research community and the number of
studies involving SiPM-based PET detectors and systems, the PET field is
in a transition phase of switching its technology from well-established but
old PMTs to novel and highly promising SiPMs. The SiPM is however, not
yet a fully mature technology. Despite the progress that has been made over
the past few years with designs, performance improvements, and larger-area
sensors, work to further improve SiPMs and push the technology limits is
constantly ongoing. The research community is also constantly exploring to
what extent it can exploit this new promising technology for developing PET
applications.

3.4.5 Digital silicon photomultiplier

3.4.5.1 Introduction

The digital silicon photomultiplier (dSiPM) was introduced by Philips Digital
Photon Counting (PDPC) in 2009 [74]. This device fully exploits the binary
nature of SiPM microcells. On the contrary to the typical analog SiPM,
which sums currents from individual G-APDs into a single analog output,
the dSiPM integrates each microcell with CMOS logic circuits. This re-
sults in an early digitization of the generated signal from each microcell and
fully digital readout of the number of fired microcells. As a result, a gain-
independent, noise free photon counting is achieved. The device uses an ac-
tive quenching circuit, which allows microcells to be quenched in a controlled
manner. Besides the digitization of each microcell response, the integrated
CMOS electronics also provides a digital timestamp. This timestamp marks
the arrival time of optical photons and a number of configurable options
that control the acquisition flow of the dSiPM such as triggering conditions,
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integration time length or validation threshold (see following sections for de-
tails). Thus, the dSiPM ingrates a significant amount of electronic readout
that is necessary for the analog SiPMs to process their output signals.

This approach results in a complete new detector architecture. With tra-
ditional analog types of photosensors such as PMTs, APDs or SiPMs, there
was a need to post-process the analog output signals. In general, this post-
processing required additional electronic circuits involving amplification, fil-
tering and digitization. Due to the number of analog outputs and the need
for high uniformity of each processing channel, a dedicated application spe-
cific integrated circuit (ASIC) were typically used to develop these analog
post-processing electronics. With the dSiPM this problem is overcome as the
device itself has a digital output. The main challenge for the dSiPM is the
digital bandwidth which needs to be sufficient to transmit without loss, large
amounts of data to the digital processing boards and image reconstruction
computers.

3.4.5.2 dSiPM architecture

The Philips dSiPM tile consists of 16 independent sub-sensors called dies.
The dies are placed on the tile in a 4 ⇥ 4 matrix. Each of these dies is
further subdivided into four pixels, arranged in a 2 ⇥ 2 matrix (see fig-
ure 3.14). Each pixel consists of 3200 microcells for the DPC-3200-22-44
dSiPM type. The discharged microcells are summed up on a pixel basis to
produce the photon count value. Each microcell can detect only one optical
photon per acquisition sequence, thus the number of microcells per pixel
defines the maximum photon count value. For the validation process, which
will be described later, of the registered events each pixel is separated into
four sub-pixels of 800 microcells. These sub-pixels are further divided into
25 row-trigger-lines (RTL) and contain a validation network, which is used
to reduce the amount of false counts originating e.g. from dark-counts.
For timestamp generation each die has a time-to-digital-converter (TDC),
which generate a single timestamp per die for the registered photon detec-
tion events. The exact moment and condition under which a timestamp is
generated, is determined by the configured trigger level. Per recorded event
a die generates four photon count values, one per pixel, and one timestamp.

On the back of the dSiPM tile a FPGA is located, which is responsible
for the configuration and synchronization of the individual dies as well as for
the post-processing of measured data. In addition, the dSiPM consists of a
flash memory chip, which stores calibration data and the inhibit maps that
allow to disable individual microcells of dSiPM dies. This allows to identify
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Figure 3.14: Schematic overview of the dSiPM architecture. The dSiPM consists
of 16 independent dies, placed on the tile in a 4 ⇥ 4 matrix. Each of these
dies is further subdivided into four pixels, arranged in a 2 ⇥ 2 matrix. For the
DPC-3200-22-44 dSiPM type each pixel consists of 3200 microcells.

and disable the individual microcells that have a high dark count rate. All
dies on the dSiPM tile have the same breakdown voltage, thus only a single
bias voltage supply is needed per tile, which simplifies their operation. On
the back of the tile there is also a temperature sensor, which can be used to
adjust the bias voltage during operation.

3.4.5.3 Acquisition sequence

The dSiPM operates with an event based configurable acquisition sequence,
which is shown in figure 3.16. Each die operates independently from the
other dies, thus only dies that detect sufficient photons to reach the con-
figured threshold (set up by selected trigger level) will start the acquisition
sequence. Due to the common system clock all dies share the same timing
reference.

Ready State

First the dSiPM die is in the “ready state”, where the microcells are charged,
and the die is waiting for the detection of the photon event. The die will stay
in this state until a trigger occurs. There is no recharge of the microcells



3.4 Photodetectors 59

Figure 3.15: Top side (left) and bottom side (right) of the dSiPM tile. Top side
is the active area of the dSiPM consisting of G-APDS microcells grouped in pixels.
In the centre of the bottom side there is the FPGA, which is responsible for the
configuration and synchronization of the individual dies.

in this state, unless the RTL refresh option is enabled (see section 3.4.5.5).
This means that the dark counts can accumulate over time until the trigger
condition is reached even when no optical photons arrived. Such an event is
referred to as a dark count event and is undesirable as it provides no useful
data and keeps the dSiPM die busy, preventing it from detecting true photon
events, thus effectively extending the dead time of the dies.

Trigger

The trigger defines the moment, when the start of the acquisition sequence
is initiated and the timestamp is generated. The die trigger is generated,
when one of the pixels fulfils the configured trigger scheme i.e. a sufficient
number of microcells is fired. The trigger scheme provides a stochastic
threshold to suppress dark count events. Four different trigger schemes
(called also trigger levels) are available for each die, which are based on
different boolean interconnections of the four sub-pixels of a pixel (see table
3.2). Figure 3.17 plots the probabilities of die triggering as a function of the
number of detected optical photons for different trigger schemes.

Validation time

The validation time gives a second threshold to separate true events from
dark count events. After a trigger occurred, the die waits for a configurable
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Figure 3.16: Acquisition sequence of the dSiPM die.

amount of time (between 5 and 40 ns) for more microcells discharges. At the
end of the validation time it is checked if a configurable validation scheme
is fulfilled. If yes, the event is validated as it is assumed that the amount
of discharged microcell is sufficient to recognize the event as a true one. If
not, the event will be invalidated and the die will go directly to the recharge
phase (see figure 3.16).

Similar to the trigger logic, the validation logic checks for a geometrical
distribution of microcell discharges on the pixel. The sub-pixel of the die is
divided into 25 in row-trigger-lines (RTLs). These RTLs are combined in
eight groups of three or four RTLs each, and connected to a configurable
boolean network as shown in figure 3.18. Once an RTL within a group

Figure 3.17: Trigger probabilities for the dSiPM die. Trigger scheme 1 is not
plotted as a single photon is sufficient to trigger the die. Plot obtained from the
PDPC MTEK Manual v0.31. [172]
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Table 3.2: Different trigger schemes of dSiPM.

Trigger scheme Sup-Pixel
configuration

1 SP1 OR SP2 OR SP3 OR SP4

2
[ (SP1 OR SP2) AND (SP3 OR SP4) ]

OR
[ (SP1 OR SP4) AND (SP2 OR SP3) ]

3 (SP1 OR SP2) AND (SP3 OR SP4)
4 SP1 AND SP2 AND SP3 AND SP4

detects a cell-discharge within the validation time, the corresponding input
of the connected logic gate is set to logic high. The valid-signals of all sub-
pixels are then fed into the top-level pixel gate, which is configurable as well.
If this pixel-level gate generates a valid-signal within the validation interval,
the event is successfully validated. To configure the validation scheme, a 7
bit validation pattern defines if a specific gate acts as AND (0) or as OR (1)
gate.

Figure 3.18: Validation logic network of the dSiPM.

Similar to the trigger schemes, the validation schemes do not define an ex-
act threshold. The number of required photons depends on the distribution
over the (sub-)pixel. This means that there is no difference for the valida-
tion network if one or more microcells within one RTL group are discharged.
This leads to a stochastic validation threshold, with a minimum and aver-
age number of microcell discharges that are required to validate an event.
Simulation results for minimum and average threshold of the pre-defined
validation patterns are given in table 3.3.
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Table 3.3: Validation schemes of the dSiPM die and the simulation results
for average and minimum threshold of detected optical photons to successfully
validate an event. Values obtained from the PDPC MTEK Manual v0.31.

Validation
scheme

Threshold
average # of

fired microcells

Threshold
minimum # of
fired microcells

1 1 1
2 4.6 ± 2.1 2
4 16.9 ± 6.2 4
8 52.2 ± 15 11

Integration time

After successful validation the die enters the photon integration phase, which
can be configured between 0 and 20 µs. During this phase the die waits for
the arrival of more optical photons emitted by the gamma photon that initial-
ized the currently registered event. The integration phase can be configured
to match the decay time of a scintillation crystal.

Readout

After the integration interval is finished the die starts to readout the state
of the microcells row by row. The processed rows are already recharged
during this phase. The number of discharged microcells is summed up at
the pixel level, giving one separate photon count value per pixel. At the end
of the summation process these four photon count values and the trigger
timestamp are sent out from the die for an external data processing.

Recharge

At the end of the acquisition sequence a die is recharged and is ready for the
next event acquisition. The standard length of this recharge phase is 20 ns.

3.4.5.4 Neighbour Logic

As mentioned earlier, each die of the dSiPM works independently. However,
there is an option called Neighbour Logic (NL) that allows to configure dies
in such way, that a single die can force an event acquisition sequence on
neighbouring dies, even when these dies did not detect enough photons to
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start their own acquisition sequence. This feature can be extremely useful if
the expected light distribution covers multiple dies, with a high light intensity
in the center and lower intensities in the surrounding regions, e.g. when large
monolithic scintillation crystals are coupled to multiple dies.

In this NL mode, the trigger and validation schemes can be set to a
relatively high value, thus reducing unwanted dark count events and dead
time. As long as one die (called the master die) detects enough photons
to fulfil the trigger and validation criteria, the neighbouring dies (called
slave dies) will be also triggered to start their acquisition sequence. This
neighbour trigger will override the configured trigger and validation settings
on the slave dies. In this way, even the low light intensities in the outer
event regions can be collected and added to the central photon count values
during later analysis.

Slave dies, that are in the recharge phase will however ignore the trigger
signal from the master die. This can lead to events where not all of the
expected dies are present. The master trigger signal, due to signal propaga-
tion delays, may need up to 20 ns to arrive at slave dies. This can cause a
situation, where a die is triggered and then invalidated by its own acquisition
sequence before the trigger signal form the master die arrives. In such situ-
ation, the invalidated die enters the recharge phase and ignores the delayed
master trigger signal.

3.4.5.5 RTL refresh

In a dSiPM, the pixel is prone to generate a false trigger caused by dark
counts. In the case of trigger scheme 1 (see table 3.2), a single dark count
is enough while in higher trigger schemes the trigger is caused by accumu-
lated dark counts over a long period of time. Therefore, dSiPMs offer a
fast recharge mode, called RTL refresh. It allows to recharge all microcells
grouped in a single row-trigger-line of a sub-pixel after a short period of time
if none of the four pixels generated a trigger. Consequently, this option is
available only for trigger schemes above 1, where more than a single dis-
charged microcell is necessary to trigger a die. The RTL refresh checks all
row trigger lines once each 10 ns and compares them against the global die
trigger. In case an RTL has triggered, but no die trigger was generated after
20 ns, the respective RTL is immediately recharged.
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3.4.5.6 Inhibit memory

The dSiPM has the possibility to physically disable individual microcells, by
writing to so called ’inhibit memory’. This feature is used to control the
dark count rate of the sensor. Due to the manufacturing process of dSiPM,
the different microcells within a single device have different dark count rate
(DCR). The biggest contribution to the overall DCR of a dSiPM die is caused
by only a small percentage of the cells. It is typical that about 10% of the
microcells are responsible for 70% to 80% of the DCR. By disabling these
high DCR microcells, the overall DCR of a die is significantly reduced, with
a relatively small reduction of the active area.

This inhibit memory allows also to measure the individual DCR of each sin-
gle microcell (so called dark-count map), by only enabling a single microcell
on a pixel and measuring its event rate in complete darkness. By repeating
this measurement for all microcells, the complete DCR distribution of a die
can be measured. This can be used to disable the high DCR microcells with
an inhibit map.

3.5 Small animal PET detectors

Due to the small size of rodents, a small animal PET system requires high-
resolution detectors to clearly visualize and accurately quantify the distribu-
tion of a radio-tracer. However, the benefits of high spatial resolution cannot
be achieved without significantly improving the detector sensitivity. To take
advantage of high resolution, the image data must be reconstructed into
smaller voxels. However, smaller voxels result in a smaller amount of counts
per voxel and therefore a lower SNR. Thus, the simultaneous achievement
of high sensitivity and resolution is mandatory to obtain a sufficient SNR in
the reconstructed images.

Currently, nearly all small animal PET systems are based on detectors that
consist of individual scintillator crystals optically separated by a reflective
material introduced between them and assembled into a single scintillator
matrix. The pixelated scintillator matrix is coupled to a number of photo-
sensors (e.g., PMTs), and the pixel in which the gamma photon interacts is
identified using light sharing between the photosensors.

The resolution of such a pixelated PET detector is primarily defined by
the cross-section of scintillator pixels. The smaller the pixels are, the more
precisely the position of gamma interaction can be defined, and thus, the
better the spatial resolution is. In clinical PET scanners, the typical cross-
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section of a pixel is between 4 and 6 mm [192], [200]. In small animal PET
systems, due to the need for higher resolution, the pixel cross-section varies
between 1 and 2 mm [77]. Recently, some designs use pixels with a pixel
cross-section of only 0.5 mm [187].

3.5.1 Disadvantage of pixelated detectors

The pixelated detector design has a number of drawbacks.
First, despite the fact that finely pixelated crystals improve resolution by

limiting the spread of light, the performance of such detectors is still limited
by inter-crystal scattering of the gamma photons, which is more prevalent
in smaller crystals.

Furthermore, as the cross-section of the pixels decreases, more reflective
material separating individual crystals must be introduced. In some designs,
particularly in those that use finely pixelated crystals, the reflective material
can account for a considerable fraction of the detector volume, thus reducing
its sensitivity.

To increase sensitivity, one could use thicker scintillator crystals to im-
prove their stopping power. However, the long but narrow aspect ratio of
individual pixels compromises the efficiency of scintillation light collection
[43], [114]. The longer and narrower pixels are, the less light that is col-
lected from the small face of the crystals. Therefore, the majority of current
small animal PET systems uses crystals that are only approximately 1 cm
long. This relatively short length leads to a low intrinsic detection efficiency,
which significantly contributes to the relatively low overall detector sensitivity
achieved in currently available high-resolution PET systems.

Another solution to improve the overall sensitivity of PET systems is to
improve the geometric efficiency (i.e., the solid angle coverage). One ap-
proach to improve the geometric efficiency is to reduce the system diameter,
which essentially brings the detectors closer to the imaged object. However,
bringing detectors close to each other results in more photons entering the
detector crystals at large oblique angles. This causes substantial parallax
positioning errors and associated spatial resolution loss resulting from the
gamma photon penetration of scintillator crystals.

Moreover, the effect of parallax error is stronger in long pixels with a
small cross-section. DOI correction can be applied to solve this problem but
pixelated detectors do not intrinsically provide this. In pixelated detector
designs with DOI correction, the DOI is often gained at the expense of
other performance parameters, such as energy resolution and/or detection
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efficiency.
Finally, producing finely pixelated scintillation crystals is complex and ex-

pensive. This leads to a high cost per detector module and significantly
increases the cost of the entire PET scanner, thus limiting its use in clinical
practice.

Therefore, in pixelated detectors, a trade-off has to be made between
detector resolution (many pixels with a small cross-section) and sensitivity
(large dead area). To overcome the sensitivity limitation of the high spa-
tial resolution detectors for small animal PET, novel detector designs, new
scintillators with higher stopping power and/or new geometrical designs are
required.

3.5.2 Monolithic detectors

An alternative for the pixelated detector designs are detectors based on
monolithic (continuous) crystals coupled to one or more multi-pixel pho-
tosensors.

In a monolithic crystal, the scintillation light produced by gamma pho-
ton interaction spreads freely within the entire volume of the scintillator.
Depending on the exact interaction position (e.g., crystal’s center, corner
or edge) and interaction depth (far or close to the photosensor surface),
the scintillation light measured by the multi-pixel photosensor produces a
different light intensity pattern. A strongly simplified example of such a
distribution is presented in figure 3.19. By analysing these measured light
distributions, one can estimate the position of the gamma photon interac-
tion.

The monolithic detectors, due to the absence of any dead space within the
scintillator, allow higher sensitivity to be achieved compared to pixelated de-
tectors. Monolithic detectors also allow for both good energy resolution and
good spatial resolution. Moreover, they intrinsically provide DOI correction
without any additional modifications in the detector design. Furthermore,
monolithic scinitllator crystals are easier to manufacture, require less crystal
surface treatment, are cheaper to produce than pixelated ones and assembly
of the detector module is easier.

3.5.2.1 Event positioning

In practice, estimating the position of the gamma photon interaction in
monolithic scintillators is not a trivial task, and many different methods
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Figure 3.19: Simplified representations of a scintillation light distribution in a
monolithic detector for different positions of gamma photon interactions.

have been proposed for this purpose [205], [122], [28], [211], [197], [120],
[123], [128]. Using the measured light distribution based on Anger logic
appears to be insufficient for precisely estimating the position and achiev-
ing good spatial resolution. Methods that use models of light propagation
can be employed for estimating the interaction position from the measured
distribution. Another solution is the use of statistical methods based on a
calibration in which multiple light distributions are measured at known inter-
action positions. These statistical methods include nearest neighbour [205],
maximum likelihood estimation [122] or neural networks [28].

3.5.2.2 Challenges

Successful implementation of monolithic detectors in PET systems faces
a number of technical challenges that need to be overcome. The main
challenge is the determination of the interaction position of a gamma photon,
which is far more complex than in pixelated detectors. In pixelated detectors,
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the position of the gamma photon interaction can be simply determined by
the position of the pixel in which the interaction occurred. In monolithic
detectors, the position is estimated from the scintillation light distribution
across the photosensor pixels.

Note that due to various physical phenomena (e.g., Compton scattering),
the gamma photon may interact in multiple points within a monolithic crys-
tal, which complicates the estimation of the interaction position. Moreover,
the light distribution is strongly influenced by reflections on the sides and the
top of the crystals, which depend on the type of crystal surface treatment
and the type of reflector material applied on the crystal’s sides.

Monolithic-based detectors may also require advanced electronics and
readout methods. This requirement arises from the fact that scintillation
photons are spread over multiple pixels and a smaller number of photons
is detected per pixel. Consequently, the influence of the statistical fluctua-
tions and the electronic noise on the number of detected photons per pixel
is stronger.

Finally, the correct positioning of gamma photons in monolithic crystals
may require to collect a large amount of calibration data and sophisticated,
time-consuming algorithms. The calibration may be required in order to
measure the differences in detector response to gamma interactions at dif-
ferent positions. These differences arise from effects such as inhomogeneity
of the gains of a photosensor or imperfect coupling of a scintillator crystal to
a photosensor. In turn, this leads to very large data sets and increased calcu-
lation times, which would require high-bandwidth and high-speed processing
units.



Chapter 4

Optimized light sharing for
high-resolution TOF PET
detector based on Digital
Silicon Photomultiplier

This chapter has been published as: R. Marcinkowski, S. España, R. Van
Holen and S. Vandenberghe, "Optimized light sharing for high-resolution
TOF PET detector based on Digital Silicon Photomultiplier", Phys. Med.
Biol., 2014, vol. 59(23): 7125-39

4.1 Introduction

The last three decades have seen a significant improvement in the image
quality of clinical PET systems [146]. The current generation of whole-body
PET scanners has the axial field of view (FOV) ranging from 15 to 22 cm
and typically a ring of 90 cm diameter. The majority of scanners nowadays
employ detectors based on pixelated LYSO arrays with 4 mm pixel pitch and
a thickness of 20-30 mm coupled to photomultipliers tubes (PMTs). The
combination of fast response LYSO scintillators and fast photosensors with
high-speed electronics allowed for introduction of time-of-flight (TOF) in
PET clinical systems. TOF information used in whole body PET imaging
results in faster convergence, better contrast and lower noise of the recon-
structed images [124], [97].

Recently, combined PET/MR scanners have captured the attention of the
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research community. In comparison with PET/CT scanners, PET/MR bene-
fits from the very high soft-tissue contrast of MR and lack of extra radiation
dose delivered to the patient. Furthermore, the MR scanner offers many
additional advantages: sequence specific contrast, functional MRI, spec-
troscopy and the ability to acquire simultaneous PET/MR images [155]. The
first simultaneous whole body PET/MR scanner has recently been released
by Siemens [58]. However, early PET/MR systems were using avalanche
photodiodes (APDs), which do not allow an accurate measurement of ar-
rival time due to their low gain and slow response [184].

A new type of photosensor known as silicon photomultiplier (SiPM) was
introduced relatively recently [62],[160] as an alternative for PMTs. This
new photosensors made of arrays of Geiger-mode APDs (cells) achieve high
gain, fast response and are insensitivity to magnetic fields. Single SiPM
devices of the recent generation are capable of achieving very good results
for TOF-PET applications [69]. This makes them suitable for combined
TOF-PET and MR scanners. However, readout of signals from arrays of
SiPMs requires the development of high-performance and low noise applica-
tion specific integrated circuits (ASICs) in order to fully exploit the intrinsic
performance of SiPM photosensors. This imposes a scalability challenge for
use in PET scanners, where hundreds of SiPMs arrays need to be read out
by hundred of ASICs, each needed to display a low noise and a high stability.

Philips Digital Photon Counting (PDPC) has recently introduced a novel
type of SiPM – a digital silicon photomultiplier called Digital Photon Counter
(DPC) [74], [54]. These devices employ early digitalization of the APD
signals by integrating CMOS circuitry into the SiPM chip. Thanks to this
approach, noise free, gain-independent photon counting is achieved. DPC
also allows to precisely measure time of photon arrival. In addition, DPC
are not affect by afterpulses. Furthermore, the readout of these devices can
be easily scalable in systems. A TOF-PET demonstrator was built based
on DPC devices coupled to LYSO arrays with a one-to-one coupling scheme
(crystal size 4⇥4⇥22 mm3) obtaining a coincidence resolving time (CRT) of
266 ps [53], which outperforms the results obtained with current TOF-PET
scanners (585 ps, [192]). Another advantage is that the timing performance
was independent of the count rate, contrary to what is obtained in TOF-
PET scanners based on photomultiplier tubes (PMTs) [190]. Based on this
technology, just recently Philips Healthcare released Vereos PET/CT scanner
(Veroes), which is the world’s first whole-body PET scanner base on DPC
detectors from PDPC.

Like the Vereos, most of the whole body PET scanners are based on crystal
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arrays with a transverse pixel size of 4 mm and a thickness varying from 20 to
30 mm. However, recent studies using Monte Carlo simulations have shown
that a significant improvement in image spatial resolution can be obtained
when decreasing the pixel size from 4 to 2 mm (see table 4.1) [201], [193].

Table 4.1: Spatial resolution FWHM at the centre of the field of view obtained
with Monte Carlo simulation for whole body PET scanners with different LYSO
pixel sizes [201]

Pixel size (mm

3
) Radial (mm) Tangential (mm) Axial (mm)

2⇥2⇥22 2.2 2.2 2.4

4⇥4⇥22 3.3 3.4 3.5

Here we present the evaluation of a high-resolution, TOF-PET detector
based on the DPC coupled to pixelated LYSO array with 2 mm transversal
pixel size intended for a whole body scanners. The optimal detector config-
uration and arrangement was explored in order to provide a feasible detector
design. First, we provide a brief description of the working principle of the
DPC arrays and study their performance in a typical crystal arrangement
(white reflector and light guide) with crystal pitch of 2 mm. Based on these
results we then propose an optimized detector design using a special reflec-
tor arrangement in order to overcome count rate and sensitivity limitations
while further improving the CRT results.

4.2 Materials and Methods

4.2.1 Working principle of DPC arrays

The DPC3200-44-22 array from PDPC was used in this work. The Philips
Digital Photon Counter Technology Evaluation Kit (PDPC-TEK) was used
to perform data acquisition. A single DPC has a size of 3.2 ⇥ 3.2 cm2, with
a fill-factor of 78%, and consists of 4 ⇥ 4 independent units called dies. Each
die is further divided into 4 DPC pixels arranged in a 2⇥2 matrix with a 4
mm pitch. Each pixel consists of 3200 cells of 59 ⇥ 64 µm2. Furthermore,
each pixel is divided into 4 quadratic logic units called sub-pixels. Each of
these sub-pixels is even further divided into 8 logic sub-units called RTL rows
(row-trigger-lines). An overview of the building blocks of a DPC is shown in
figure 4.1.

Each die can work independently providing an individual time stamp and
the number of fired cells in each pixel. Compared to analogue devices that
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Figure 4.1: Overview of the DPC. The array consists of 4 ⇥ 4 dies, each cnsisting
of 4 ⇥ 4 pixles that further splits into 4 ⇥ 4 sub-pixels.

rely on the comparison of the output signal with reference thresholds in order
to produce trigger and validation signals, DPCs are based on the Boolean
interconnection of sub-pixels to generate a trigger signal and the Boolean
interconnection of RTL rows to generate a validation signal for each die.
Trigger signal indicates a start of DPC acquisition sequence and defines a
moment of generating a corresponding timestamp. Validation signal is a
second, higher-level photon count threshold, which indicates that a number
of detected photons across a surface of the pixel is high enough to consider
event as a valid one and not a noise event. A die is triggered only when
a Boolean expression set by a chosen trigger level of a DPC tile is fulfilled.
Respectively, the validation signal is generated only when the Boolean ex-
pression between RTL rows set by a chosen validation level of a DPC tile is
fulfilled. Sub-pixel and RTL row logic units achieve Boolean state of 1 when
at least one cell in this unit has been fired. The Boolean interconnections
corresponding to particular trigger and validation levels of DPC are presented
in table 4.2 and 4.3 respectively.

The acquisition sequence of a single DPC die is shown in figure 4.2. When
the trigger is generated, a die is saving a timestamp. Immediately after
the trigger, there is a limited and configurable amount of time, called the
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Table 4.2: The four different Boolean interconnections between sub-pixels corre-
sponding to different trigger levels of DPC.
Trigger level Logic connection of sub-pixels (sp)

1 sp1 _ sp2 _ sp3 _ sp4
2 [(sp1 _ sp2) ^ (sp3 _ sp4)] _ [(sp1 _ sp4) ^ (sp2 _ sp3)]
3 (sp1 _ sp2) ^ (sp3 _ sp4)
4 sp1 ^ sp2 ^ sp3 ^ sp4

validation time (5-40 ns), during which the validation level, i.e. a threshold
of detected optical photons across a pixel, needs to be fulfilled to recognize
the occurred trigger as a valid event. If the trigger is not validated during
this time, the event is discarded and all the cells of the die are recharged ( 20
ns). During recharge the die is unable to detect arriving events. In case the
trigger is validated, an integration time can be set (0-20 µs) to accumulate
additional incoming light photons. After this, the readout of the number of
fired cells in each pixel takes exactly 680 ns and recharge of the die takes
place.

The DPCs generate dark signal due to thermal excitation. Thermally
generated carriers can start the avalanche process, which causes cells to
fire even in the absence of light. Such firing of a cell is called a dark
count. In normal acquisition mode of DPC, the cells are recharged only at
the end of acquisition chain as explained before. Therefore, even when no
optical photons arrive, a DPC is accumulating fired cells produced by dark
counts until the trigger level is reached. Depending on the dark count rate
(DCR) and the chosen trigger level, the DPC generates dark count triggers at
different rate. Furthermore, depending on the validation level and validation
time, such trigger can be validated resulting in the registration of an event
not related to gamma detection (called a dark count event). If the validation
is not fulfilled the recharge of the die will be invoked after the validation time.

Table 4.3: The four different Boolean interconnections between RTL rows corre-
sponding to different validation levels of DPC.
Validation

level
RTL rows logic gates connection Sub-pixels

connection0 1 2 3 4 5 6
1 OR OR OR OR OR OR OR OR
2 OR OR OR AND OR OR OR OR
4 OR AND OR AND OR AND OR OR
8 AND AND AND AND AND AND AND OR
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Figure 4.2: Acquisition sequence for a single die of the DPC.

During this recharge process a die is inactive. This can lead to a complete
or partial loss of the light generated by gamma events that arrived during
the recharge of the die. Furthermore, the increase in the number of recharge
steps caused by dark counts leads to the extension of the overall dead time
of the detector [132].

The DPC allows to measure the DCR of each cell and to enable or disable
cells. It was shown by Frach [74] that 80% of the dark counts of the entire
die are produced by only 10% of cells with the highest DCR. Therefore, those
cells can be disabled to significantly reduce the DCR while the active area is
reduced by 10%. We chose 10% as a good compromise between active area
and DCR for TOF applications.

In addition to the independent operation mode each individual die, the
DPC can work in Neighbour Logic (NL) mode. In the NL mode, the first
die that triggers and validates successfully force all the other dies to start
data acquisition cycle regardless of their own trigger and validation criteria.
This is useful when the scintillation light is spread over several dies and all
of them are needed to calculate the energy, position and arrival time of the
event. In that way, even dies illuminated with a low light intensities, that
normally would not be able to fulfill the trigger/validation criteria by their
own, can record incoming optical photons.

4.2.2 Reference detector

In the following measurements we used a reference detector consisting of a
DPC coupled to a single LYSO crystal with size of 2 ⇥ 2 ⇥ 22 mm3 wrapped
with Teflon tape and placed at the centre of one of the DPC pixels. Silicone
optical grease (BC-630, Saint-Gobain) was used for the optical coupling. The
individual timing resolution of the reference detector (�t

ref

) was obtained
using two identical reference detectors.

For all presented measurements we used some common configurations
for all DPC devices, which are: validation level 8, validation time 40 ns,
integration time 165 ns, coincidence window of 20 ns and 10% of deactivated
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Figure 4.3: Schematic of the setup containing a reference detector (right) and an
array detector (left).

cells. We used an energy window of ±10% the photopeak. The working
temperature of all DPC devices was held within the range of 6 � to 7.5 �.

4.2.3 Pixelated array with a light guide

A DPC was optically coupled to an LYSO array with 15 ⇥ 15 crystals, each
of size 2 ⇥ 2 ⇥ 22 mm3 , all surfaces polished, separated by a 51 µm thick
white diffuse reflector (Saint-Gobain). In order to achieve correct crystal
identification the light needs to be spread to different pixels of the DPC. A
1 mm thick light guide made of borosilicate glass was placed between the
scintillation crystal array and the DPC. This detector was placed at 16 cm
opposite to the reference detector as shown in figure 4.3. The 10 µCi 22Na
source was placed at 1 cm from the reference detector and 15 cm from the
detector. The NL option was enabled to read out all dies of the DPC, even
those that recorded only a small fraction of optical photons, which could be
insufficient for successful validation when each die would work independent.
The use of the NL option allows to record all optical photons generated in
a single event, thus allows to correct resolve all crystals in the array.
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4.2.3.1 Coincidence resolving time, energy resolution and flood map

The CRT was measured for each of the trigger level configurations (1, 2,
3 and 4) of the DPC arrays acquiring 5 million coincidence events for each
case. The energy resolution was also measured for one case (trigger level
1), as it is not expected to change with the trigger level. A flood map of
the detector was obtained and a self-organizing map (SOM) algorithm ([87]
was applied to it to automatically build the crystal look-up table.

4.2.3.2 Time calibration

For timing measurements, only events within the energy window were used.
Due to the light spread among different dies that each one contains individual
timestamp, it was necessary to perform a skew time calibration between dies.
Setup shown in figure 4.3 was used for calibration. Both detectors were
set to trigger level 1. The skew time value for each die was obtained as
the mean time difference for the coincidence events recorded between the
reference detector and the LYSO crystal closest to the center of that die in
the other detector. As shown by Seifert [175], the earliest photons arriving
at the photosensor contain the most precise information of the arrival time
of the gamma photon on the detector. The earliest timestamp obtained
after applying skew correction, was used as the arrival time of the detected
photon.

4.2.3.3 Estimation of event loss due to dark counts

The presence of dark counts can lead to a loss of events as explained in
section 4.2.1. We studied what was the fraction of recorded events that had
at least one die missing due to the dark counts and had to be discarded
due to missing data. The fraction of event loss was evaluated for different
trigger levels and temperatures. In order to minimize the loss of events a
special detector arrangement is proposed in the following section.

4.2.4 Special reflector arrangement without NL

Several strategies can be followed to reduce the loss of events when using
DPC arrays for TOF-PET. One option is to decrease the dark count rate by
reducing the working temperature [203] while increasing the complexity of
the system. Another possibility is to reduce the dark count rate by disabling
a higher fraction of cells although the active area gets reduced, resulting in a
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Figure 4.4: Schematic representation of the 4 ⇥ 4 LYSO crystal array and the
special reflector arrangement proposed to focus the scintillation light onto single
die of the DPC array. Each crystal has a size of 1.9 ⇥ 1.9 ⇥ 22 mm3. Individual
crystals are represented by black boxes. Four pixels of a single die of DPC are
represented here by four green squares. The dashed area represents white reflector
and the remaining inter-crystal area represents an optically transparent foil.

loss of energy resolution. To solve the issue of event loss we propose to build
a scalable array of 4 ⇥ 4 crystals that focuses all the light on a single die
while allowing for crystal separation by using a special reflector arrangement.
The arrangement splits crystals into subgroups with different light sharing
pattern among them as presented in figure 4.4. This allows each die to work
independently as in 1:1 coupling scheme with 4 mm crystal pitch (shown by
Degenhardt [53]) and still use crystals with 2 mm pitch for achieving higher
spatial resolution. In order to better adjust the crystal array to the active
area of the DPC die (7.15 ⇥ 7.85 mm2) we chose a crystal size of 1.9 ⇥ 1.9
⇥ 22 mm3. We built one of the proposed arrays and coupled it to one die
of a DPC. The flood map, energy resolution and CRT were measured using
trigger level 1.
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4.3 Results

4.3.1 Reference detector

A CRT of 253 ps was obtained using two reference detectors leading to an
individual timing resolution of the reference detector (�t

ref

) of 178 ps.

4.3.2 Pixelated array with light guide

4.3.2.1 Coincidence time, energy resolution and flood map

The CRT obtained for trigger level 1 for each individual crystal of the array
is shown in figure 4.5(a). An average time resolution of 376 ps was obtained
for this particular trigger level. It can be noticed that three rows of crystals
provided worse CRT. This is caused by the reduced amount of detected
photons as these crystals are located over the dead area of the DPC array
that contains the wiring (see figure 1). Figure 4.5(b) presents the histograms
of the CRT obtained for each crystal of the array using different trigger
levels. There is a significant degradation of the CRTs when the trigger level
is increased obtaining average CRT values of 376, 558, 758 and 1483 ps for
trigger levels 1 to 4 respectively. The CRT

array

for two equal array detectors
would be equal to 468, 747, 1042 and 2082 ps respectively.

Figure 4.5: (a) CRT for all the crystals of a 15 ⇥ 15 LYSO array obtained using
the trigger level 1 option. (b) Histogram of the CRT for all crystals in the array
using different trigger levels.

The number of optical photons and the energy resolution at the photopeak
position for each crystal of the array are shown in figure 4.6(a) and 4.6(b)
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Figure 4.6: (a) 511 keV photopeak position and (b) energy resolution FWHM
across the detector array.

respectively. The photopeak position shift by 30 % down when moving from
the central region to the edges of the detector. This can be explained in
part by the fact that we did not use reflector on the lateral sides of the light
guide. The three rows of crystals with a lower photopeak position in the
central region are located over the dead area of the DPC array that contains
the wiring.

An average energy resolution of 14.5 % FWHM was obtained with a sigma
equal to 1.3 %. Cross talk and saturation corrections [204] were not included.
The flood histogram of the detector consisting of 15 ⇥ 15 LYSO crystals
coupled to a DPC array obtained at trigger level 1 is shown in figure 4.7(a).
All of the individual crystals in the crystal array can be clearly resolved.
Figure 4.7(b) shows a line profile across one of the crystal rows in the flood
histogram. An average peak to valley ratio of 12:1 was obtained. In the
presented flood histogram the edge crystals contain more counts than the
central crystals due to higher number of events accepted after applying the
event filter described in section 4.2.3.3. As the light of the crystal in the
edges spreads over a smaller number of dies, there is a lower probability to
lose one of the dies containing relevant information of the event.

4.3.2.2 Skew time calibration

In order to proceed with the time skew calibration we selected for each die the
crystal that deposits the highest fraction of light in that particular die. The
die with the shortest delay was then used as a reference in order to obtain only
positive values of relative skew time (see figure 4.8). Time skews up to 858
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Figure 4.7: (a) Flood histogram of the array of 15 ⇥ 15 LYSO crystals coupled
to a DPC array and (b) line profile across the row of crystals inside the box shown
in the flood histogram.

ps were obtained, which is much larger than the timing resolution obtained
for the reference detector. Therefore, taking these skews into account is of
crucial importance for DPC-based TOF-PET detectors where the scintillation
light is spread among different dies and an individual time stamp for each
die is obtained.

4.3.2.3 Valid events

As explained in section 4.2.3.3, incomplete events with missing dies can be
obtained due to the triggers produced by dark counts. Figure 4.9(a) shows

Figure 4.8: Map of electronic time skews the dies in DPC using the one labelled
with a 0 as a reference. The values are in units of picoseconds.
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Figure 4.9: Examples of recorded events (a) where all dies were available during
photon detection and (b) where one die (marked by the orange box) adjacent to
the position of gamma interaction was lost. Colour scale represents number of
recorded optical photons in DPC’s pixels (8 ⇥ 8)

an example of the light distribution obtained for one event where all the dies
with relevant information were recorded. Figure 4.9(b) shows an example
where one die containing relevant information was lost. As described in
section 4.2.3, incomplete events are discarded in order to avoid detector
performance degradation in terms of crystal identification, energy resolution
and CRT.

For used trigger level 1, 2, 3 and 4 the fraction of accepted singles events
out of the total number of recorded singles was 39, 66, 69 and 80 % respec-
tively. The average cumulated dark count rate per die was 3.2 Mcps for all
conducted measurements. The higher event loss for lower trigger levels is
caused by the fact that less accumulated dark counts are needed to trigger a
die. Thus, for the lower trigger levels there is a higher probability that one or
more dies are recharging when the gamma event is being recorded. Cumu-
lated dark count rate in the DPC depends on the temperature of the device.
Thus, at higher working temperature the dark counts trigger rate is higher
causing a higher percentage of events with missing dies. We measured a tile
at room temperature (22-23�): with the same setup and detector configu-
ration, only 11, 37, 39 and 68 % of recorded events could be accepted for
trigger level 1 to 4, respectively.
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Figure 4.10: CRT for all crystals in the array with special reflector arrangement.
Values obtained for trigger level 1

4.3.3 Special reflector arrangement

Figure 4.10 shows the CRTs obtained for all crystals in the array with reflector
arrangement for trigger level 1. The average CRT achieved in this case was
295 ps, what for two equal detector arrays would give CRT

array

of 332 ps.
Worse CRT values can be observed in corner crystals. This is related to the
reduced number of optical photons detected for these crystals as the first
photons arriving at the photosensor can be lost in the inactive areas of the
die over which these crystals are located.

Figure 4.11(a) shows the 511 keV photopeak position across all individual
crystal elements in the array. A non-uniformity of the photopeak position can
be observed across the array. The average photopeak position is 2130, 1720
and 1230 optical photons for central, edge and corner crystals respectively.
This is caused by the different light sharing pattern between different crystals
groups described in section 2.4. Furthermore, crystals located along die
edges, especially crystals in the corners, are not fully placed over the active
area of a die (7.15 ⇥ 7.85 mm2) as the array is slightly too large. This
causes a loss of a small fraction of light for these crystals. These factors
also cause the position dependent energy resolution at 511 keV across all
crystals in the array as shown in figure 4.11(b). Average energy resolution
yields a FWHM of 11% and 17% for the crystals located in the center and
at the corners respectively.

The flood histogram of the scalable 4 ⇥ 4 crystal array with the proposed
reflector arrangement coupled to one of the dies of the DPC is shown in
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Figure 4.11: (a) 511 keV photopeak position and (b) energy resolution FWHM
across all crystals of the array with special reflector arrangement.

figure 4.12(a). All crystals in the array can be clearly resolved obtaining an
average peak to valley ratio of 20:1. Figure 4.12(b) shows a line profile along
one column of crystals in the flood histogram. The dislocation of part of
the crystals inside the array is caused by misalignments made during manual
assembly of the array from single crystals and Teflon tape.

The most significant advantage of this crystal arrangement is the fact
that only one die is necessary to correctly record incoming event as each of

Figure 4.12: (a) Flood histogram of the array of 4 ⇥ 4 LYSO crystals coupled to
a DPC array and (b) line profile across the column of crystals inside the box shown
in the flood histogram.



84
Optimized light sharing for high-resolution TOF PET detector based

on Digital Silicon Photomultiplier

sixteen dies works independently. This allows for a remarkable improvement
in terms of detector’s count rate in comparison to the use of NL and a light
guide in light sharing approach where multiple dies are necessary to record
a single gamma event. Using a pulse light emitting diode (LED) driven by
a pulse generator as a source of known output in terms of events count
rate it has been shown by Marcinkowski et al [132] that for the chosen
configuration (trigger level 1, validation level 8, validation time 40 ns, 10%
of cells deactivated) a single die is able to correctly record 86% of generated
LED events. LED pulses were generated at rate of 10 kHz and the amplitude
of generated pulses was set to match LED light output with the number of
optical photons registered by a DPC for a 511 keV gamma interaction in
LYSO.

4.4 Discussion

The use of a light guide and NL allows to correctly resolve crystals with 2
mm pixel pitch coupled to a DPC despite the lack of one-to-one coupling.
All pixels in the 15×15 LYSO array can be clearly identified with a good
peak to valley ratio, 12:1. Using such an approach it is possible to achieve
reasonable energy resolution, 14.5% on average.

A CRT of 376 ps is obtained for 15 ⇥ 15 LYSO array which is substantially
worse than that obtained by Degenhardt [53]. Differences can be explained
by the contribution of different factors. The size of the crystals used in this
study was 2 ⇥ 2 ⇥ 22 mm3 compared to 4 ⇥ 4 ⇥ 20 mm3 pixels employed by
Degenhardt [53]. As shown by Levin [114], using thinner and longer crystals
produces a decrease of the light reaching the photosensor due to the increase
of light absorption along its propagation in such crystals. Furthermore, the
use of one-to-one coupling scheme by Degenhardt [53] results in a smaller
transit time spread contribution ([145], [45], [110]), which results in better
CRT. In addition, the light guide further increases transit time spread, thus
worsening the CRT. Finally, the accuracy of the time skew calibration can
also contribute to a decrease of the timing resolution. The calibration could
be improved by using a picolaser and a DPC without scintillator as shown
by van Dam [203].

The reduced amount of valid events, i.e. those where all dies with relevant
information were recorded (see section 4.3.2), prevents to use a standard
configuration of scintillator crystal array with light guide proposed in the
first place. Van Dam [203] showed that reducing the temperature to -25 �
could significantly reduce the DCR in the DPC facilitating the use of a light
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sharing configuration with optimal timing performance. However, a complete
PET scanner working under such low and uniform temperature would need
a very complex cooling system.

Therefore, we proposed an alternative solution (section 4.3.3) that allows
to focus all light of the crystal array onto a single die, obtaining an equivalent
situation in terms of dark counts effect as the one-to-one coupling scheme
used by Degenhardt [53]. Moreover our design allows the use of crystals
with half transverse size, which can greatly improve the image quality of
human PET scanners as shown by Thoen [201] and Surti [193]. With the
proposed approach it was possible to correctly resolve crystals with 1.9 mm
transverse pitch while achieving an average CRT of 295 ps. Two such array
detectors in coincidence would result in CRT equal to 332 ps, which is only
19% worse compared to the results obtained in [53]. The improvement in
timing resolution compared to the 15 ⇥ 15 LYSO array are caused by reduced
transit time spread of light in the detector due to the absence of a light guide
and the focus of the light on a smaller area of photosensor.

To achieve such good timing resolution the DPC needs to operate at
trigger level 1. In order to reduce the fraction of time during which individual
dies are recharging, it is important to reduce the DCR as much as possible
when using this trigger level. As DCR depends on the temperature of the
DPC it is necessary to cool down the device below room temperature. In
terms of detector’s dead time, operating a DPC at trigger level 1 and at
room temperature is not feasible. As was shown here and by Degenhardt
[53], operating the device at 5-10� is possible. Achieving such level of
cooling in the system can be possible with water-cooling or with Peltier
cooling. This amount of cooling is far more reasonable to achieve at system
level than -25� [203].

Another approach, which can be employed to reduce DCR, is to turn off a
larger fraction of the device’s cells that contribute most to the DCR (here,
we deactivated 10% of the cells). However, this can lead to a degradation
of the energy and timing resolution of the detector.

4.5 Conclusion

The performance of a detector based on DPCs and pixelated LYSO crystal ar-
rays with 2 mm and 1.9 mm transverse pixel size intended for high-resolution
whole body TOF-PET has been investigated. We found that the DPC is a
suitable photosensor to build a high-resolution detector for whole body TOF-
PET scanners that employ crystals with transverse pitch below 4 mm, which
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are typically used in state-of-the art systems. With a LYSO array of 2 ⇥ 2 ⇥
22 mm3 crystals and use of the light guide and NL we achieved the average
CRT of 376 ps and the average energy resolution of 14.5 %. However, this
configuration has the disadvantage of count loss due to dark counts. We
solved this issue by developing a detector based on LYSO array with 1.9
⇥ 1.9 ⇥ 22 mm3 crystal size with special reflector arrangement between
crystals. With this approach the average CRT of 295 ps was achieved and
the average energy resolution yielded 11 %. To achieve such CRT, which
outperforms state-of-the art TOF-PET scanners, trigger level 1 was used
in both cases. In order to work at trigger level 1 (and do not compromise
detector’s overall count rate performance), DCR needed to be reduced by
cooling the detector and deactivating DPC’s cells with the highest DCR.
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Chapter 5

Effects of dark counts on
digital silicon
photomultipliers
performance

This chapter has been published as: R. Marcinkowski, S. España, R. Van
Holen and S. Vandenberghe, "Effects of dark counts on digital silicon photo-
multipliers performance", Nuclear Science Symposium and Medical Imaging
Conference (NSS/MIC), 2013 IEEE. IEEE, 2013, p. 1-6

5.1 Introduction

5.1.1 Digital Silicon Photomultipliers

Digital Silicon Photomultipliers (dSiPM) are solid-state single-photon sen-
sitive devices made of arrays of Geiger-mode avalanche photodiodes. In
contrast to analogue SiPM, these devices integrate CMOS electronics into
a silicon photomultiplier chip for early digitization of Geiger-cell output re-
sulting in fully digital readout. As a result, they achieve gain-independent
photon counting with accurate photon arrival time information. This makes
them very promising devices for the next generation of detectors for medical
imaging applications [1]. Due to the novel architecture, the dSiPM con-
tains a set of configurable parameters that must be well understood for the
optimal use of this device as a gamma photon detector. The optimal config-
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uration parameters for each application vary depending on the energy of the
gamma, the light output, time response of the scintillator and the spread
of the scintillation light over the sensor. In particular, dark counts can lead
to partial or complete loss of gamma events or give rise to noise events,
uncorrelated with gamma events.

Since dSiPMs are solid-state devices, they generate dark signal due to
thermal excitation. Thermally generated carriers can fire the avalanche pro-
cess, what leads to the firing cells of the device even in the absence of light.
These noise events are referred as dark counts. The amount of dark events
generated per second is referred as dark count rate and depends on the tem-
perature of the device. The higher the temperature, the higher the dark
count rate.

To explain loss of gamma events due to dark counts we will first give
a brief introduction to the operation principles of the dSiPM. The dSiPM
device consists of 16 independent units, called dies. Each die contains 4
SiPM pixels (active area: 3.2 ⇥ 3.8 mm2) with each pixel further split into
four sub-pixels. Each die contains individual trigger and validation logics,
which are based on different Boolean interconnection of pixels and sub-
pixels. A trigger is produced when the configured trigger level is met [2]. At
that moment a configurable time (validation time) is started during which
a certain validation level (i.e. a certain number of light photons) must
be reached in order to start recording the event. The die is reset if the
validation level is not reached. During this reset, the cells are recharged and
are therefore not able to detect any arriving light photons. According to
specification, the recharge time is 20 ns. The acquisition sequence of the
dSiPM is presented in figure 5.1.

Figure 5.1: Acquisition sequence of dSiPM sensor.
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5.1.2 The influence of dark counts on the dead time and

the spectrum of dSiPM

With the lowest trigger level (1) only one fired cell is needed to trigger the
die. When combined with a high validation level, the trigger caused by
the dark count fired cell will probably not be validated and recharging will
start after the validation time. Therefore, the higher the dark count rate,
the longer the fraction of time during which the die will be inactive. This
inevitably will lead to longer dead time and to the higher loss of real gamma
events. This is illustrated in figure 5.2.

Figure 5.2: Illustration how dark counts can lead to the loss of gamma events in
dSiPM.

At a higher trigger level, cells fired due to dark counts accumulate until
the trigger level is met. In that way, at the same dark count rate, the dark
count trigger rate is reduced but will still have a significant influence. On
the other hand, when we use a higher trigger level it will be more likely that
the trigger produced by dark counts will also meet the validation level. This
would then result in events in the energy spectrum formed by a combination
of dark counts; these will be called dark count events. To prevent this effect
there is an option, called RTL refresh, that allows for fast reset of full cell
rows of sub-pixels (row-trigger-lines; RTL), where one or more cells have
been fired but no die trigger has been generated after a predefined time
( 20 ns). Thus, this feature avoids the dark counts to accumulate. During
this RTL reset, only cells in one particular RTL line are recharged while all
other cells are kept active. This allows the entire die to remain in an active
state and detect incoming gamma events. This feature can obviously not be
used for trigger level 1 as each fired cell already generates a trigger.

For several configurations it is necessary to have light spreading over dif-
ferent dies. Typical examples are detectors employing monolithic crystals
[167], [174] or pixelated crystal arrays with pixel size not matching the light
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sensor pixelization [130], [169]. In these cases it is required to simultane-
ously read out several dies in order to process the event. As the light is
spread onto several dies there is a higher probability that one or more dies,
which are supposed to collect light from an incoming gamma photon, are in
the recharge phase after being triggered by dark counts. Such situation is
presented in figure 5.3.

Figure 5.3: Example of recorded light distribution of 511 keV interaction where
all dies of dSiPM array were available (a) and where one die was missing (marked
by the orange box) due to undergoing recharge (b). Color scale represents number
of recorded optical photons in dSiPM’s pixels.

In dSiPM devices there are two ways to detect light spread over several
dies. The first approach is to set the validation level to a low value such
that all dies measuring a significant amount of light will independently start
their readout. The second approach is to force the readout of all the dies
in the devices by using the Neighbor Logic (NL) option. NL is a feature of
dSiPM that allows a first successfully triggered and validated die to become
a ‘master die’, forcing all other dies to start acquiring data.

In this work we studied different DPC configurations in order to quantify
events loss of the dSiPM device due to dark counts and to provide guidelines
on the optimal configuration for different detector designs and applications.

5.2 Materials and methods

In this study a single dSiPM array DPC3200-22-44 (Philips Digital Photon
Counting) was used. In order to control the expected output in terms of
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events count rate and number of detected optical photons per event a pulse
light emitting diode (LED) was used as a source of optical photons. The
LED was placed 7 cm from the detector so that the whole surface of dSiPM
was illuminated by light produced by the LED. The LED was driven by
Agilent Function/Arbitrary Waveform Generator, type 33220A-ABA, which
was set to output pulses 100 ns width, 5 ns both rising and falling edge at a
frequency of 10 kHz. Since the main scintillator of interest to use with the
detector is LYSO, the amplitude of generated pulses was set to match LED
light output with the number of optical photons registered by a DPC for
a 511 keV gamma interaction in LYSO ( 3000 registered photons per die).
The whole setup was placed in a temperature chamber where the working
temperature of dSiPM during measurements was kept within 3.5 � to 5 �.
The overview of measurement setup is shown in figure 5.4.

Figure 5.4: Overview of the measurement setup.

For all measurements a fixed integration time length of 165 ns (similar
to setting used for LYSO) was used for dSiPM device. Furthermore, 10%
of the most active cells were disabled in order to reduce dark count rate
(DCR) in the detector. At the given working temperature, this resulted in a
cumulated DCR of about 3.1 MHz per die. Figure 5.5 shows the measured
cumulated DCR of a single die (active area: 7.15 ⇥ 7.87 mm2) at 4 � as a
function of the percentage of active cells.

To quantify the event loss for different dSiPM configurations and to de-
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Figure 5.5: Cumulated dark counts rate (DCR) of a single die at 4 �. Values in
the box show cumulated DCR for 100%, 90%, 80% and 70% of active cells.

terminate which configuration provides the highest sensitivity of the device
a fixed number of light pulses was generated with the LED. In order to fil-
ter LED events from other types of events (dark counts or false events) a
histogram of the number of fired cells per event was obtained and only the
events contained in the photopeak were selected for further processing (see
figure 5.6 in the next paragraph). Subsequently the number of recorded LED
events by the DPC was compared to the number of generated light pulses
and the fraction of lost events was calculated.

For the first results only one of the central dies of dSiPM tile was activated.
First the fraction of recorded LED events was measured for different valida-
tion time length (validation level set to 8 and trigger level was set to 4 for
this measurement). Second, the fraction of recorded events was determined
for varying validation level (validation time set to 40 ns and trigger level was
set to 4 for this measurement). Finally, the percentage of recorded events
was measured for different trigger levels (1, 2, 3 and 4). Validation time
and level for this study was chosen based on the previous measurements to
provide the highest fraction of correctly recorded LED events. These three
measurements were performed both with RTL refresh option switched on
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and off to evaluate its efficiency to reduce the influence of dark counts on
dSiPM.

Next, different combinations of RTL refresh and NL options were studied
for cases where the simultaneous readout of multiple dies is required to
process a single event. For this study trigger level 4, validation level 8
and validation time of 40 ns were used. All dies were active and all four
combinations of RTL refresh and NL were studied (on/off). An event with
one or more missing dies was considered as an invalid event.

Finally, the event loss of the dSiPM was quantified for situations where
multiple dies were required to record a single event. For this purpose a
different number of dies (1, 2, 4 and 16) was activated per acquisition and
the fraction of recorded LED events was measured in each case. As in the
previous studies, measurements were performed for RTL refresh turned on
and off and events with at least one die missing were considered as invalid.
The NL option was turned off. Trigger level 4, validation level 8 and a
validation time of 40 ns were used.

Furthermore the actual length of recharge time of dSiPM was verified. For
this, the fraction of recorded events for different trigger rates of dSiPM was
measured. Different trigger rates were acquired by deactivating a different
fraction of dSiPM’s cells for each acquisition. Monte Carlo simulations of
the dSiPM acquisition chain were performed with different dead times (non-
paralyzable model). The results obtained with simulations were fit to the
measured data. From a comparison of the simulated and the measured data,
the real dead time of the device was obtained. For this study only one die
was activated and trigger level 1, validation level 8 and validation time of
40 ns were used.

5.3 Results

5.3.1 Quantification of event loss

Table 5.1 shows the percentage of recorded LED events for different valida-
tion time lengths for both RTL refresh turned on and off. It can be clearly
seen the percentage of recorded events increases with the validation time.

Table 5.2 shows the percentage of recorded LED events for different vali-
dation levels for both RTL refresh turned on and off. In case of RTL refresh
turned on the percentage is constant for all validation levels while with RTL
refresh off the percentage reduces at lower validation levels.

The percentage of recorded LED events for different trigger levels is pre-
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Table 5.1: Percentage of recorded LED events for different validation time (set-
tings used: trigger level 4, validation level 8)

Validation time RTL
ON OFF

5 ns 12.01% 8.58%
10 ns 58.85% 46.35%
20 ns 99.29% 98.09%
40 ns 99.31% 98.48%

sented in Table 5.3. For RTL refresh on, the percentage is almost constant
with the slight reduction at trigger level 2. For RTL refresh turned off a
slight decrease of recorded events can be observed for lower trigger levels
with a significant drop for trigger level 1.

Table 5.4 shows the percentage of LED events recorded by all 16 dies
for different combinations of RTL refresh and NL options. The highest
percentage of recorded events was observed for RTL refresh turned on and
NL turned off while the highest loss of events was observed when both
options were enabled.

Table 5.5 shows the percentage of recorded LED events in the situation
where multiple dies are needed for event detection. For RTL refresh enabled,
the fraction of recorded events was constant irrespective of number of dies
required. For RTL refresh disabled, the fraction of recorded events decreases
as the number of required dies increased.

5.3.2 False events caused by the RTL refresh option

In the histograms of the number of recorded optical photons per event, for
both cases of RTL refresh (on/off), peaks at low values were observed (figure
5.6). It was observed that with RTL enabled, this low energy peak contained
more counts than in case of RTL refresh turned off. Also the number of
optical photons recorded per event for this peak was much higher in case of
RTL refresh. All recorded events forming this peak at low values for RTL
refresh turned on had a repeating pattern of fired cells in a die. In each event
one pixel of a die had very high number of fired cells (even few hundreds)
while rest of die’s pixels had just a few fired cells.

This is depicted in figure 5.6. The peaks at higher values correspond to
correctly recorded LED events for RTL refresh turned on (blue) and turned
off (red). In case of disabled RTL refresh, the low energy peak obtained at
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Table 5.2: Percentage of recorded LED events for different validation levels (set-
tings used: trigger level 4, validation time 40 ns)

Validation level RTL
ON OFF

2 99.46% 53.62%
4 99.15% 97.61%
8 99.31% 98.48%

Table 5.3: Percentage of recorded LED events for different trigger levels (settings
used: validation level 8, validation time 40 ns)

Trigger level RTL
ON OFF

1 - 86.29%
2 98.88% 96.84%
3 99.41% 97.66%
4 99.31% 98.48%

Table 5.4: Percentage of recorded LED events for different RTL & NL configura-
tions (settings used: trigger level 4, validation level 8, validation time 40 ns)

Neighbor Logic RTL
ON OFF

ON 37.83% 65.78%
OFF 99.00% 89.83%

Table 5.5: Percentage of recorded LED events for different number of dies needed
to record a single event (settings used: trigger level 4, validation level 8, validation
time 40 ns)

Number of dies RTL
ON OFF

1 99.31% 98.48%
2 99.64% 97.69%
4 99.57% 98.36%
16 99.00% 89.83%

lower values corresponds to events caused by accumulated dark counts that
managed to fulfil the validation level. For RTL refresh turned on the low
values peak corresponds to previously described events with repeating pat-
tern of fired cells. As the RTL refresh prevents accumulation of dark counts
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and the pattern of fired cells indicates that, these events were considered as
an undesirable side effect of using RTL refresh option.

Figure 5.6: Spectrum of recorded LED pulse by dSiPM for RTL refresh turned on
(blue) and RTL refresh turned off (red).

5.3.3 Verification of the dead time of the dSiPM

Figure 5.7 shows the percentage of recorded LED events for different trig-
ger rates (blue plot) fitted with the results of Monte Carlo simulations of
dSiPM acquisition chain for different lengths of dead time according to a
non-paralyzable model (red plots). The percentage of recorded events in-
creases with the decrease of trigger rate caused by dark counts. The drop in
the fraction of recorded events for very low trigger rates is caused by the fact
that in these cases, a very limited number of cells was left active to acquire
such low trigger rates. It can be observed that the best match between the
measured data and the outcome of simulation is achieved for the case when
dead time was assumed to be equal to 50 ns.
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Figure 5.7: Fraction of recorded LED events as a function of dark counts trigger
rates (blue) with fit of simulated number of recorded events according to non-
paralyzable dead time model for different dead time lengths (red).

5.4 Discussion

We observed that the RTL refresh option allows recording almost 100% of
the events while completely removing the accumulated dark count events
for trigger level 2, 3 and 4. RTL refresh also allows achieving maximum
sensitivity in terms of correctly recorded events regardless of used validation
level as presented in table 5.2. This allows the dSiPM sensor to correctly
validate events with a low number of optical photons. In table 5.5 it is shown
that RTL refresh can be efficiently used to achieve maximum sensitivity with
any number of dies needed to record a single event. We also observed that
using the RTL refresh option causes appearance of false events (see figure
5.6). These events have a repeating pattern with one pixels of the dSiPM
die containing a very high value of fired cells (even a few hundred) while
other pixels have just a few fired cells. The cause of these events is RTL’s
fast recharge of cells. During this fast recharge there is a probability that
photon avalanche are generated in the pixel of dSiPM. This is why one pixel,
in which such avalanche was generated, has so high number of fired cells
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while other not. Due to the pattern of these events they can be efficiently
filtered out from the data however for the detection of low energy gamma
photons the filtering might be more challenging. For efficient filtering, the
light distribution of low energy gamma photons in the detector should be
carefully studied in order to distinguish them from false RTL events. Also
at the high dark count rates the false RTL events can cause a slight drop
in detector sensitivity as each acquisition of these false events is finished by
die recharge phase, which contributes to the dead time of the detector.

RTL refresh should not be combined with NL as shown in table 5.4. The
loss in the sensitivity in case of using NL is due to two factors. First, the dies
that are recharging due to their own unsuccessful validation are still ignoring
the master trigger signal, which needs up to 20 ns to propagate from the
master die to other dies. Therefore, a die, that is already in the recharge
phase before the master trigger reaches, will not record incoming photons
and will be missing. Second, due to internal processing in the current version
of the dSiPM, it can happen occasionally, that the valid master signal is
generated although the master die invalidated the event and it is recharging.
In this case the master die will be missing and other dies will be recording
an invalidated event. These two factors combined with the appearance of
false RTL events cause a significant drop in dSiPM sensitivity when both
RTL and NL options are combined.

When comparing the fraction of recorded events for RTL refresh enabled
and disabled for some cases the difference might appear to be insignificant.
However one should remember, that this study was based on a very simplified
scenario (LED light) when each event contains a high number of optical
photons recorded by each die of the sensor. In real applications this is
not the case and events with a lower number of optical photons are more
probable. In the case of light spreading, some dies are illuminated by a much
lower number of optical photons than the other dies. In this situation RTL
refresh combined with lower validation level will give a much better result
than the use of NL and higher validation level.

When using trigger level 1 and a single die active, we found the frac-
tion of recorded events to be 86.29%. The loss of events was caused by
the dark counts triggers, which measured rate was 3.3 MHz, and the ex-
pected recharge time of a die 20 ns. From Monte Carlo simulation of the
dSiPM acquisition chain we expected this value to be 93.6%. To verify the
recharge time of dSiPM, which is the dead time of the sensor, we measured
the fraction of recorded events as a function of the trigger rate (see figure
5.7). Then we repeated the Monte Carlo simulations for different lengths of
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recharge time for acquired trigger rates and fitted the results to measured
data. From the fit, based on non-paralyzable dead time model, we concluded
that the actual dead time of dSiPM is around 50 ns instead of just 20 ns
stated in the device’s specification. Repetition of the simulations with dead
time of 50 ns resulted in a fraction of recorded events equal to 86.7%. This
difference of dead time length might be caused by internal excess delays
in the device between switching from recharge state to active state in the
acquisition chain. This effect should be taken into account when evaluating
the sensitivity of detector based on dSiPM working at a given dark count
rate.

5.5 Conclusion

We have found that RTL refresh is an effective option to reduce dark counts
and to ensure maximum sensitivity of the detector regardless of trigger level,
validation level and number of dies needed to record an event. Therefore,
in cases when the scintillation light is spread onto several dies, the use of
RTL refresh option should be employed and combined with a low validation
level in order to guarantee the individual validation of all required dies. This
approach ensures higher sensitivity of the detector than employing NL.

When trigger level 1 is required for accurate timing measurements [5] the
following strategies can be followed to reduce the loss of events. First, the
dark count rate can be reduced by lowering the working temperature of
dSiPM and by deactivating a larger fraction of the most active cells of the
device. Second, the light can be focused in a small area of the dSiPM tile
so less dies are needed to process the incoming event.

Furthermore we found that the dead time of dSiPM is longer than just
recharge time of this device and is around 50 ns instead of 20 ns.
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Chapter 6

DigiPET: Sub-millimetre
spatial resolution small
animal PET imaging using
thin monolithic scintillators

This chapter has been published as: S. España, R. Marcinkowski, V. Keer-
man, S. Vandenberghe and R. Van Holen, "DigiPET: Sub-millimetre spatial
resolution small animal PET imaging using thin monolithic scintillators",
Phys. Med. Biol., 2014, vol. 59(13): 3405-20

6.1 Introduction

Preclinical imaging has been used in life sciences not only to facilitate dis-
covery, design and evaluation of drugs, but also to refine our understanding
of the molecular pathways of disease and therapy. Together with structural
imaging (using CT, MRI and HF-US), molecular imaging (using optical imag-
ing, PET and SPECT) has been applied in the study of neurological aging
disorders, brain functioning, oncology, cardiology, and several other fields
[39]. Cherry [39] reviews the large range of applications of in vivo preclin-
ical imaging and emphasizes that the detection of lower levels of proteins
and gene expression is only possible through further improvement in imaging
technology.

After optical imaging, micro PET/CT is the second most important pre-
clinical imaging modality, representing 26.1 % of the preclinical imaging
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market (in revenues in Europe, Frost & Sullivan). The main reason for this
is the unrivalled sensitivity of PET that enables the detection of picomolar
concentrations of tracer in vivo [134].

Besides the technical challenges associated to the integration of different
modalities [41], researchers have been continuously investigating ways to im-
prove system performance. In the design of a PET scanner, the first goal is to
optimize spatial resolution and sensitivity. These parameters are influenced
by the detectors and by geometry of the scanner. The geometry influences
system resolution through annihilation photon acolinearity and through par-
allax. The larger the system radius, the larger the effect of acolinearity and
the lower the effect of parallax [115]. The detector technology used defines
the detector intrinsic resolution in 2D and, if depth-of-interaction (DOI) ca-
pability is present, in 3D. The smaller the diameter of the system, the larger
the solid angle covered by the detectors and the higher the sensitivity. The
stopping power of the detectors is the second factor influencing system sen-
sitivity. Next to sensitivity and spatial resolution, noise equivalent count rate
(NECR) and of course cost are important design parameters.

The need for scaling down large human or primate systems was already
recognized early on (e.g. [109], [27], [44], [37]). The early approach was
to combine fine pixelated scintillation crystals with either Avalanche Photo-
diodes (APDs) [153], wire chambers [29] or PS-PMTs [82]. By downsizing
large systems, the solid angle coverage improves tremendously and a sensi-
tivity of around 0.5 % was reported [37]. The combination of the small ring
geometry with pixelated LSO detectors of 1.6 mm intrinsic resolution detec-
tors resulted in 1.8 mm spatial resolution in the reconstructed images [37].
By the year 2006, five commercial systems were available on the market,
some of them based on the above research efforts, some of them developed
as a joint effort between research institutes and world leading manufactur-
ers. By that time, spatial resolutions down to 1.3 mm and sensitivities up
to 6.5 % were feasible [107], [196], [191]. By 2012, additional systems
made it to the market (Inveon (McFarland [138], Vista [212], LabPET [72],
VrPET [105]) and the previous generation was upgraded. An objective per-
formance characterization of 11 commercially available systems is given by
[77]. Remarkably, these efforts have not focused on better spatial resolution.
Improvements were merely made with respect to increasing the field of view,
sensitivity and NECR of the previous generation. Moehrs et al. proposed
the use of stacks of monolithic crystals combined with SiPM devices but is
has not been experimentally demonstrated yet [144].

Finally, two remarkable recent efforts are worth mentioning: the develop-



6.2 Materials and methods 103

ment of PETBox4 [81] and the use of 0.5 mm pixelated crystals at UC Davis
[187]. The first system reaches a sensitivity of 18 % while hot rods down to
0.6 mm can be resolved with the latter system based on the 0.5 mm crystal
detectors.

All the above designs use pixelated scintillation crystals. There have been
a limited number of studies using continuous scintillation crystals, motivated
by the high cost of pixelated crystals ([181], [95], [18]). Spatial resolution of
around 1 mm has been reported in combination with 1 % sensitivity. The use
of monolithic crystals allows reducing the cost and increases the sensitivity
along with the energy and timing resolution of the detector [203]. However,
as the continuous crystal technology has been used in only a limited number
of cases, there is still a large potential for system optimization.

Here, we present the proof of concept of a dedicated mouse/rat-brain PET
system which is based on a combination of a large solid angle (small diame-
ter) and thin monolithic crystals for low parallax and high intrinsic resolution
while maintaining cost at a fraction of current preclinical PET scanners. In
addition, the use of thin crystals significantly reduces the inter-crystal scat-
ter and the transit time spread of the scintillation photons. This will further
improve the intrinsic spatial resolution and the coincidence resolving time.

In the next sections we give a description of the technology used to build
the system and explain the procedure for detector calibration. Furthermore,
we evaluate the system in terms of coincidence resolving time, sensitivity
and spatial resolution. The image quality is further evaluated by acquiring
a hot-rod phantom and a rat head.

6.2 Materials and methods

6.2.1 System description

6.2.1.1 Description of the PET system

The DigiPET scanner consists of four 32 ⇥ 32 mm2 detectors placed in a
square arrangement with 34.5 mm distance between opposite detectors, as
depicted in figure 6.1. This yields a field-of-view (FOV) of 32 ⇥ 32 ⇥ 32 mm3

with the possibility of placing the source very close to the detector surface.
Each detector consists of a thin monolithic LYSO crystal (Hilger Crystals,
Margate, United Kingdom) with a size of 32 ⇥ 32 ⇥ 2 mm3 optically coupled
with silicone optical grease BC-630 (Saint-Gobain, refractive index 1.465)
to a DPC-3200-22-44 digital silicon photomultiplier array (dSiPM, Philips
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Figure 6.1: Schematics (a) and picture (b) of the PET system prototype developed
in this study.

Digital Photon Counting, Eindhoven, The Netherlands) [54], [74]. White
reflectors were used to cover the top of the crystals to avoid scintillation
light loss at the top side of the detector. Black paint was used on the sides
in order to extend the useful detector area and to reduce the spatial resolution
degradation on the edges. The system is extremely compact: the external
dimensions of the system were 115 ⇥ 150 ⇥ 38 mm3. The dark count rate in
the dSiPMs was reduced by operating the scanner in a temperature chamber
at 5-6�.

6.2.1.2 dSiPM description

Data acquisition was performed using the Philips Digital Photon Counter
Technology Evaluation Kit (PDPC-TEK). A single dSiPM array consists in
4 ⇥ 4 independent units called dies. Each die is further divided into 4 dSiPM
pixels arranged in a 2 ⇥ 2 matrix with 4 mm pitch. The active area of the
dSiPM array is 32 ⇥ 32 mm2 with a fill-factor of 78 %. Compared to ana-
logue devices that rely on the comparison of the summed output signal from
all cells with reference thresholds in order to produce trigger and validation
signals, dSiPM are based on the interconnection of different logical units.
The trigger level defines the amount of signal required to start the acquisition
chain. However, the event is not fully processed unless a second validation
level is reached in a time shorter than a defined validation time. The trigger
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is used to generate a time stamp for the event while the validation process is
used to reject noise and events with low energy deposition. The higher the
trigger and validation levels the higher the amount of photons (on average)
that are needed to produce a trigger and validation signal respectively. Once
an event is validated the optical photons are further accumulated during a
parameter defined as integration time in the dSiPM configuration. How-
ever, this terminology can be confusing as the accumulation of photons has
already started in after the trigger signal. Further details of the working
principles of the dSiPMs can be found in the literature [203], [74], [176].

6.2.2 Acquisition configuration

Table 6.1 summarizes the configuration of the dSiPM arrays used to perform
all acquisitions. The scintillation light produced in one interaction event
is typically detected by more than one die of the dSiPM array. Each die
has an independent trigger and validation procedure, and therefore a very
low validation level of 2 was chosen to record all the dies that detected a
significant amount of light. The trigger level was set to 2 to yield optimal
timing resolution. Trigger level 1 (trigger with the first photon) cannot be
used, as a large amount of true events are lost in that situation due to dark
counts keeping the detector busy [132]. An integration time of 45 ns was
chosen, as we found that higher values did not lead to a higher signal. The
integration time can be chosen that short due to the fact that integration
also occurs during the validation time and approximately half of the readout
time (680 ns / 2 = 340 ns). The last contribution is produced because
the cells are read sequentially in rows and they can still fire before they are
read [203]. All the single events are processed on each detector and sent to
a base processing unit were only coincidence events within the coincidence
window are sorted and sent to the PC. A wide coincidence time window of 20
ns was used to ensure that all the dies contributing to a gamma detection
are considered to belong to the same event as the time stamp of each
individual die is used to sort the coincidence events. However, a narrower
coincidence window could be applied during the post-processing step. Each
detector is able to acquire single events up to 120 kcps and send them to the
base unit were the coincidence events are sorted. The coincidence events
are sent to the PC through a USB port. The current bottleneck of this
system is in receiving and recording those events on the PC side. Therefore,
long acquisition times were used in this study in order to compensate this
limitation.
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Table 6.1: dSiPM parameter settings used in all the acquisitions performed in this
study
Parameter Values
Validation level 2
Validation time 40 ns
Trigger level 2
Integration time 45 ns
Inhibit map 20% cells with the highest dark count rate disabled
Coincidence window ±20 ns
Energy window 400-650 keV
Temperature 3-5�

6.2.2.1 System calibration

Positioning of the gamma interactions within the monolithic scintillation
crystals was performed using the maximum likelihood estimation (MLE) po-
sitioning algorithm [89], which requires calibration with sources with known
incident position. Only transverse positioning calibration was performed,
assuming that depth of interaction (DOI) uncertainty produces a negligible
effect due to the limited thickness (2 mm) of the monolithic crystals used
in the DigiPET scanner. For transverse calibration, the complete detector
area was scanned using a beam of 511 keV gamma rays (see figure 6.2).
The beam was obtained by placing a 22Na point source with 7.4 MBq ac-
tivity and 250 µm diameter on the center of one of the bases of a tungsten
cylinder with 7 cm length and 4 cm diameter. A hole with 1 mm diameter
was drilled along the central axis of the tungsten cylinder except for the
last 1.2 cm opposite to the source location where the hole has a diameter
of 0.4 mm. On the other side of the source, a lead cylinder with 10 cm
length, 6 cm diameter and a hole with 6 mm diameter along the central
axis was placed with its axis aligned with the axis of the tungsten cylinder.
Calibration measurements were performed in coincidence mode using a refer-
ence detector in order to reject the LYSO self-activity and to perform timing
calibration alignment. The reference detector consisted of a dSiPM array
optically coupled to a single LYSO crystal with 6 ⇥ 6 ⇥ 22 mm3 dimensions
wrapped with Teflon tape. The beam scan for each monolithic detector was
obtained by attaching it to a 3-axis linear robot stage, as shown in figure
6.2 and a grid of 32 ⇥ 32 positions with 1 mm pitch was acquired. At each
position coincidences were recorded during 160 seconds. Each detector was
calibrated separately and later assembled in the system. An energy spectrum
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Figure 6.2: Schematics (a) and picture (b) of the PET system prototype developed
in this study.

was generated for each position measurement. Only events within the energy
window (400-650 keV) were used to obtain the probability density functions
(PDFs). The PDFs were fitted to Gaussian functions and the mean and
standard deviation values were stored. The two-dimensional (2D) maps of
mean and standard deviation values were interpolated into a finer grid with
0.25 mm pitch leading to a grid of 125 ⇥ 125 bins. As described in the
literature [61], the positioning of detected events is then accomplished by
determining which of the stored positions has the maximum likelihood with
the recorded event.

6.2.3 Performance

6.2.3.1 Detector performance

Energy spectra were obtained for each beam position used for the calibration
of one of the detectors. The energy resolution at 511 keV was determined for
a few cases (center, edges and corner of the detector) by fitting a Gaussian
function to the photopeak and determining the full width at half maximum
(FWHM) of the fit. The intrinsic resolution of one detector was obtained
by applying the MLE positioning procedure to each of the beams used for
calibration. For each fixed beam used for calibration a 2D histogram of the
position was generated. The histogram bins with a value below 20 % of the
maximum were set to zero in order to remove scattered and random events.
The intrinsic spatial resolution was obtained for each beam position in X and
Y directions by projecting the 2D histogram into each of the directions and
fitting the obtained profile to a Gaussian function. The obtained FWHM
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results on each beam position are reported. These values were not corrected
for the size of the beam. In addition, the mean position bias was determined
as the distance from the actual beam position to the average estimated
position.

6.2.3.2 System performance

The spatial resolution of the system was measured using a calibrated 22Na
point source with an activity of 234 kBq and a diameter of 250 µm. The
source was embedded in an acrylic cube of 10 mm extent on all sides. The
source was placed at different radial positions in the center of the axial field
of view from 0 to 10 mm in 1 mm steps. 5⇤105 coincidences were recorded at
each position. The images were reconstructed using the list-mode maximum
likelihood expectation maximization (ML-EM) algorithm [177] with Siddon
ray-tracing [180] using 10 iterations and a voxel size of 0.25 ⇥ 0.25 ⇥
0.25 mm3. The radial, tangential and axial resolutions were measured from
the reconstructed images following the NEMA NU4-2008 protocol (National
Electrical Manufacturers Association 2008). Contrary to the NEMA protocol
we did not use the filtered backprojection method to reconstruct the images.
However no resolution recovery methods were included during the ML-EM
reconstruction.

The sensitivity of the system was determined using the same 22Na point
source used to measure the spatial resolution. The activity of the source is
known within 10 % accuracy. The source was shifted in 1 mm steps along
the central axis of the scanner, and at each position an acquisition of 200
seconds was performed. The source activity was low enough to neglect the
influence of random events. The axial sensitivity profile was measured for
250-650 keV and 400-650 keV energy windows. The branching ratio of the
radionuclide for positron emission (0.9033 in the case of 22Na) was included
in the calculation of the sensitivity.

The coincidence resolving time (CRT) was determined from an acquisition
performed with the 22Na point source at the center of the field of view
(CFOV). A coincidence time spectrum was created with the time differences
of the arrival of the gammas to the detectors with a bin size of 120 ps. Only
events within an energy window of 400-650 keV were included. The CRT is
reported as the FWHM obtained from the coincidence time spectrum.
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6.3 Imaging

6.3.0.1 Phantom imaging

A hot-rod phantom was used to evaluate the image quality obtained with the
system. The phantom contained 6 sectors with rods of different diameters
(0.7, 0.8, 0.9, 1.0, 1.2 and 1.5 mm respectively). The distance between
the centers of the rods was two times the rod diameter. The phantom was
filled with 5.5 MBq of 18F-FDG and placed in the FOV of the scanner.
Data were collected during 8 hours. Image reconstruction was performed
using the list-mode 3D-OSEM algorithm with Siddon ray tracing using 10
iterations and 10 subsets. The reconstructed matrix was 127 ⇥ 127 ⇥
127 with a voxel size of 0.25 ⇥ 0.25 ⇥ 0.25 mm3. A post-smoothing
Gaussian filter with 0.5 mm FWHM was applied. Corrections for random
and scatter coincidences, attenuation and normalization were not included
in the reconstruction. The same hot-rod phantom was also acquired during
20 minutes using the LabPET-8TM scanner after filling it with 20 MBq of
18F-FDG. In this case the 2D-OSEM algorithm implemented in the scanner
was used with 100 iterations. A post-smoothing Gaussian filter with 0.5 mm
FWHM was also applied in this case.

6.3.0.2 Rat-brain imaging

An injection of 222 MBq 18F-FDG was administered to an awake healthy
adult Sprague-Dawley rat (male, 250 g). This high dose was used in order
to show the potential image quality than can be achieved with the system.
The animal was sacrificed and decapitated 45 minutes after the injection.
The head of the rat was first scanned in the LabPET-8TM scanner during
20 minutes collecting 150 million coincidences in the 375-650 keV energy
window. Subsequently it was placed in the DigiPET scanner for 8 hours
collecting 20 million coincidences within the 400-650 keV energy window.
The images were reconstructed using the same configuration employed for
the hot-rod phantom for both scanners. In order to correlate the different
brain structures, an MRI scan was acquired of the rat head on a Pharmas-
can 7T system (Bruker, Ettlingen, Germany). The images were acquired
with a turbo spin echo sequence (TR=6345.5ms, TE=37.1 ms, turbo factor
8, 4 averages). The acquisition matrix was 320 ⇥ 320⇥ 49 with 109 µm
in-plane resolution and 600 µm slice thickness. The PET images were man-
ually coregistered with the MR image using anatomical landmarks. The rat
was treated according to guidelines approved by the European Ethics Com-
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mittee (decree 86/609/EEC). The experimental procedure was approved by
the Animal Experimental Ethical Committee of Ghent University Hospital
(ECD 13/14) with appreciation of the principles to avoid any unnecessary
discomfort for the animals.

6.4 Results

6.4.1 Detector performance

The coincidence rate obtained during the calibration of the detectors was
around 10 cps. Therefore, about 1500 coincidences were recorded with
approximately one third of them within the 400-650 keV energy window.
Figure 6.3(a) shows some sample energy spectra obtained for different beam
positions in one of the detectors. The energy resolution at the photopeak
for each case is also shown. An average energy resolution of 18 % FWHM
was obtained. Figure 6.3(b) shows the map of photopeak positions across
of the detector surface obtained for each of the 32 ⇥ 32 recorded beam
positions. The dark areas observed in the map correspond to regions of the
crystal that are on top of dead areas of the photosensor and therefore, part
of the scintillation light is lost in these regions.

Figure 6.3: Energy spectrum obtained for some beam positions (a) and map of
photopeak positions across one of the detectors (b). A schematic of the dSiPM
array is shown to explain the reason of the three dark lines in the map.

Figure 6.4(a) and 6.4(b) show the map of intrinsic spatial resolution in
X and Y directions respectively for one of the detectors when the MLE
positioning method was applied. A mean value of 0.54 mm FWHM was
obtained. However, the resolution at the edges of the detector might be



6.4 Results 111

Figure 6.4: Maps of intrinsic spatial resolution in X (a) and Y (b) directions and
bias (c) obtained for one of the detectors of the system. The black lines on the
bias map show the translation from the true beam positions to the measured one.

underestimated as the image of the source gets compressed as it can not
be extended beyond the edges. Furthermore, figure 6.4(a) and 6.4(b) show
horizontal and vertical lines where the resolution is significantly better than
in the rest of the detector. We found that those regions correspond with
the center of the dSiPM pixels where larger changes in light distribution are
obtained leading to a better spatial resolution. Figure 6.4(c) shows the map
of mean position bias obtained for the same detector. The black lines show
the translation from the true beam positions to the measured one. The
average of the absolute value of the mean position bias was 0.15 mm.
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6.4.2 System performance

6.4.2.1 Spatial resolution

Radial, tangential, and axial resolutions (FWHM and FWTM) are plotted in
figure 6.5 as a function of radial position in the central transverse slice of
digiPET. The average obtained FWHM and FWTM were 0.7 and 1.7 mm
respectively. The spatial resolution shows a very uniform behavior across the
FOV and in all directions (radial, tangential and axial).

Figure 6.5: Radial (solid), tangential (dashed) and axial (dotted) spatial resolution
(FWHM and FWTM) obtained for the DigiPET scanner as a function of the radial
position.

6.4.2.2 Axial sensitivity profile

Absolute sensitivity, plotted along the central axis of the scanner is shown
in figure 6.6. The sensitivity obtained at CFOV was 0.3 % and 0.6 % for an
energy window of 400-600 keV and 250-650 keV respectively
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Figure 6.6: Absolute sensitivity profiles along the central axis of the DigiPET
scanner for 250-650 keV (solid) and 400-650 keV (dashed) energy windows.

6.4.2.3 Coincidence resolving time

The coincidence time spectrum (see figure 6.7) was obtained with DigiPET
scanner yielding a CRT of 680 ps FHWM.

Figure 6.7: Time difference spectrum obtained with DigiPET scanner for a 22Na
point source located at CFOV.



114
DigiPET: Sub-millimetre spatial resolution small animal PET imaging

using thin monolithic scintillators

6.4.3 Phantom imaging

Figure 6.8 shows the reconstructed images of the hot-rod phantom acquired
with the DigiPET scanner (figure 6.8(a)) and the LabPET-8TM scanner
(figure 6.8(b)). Profiles through a row of 1.0 mm diameter hot rods in both
images are shown on figure 6.9. Peak to valley ratios of 2.5 and 1.5 are
obtained in 1.0 mm hot rods for DigiPET and LabPET-8TM respectively. 15
million coincidences were acquired and used with the DigiPET system (400-
650 keV) while 160 million coincidences were used for the LabPET-8TM

system (375-650 keV). All the rods down to 0.7 mm diameter are visible
with the DigiPET scanner while the LabPET-8TM system only shows rods
down to 1 mm diameter.

Figure 6.8: Reconstructed images of the hot-rod phantom acquired using the
DigiPET scanner (a) and the LabPET-8TM scanner (b).
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Figure 6.9: Profiles through a row of 1.0 mm diameter hot rods (blue dashed lines
in 6.8) in both images.

6.4.4 Rat-brain imaging

Figure 6.10 shows the MRI and the 18F-FDG rat-brain images obtained
with the DigiPET scanner (figure 6.10(b)) and the one obtained with the
LabPET-8TM scanner (figure 6.10(c)). 20 million coincidences were col-
lected within the 400-650 keV energy window in the DigiPET scanner while
150 million coincidences were collected in the LabPET-8TM scanner within
the 375-650 keV energy window.
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Figure 6.10: Image of the 18F-FDG rat brain study obtained with the MRI (a),
the LabPET-8TM scanner (b) and the DigiPET scanner (c).

6.5 Discussion

The 0.7 mm FWHM spatial resolution obtained with the presented proto-
type system is, to our knowledge, the highest spatial resolution ever demon-
strated for a full-ring PET system. This is substantially better than current
commercially available small animal imaging systems, which obtain spatial
resolutions of 1.1 mm when evaluated using standard protocols [187]. A
comparable result was obtained by Stickel [187] using an LSO crystal array
with 0.5 mm pixels. However, those results were obtained using two detec-
tors only. Our result is attributable to the excellent intrinsic resolution of the
detector (0.54 mm). This is due to the combination of thin monolithic crys-
tals and the MLE position algorithm, which makes excellent use of the light
output generated by these crystals. However other positioning algorithms
have been proposed in the literature that might lead to similar results like
artificial neural networks (ANN) [28] or k-nearest neighbors (KNN) [127].
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However, the intrinsic resolution of the detector was not uniform as shown
in figure 6.4(a) and 6.4(b) which might be solved by using a light guide
or decreasing the SiPM pixel size. It is also clear from the uniformity of
the spatial resolution throughout the FOV (see figure 6.5) that there is no
relevant DOI effect inside the 2 mm thick monolithic crystal. The ability to
image with such high resolution in the entire FOV yields a clear advantage
over current small animal PET systems, especially for imaging small lesions
in rats and mice.

The presented coincidence resolving time of 680 ps FWHM, attributable
to the use of LYSO combined with the dSiPMs, may also prove to be an ad-
vantage of the system. It will allow using a short coincidence window in the
order of 1–1.5 ns, thereby limiting the random coincidence rate. However,
the reflector employed to wrap the scintillation crystals was not optimal and
an improvement in energy and timing resolution is expected once this aspect
is improved. As pointed out by Deprez [60], the escape of X-rays character-
istic of lutetium (54 keV) due to the reduced thickness of the scintillation
crystal can also contribute to the degradation of the energy resolution. Cur-
rently, the count rate capabilities of the system are limited by the transfer
rate of sorted coincidence events from the PDPC TEK to the PC, which will
be solved in a future version of the readout hardware. As an example, at
the beginning of the acquisition of the hot-rod phantom the rate of events
processed by the electronics was 135 kcps while only 22 kcps were transferred
to the PC representing only 16 % of the processed events. The limited col-
lection count rate and the absence of normalization correction explain the
high noise level shown on figure 6.8(a). However, it has been proven that
the finest rods can be resolved. This also lies at the basis of the very long
acquisition time for the hot-rod phantom and the rat head. However, the
dSiPM detectors should also allow for imaging at high count rates. In cases
where there is no objection to high doses from a biological point of view,
this will allow the administration of higher radiotracer doses to obtain better
image quality.

The development cost of the presented prototype is low compared to other
small animal imaging systems. This can be attributed to several factors.
First of all the cost per detector is low, as thin and unpixelated crystals are
used. As dSiPMs have all electronics on board to perform signal digitization
and time stamping, there was no extra cost for the development of dedicated
readout electronics. Furthermore the system only uses 4 detectors, thereby
reducing total system cost. Due to the small bore of the system and the
compact detectors, a low-cost gantry fabricated with rapid prototyping could
be used. The outside dimensions of the prototype are also small, also yielding



118
DigiPET: Sub-millimetre spatial resolution small animal PET imaging

using thin monolithic scintillators

a cost advantage over most current small animal PET systems, which have
a considerable footprint and require a dedicated room in the lab. Its size will
also be an asset when considering integration into an existing MR system to
perform simultaneous PET-MR imaging. By introducing sufficient shielding
it should be possible to integrate this system is a small-bore MR system. As
none of the components used in the prototype are intrinsically incompatible
with MR, it is one of the goals to eventually use the system as a PET insert
in a preclinical MR scanner.

Some limitations of the presented prototype should also be mentioned.
First of all it is presented here as a prototype system, to demonstrate the
capabilities of a small animal PET scanner based on dSiPMs and thin mono-
lithic scintillators. A number of developments are still needed before it can
function as a standalone system. Most importantly the operation inside a
temperature chamber is not compatible with in-vivo imaging as the animals
could not withstand long exposure to such low temperatures under anesthe-
sia. We are currently developing a cooling system that will allow operating
the scanner outside the temperature chamber. Apart from the cooling, other
system parts such as an animal bed are also required but these are easily fab-
ricated. In addition, the collection rate of the electronics must be improved
in order to work at reasonable count rates.

Furthermore, the sensitivity of the system is also approximately between
4 and 10 times lower compared to the sensitivity of most currently available
small animal PET scanners. This is an intrinsic limitation of the system, as
it is mainly due to the use of thin monolithic crystals, which yield a limited
stopping power. However, improvement is possible by using slightly thicker
crystals, e.g. up to 5 mm. It is expected that this will only slightly reduce in-
trinsic detector resolution according to the transverse spatial resolution that
has been reported with a 10 mm thick crystal [176]. More importantly, the
small bore size of the scanner may then lead to the necessity of including DOI
correction. With the MLE positioning algorithm and additional calibration,
it may be possible to obtain an adequate DOI resolution to compensate for
this. Sensitivity could also be gained by extending the system in the axial
direction and thereby further improving solid angle coverage and axial FOV.
We performed several Monte Carlo simulations using PeneloPET code [67]
comparing the sensitivity obtained at CFOV for different scanner configura-
tions (see figure 9). We compared the sensitivity obtained with crystal with
thickness between 2 and 5 mm and with 1 and 2 rings of detectors in the
axial direction for both 250-650 keV and 400-650 keV energy windows. A
peak sensitivity of 3 % is possible by using 5 mm thick crystals and 2 axial
detector rings. Future research includes the investigation of the effect of
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Figure 6.11: Sensitivity at CFOV obtained with Monte Carlo simulation for dif-
ferent variation of the DigiPET system in terms of crystal thickness (from 2 to 5
mm), number of detector rings (1 and 2 rings) and energy window (250-650 keV
and 400-650 keV).

such a design on spatial resolution.

6.6 Conclusion

We have developed and evaluated the performance of a compact and low
cost small animal PET scanner prototype dedicated to mouse and rat brain
imaging based on thin monolithic LYSO crystals and dSiPMs. The obtained
performance in terms of spatial (0.7 mm) and timing (680 ps) resolution
outperforms currently available preclinical PET systems. Ex-vivo rat brain
imaging was also performed, demonstrating the feasibility of imaging realistic
objects. However, a number of developments are still required before the
prototype can function as a standalone scanner.
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Chapter 7

Sub-millimetre DOI
detector based on
monolithic LYSO and
digital SiPM for a
dedicated small-animal
PET system

This chapter has been published as: R. Marcinkowski, P. Mollet, R. Van
Holen and S. Vandenberghe, "Sub-millimetre DOI detector based on mono-
lithic LYSO and digital SiPM for a dedicated small-animal PET system",
Phys. Med. Biol., 2016, vol. 61(5): 2196-2212

7.1 Introduction

With the increased use of mouse models for biomedical research, small-
animal PET became a well-established tool in preclinical pharmacology, ge-
netics and pathology investigation. This was possible thanks to the capability
of PET to detect and quantify biological processes in vivo at the molecu-
lar level. Due to the need to visualize and quantify radiopharmaceuticals
in anatomical structures of a millimetre or less, good spatial resolution and
sensitivity are the most important considerations for small-animal imaging
systems. As the range of potential preclinical PET application increase with
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the resolution and sensitivity of the PET system, there has been a significant
effort to develop dedicated small-animal PET imaging systems [196], [191],
[107], [77].

Most of the developed [49], [215], [81] and all commercially available high-
resolution small-animal PET scanners [212], [138], [105], [72] were based on
detectors employing pixelated scintillators. Spatial resolution achievable by
these systems, down to 1.2 mm, was directly related to the size of employed
crystal pixel size. In order to achieve even better resolution, detectors based
on a smaller pixel size, even down to 0.5 mm [187], were proposed. However,
the complexity and high cost of fabricating finely pixelated scintillators limit
their adoption and use in commercial small-animal PET scanners. Moreover,
finer discretization of the scintillator crystals causes a decrease in sensitivity
due to the introduction of larger inter-pixel dead space.

Due to the limitations of pixelated detectors, the use of monolithic scintilla-
tor crystals for high-resolution small-animal PET systems has been proposed
[26], [128], [143], [34]. Detectors based on monolithic scintillation crystals
have shown to be a promising alternative for small-animal PET scanners with
spatial resolution better than 2 mm reported [119], [32]. They show higher
sensitivity due to lack of inter-pixel dead space and can provide both good
energy and timing resolution [174]. Monolithic crystals are also cheaper
and easier to fabricate than finely pixelated crystals, important for potential
commercialization of small-animal PET systems. Moreover, in contrast to
pixelated detectors, monolithic crystals provide depth of interaction (DOI)
information without modification of crystals, which can be derived from the
shape of the light distribution across the detector [112], [122], [206]. Most
important, monolithic scintillators are capable of providing all of these bene-
fits simultaneously, without trade-offs typical for pixelated detector designs.

Recently, we presented a prototype of a dedicated high-resolution small-
animal PET scanner called DigiPET [68]. The scanner was based on detec-
tors built from monolithic 32⇥32⇥2 mm3 LYSO crystal and a digital silicon
photomultiplier (dSiPM), also called Digital Photon Counter (DPC), from
Philips Digital Photon Counting (PDPC). DigiPET achieved an excellent
spatial resolution of 0.7 mm uniform in the entire field of view (FOV) and
intrinsic spatial resolution of the individual detector modules was 0.54 mm
full-width-at-half-maximum (FWHM). However, the limitation of the scan-
ner was low sensitivity due to the low stopping power of the 2 mm thick
LYSO crystals.

In this work we present an improved detector design intended for a new
small-animal PET scanner currently being developed in our group. The new
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detector is based on the same dSiPM arrays and employs a thicker LYSO
crystal with a thickness of 5 mm to overcome the sensitivity limitation of
the previous design. Our goal is to build a detector that achieves higher
sensitivity and simultaneously sustain a sub-millimetre spatial resolution. In
the following sections, we describe the detector architecture and explain
the calibration procedure of the detector and the positioning method used
for the estimation of gamma photon interaction positions. Furthermore the
performance in terms of energy resolution, coincidence resolving time (CRT),
DOI decoding and spatial resolution is reported.

7.2 Materials and methods

7.2.1 Detector

7.2.1.1 Detector assembly

The detector consists of a monolithic LYSO scintillator (Hilger Crystals,
UK) with a cross section of 32 mm ⇥ 32 mm and a thickness of 5 mm. All
crystal surfaces are polished. A white reflector is applied on the top of the
crystal, i.e. entrance surface proximal to the radiation source, and its lateral
sides are painted black. The crystal is optically coupled to a Digital Photon
Counter (DCP 3200-22-44, Philips Digital Photon Counting) photosensor
[74]. For the optical coupling optical grease Saint-Gobain BC630 (refractive
index 1.465) was used.

The dSiPM is a photosensor made of arrays of Geiger-mode single-photon
avalanche photodiodes (SPAD), which each micro SPAD is integrated with
CMOS logic circuitry. The CMOS logic provides trigger, timestamp, pro-
grammable control logic and digital readout for every micro SPAD. The
entire dSiPM photosensor is called a tile and consists of 16 dies arranged in
a 4 ⇥ 4 manner. Each die consists of 4 pixels arranged in 2 ⇥ 2 with each
pixel containing 3200 cells. In addition each die has a time-to-digital con-
verter (TDC). Furthermore, each pixel is further divided into four sub-pixels.
Each die is independent and provides single timestamp and four values of
the number of detected photons for each of the pixels. The active area of
the dSiPM tile is 32 mm ⇥ 32 mm with a fill factor of 78%. The overview
of the dSiPM tile structure is shown in figure 7.1.
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Figure 7.1: Schematic overview of the structure of the dSiPM tile. One die is
enlarged to present in more detail the structure of the dSiPM die.

7.2.1.2 dSiPM tile configuration

Thanks to the CMOS circuitry inside the dSiPM chip, the device contains
a set of configurable parameters that define its acquisition process such as
a trigger level and integration time. Furthermore, the entire acquisition
process of the dSiPM tile is controlled by several Boolean logic networks
operating at the sub-pixels level. A detailed explanation of the acquisition
process and these networks can be found elsewhere [74], [195].

In all measurements presented in this article the following configuration
of the dSiPM tile has been used: trigger level 2, validation level 2, vali-
dation time 40 ns, integration time 45 ns, Neighbour Logic disabled, RTL
refresh enabled. Furthermore, 20% of the cells with the highest dark count
rate were switched off to reduce the influence of dark counts on detector’s
performance. This configuration has been found to be optimal in terms
of sensitivity and performance of the detector based on monolithic crystals
where a light from a single gamma interaction is spread over multiple dies
[132]. This is the same configuration that has been used in our previous
detector design [68].
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7.2.1.3 Detector’s cooling

The dSiPM, as every silicon-based detector, suffers from the occurrence
of dark counts due to thermal excitation. This spontaneous, temperature
dependent process, caused by the impurities in silicon material, leads to
discharges of the cells of the dSiPM tile. Due to the acquisition process of
the dSiPM the high dark count rate can lead to a significant decrease in the
sensitivity of detectors based on this device [132], [131]. That is why the
presented detector is operated at a lower temperature, to decrease the dark
count rate.

For this purpose a dedicated cooling system was developed to cool the
dSiPM tile and keep its temperature stable during measurement. The back
of the detector is connected to a cooling stack consisting of a Peltier element,
heat sink (aluminium) and a fan. A thin layer of thermo conductive paste
is applied between each component to assure a better thermal conductivity
between them. The Peltier element is controlled by a temperature controller
5R7-350 from Oven Industries. The temperature feedback to the controller
is provided by a thermistor attached to the back of the dSiPM tile. With
this cooling system the detector is cooled to a stable temperature of 6� ±
0.5�.

7.2.2 Measurement setup

An overview of the measurement setup used to perform the calibration of
the detector is presented in figure 7.2. The setup consists of a tungsten-lead
collimator for obtaining a 0.4 mm diameter gamma pencil beam for detector
irradiation. The collimator is built from two parts, a 7 cm long and 4 cm
diameter tungsten cylinder facing the detector under test and a 10 cm long,
6 cm in diameter lead cylinder facing a reference detector. The 511 keV
photon beam is formed by placing a 22Na point source (7.4 MBq) between
two parts of the collimator: the diameter of the beam irradiating the detector
under test is defined by the 0.4 mm aperture in the tungsten cylinder and
the diameter of the beam irradiating the reference detector is defined by a 6
mm aperture in the lead cylinder. The central axes of both cylinders and the
22Na source are aligned to maximize the coincidence count rate achievable
with the collimator.

The reference detector consists of a 6 ⇥ 6 ⇥ 22 mm3 LYSO crystal
wrapped in Teflon optically coupled to a single die of dSiPM 3200-22-44
tile. Only a single die on top of which the crystal is located is activated for
the reference detector. The reference detector is used to perform all data
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acquisition in the coincidence mode and to provide timestamps and energy
for the identification of the 511 keV coincidence events.

The detector under test is mounted on an x, y, z translation stages (X-
Slide, Velmex) which allow the detector to be moved in front of the 511
keV beam with a precision of 25 µm. The front face of each of detectors is
located 1 mm away from the corresponding collimator face.

The entire setup was placed in a light tight cabinet. All data acquisitions
were performed in coincidence mode to reject LYSO self-activity and to per-
form timing calibration using the Philips Digital Photon Counter Technology
Evaluation Kit (PDPC-TEK).

Figure 7.2: An overview of the calibration setup.

7.2.3 Calibration and data processing

7.2.3.1 Events processing and filtering

The detector under test was irradiated with a pencil beam of 511 keV gamma
photons in a grid of 31 ⇥ 31 reference beam positions with a 1 mm step size
and 1 mm spacing from the edges of the detector. At each grid position m
a coincidence data acquisition was performed for duration of 200 s resulting
in a separate set of data of ⇠2300 coincidence events for each grid position.
For all recorded data a saturation correction of the total number of registered
photons by each pixel of dSiPM was performed using the following formula:

N

phot

= �N

tot

ln(1�N

fired

N

tot

) (7.1)
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where N

fired

is the number of fired cells in the dSiPM pixel and N

tot

is the
total number of enabled cells of the dSiPM pixel. For each position an energy
spectrum was generated and for further processing only scintillation events
inside the 511 keV photopeak were accepted. For each accepted event a
normalized value of recorded photons per pixel k (N

norm,k) was calculated:

N

norm,k =
N

phot,k

64P
k=1

N

phot,k

(7.2)

All recorded events are further sorted into separate groups depending on the
index of the pixel (Pixel

m,k) that recorded the highest fraction of detected
photons per event. The group containing the highest number of assigned
events per position m is labelled the MainPixel

m

. The events grouped
in the MainPixel

m

are considered the main detector response pattern for
irradiation position m and are used for further processing. All other groups
and their events are discarded unless the group contains at least 20% of
the total number of recorded events at a given beam position m and the
group’s pixel is physically adjacent to the MainPixel. This step allows us to
preserve events with a representative detector response pattern in a situation
where a beam irradiation took place on the border of two or more pixels. In
such situations, due to a propagation of optical photons and fluctuations of
dSiPM response two or even more pixels can be competing for the position
of the MainPixel

m

. Discarding all groups except the MainPixel

m

in such
scenario would cause a loss of a high fraction of representative events for
given beam position m. On the other hand, the discarding procedure allows
to reject events that are not main type of detector response for position m,
such as multiple interactions, but ended up in the photopeak energy window
(400-650 keV).

7.2.3.2 Mean maps creation

In the next step, the variance of normalized pixel values (Var
i

) for every
event i in each accepted Pixel

m,k group is calculated:
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i
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1
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(N
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i

)

2 (7.3)

where µ
i

is a mean value of event i normalized pixel values. The calculated
variance is a measure of scintillation light spread over the surface of the
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detector, which corresponds to the depth of interaction (DOI) of the scintil-
lation event. For the gamma photons that interacted in the top layer of the
scintillator crystal, far from the dSiPM face, the produced scintillation light
is spread more uniformly across the detector surface and the variance of pix-
els’ N

norm,k is smaller. On the other hand, the light produced from gamma
photons that interacted in the bottom layer of the scintillator, close to the
face of dSiPM sensor, will be concentrated on the small area of dSiPM tile
resulting in a higher variance of pixels’ N

norm,k values. Thus, sorting events
on the basis of the variance of the light recorded per pixels allows us to
obtain a profile of light spread within the crystal along the crystal’s depth
and allows us to determinate a depth at which the incoming event inter-
acted within the crystal. This principle has been used to obtain the DOI
information in the detector.

For each accepted Pixel

m,k group, variance of every event in that group
is calculated and the resulting values are sorted in an ascending order. An
example of such sorted variance values represented as a plot is shown in figure
7.3. After the plots of sorted events variance are obtained, events in each
Pixel

m,k group are further split into separate groups corresponding to the
defined DOI layers. Here three DOI layers were defined, each corresponding
to 1/3 of the thickness of used LYSO crystal i.e. ⇠1.66 mm. The layers
are labelled: top (the layer furthest from the dSiPM tile), middle (the layer
equally distant from the dSiPM tile and the entrance face of gamma photons)
and bottom (the layer closest to the dSiPM tile). For the remainder of this
paper these labels will be used for describing DOI layers. Knowing the
scintillator stopping power and the thickness of defined DOI layers, for each
DOI layer we estimated a fraction of recorded gamma photons that should
interact in that particular layer. Once the plot of sorted variance values is
obtained, the values that demarcate the estimated fraction of interactions in
each defined DOI layer are selected from the sorted variance values. These
selected values, which estimate the boundaries of the DOI layers, are stored
and used to determine the DOI of the detected gamma photons.

Events were then assigned to the particular DOI layer based on their vari-
ance of N

norm,k and the estimated boundaries that demarcated the defined
DOI layers (i.e. number of events with the smallest variance, equal to the
fraction of events that were assigned to the top layer and so on). A mean
map of the normalized light distribution across the dSiPM array, MeanMap,
is then calculated for each DOI layer of accepted Pixel

m,k group at each po-
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Figure 7.3: An example of the sorted variance values of normalized light fraction
recorded by the dSiPM pixels per event. Dashed, vertical lines demarcate the
estimated boundaries between defined DOI layers.

sition m:

MeanMap

l,m,k =
1

M

MX

m=1

N

norm,k,m 8 m 2 Pixel

m,k (7.4)

where MeanMap

l,m,k is the value of pixel k of the calculated mean map,
and M is the number of events assigned to DOI layer l 2 { top, middle,
bottom }. An example of a normalized mean maps is shown in figure 7.4.

Once all mean maps are obtained, maps of normalized pixel values at
each calibration position m for each DOI layer was created for each pixel
k of the dSiPM array. A cubic spline interpolation method was then used
to interpolate these maps to obtain normalized pixel values at a finer grid
with 250 µm step size (see figure 7.5). Interpolated maps were then used
to re-create mean maps of normalized light distribution across the dSiPM
array with a finer irradiation grid with 250 µm step size. These interpolated
maps were used as the reference data for the positioning algorithm.
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Figure 7.4: An example of normalized mean maps calculated for each DOI layer.

Figure 7.5: An example of maps of normalized value for a given pixel at each
interpolated grid position for different DOI layers. The colour scale range is kept
the same for all three displayed maps.

7.2.4 Events positioning

The Mean Nearest-Neighbour (MNN) algorithm [60] was used for event
positioning. This method calculates the squared Euclidean distance of the
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light distribution of an event i to the mean light distribution at the calibration
grid position m:

Dist

i,m =
64X

k=1

(N
norm,i,k �MeanMap

m,k)
2 (7.5)

where N

norm,i,k is the normalized value of pixel k for event i.
The calculated distance is a measure of how similar the light distribution

of event i is to the mean light distribution obtained at grid position m. The
interaction position of event i is assigned to the grid position m for which
the calculated squared distance is the smallest:

Pos

i

= argmin
m

(Dist

i,m) (7.6)

As each grid position m has three mean light distribution maps, each cor-
responding to the defined DOI layers, the MNN method determines event
interaction position in x-, y- and z-dimension in a single step resulting in 3D
positioning of events within the monolithic crystal.

7.2.5 Evaluation of detector performance

Energy spectra were obtained at each beam position. The energy resolution
at 511 keV was determined at each position by fitting a Gaussian function
to the 511 keV photopeak. The full width at half maximum (FWHM) of the
fit is reported. An average energy resolution of the detector is given as a
mean of the calculated FWHM obtained at each beam position.

The CRT was calculated at each beam position as the FWHM of the
Gaussian fit to the timestamps difference histogram. Only events in 400-
650 keV energy window were used. The timing resolution of the detector
was obtained as the average value of the histogram of CRT values calculated
for all beam position.

For the evaluation of detector’s intrinsic spatial resolution an additional
set of test data, independent from the calibration set used for mean map
creation, was acquired. The same procedure, as for the acquisition of cal-
ibration data was used, i.e. pencil beam irradiation at the same 31 ⇥ 31
grid with 1 mm step, 200 s per position. The intrinsic spatial resolution of
the detector was obtained by applying the MNN method to each test data
beam position; only 511 keV photopeak events were selected. For each beam
position a 2D histogram of the calculated position was created. FWHM and



132
Sub-millimetre DOI detector based on monolithic LYSO and digital

SiPM for a dedicated small-animal PET system

full width at tenth maximum (FWTM) of the cross-section of these 2D his-
tograms along the x- and y- directions are reported as a measure of detector’s
intrinsic spatial resolution. The reported values are not corrected for the size
of the pencil beam.

For each beam position the positioning bias was evaluated. The bias was
calculated as the Euclidean distance from the actual beam position to the
average estimated position:

Bias

i

=
q

(bx
i

� x

m

)2 + (by
i

� y

m

)2 (7.7)

where b
x

i

and b
x

i

are estimated x and y coordinates of the test beam positioned
at grid position x

m

and y
m

. Length and direction of the bias are reported.
The DOI capability of the detector was tested by irradiating one of the

lateral sides of the crystal with the perpendicular 511 keV pencil beam.
The irradiations were performed with 0.5 mm step size along the entire
length of the crystal’s lateral side (z axis). These lateral irradiations were
performed in coincidence with the reference detector. At each z-position
data were collected for 15 minutes. For each z-position, recorded events
were positioned using the MNN method and for each positioned event the
estimated DOI layer was compared with the true DOI layer corresponding to
the z-coordinate of the beam irradiation. The mean absolute error (MAE)
was then calculated for each z-position to represent the DOI resolution as a
function of DOI.

7.3 Results

7.3.1 Energy resolution

An average energy resolution of the detector was 23±2% FWHM at 511
keV. The energy resolution was better in the centre region of the detector
and worsened towards the detector’s edges as presented in figure 7.6(a).
Three lines of worse energy resolution across the detector correspond to the
dead area regions of the dSiPM array that contain the wire bonding of the
pixels’ microcells. Therefore, the fraction of the scintillation light is lost
in these regions. Detector energy resolution is correlated with the 511 keV
photopeak position as shown in figure 7.6(b). The regions with the lower
number of detected optical photons in the 511 keV photopeak corresponds
to the regions with worse energy resolution.
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Figure 7.6: Map of detector energy resolution (a) and 511 keV photopeak position
(b) obtained at each calibration position.

7.3.2 Timing resolution

The histogram of the detector CRT values obtained for all calibration posi-
tion is presented in figure 7.7. Timing resolution of the detector, defined as
the average of the CRT histogram, was 529±34 ps for the employed trigger
level 2.

Figure 7.7: Histogram of the CRT values obtained at each calibration position.
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7.3.3 Position estimation

7.3.3.1 Spatial resolution

Maps of the detector’s intrinsic spatial resolution in the x and y directions
are shown in figures 7.8(a) and (b) respectively. Using the MNN positioning
method, an average resolution of 0.60 mm was achieved for the detector
across its entire area. As the MNN method performs 3D positioning based on
pre-defined DOI layers, maps of detector intrinsic spatial resolution obtained
at each DOI layer are shown in figure 7.9. The average intrinsic spatial
resolution in each independent layer was 0.43±0.19, 0.52±0.22 and 0.49±24
mm FWHM for top, middle and bottom layer respectively. Spatial resolution
in terms of FWHM and FWTM for the entire detector and for each DOI layer
is summarized in table 1.

Figure 7.8: Maps of detector’s intrinsic spatial resolution in x (a) and y (b)
directions.

The overall spatial resolution of the detector is slightly worsen than spatial
resolution of each independent DOI layer. This is caused by an independent
positioning bias in each DOI layer, that leads to a broader point spread
function of the detector when the entire crystal volume is taken into account,
and not only independent DOI layers. Slightly better spatial resolution along
the y direction can be explained by the rectangular shape of the active area
of the dSiPM pixel (3.2 mm ⇥ 3.88 mm). The orientation of the 3.2 mm
pixel edge along the y-axis of the measurements resulted in a slightly better
light sampling along the y direction. It is necessary to point out that the
resolution along the edges might have been underestimated as the PSF got
compressed and cannot be extended over the edges. Figure 7.10 shows the
image that is the superposition of the positioned events acquired with the
pencil beam scans performed at a grid with 3 mm step size. Positioning was
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Figure 7.9: . Maps of intrinsic spatial resolution in x and y direction calculated
for each of pre-defined DOI layer independently (the top layer is the layer furthest
away from dSiPM array, the bottom one is the closest one, and the middle one is
in between).

performed with the MNN method. The image size is 127 ⇥ 127 pixels with
a pixel size of 0.25 mm ⇥ 0.25 mm. A post-smoothing Gaussian filter with
0.75 mm FWHM was applied.

Table 7.1: Intrinsic spatial resolution for the detector in each DOI layer and entire
crystal volume

Selected plane X-direction Y-direction
FWHM
(mm)

FWTM
(mm)

FWHM
(mm)

FWTM
(mm)

top layer 0.43±0.19 1.65±0.68 0.42±0.16 1.59±0.57
middle layer 0.52±0.24 1.63±0.57 0.51±0.22 1.63±0.57
bottom layer 0.51±0.24 1.51±0.64 0.45±0.21 1.43±0.63
entire volume 0.60±0.27 1.66±0.56 0.58±0.26 1.64±0.57

7.3.3.2 Positioning bias

The map displaying the magnitude and direction of the bias calculated for
the MNN positioning method is presented in figure 7.11. The colour scale
decodes the magnitude of the bias and black arrows shows the translation
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Figure 7.10: An image of positioned grid scan with line profiles through it. Arrows
indicate the row and column selected for plotting the line profiles. Roman numbers
associate the plotted profiles with the selected through-image lines.

from the true beam position to the measured one. The average value of the
detector bias was 0.38±0.34 mm, with the bias magnitude higher along the
crystal edges and in corners. Taking into account only the central region of
the detector (26 ⇥ 26 mm2) the bias was equal to 0.33±0.23 mm.

Figure 7.11: Map of detector’s bias magnitude and direction. The colour scale
decodes bias magnitude, black arrows show the translation from the true beam
position to the measured one.
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7.3.3.3 DOI resolution

The DOI resolution (mean absolute error) as a function of DOI is shown
in figure 7.12. The DOI resolution is better closer to the surface of the
dSiPM than close to the front face of the detector. This can be explained
by the spread of scintillation light produced at the given DOI. The closer the
gamma photon interacts to the surface of the dSiPM, the more focused is
the recorded light and the higher calculated variance. This in turn is easier to
resolve than for gamma photons that interacted at small DOI and produced
more uniformly spread light which are more similar to each other. The peak
of worse DOI resolution around the DOI of 3.5 mm is related to the fact
that the border between the middle and the bottom DOI layer is located
very close to this DOI. In that situation it is more difficult for the MNN
algorithm to correctly resolve between these two DOI layers. However, the
achieved DOI resolution is still comparable to the DOI resolution achieved
close to the front face of the detector.

Figure 7.12: DOI resolution (mean absolute error) of the detector as a function of
the DOI. DOI of 0 mm corresponds to the entrance face of the detector (proximal
surface from the radiation beam).
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7.4 Discussion

The use of 5 mm thick LYSO crystal increases the nominal sensitivity of
the single detector ⇠2.21 times in comparison to the 2 mm thick LYSO
crystal used previously [68]. Still, the detector with a 5 mm crystal displays
outstanding intrinsic spatial resolution of 0.60 mm. This can be attributed
to DOI decoding based on the calculated variance of the light spread of de-
tected events and the MNN positioning in each DOI layer. Each independent
DOI layer displays internal spatial resolution of ⇠0.5 mm that is consistent
with the spatial resolution obtained with the previous crystal of 2 mm thick-
ness. The achieved spatial resolution of 0.60 mm shows an improvement
compared to previously published results obtained with monolithic scintilla-
tors. Cabello [32] reported spatial resolution of 0.69±0.08 mm FWHM and
1.89±0.22 mm FWTM obtained with the LYSO crystal of 12 ⇥ 12 ⇥ 5 mm3

coupled to 8⇥8 pixels SiPM. A positioning method based on the analytical
model using non-linear least squares data fitting [120] was used for the es-
timation of gamma photons interaction positions within the crystal. Similar
results were reported by [123] also for the LYSO crystal of 12 ⇥ 12 mm2

and the thickness of 5 mm coupled to a SiPM. The group reported the av-
erage spatial resolution of 0.77 mm FWHM using a non-linear least squares
data fitting [120] for positioning. Improved results for our detector can be
explained by the employed DOI decoding while Cabello [32] and Llosá [123]
designs lacked the DOI decoding and reported positioning bias toward the
crystal side coupled to the SiPM. Despite lack of the DOI, detectors showed
very good spatial resolution which can be contributed to a good light sam-
pling across the SiPM due to pixels small size of just 1.4 ⇥ 1.5 mm2 and
used positioning method. Both Cabello [32] and Llosá [123] also evaluated
10 mm thick crystals reporting spatial resolution of 0.73±0.11 mm FWHM
and 0.81 mm FWHM, respectively. As expected, spatial resolution worsened
for thicker monolithic scintillator blocks. Miyaoka [143] using 50 ⇥ 50 ⇥
8 mm3 monolithic LYSO block coupled to a 64-channel multi-anode PMT
and the statistics based positioning method (SBP, [95]) achieved the average
resolution in radial, transverse and axial direction equal to 1.05±0.08 mm,
0.99±0.07 mm and 1.24±0.31 mm FWHM respectively. This detector em-
ployed DOI decoding with 4 DOI bins and the average DOI resolution was
⇠3.5 mm. Seifert [176] reported spatial resolution ranging between 0.95
mm and 1.28 mm FWHM depending on the irradiated region of the 24 ⇥
24 ×⇥ 10 mm3 LSO:Ce,0.2%Ca crystal coupled to a dSiPM obtained with
k-nearest neighbour algorithm [205].

Good DOI resolution allows us to achieve high spatial resolution in the
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entire FOV of the detectors while bringing them closer to the imaging object.
This improves geometrical efficiency and hence increases system sensitivity.
Comparing the intrinsic spatial resolution of the detector presented in this
paper to the intrinsic spatial resolution of the previous detector design (0.54
mm) one can still expect spatial resolution below 1 mm for a system based
on the improved detector. These factors allow us to increase sensitivity of
the small animal PET scanner and sustain high spatial resolution of such
system.

In the maps of detector’s intrinsic spatial resolution (figure 7.8) lines of
better resolution can be noticed. In maps of intrinsic spatial resolution for
independent DOI layers (figure 7.9) this line pattern is getting stronger the
closer a particular DOI layer is located to the dSiPM array. We found that
these lines correspond to centres of dSiPM pixels. Investigating this further,
we found that this is an effect of limited light spread sampling due to the
dSiPM pixel size of 3.2 mm ⇥ 3.88 mm. Due to the small beam size diameter
(0.4 mm) and low thickness of the LYSO crystal and DOI layers, the changes
in the light distribution across dSiPM pixels for beam positions located in
the centre region of the pixels are smaller then in case of beam positions
located closer to the edges of the pixels. The closer the beam is getting to
the edge of the pixels, the larger the difference in normalized values of pixels.
Thus, the calculated mean maps have larger difference between each other
for cases when the test beam is located in the centre and at the edge of the
same pixel than in cases for two test beam positions located in the centre
region of the same pixel. This causes the MNN method to perform better in
positioning events along the edges and in the strict centre of the pixel, while
for events belonging to an intermediate region of the pixel located between
centre and the edge of the pixel, MNN performs worse. For these events, due
to limited light distribution sampling and thus smaller differences in the mean
maps used as the reference, the MNN method has a tendency to position
them toward the centre of the pixel, which results in the appearance of line
pattern of better and worse spatial resolution. This effect gets stronger the
closer a scintillation event took place to the dSiPM surface as the light will
be less spread across the entire detector and more focus in a small region of
the photosensor leading to worsen light sampling. This can be clearly seen
in figure 7.9. For the top DOI layer the lines of better spatial resolution are
barely visible, as the light of the events that interact in that layer is more
spread across the dSiPM array. Similar trends are observed for the middle
DOI layer, where line pattern is more easily visible but are not dominant. In
contrast, in the bottom layer, the line pattern of better spatial resolution is
significant as the scintillation light of events interacting in that layer is much
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more focused locally. It is also the reason why spatial resolution is better
in the top layer; more spread scintillation light leads to better sampling
and smaller tendency to position events toward the pixel centre. Improving
the light sampling in the detector, by employing more pixels with smaller
area in the photosensor, would limit this effect and simultaneously would
lead to better spatial resolution of the detector in general as the changes in
light distribution across the detector for different beam positions could be
recorded and traced with higher precision.

The relatively poor energy resolution might be partially explained by de-
activating 20% of cells with the highest DCR and use of the RTL refresh
option. Turning off 20% of the cells effectively reduces the total number of
dSiPM cells and allows a fraction of photons that reach deactivated cells to
be irrevocably lost. The smaller fraction of cells can be deactivated to reduce
this effect, however this requires cooling the detector to lower temperature in
order to keep low DCR of the dSiPM. The RTL refresh option of the dSiPM
array allows for fast recharge of the device’s full cell rows, that contain fired
cells but which did not cause triggering of the die for a longer period of time
(20 ns), without recharging the entire die [171]. This prevents cells fired
by the dark counts to accumulate and cause triggering of dies, which might
cause missing dies in recorded true gamma events. However, continuous
recharge of the number of cell rows causes temporal reduction of the num-
ber of active cells that are available to detect scintillator light of true gamma
events. This can increase noise in collected energy spectra and thus cause
worse energy resolution. Nonetheless, the reported energy resolution is still
in comparable range to results obtained by other groups for similar crystal
thickness. Llosá [123] reported energy resolution of 20% FWHM for white
painted LYSO crystals and Miyaoka [143] reported 17.2% FWHM for LYSO
crystal with roughened surfaces and white paint on the top face and black
one on the lateral ones. However, it is necessary to state that some groups
achieved significantly better energy resolution with monolithic scintillators
e.g. [176] with 12.8% FWHM at 511 keV obtained for 24 ⇥ 24 ⇥ 10 mm3

LSO:Ce,0.2%Ca wrapped in Teflon.
The detector also achieves a good CRT of 529 ps, which allows us to

narrow the coincidence window and thus limit the randoms coincidence rate.

7.5 Conclusion

We have developed and evaluated performance of the improved detector for
a dedicated mouse and rat PET scanner based on 5 mm thick monolithic
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LYSO crystals and dSiPM array. This new detector allows us to overcome
the sensitivity limitations of the previous design and simultaneously sustain
the sub-millimetre spatial resolution. The achieved performance in terms of
spatial resolution (0.60 mm), timing resolution (529 ps) and DOI decoding
(3 layers of 1.66 mm each) belongs to one of the finest presented to date
for small animal PET [187], [81], [143], [123]. These results show the high
potential of the detectors based on the continuous scintillator crystals for
small-animal PET imaging systems. Introduction of these novel detectors
in the next generation of preclinical PET systems could allow to outperform
the currently available commercial preclinical PET scanners [77]. Our next
goal will be to demonstrate the performance on the system level by imple-
menting the presented detector in the small-animal PET scanner currently
being developed in our research group.
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Chapter 8

Evaluation of DigiPET2, a
dedicated high resolution
small animal PET scanner

This chapter is going to be submitted for publication in Phys. Med. Biol. as:
R. Marcinkowski, P. Mollet, R. Van Holen and S. Vandenberghe, "Evaluation
of DigiPET2, a dedicated high resolution small animal PET scanner"

8.1 Introduction

In chapter 6 we developed a prototype of a dedicated, high-resolution small
animal PET scanner based on thin monolithic LYSO crystals and digi-
tal silicon photomultipliers (dSiPM). Thanks to the combination of 2 mm
thick LYSO crystals, multipixel dSiPM and statistical event positioning we
achieved a very compact PET system with an excellent spatial resolution of
0.7 mm, which was uniform over the entire field of view (FOV).

Since the 1990s, significant efforts have been made by the scientific com-
munity to develop dedicated small animal PET with both exceptional spatial
resolution and sensitivity. However, achieving simultaneously high spatial
resolution and high sensitivity is not a trivial task. Therefore, various ap-
proaches have been proposed by different groups to push both the limits of
spatial resolution and sensitivity of the dedicated small animal PET systems
[196], [191], [107], [77], [81]. Main focus was put on the use of different
crystals sizes, system geometries and detectors configurations. This resulted
in a number of developed academic PET scanners [107], [196], [19], [164],
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[81] as well as a number of commercial systems [138], [212], [72], [105], [33],
[194]. Spatial resolution of the developed systems ranged between 1.3 mm
to 2.4 mm FWHM while sensitivity ranged between 1.2 % and 6.7 % at the
center of field of view. The majority of these scanners are based on finely
pixelated scintillator crystals. A limited number of systems were based on
monolithic crystals, which allows to reduce the cost and increase the sensi-
tivity as well as the energy and timing resolution of the detector [26], [128],
[143], [34], [119], [123], [32]. However, the most important disadvantage
of monolithic crystals is the fact that the positioning of the events is much
more challenging. Complex algorithms are required. Moreover, the event
positioning algorithms often require time consuming calibration.

Despite the excellent spatial resolution, the DigiPET1 prototype had some
limitations. Due to the low thickness of the LYSO crystals the system had
low sensitivity. The DigiPET1 also consisted of only four detectors arranged
in a square orientation providing a very limited FOV of 32 ⇥ 32 ⇥ 32 mm3.
In addition, our prototype needed to be operated in a temperature chamber
in order to reduce dSiPM dark count rate, which prevented scanning of living
animals.

In order to overcome the limitations of the DigiPET1 prototype, we devel-
oped an improved detector with thicker LYSO crystals of 5 mm (see chapter
7). This allowed to significantly improve the sensitivity and still achieve in-
trinsic spatial resolution of 0.6 mm and DOI resolution of ⇠1.1 mm [133].
Energy resolution of 23 % FWHM at 511 keV and a CRT of 529ps were
measured for the detector.

In this chapter we present the second version of our dedicated small animal
DigiPET scanner based on the thicker crystals. The new DigiPET2 system
has a larger FOV, which is sufficient for both mouse and rat imaging thanks
to the increased number of detectors in the scanner. Good DOI resolution
of the detectors allows us to place the detectors close to the object. This re-
sults in improved angular coverage of the DigiPET2 scanner in combination
with a very compact system geometry. Furthermore, our new system con-
tains a dedicated cooling system that allows the scanner to operate at room
temperature. In the following sections, we describe the system architecture
and evaluate its performance in terms of spatial resolution and image qual-
ity. Imaging capabilities of the scanner and its suitability for high-resolution
imaging are evaluated by acquiring scans of a micro-Derenzo phantom and
a mouse head.
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8.2 Materials and methods

8.2.1 System description

The DigiPET2 scanner is a high-resolution preclinical PET system dedicated
for mouse and rat imaging. The scanner consists of seven detector modules
arranged in a ring. The front face length of the module is 34.6 mm and the
inscribed circle radius of the scanner heptagonal ring is equal to 35.9 mm.
Figure 8.1 shows the geometry of the DigiPET2 scanner. The heptagonal
geometry of the system was selected over the more symmetrical one (e.g.
hexagon or octagon) as a trade off between scanner field of view (FOV) and
the angular coverage of the object. The hexagonal ring would result in a
relatively small FOV which would be insufficient to scan larger rats, while the
octagonal geometry would lead to a reduced angular coverage, thus lower
scanner sensitivity. The scanner has a very compact geometry: the gantry
has an external diameter of 22 cm and a total length of 15 cm.

Figure 8.1: Front (left) and side (right) picture of the new DigiPET2 scanner.

Each module of the current system can house up to two detectors placed
in axial direction. However, only one ring is populated with detectors giving
the scanner an axial FOV of 32 mm.

Each detector [133] consists of a monolithic LYSO crystal (Hilger Crystal)
with a surface of 32 mm x 32 mm and a thickness of 5 mm optically coupled
to a DPC-3200-22-44 digital silicon photomultiplier (dSiPM, Philips Digital
Photon Counting) [74]. The LYSO crystals have all faces polished. A white,
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diffusive reflector is applied on the top of the crystals and the lateral sides
of the crystals are painted black to limit light reflections. For the optical
coupling of the crystals to the dSiPMs a BC630 optical grease (Saint-Gobain)
was used.

A detailed description of the dSiPM structure and operating principle can
be found in chapter 3. However, to shortly characterize the DPC-3200-
22-44, it consists of 4 ⇥ 4 individually operating dies with a pitch of 8
mm. Each die has four 3.2 ⇥ 3.8 mm pixels, each with 3200 microcells,
arranged in a 2 ⇥ 2 matrix. In addition, every die has its own control logic
and time-to-digital converter (TDC). Thus, for every recorded event each
die provides four values of the number of photons recorded by the pixels
and a single timestamp. A moment of timestamp generation is set by the
programmable trigger network. The programmable validation network is
then used to distinguish true events from dark counts.

In order to reduce the dark count rate (DCR) of the dSiPM, each detector
has an individual cooling system that keeps the detector working temperature
at 6�± 0.5�. The cooling system consists of a Peltier element, aluminium
heat sink, cooling fan and a temperature controller (5R7-350, Owen Indus-
tries).

8.2.2 Data acquisition and processing

Data acquisition was performed using the Philips Digital Photon Counting
Module Evaluation Kit (PDPC-MTEK) that allows to connect up to eight
dSiPM tiles. Data are collected in a singles mode and sent to the con-
trolling computer in list mode format. A custom Fast List-mode Iterative
Reconstruction (FLIR) software developed in our group is used to identify
coincidence events and to reconstruct tomographic images. The FLIR soft-
ware uses Mean Nearest Neighbour (MNN) for 3D positioning of events
within the monolithic crystal [60], [133] and 3D list-mode Ordered Subset
Expectation Maximization (OSEM) for image reconstruction. To acceler-
ate the image reconstruction the OSEM algorithm was implemented on a
graphics processing unit (GPU) using the compute unified device architec-
ture (CUDA) framework [50]. The MNN method calculates the squared
Euclidean distance of the light distribution of an unknown event to the
mean light distribution recorded at all known positions and all defined DOI
layers during the calibration procedure. In this study, three DOI layers were
defined per calibration point, each corresponding to 1/3 of the thickness
of the LYSO crystal. The calculated distance is a measure of how similar
the light distribution of the unknown event is to the mean light distribution
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recorded at the known position of the calibration grid and a given DOI layer.
The interaction position of the unknown event is assigned to the calibration
position (x and y coordinates) and DOI layer (z coordinate) for which the
calculated squared distance is the smallest. A more detailed description of
the used MNN algorithm and the process of defining DOI layers can be found
in chapter 7.

All data measurements presented in this study were acquired with a coin-
cidence time window of 5 ns, and with an energy window of 250-650 keV.

8.2.3 Spatial resolution

Spatial resolution of the system was measured with a 138 kBq 22Na point
source. The source had an active area of 0.25 mm diameter and is embedded
in a 1 cm3 acrylic cube (Eckert & Ziegler). The point source was placed in a
source holder mounted on an x-, y-, z- translation stages (X-Slide, Velmex)
which allow the source to be moved freely inside scanner’s FOV. The 22Na
source was placed at two axial positions: one in the center of the axial FOV
and one at a quarter of the axial FOV, i.e. 8 mm, from the center along the
axial direction. At each of these two positions, the point source was moved
towards the edge of the transverse FOV with a 1 mm step size across the
central 7 mm. Across the remaining transverse FOV up to 25 mm a step
size of 2 mm and 3 mm was used. At each source location more than 105

prompt counts were acquired.
Events were positioned using the MNN algorithm and the images were re-

constructed using the OSEM with 10 subsets and 10 iterations. The recon-
structed matrix was 100 ⇥ 100 ⇥ 100. The voxel size of the reconstructed
images was 0.2 ⇥ 0.2 ⇥ 0.2 mm2. No smoothing was employed on the
reconstructed images. For both axial positions and for each source location
the radial, tangential and axial resolution was determined. The spatial res-
olution was calculated as the full width at half maximum (FWHM) and the
full width at tenth maximum (FWTM) of the response functions formed by
summing one-dimensional profiles that were parallel to the radial, tangential
and axial directions. FWHM and FWTM were determined by linear interpo-
lation between adjacent pixels at half and one-tenth of the maximum value
of the response function, respectively. The maximum value of the response
function was determined by a parabolic fit of the peak point and its two
nearest neighbours. The measured spatial resolutions were neither corrected
for source size nor for positron range and photon acolinearity.
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8.2.4 Sensitivity, scatter and count-rate performance

The current version of the DigiPET2 scanner is using a module technology
evaluation kit (M-TEK) from PDPC to collect, pre-process and send acquired
data to a reconstruction computer. The M-TEK was not designed to meet
the requirements of the data transmission rate of a full-ring PET system.
Therefore, the detectors in the scanner are capable of detecting events at
higher rate than the M-TEK data baud rate. This inability to transmit data
at sufficient speed resulted in a loss of a significant fraction of detected
events. Because of this limitation a proper evaluation of sensitivity, count
rate performance and scatter of the DigiPET2 scanner was not possible.
Insufficient data transmission speed of the available electronics was also the
reason for long acquisition times of all measurements presented in this paper.

8.2.5 Imaging studies

8.2.5.1 Phantom studies

A hot-rod micro-Derenzo phantom was used to evaluate the image quality
obtained with the DigiPET2 system. The micro-Derenzo phantom consisted
of six sectors with hollow rods of different diameter: 0.7, 0.8, 0.9 1.0, 1.2
and 1.5 mm, with a separation between rod centres equal to two times the
diameter of the rods. The length of the rods was 12 mm. The phantom
also consisted of a uniform region with length of 12 mm and a diameter of
26 mm. The external dimensions of the phantom were 55 mm in length and
28 mm in diameter.

The phantom was filled with 14.8 MBq of 18F solution and placed in the
center of the scanner’s FOV. An acquisition of five hours was performed in
order to obtain sufficient data. The PET image was reconstructed using
3D-OSEM with 100 iterations. The matrix size was 100 x 100 x 100 with a
voxel size of 0.3 x 0.3 x 0.3 mm3.

For comparison, the same micro-Derenzo phantom was also measured
with the LabPET-8TM scanner. The phantom was filled with 15 MBq of
18F solution and data was acquired for 30 minutes. For image reconstruction
the 2D-OSEM algorithm implemented in the scanner software was used with
100 iterations and voxel size of 0.25 x 0.25 x 0.25 mm3.
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8.2.5.2 Animal studies

A bone scan study (18F-NaF Sodium Fluoride) was performed on an adult
BALB/c mouse. The mouse was intravenously injected with 60 MBq of 18F-
NaF. The radio-tracer was administered though an intravenous tail injection
under anaesthesia. One hour post injection the animal was sacrificed and
placed in the DigiPET2 scanner and imaged for a duration of 5 hours. An
energy window of 250-650 keV and a coincidence time window of 5 ns were
used for the data acquisition. The PET images were reconstructed using
Maximum-Likelihood Expectation Maximization (MLEM) with 200 iterations
and with total variation noise reduction. The reconstructed matrix was 70
x 70 x 70 with a voxel size of 0.4 x 0.4 x 0.4 mm3. A CT transmission
scan of the mouse was obtained using the X-CUBE scanner (Molecubes,
Belgium) to correlate PET images with the anatomical structures. The CT
scan was performed with 6 bed positions with 512 projections per rotation
and X-ray source was operated at 250 µA and 50 kVp. The CT image
was reconstructed with the Image Space Reconstruction Algorithm (ISRA)
iterative algorithm, using 5 iterations with 32 subsets and voxelsize of 0.1
mm. The PET images were manually co-registered with the CT scan using
the bone structures as a reference.

8.3 Results

8.3.1 Spatial resolution

Figure 8.2 shows the radial, tangential and axial resolution (FWHM and
FWTM) plotted as a function of the radial offset for both axial positions
(center and one-fourth off the center of the axial FOV). For both axial
positions, the spatial resolution was almost identical. The spatial resolution
at one-fourth off the center was slightly better. The average tangential and
axial resolution was 0.87 mm and 0.93 mm FWHM and 2.03 mm and 2.21
mm FWTM, respectively.
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Figure 8.2: Radial (squares), tangential (triangles) and axial (diamonds) spatial
resolution FWHM (solid) and FWTM (dashed) obtained for the DigiPET2 scanner
as a function of the radial position.
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Figure 8.3: Radial (squares), tangential (triangles) and axial (diamonds) spatial
resolution FWHM (solid) and FWTM (dashed) obtained for the DigiPET2 scanner
as a function of the radial position for the point source located one-fourth off the
center of the axial FOV.
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Both tangential and axial resolution show good uniformity in the entire
FOV. The radial resolution within a radius of 13 mm from the center of FOV
had good uniformity with an average resolution equal to 0.98 mm FWHM
and 2.23 mm FWTM. For the radial offsets larger than 13 mm from the
center the radial resolution worsened systematically towards the edge of the
FOV, remaining however, well below 1.8 mm FWHM and 3.0 mm FWTM.

8.3.2 Imaging studies

8.3.2.1 Phantom studies

Figure 8.4 shows the image of a transversal section through the micro-
Derenzo phantom acquired with the DigiPET2 scanner. Rods down to 0.8
mm can be resolved. In addition, some of the 0.7 mm rods can be resolved.
Figure 8.5 shows the cross-section profiles through the 0.8 mm rods region
along the depicted lines in figure 8.4. Some artifacts, caused by the lack of
attenuation and normalization corrections, can be noticed in the region with
1.0 mm rods of the reconstructed image.

Figure 8.4: Reconstructed images of the micro-Derenzo phantom acquired with
the DigiPET2 scanner.
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Figure 8.5: Profiles through the row of 0.8 mm diameter hot rods along the lines
depicted in figure 8.4.

The image of the transverse section through the uniform region of the
micro-Derenzo phantom and its cross section profile is shown in figure 8.6.
A post-smoothing Gaussian filter with 0.5 mm FWHM was applied.

Figure 8.6: Transverse slice through the uniform region of the micro-Derenzo
phantom and the profile through it (dashed line).

For image quality the comparison of the two scanners, the transverse
planes of the reconstructed images of the same micro-Derenzo phantom
obtained with the DigiPET2 scanner and the LabPET-8TM are shown in
figure 8.7. With the LabPET-8TM rods down to 1.0 mm in diameter can be
resolved.
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Figure 8.7: Comparison of the reconstructed images of the micro-Derenzo phan-
tom acquired with the DigiPET2 scanner (left) and the LabPET-8TM scanner
(right).

8.3.2.2 Animal study

The bone images of the mouse head obtained with the DigiPET2 scanner
are presented in figure 8.8. A total of 12 million coincidences were acquired.

Figure 8.8: Transversal (a), coronal (b) and sagittal (c) images of the mouse head
obtained with the 18F-NaF.

Figure 8.9 shows the co-registered PET and CT images of the mouse head
in the transverse plane. The co-registered PET/CT images of the head in
the coronal and sagittal plane are shown in figure 8.10.
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Figure 8.9: Transverse images of the mouse head obtained with (a) DigiPET2,
(b) X-CUBE and (c) co-registered PET/CT image.

8.4 Discussion

The spatial resolution of the DigiPET2 scanner is worse compared to the
first scanner with 2 mm thick crystals that achieved 0.7 mm spatial reso-
lution uniform within entire FOV. Within the central 15 mm diameter FOV
the spatial resolution of the new DigiPET2 scanner approaches 0.9 mm
FWHM for both radial and tangential directions and 1.0-1.2 mm FWHM
for the axial direction. For the radial offsets within 50 mm FOV the radial
component remains well below 1.8 mm FWHM and below 0.9 mm FWHM
for the tangential component. Spatial resolution for the axial component
remains mostly below 1.0 mm FWHM and the resolution improves with in-
creasing radial distance. The achieved spatial resolution allows to resolve



8.4 Discussion 155

Figure 8.10: Coronal (a) and sagittal (b) images of the mouse head obtained with
the DigiPET2 scanner and co-registered with the CT.

all 0.8 mm diameter hot rods in the micro-Derenzo phantom. Moreover,
even some of the 0.7 mm diameter hot rods could be resolved. This sub-
millimetre spatial resolution is one of the best spatial resolution presented
up to date for a full-ring small animal PET imaging system [14], [194], [13],
[196]. DigiPET2 outperforms the majority of current commercially available
small-animal PET systems with average spatial resolution from 1.3 mm to
2.1 mm FWHM [77], [165]. For the same range of radial offsets the spatial
resolution of the DigiPET2 ranges from 0.9 to 1.8 mm. Such improvement
in terms of spatial resolution yields a clear advantage over current small-
animal PET systems, especially for imaging small lesions in rodents. The
achieved resolution is attributable to the excellent intrinsic resolution of the
detector (0.6 mm) and its DOI resolution ( ⇠1.1 mm) [133], which were
obtained through the combination of the MNN position algorithm and used
calibration procedure.

Due to the use of 5 mm thick monolithic crystals the DOI effect was no
longer negligible as it was in the previous scanner design [68]. For radial
offsets within a 13 mm radius, the radial resolution remains uniform. For
larger offsets, the radial component systematically worsen toward the edge of
the FOV despite DOI correction. This can be caused by the combination of
thicker crystals with the large maximum acceptance angle caused by the rel-
atively small detector ring diameter (75.77 mm). This makes the DigiPET2
more prone to radial resolution degradation at large radial offsets from the
gamma photons entering the detector at large oblique angles. Radial resolu-
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tion might be improved by using smaller acceptance angles, however, at the
cost of reduction in scanner’s sensitivity.

The image uniformity measurement was influenced by the lack of attenu-
ation correction in the reconstruction software. The limited count rate and
the absence of normalization correction explains the high noise level shown
in figure 8.6.

The enlarged FOV of the new DigiPET scanner allows to easily accommo-
date mice and rats in comparison to our previous prototype. The enlarged
FOV also increases the number of available detectors, which improves count
rate capabilities of the scanner. However, in the current scanner, the axial
FOV length is limited only to 32 mm. This is caused by the fact that the
M-TEK electronics, which was used to collect and process data, allows for
connecting only up to eight dSiPM detectors. Therefore only one ring of
detectors was used in the second version of the DigiPET scanner.

It is important to point out that one of the most significant limitations
of our DigiPET2 prototype scanner is the data baud rate. As explained
in section 8.2.4, the M-TEK electronics was not designed to provide the
data transfer rate for a full, small-animal PET imaging system. Therefore,
a proper evaluation of sensitivity, count rate and scatter of the DigiPET2
scanner was not possible.

In order to overcome the limitation of the current design the next step
should be to develop dedicated electronics that allows to extend the scan-
ner’s axial FOV and ensures high data transfer rates sufficient to meet the
requirements of the small-animal PET system. This would allow for a proper
evaluation of the system performance in terms of sensitivity and count rate
capabilities according to NEMA NU-4 standard.

The DigiPET2 scanner achieves an excellent spatial resolution that al-
lows to clearly resolve 0.8 mm diameter hot rods. DigiPET2 demonstrates
that the combination of the monolithic scintillator crystals with multipixel
SiPM photosensors and statistical event positioning has great potential for
developing compact, high resolution small-animal PET imaging systems.
In addition, thanks to easier and cheaper manufacturing of the monolithic
crystals these PET system can be developed at lower price than pixelated
systems with comparable performance.
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8.5 Conclusion

In this study, we have evaluated the performance of the DigiPET2 scanner
based on a detector with 5 mm thick monolithic LYSO crystal. The use
of thicker crystals allowed to overcome the sensitivity limitation of the first
DigiPET prototype. The spatial resolution approached 0.9 mm, which is
one of the best presented up to date for full-ring preclinical systems. This
resolution is primarily attributable to the combination of monolithic scintil-
lator crystals and used event positioning algorithm. Enlarged FOV allows to
accommodate mouse and rat specimens without any space constrains. The
in vivo mouse imaging experiments demonstrated the feasibility of high res-
olution imaging of realistic objects. However, the data transmission speed of
the readout electronics remains a limitation of the current design, which does
not allow to evaluate the count rate capabilities of the DigiPET2 scanner.
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Chapter 9

General conclusions

In this chapter we give a general overview of each chapter and summarize
the most important results obtained in this work. We also discuss possible
future research directions and end with a final conclusion.

9.1 Summary

In chapter 2 the basic concepts of the Positron Emission Tomography (PET)
were introduced and the importance of PET in oncology, cardiology and
neurology was outlined. First, the working principles of PET were described
starting from the tracer principle through physics of �+ decay and gamma
photon emission to PET scanner architecture, gamma photons detection,
coincidence detection and data acquisition. Further, the process of PET
image reconstruction from the measured data was explained. Two differ-
ent categories of image reconstruction algorithms were presented: analytical
and iterative. Subsequently, the effects that cause degradation of the im-
age quality were described. Next, the concept of Time of Flight (TOF)
PET was introduced and its influence on PET image quality was explained.
The following section described how PET imaging evolved into multi-modal
imaging techniques such as combined PET/CT and PET/MRI. Finally, the
use of PET for small animal imaging in preclinical research was discussed
together with the challenges of high resolution and high sensitivity in small
animal PET imaging.

In chapter 3 we discussed the PET detector in detail: its architecture,
principles of operation and properties. First, the parameters characterizing
the performance of PET detector were described and their influence on PET
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system performance was explained. Afterwards, the two main components
of the PET detector, scintillators and photodetectors, were explained in
detail. In the first part, the physics of the scintillation mechanism was
explained and the properties of scintillator crystals were discussed. In the
second part, different types of photodetectors used in PET detectors were
presented. First we described the photomultiplier tube (PMT), which is
the most mature and frequently used photodetector type for PET detectors.
Afterwards, new types of semiconductor photodetectors were introduced as
an alternative to the PMT technology. Photodetectors such as avalanche
photodiodes (APD), Geiger mode APD and the most promising alternative
to PMTs - silicon photomultipliers (SiPM) were described. Finally, the most
recent type of the SiPMs, a digital silicon photomultiplier (dSiPM) from
Philips Digital Photon Counting (PDPC) was discussed. The architecture
and working principles of the dSiPM were explained in details. The use of
this novel photodetector for PET detectors is the subject of this dissertation.
The last sections of this chapter were focused on PET detectors dedicated for
small animal imaging and their requirements to provide good quality PET
images. The technical challenges of achieving simultaneously high spatial
resolution and high sensitivity in such PET detectors were discussed. Lastly,
the concept of PET detectors based on monolithic scintillator crystals was
introduced as a promising alternative to the classical PET detector design
based on a pixelated scintillator matrix. The potential benefits of such
monolithic design and the technical challenges that need to be overcome to
fully exploit the potential of the monolithic PET detector were discussed.

In chapter 4, a high-resolution TOF-PET detector with a 2 mm transversal
pixel size for whole-body PET imaging was presented. Two different designs
of the detector were proposed and investigated. In the first, classical design,
the detector consisted of a scintillator matrix of 15 ⇥ 15 LYSO crystals, each
of size 2 ⇥ 2 ⇥ 22 mm3, and a 1 mm thick light guide made of borosilicate
glass coupled to a dSiPM. This detector achieved the average energy resolu-
tion of 14.5% at 511 keV. Timing resolution of the detector depended on the
used dSiPM trigger level. The best CRT of 376 ps was achieved for trigger
level 1. A self-organizing map (SOM) algorithm was used to automatically
build the crystal look-up table and all LYSO crystals could be clearly re-
solved. As there is light sharing due to the lack of 1:1 coupling, a single
event needed to be recorded by multiple dies of the dSiPM. Therefore, the
NL option was enabled to ensure the read out of all dSiPM dies, even those
that recorded only a small fraction of optical photons. However, this setting
resulted in poor count rate performance: a significant fraction of detected
events suffered from a complete or partial loss of scintillation light due to the
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recharge process of the dSiPM dies. These events with missing scintillation
light were discarded to prevent a degradation of the detector performance
in terms of energy and timing resolution as well as event positioning. To
solve this issue, the second, optimized detector design was developed and
evaluated. The second design consisted of an array of 4 ⇥ 4 LYSO crystals
of 1.9 ⇥ 1.9 ⇥ 22 mm3 with a special reflector arrangement between the
crystals to ensure different light sharing patterns among them. The size
of the LYSO crystals was slightly decreased in order to better fit the 4 ⇥
4 LYSO array into an active area of a single dSiPM die. As the result of
the 1:1 coupling between the dSiPM die and the 4 ⇥ 4 LYSO array, the
second detector design with the special reflector arrangement allowed for
a remarkable improvement in terms of count rate performance. Using the
SOM algorithm all crystals could be clearly resolved. The second detector
design achieved an average CRT of 295 ps and an average energy resolution
of 11%. The improvement in terms of the CRT and the energy resolution
was caused by reduced light sharing among different dies. We found that the
dSiPM is a suitable photosensor to build a high resolution detector for whole
body TOF-PET scanners based on crystals with transverse pitch below 4
mm (current standard in whole-body PET systems). However, to achieve
the best CRT, which outperforms the state-of-the art TOF-PET scanners,
trigger level 1 of the dSiPM needs to be used. In order to work at trig-
ger level 1 and not compromise the detector’s count rate performance, the
DCR needed to be reduced by cooling the detector and deactivating DPC’s
microcells with the highest DCR.

In chapter 5 we investigated different configurations of the dSiPM to
quantify the event loss in the dSiPM device due to dark counts. This was
done to provide guidelines on the optimal configuration for different detector
designs and applications. Configuration parameters such as trigger level,
validation level, validation time, RTL refresh and NL and their different
combinations were investigated. The main focus was on the light sharing
scenario when multiple dies of dSiPM are required to record a single event.
In the experiments a blue LED (connected to a pulse generator) was used as
a source of optical photons. This allowed to control the expected output in
terms of the event count rate and the number of detected optical photons
per event. The RTL refresh was found as the most effective option to
reduce the influence of dark counts on the count rate performance. It also
resulted in the maximum sensitivity of the dSiPM detector regardless of the
validation level and the number of dies needed to record an event. Moreover,
it was shown that a combination of RTL refresh with a low validation level
ensures better count rate performance than the NL option. However, the
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RTL refresh can be used only for trigger levels above level 1. For trigger
level 1, which provides the best timing resolution, the best strategy is to
reduce the DCR as much as possible. This can be done by lowering the
working temperature of the dSiPM and deactivating a large fraction of the
microcells with the highest DCR. Additionally, the light sharing among dies
should be avoided or at least limited and high validation levels need to be
applied. Furthermore, we performed Monte Carlo simulation of dSiPM dead
time based on a non-paralyzable dead time model. Comparing the results of
our simulation with experimental data we found that actual total dead time
of the dSiPM is larger than expected one, which was calculated based on
the recharge time of dSiPM dies. In our case the total dead time was equal
to 50 ns instead of expected 20 ns.

In chapter 6 we presented a prototype of a dedicated mouse/rat-brain PET
imaging system called DigiPET. The system was based on a combination
of a large solid angle (small diameter) and thin monolithic crystals for low
parallax and high intrinsic resolution. The DigiPET scanner consisted of
four detectors placed in a square arrangement with a field of view (FOV) of
32 ⇥ 32 ⇥ 32 mm3. Each detector consisted of a thin monolithic LYSO
crystal with a size of 32 ⇥ 32 ⇥ 2 mm3 coupled to dSiPM. The system
was evaluated in terms of the CRT, sensitivity and spatial resolution and
the image quality was evaluated by acquiring a hot-rod phantom and a rat
head scans. Thanks to the combination of thin monolithic crystals and the
MLE position algorithm the DigiPET system achieved an excellent spatial
resolution of 0.7 mm FWHM uniform throughout the entire FOV. These
results were substantially better than spatial resolution of currently available
commercial small-animal PET systems, which achieve spatial resolutions of
⇠1.1 mm. The DigiPET system achieved timing resolution of 680 ps, which
also outperformed current commercial preclinical PET systems. Such timing
resolution allows to use a short coincidence window of ⇠1–1.5 ns, which
will reduce the random coincidence rate. The ex vivo rat brain imaging
demonstrated the feasibility of imaging realistic objects with the presented
prototype scanner. However, due to low thickness of employed LYSO crystals
and limited axial extent the sensitivity of this prototype was limited. This
system showed the feasibility of developing low cost, high resolution small
animal PET imaging system based on thin monolithic scintillator crystals
and multi-pixel dSiPM photosensor.

To overcome the sensitivity limitation of this design, in chapter 7 we
introduced an improved detector design based on a 5 mm thick LYSO crystal
coupled to the same dSiPM. Thanks to the use of a thicker crystal the
nominal sensitivity of the detector for 511 keV singles improved ⇠ 2.21
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times and the coincidence sensitivity over 4 times. To reach sub-millimetre
spatial resolution in the new detector with a thicker scintillator crystal, a
number of modifications were introduced. The Depth of Interaction (DOI)
decoding was introduced in the detector based on the light spread across
the dSiPM surface. The calibration procedure was modified to incorporate
the DOI capabilities and the Mean Nearest Neighbour (MNN) algorithm for
3D event positioning within the monolithic crystal was used. Thanks to
the implemented modifications, the new detector achieved intrinsic spatial
resolution of 0.6 mm FWHM comparing to 0.54 mm FWHM intrinsic spatial
resolution achieved in the detector with 2 mm thick LYSO crystal. The DOI
resolution achieved with the new detector was ⇠ 1.1 mm on average. This
design has good timing resolution of 529 ps, which allows to use narrow
coincidence window to limit the randoms coincidence rate. Thus, the new
detector overcame the sensitivity limitations of the previous design while still
reaching the sub-millimetre spatial resolution.

Finally, in chapter 8 we presented the second version of the DigiPET
system based on the improved detector design that was described in chapter
7. The new DigiPET2 scanner consisted of seven detector modules arranged
in a heptagonal ring, which results in a FOV of 35.9 mm in radius and 32 mm
in axial length. This enlarged FOV allows to easily accommodate mice and
rats specimens. Furthermore, the larger number of detectors improved the
count rate capability of the scanner. With the DOI information, the detectors
could be positioned close to the imagined object, which led to a very compact
system and large solid angle. This resulted in high sensitivity of the DigiPET2
scanner. This system was also equipped with a dedicated cooling system
to decrease the DCR of the dSiPMs. This allowed the DigiPET2 scanner
to be operated in room temperature without compromising the count rate
capability. Performance of the new DigiPET2 scanner were evaluated in
terms of spatial resolution and its imaging capabilities were evaluated by
acquiring a micro-Derenzo phantom and a bone scan of mouse head.

Despite the use of detectors with thicker monolithic crystals, the DigiPET2
achieved sub-millimetre spatial resolution of ⇠0.9 mm FWHM and all hot
rods with a diameter of 0.8 mm in micro-Derenzo phantom could be clearly
resolved in the reconstructed image. Furthermore, the in-vivo mouse imaging
demonstrated the feasibility of high resolution imaging. The loss in spatial
resolution in the new scanner can be explained by the lower intrinsic resolu-
tion of detectors with 5 mm thick crystals. Even with DOI information there
was still some degradation of radial resolution at the edges of the axial FOV.
In general however, the DigiPET2 scanner significantly outperformed cur-
rent commercial small animal PET systems. The average spatial resolution
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of currently available commercial systems ranges from 1.2 mm to 2.1 mm
FWHM, while for the same FOV radial offset the spatial resolution of the
second DigiPET ranges from 0.9 to 1.8 mm. Therefore, the DigiPET2 scan-
ner demonstrated that the combination of the monolithic scintillator crystals
with multi-pixel SiPM photosensors and proper event positioning algorithm
has a great potential for developing compact, high resolution small-animal
PET imaging systems that also achieve high sensitivity.

9.2 Future research possibilities

Based on results presented in this dissertation, a number of possible topics
can be investigated in future research.

One of the most interesting topics, would be to investigate the possibil-
ity of replacing the calibration measurements with simulations. The event
positioning method in our monolithic detectors uses the measured detector
response of the 511 keV pencil beam at a known interaction position to
position an unknown event. In order to obtain a calibration grid with a suffi-
cient number of calibration points and a sufficient number of recorded events
per point, we have to perform the calibration measurements for almost 72
hours for a single detector. Thus, it would be desirable to replace this time-
consuming calibration measurements with simulations. The development of
a proper simulation tool to accurately predict detector response would be of
great interest. With real measurements, a true response of each detector
can be achieved, which includes the detector’s individual performance char-
acteristic. These individual performance characteristic are hard to simulate,
thus it is expected that the intrinsic spatial resolution of a detector that uses
simulated calibration data would be worse than in case of measured data.
However, if only a slightly worse spatial resolution can be achieved using the
simulated calibration data, it would be beneficial to use simulations instead
of calibration measurements.

A well validated simulation tool could be also used to optimize scintillator-
reflector arrangement. Different combinations of reflector materials and
crystal surface treatment could provide a more optimal distribution of the
scintillation light within monolithic crystal (for example in the regions along
the crystal edges and in corners). This could allow to achieve better event
positioning in these regions, improving spatial resolution of the detector.

Another interesting research topic would be to investigate if spatial reso-
lution of monolithic detectors could be improved by using photosensors with
smaller pixels. Smaller pixels of SiPM and individual read out of a num-
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ber of fired microcells from such pixels would improve spatial sampling of
the scintillation light distribution. As a consequence, smaller changes in the
light distribution patterns could be detected. This could be used to better
distinguish light distributions produced by gamma photons that interacted in
different positions and lead to the improvement of intrinsic spatial resolution
of detectors based on monolithic crystals.

For the DigiPET2 scanner presented in chapter 8 it would be desired to
add a second and/or third ring of detectors to extend the scanner’s axial
FOV and to develop a dedicated, fast read-out electronics with sufficient
data baud rate that could readout all detectors. This would allow to re-
solve the issue of the data transmission bottleneck from the scanner to the
PC. This is a limitation in the current prototype, which uses only Module
Technology Evaluation Kit (M-TEK) electronics. The M-TEK was not de-
signed to provide data transmission rate suitable for a full imaging system.
Resolving this limitation would enable to properly evaluate the count rate
performance of the DigiPET2 scanner.

For DigiPET2 the radial resolution of the scanner systematically deterio-
rated for large radial offsets close to the edge of scanner’s FOV. Therefore,
in order to prevent this resolution degradation and ensure a uniform spatial
resolution in the entire FOV regardless of the radial offset, different DOI esti-
mation methods suitable for monolithic crystals should be investigated. The
method used in this dissertation uses a calculated variance of light intensity
recorded by detector’s pixels as a figure of merit to estimate DOI. However,
some other methods for DOI estimation may provide better results.

9.3 Final conclusion

In this dissertation we have developed several PET detectors based on the
dSiPM for both clinical and pre-clinical application.

As it was demonstrated on the detectors presented in this dissertation, the
dSiPM can be successfully used to build novel high-resolution PET detectors.

Thanks to the employed architecture, early digitalization and on-tile time
to digital converters (TDC) the dSiPM achieve very good timing perfor-
mance. When using low trigger level, dSiPM based detectors can easily
achieve timing resolution in the range of 300-400 ps, while current PET de-
tectors achieve timing resolution in the range of 500-600 ps. This makes the
dSiPM a good choice for developing TOF PET detectors that can greatly
improve quality of PET images. However, the limitation in terms of the
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count rate at low trigger levels remains a serious issue for dSiPM and needs
to be carefully considered when designing PET detectors.

We have shown that dSiPM in combination with both pixelated and mono-
lithic scintillator LYSO crystals can be used to built high resolution PET
detectors for both clinical and pre-clinical applications.

In particular, we have demonstrated that multi-pixel dSiPM is a very
promising photosensor in combination with monolithic scintillator crystals
and statistical event positioning algorithms to develop dedicated small ani-
mal PET detectors of sub-millimetre spatial resolution.

Moreover, during the course of the research presented in this dissertation
we have build two compact, high resolution preclinical PET scanners. Both
scanners were based on the PET detectors consisting of dSiPM coupled with
monolithic LYSO crystals. Both achieved an excellent sub-millimetre spatial
resolution, one of the highest demonstrated up to date. In addition, thanks
to the use of monolithic scintillators the cost per detector in our system was
lower than alternative detector based on pixelated scintillator matrix with
similar spatial resolution.

In this place, however, it would be worthy to mention that further devel-
opment of the digital SiPM technology should lead to better performance.
Smaller pixels, independent readout of number of detected photons from the
smaller sensor’s areas, lower DCR rate of microcells and different acquisition
sequence, that would achieve better count rate, would be highly desirable in
author’s opinion. Thus, it would be beneficial if other photosensor manufac-
turers, not only Philips Digital Photon Counting, would develop their own
digital versions of SiPMs.
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