OPEN ACCESS

Mechanical stability of the CMS strip tracker measured with a laser alignment system

To cite this article: A.M. Sirunyan et al 2017 JINST 12 P04023

View the article online for updates and enhancements.
Mechanical stability of the CMS strip tracker measured with a laser alignment system

The CMS collaboration

E-mail: cms-publication-committee-chair@cern.ch

ABSTRACT: The CMS tracker consists of 206 m$^2$ of silicon strip sensors assembled on carbon fibre composite structures and is designed for operation in the temperature range from $-25$ to $+25$°C. The mechanical stability of tracker components during physics operation was monitored with a few $\mu$m resolution using a dedicated laser alignment system as well as particle tracks from cosmic rays and hadron-hadron collisions. During the LHC operational period of 2011–2013 at stable temperatures, the components of the tracker were observed to experience relative movements of less than 30 $\mu$m. In addition, temperature variations were found to cause displacements of tracker structures of about 2 $\mu$m/°C, which largely revert to their initial positions when the temperature is restored to its original value.

KEYWORDS: Detector alignment and calibration methods (lasers, sources, particle-beams); Large detector systems for particle and astroparticle physics; Particle tracking detectors; Particle tracking detectors (Solid-state detectors)

ArXiv ePrint: 1701.02022
Contents

1 Introduction 1
2 Mechanical design of the CMS tracker 2
3 The laser alignment system 6
4 Tracker alignment 9
  4.1 Alignment with the laser system 9
  4.2 Alignment with particle tracks 12
5 Tracker mechanical stability 12
  5.1 Long-term stability 13
  5.2 Stability during temperature variations 15
6 Summary 18

The CMS collaboration 21

1 Introduction

The silicon strip tracker of the CMS experiment at the CERN LHC is designed to provide precise and efficient measurements of charged particle trajectories in a solenoidal magnetic field of 3.8 T with a transverse momentum accuracy of 1–10% in the range of 1–1000 GeV/c in the central region [1].

It consists of five main subdetectors: the tracker inner barrel with inner disks (TIB and TID), the tracker outer barrel (TOB), and the tracker endcaps on positive and negative sides (TECP and TECM) [2, 3]. The silicon strip sensors have pitches varying from 80 µm at the innermost radial position of 20 cm, to 205 µm at the outermost radius of 116 cm, delivering a single-hit resolution between 10 and 50 µm [1]. As a general criterion, the position of the silicon modules has to be known to much better accuracy than this intrinsic resolution.

Silicon sensors exposed to a large radiation fluence require cooling, and the CMS tracker is designed to operate in a wide temperature range from −25 to +25°C. The mechanical stability of the tracker components is ensured by the choice of materials and by an engineering design that tolerates the expected thermal expansion and detector displacements. These displacements have to be measured and accounted for in the form of alignment constants used in the track reconstruction.

The absolute alignment of individual silicon modules is performed with cosmic ray muons and tracks from hadron-hadron collisions collected during periods of commissioning or collision data taking [4–6]. A significant advance in the track-based alignment came with the introduction of a global $\chi^2$ algorithm that combines reconstruction of the track and alignment parameters [7]. This algorithm, implemented in the Millepede package [8], was successfully used in various experiments at the LHC, HERA, and Tevatron. The actual accuracy of the track-based alignment depends on the number of objects requiring alignment and the size of the track sample.

The movement of the tracker components over much shorter time scales is monitored in the CMS experiment with an optical laser alignment system (LAS) [9]. Lasers were already used in the
alignment of several silicon-based tracking detectors, for example, in the ALEPH [10], ZEUS [11], and AMS02 [12] experiments. Moreover, the CMS experiment also uses lasers for linking the tracker and muon subdetectors together in a common reference frame [13]. There is an alternative method of optical alignment based on the RasNiK system that was implemented, for example, in the CDF [14] and ATLAS [15] experiments. The RasNiK system uses a conventional light source with coded mask, a lens, and a dedicated optical sensor. Both methods have similar performance, but lasers have some advantages for operation in the CMS tracker. First, the infrared laser light penetrates the silicon sensors, hence simplifying the alignment system. Second, the laser light produces a signal similar to ionizing particles that permits the use of the same radiation-hard silicon detectors employed for tracking, instead of dedicated sensors. Yet another method, implemented in the ATLAS experiment, is based on the laser frequency scanning interferometry [16].

The LAS of the CMS tracker is one of the largest laser-based alignment systems ever built in high-energy physics. Forty infrared laser beams illuminate a subset of 449 silicon modules, and monitor relative displacements of the TIB, TOB, and TEC subdetectors over a time interval of a few minutes with a stability of a few \( \mu \text{m} \) [9]. Alignment with particle tracks and laser beams are complementary techniques and together they ensure the high quality of track reconstruction. While the track-based alignment is used to reconstruct the alignment constants of individual modules, the LAS identifies short-term displacements of large structures in order to exclude such periods from the offline analysis of the experimental data.

In this paper we describe the mechanical structure of the tracker and the LAS in detail. We review the alignment procedure of using laser beams and particle tracks. The measurements of the mechanical stability of the tracker components during the LHC data taking period in 2011–2013, as well as during the LHC long shutdown period spanning 2013–2014, are presented and discussed.

2 Mechanical design of the CMS tracker

The silicon strip tracker of the CMS detector is composed of 15 148 silicon strip detector modules with a total area of about 206 m\(^2\) and is described in refs. [2, 3]. Below we discuss in more detail the components of the tracker that are relevant to the mechanical stability of the detector. The mechanical concept of the tracker is sketched in figure 1. The CMS coordinate system has its origin at the centre of the detector with the \(z\)-coordinate along the LHC beam pipe, in the direction of the counterclockwise proton beam, and the horizontal \(x\) - and the vertical \(y\)-coordinates perpendicular to the beam (in the cylindrical system \(r\) is the radial distance and \(\varphi\) is the azimuth). The inner radii from 4.4 up to 15 cm are occupied by the silicon pixel detector, which is operated independently of the strip tracker. The silicon strip modules are mounted around the beam pipe at radii from 20 cm to 116 cm inside a cylinder of 2.4 m in diameter and 5.6 m in length. The TIB extends in \(z\) to ±70 cm and in radius to 55 cm. It is composed of two half-length barrels with four detector layers, supplemented by three TID disks at each end. The TID disks are equipped with wedge-shaped silicon detectors with radial strips. The TOB surrounds the TIB+TID. It has an outer radius of 116 cm, ranges in \(|z|\) up to 118 cm, and consists of six barrel layers. In the barrel part of the tracker, the detector strips are oriented along the \(z\)-direction, except for the double-sided stereo modules in the first two layers of the TIB and TOB, where they are rotated at an angle of 100 mrad, providing reconstruction of the \(z\)-coordinate. The TECP and TECM cover the region 124 < \(|z|\) < 282 cm.
Figure 1. Mechanical layout and mounting of the tracker subdetectors (bottom half is shown). The TIB+TID are mounted inside the TOB, while the TOB, TECP, and the TECM are mounted inside the TST. The red arrows indicate the connection points and their kinematic constraints.

and $22.5 < r < 113.5\text{ cm}$. Each TEC is composed of nine disks, carrying up to seven rings of wedge-shaped silicon detectors with radial strips, similar to the TID. Rings 1, 2, and 5 are also equipped with stereo modules for reconstruction of the $r$-coordinate.

Each module of the silicon strip detector has one or two silicon sensors that are glued on carbon fibre (CF) frames together with a ceramic readout hybrid, with a mounting precision of 10 $\mu$m. Overall, there are 27 different module designs optimized for different positions in the tracker. The detector modules are mounted on substructures that are, in turn, mounted on the tracker subdetectors.

The TIB is split into two halves for the negative and positive $z$-coordinates allowing easy insertion into the TOB. The TIB substructures consist of 16 CF half-cylinders, or shells. The mounting accuracy of detector modules on the shells is about 20 $\mu$m in the shell plane. The modules are assembled in rows that overlap like roof tiles for better coverage and compensation for the Lorentz angle [3]. An aluminium cooling tube, with 0.3 mm wall thickness and $4\times1.5\text{ mm}^2$ rectangular profile is glued to the mounts of the detector modules. Each row has three modules on one cooling loop and each cooling pipe is connected at the edges of the shells to the circular collector pipe that gives extra rigidity to the whole TIB mechanical structure. The overall positional accuracy of the assembly of all shells is about 500 $\mu$m.

The TOB main structure consists of six cylindrical layers supported by four disks, two at the ends and two in the middle of the TOB structure. The disks are made of 2 mm thick CF laminate and are connected by cylinders at the inner and outer diameters. The cylinders are produced from 0.4 mm CF skins glued onto two sides of a 20 mm thick aramid-fibre honeycomb core. The detector modules are mounted on 688 substructures called rods. The rods are inserted into openings on the
disks, such that each rod is supported by two disks. The accuracy of mounting the rods is about 140 µm in \( r-\phi \) and 500 µm in \( z \). Each rod has 6 or 12 (for rods with double-sided modules) silicon modules mounted in a row. A 2 mm diameter copper-nickel cooling pipe is attached to the CF frame of the rod. Each module is mounted on the rod with an accuracy of 30 µm by two precision inserts connected to the cooling pipes, and two springs.

Each TEC side consists of nine disks with 16 wedge-shaped substructures on each disk, called petals. Overall there are 144 petals with different layouts, depending on the disk location. The petals are made of CF skins with a honeycomb structure inside. The wedge-shaped detector modules are mounted on the petals with an accuracy of 20 µm using four aluminium inserts that are connected to the cooling pipe. A titanium cooling pipe of about 7 m in length, 3.9 mm in diameter, with 0.25 mm wall thickness is integrated into the petal honeycomb structure and is bent to connect all heat sink inserts. The petals are mounted on the CF disks with a precision of 70 µm. All nine disks of each TEC are connected together with eight CF bars forming a rigid structure. These bars are also used to hold service cables and cooling pipes. The overall accuracy of the disks assembly in the TEC subdetector is about 150 µm in all coordinates.

The main support structure for all tracker subdetectors is the tracker support tube (TST). The TST is a cylinder 5.4 m in length and 2.4 m in diameter made of CF composite. The wall of the TST is made of a 30 mm thick sandwich structure with 2 mm CF skins on both sides, and a 26 mm thick aluminium honeycomb core. The TOB, TECP, and the TECM are supported inside the TST while the TIB and TID are supported by the TOB. The total weight of all subdetectors inside the TST is about 2200 kg, which is distributed on two longitudinal rails connected to the TST with glue and metallic inserts. The TST itself is supported inside the CMS calorimeters by four brackets at each end. According to calculations the maximum deformation of the TST when supporting the assembled tracker is about 0.6 mm. The mounting accuracy of different subdetectors inside the TST is in the range of 1 mm, but the exact position of all subdetectors was measured with an accuracy of 50 µm in an optical survey conducted at the beginning of the detector operation [5]. A possible movement that is beyond the assembly accuracy is considered as a major displacement.

The detector modules, substructures, and subdetectors are joined together using the so-called kinematic connections that constrain the movement in some directions, where the constraints are ensured by the static friction in tension screws. The engineering designs of these connections in the various mechanical structures are different, but the range in all joints suffices to accommodate the expected thermal movement. The fixation points and allowable movements for the subdetectors are indicated in figure 1. In the vertical direction, each subdetector is constrained only by its own weight. The movement in the \( x \)-direction is constrained only on one side of the TST. The fixations in the \( z \)-coordinate are governed by the assembly procedure. During the assembly, the TOB was first inserted into the TST and fixed in \( z \) on one side. Then the TIB and TID halves were inserted into the TOB from each end and fixed against each other in the centre. The TECP and TECM were mounted last, and constrained in \( z \) at the internal ends.

Operation of silicon modules exposed to a large radiation fluence requires cooling [3]. The total dissipated power of the readout electronics with a fully powered tracker is about 45 kW. After irradiation the leakage current of the silicon sensors contributes another 10 kW. The heat inside the tracker is evacuated by a monophasic liquid-cooling system that uses a fluorocarbon (C\(_6\)F\(_{14}\)) coolant. Two cooling plants, each with 40 kW capacity, are used for this purpose. Each plant is connected to 90 cooling loops distributed among the different substructures in one half of the tracker.
Figure 2. Example of the temperature distribution, shown as a colour palette (°C), measured on silicon sensors in the TIB (L1–L4), TOB layers (L1–L6), and the TEC (D1–D9), TID (D1–D3) disks, with the cooling plant operating at $T = -5^\circ$C. The white spots correspond to nonoperational detectors, and red spots are the closed cooling loops and bad cooling contacts.

In the first physics run during 2010–2013 (Run 1), the operating temperature of the cooling plant was set to $T = +4^\circ$C. For Run 2 (2015 onwards), the nominal operating temperature was decreased to $-15^\circ$C, in order to allow long term operation with increased fluence caused by increased energy of collisions, as well as instantaneous luminosity [3]. The operation at low-temperatures requires a low dew point inside the tracker. The whole tracker volume is separated from the TST inner wall by a thermal screen, apart from the points at which the subdetectors are attached to the rails that remain at ambient temperature. The thermal screen has cooling elements inside and heating elements outside the tracker volume, thus acting as a thermal barrier that prevents condensation. The inner tracker volume of about 25 m$^3$ is constantly flushed with dry air or nitrogen at a rate of about 20 m$^3$/hour, such that the dew point in the CMS cavern of about +10°C is reduced to below $-40^\circ$C inside the tracker volume. All service cables and cooling pipes leave the subsystem at the tracker bulkheads, which are also isolated by the thermal screen and flushed with dry gas at a higher rate of about 150 m$^3$/hour.

The temperature of the different mechanical structures inside the tracker depends on the distribution of heat sources and heat sinks. The temperature and humidity inside the tracker are monitored by dedicated sensors mounted directly on readout hybrids, silicon sensors, and mechanical structures, distributed throughout the detector volume. The nonuniformity of heat dissipation and heat removal results in significant temperature variations inside the tracker even in thermal equilibrium. Large temperature gradients are observed near the readout hybrids, the cooling tubes and the mounting connections. Figure 2 shows the temperature measured on silicon sensors in different subdetectors running with a cooling plant at operating temperature of $-5^\circ$C.
The white areas represent non-operational detectors, which comprise about 2.5% of the total area. The red (hot) spots are five cooling loops (three in the TIB, and one in the TOB and the TID) that are closed because of leaks and bad cooling contacts (layers L1, and L2 in the TIB).

A local change of temperature naturally causes an increase in the nonuniformity. For example, the powering of the module readout electronics rapidly increases the local temperature by about 15°C and it takes about one hour to stabilize the temperature in the tracker volume. Cooling down from the ambient temperature of about +15°C to +4°C takes about 3 hours before stabilization of temperature.

### 3 The laser alignment system

The initial purpose of the LAS was to measure relative positions of the tracker subdetectors with an accuracy of about 10 µm and the absolute position with an accuracy of 100 µm. The large temperature variations expected in the tracker determined the design concept and components for the LAS; the components had to be light, radiation hard, operational in a high magnetic field, and capable of sustaining large temperature variations.

The LAS has 40 infrared laser beams that illuminate the silicon strip modules in the outer layer of the TIB, inner layer of the TOB, and in rings 4 and 6 of the TECs, as shown in figure 3. The LAS uses the same detector modules that are used for particle detection. Laser pulses are triggered during the 3 µs orbit gap corresponding to 119 missing bunches in the LHC beam structure that has an orbit time of 89 µs, thus not interfering with collisions [2]. The laser beams are split into two sets. Eight beams are used for global alignment of the TIB, TOB, and the TECs relative to each other. The other 32 beams are used to internally align the disks in the TECP and TECM subdetectors. The pixel and the TID subdetectors are not included in the LAS monitoring. Since the tracker has approximate axial symmetry, the beams are distributed rather uniformly in the φ-direction, with the exact position defined by the mechanical layout. Each laser beam used for global alignment illuminates six modules in the TIB, six modules in the TOB, and five modules in each of the TECP and TECM subdetectors. Each laser beam for the internal TEC alignment traverses nine modules in each TEC subdetector.

The LAS components include laser diodes, depolarizers, optical fibres, beam splitters, alignment tubes, mirrors, and specially treated silicon sensors. The laser diodes QFLD-1060-50S produced by QPhotonics have a wavelength of $\lambda = 1075\pm 3.5$ nm and a maximum optical power of 50 mW. The attenuation length of this laser light in silicon is 10 cm at 0°C and decreases by 1%/°C with increasing temperature. The light output of each laser is regulated by an operating current in the range of 0–240 mA and is optimized as discussed below. The lasers operate in pulsed mode with a pulse width of 50 ns. The spectral bandwidth of the lasers is $\Delta \lambda \approx 2.4 \pm 0.9$ nm, which defines the coherence length $\lambda^2 / \Delta \lambda \approx 480 \mu$m. A coherence length larger than 2d·n$_{Si}$ (where d is the silicon thickness of 320–500 µm and n$_{Si}$ ≈ 3.5 is the silicon refractive index) would result in interference of the laser light reflected on the front- and back-side of the sensor, hence degrading the laser beam profile. Because of the harsh radiation conditions in the CMS detector cavern, the laser diodes are located in the outer underground service area. The light is distributed to different subdetectors via special 0.125 mm diameter Corning monomode optical fibres.

The light from the lasers is directed towards different subdetectors using beam splitters (BS) that divide the light into back-to-back beams, as shown in figure 3. For the global alignment the
Figure 3. Distribution of the laser beams in the CMS tracker. The eight laser beams inside the alignment tubes are used for the global alignment of TOB, TIB, and TEC subdetectors. The 32 laser beams in the TECs are used for the internal alignment of TEC disks.

eight beam splitters for the eight laser beams are mounted between the TOB and TECP. For the internal TEC alignment, 32 BS are located on disk 6 in both TECP and TECM. The principle of operation of the beam splitter is based on polarization using a $\lambda$-plate, as shown in figure 4. The incoming beam, consisting of both $s$- (perpendicular to the plane of incidence) and $p$- (parallel) polarizations, is collimated onto a 45° inclined surface with a special coating, from which the $s$-polarized part of the laser light is completely reflected. The $p$-fraction continues, traversing a $\lambda/4$-plate and converting into right circular polarization. The light is reflected by a mirror after the plate and changes polarization to left circular. After a second traversal of the $\lambda/4$-plate, the left circularly polarized light becomes $s$-polarized and is completely reflected onto the other side of the 45° inclined surface. At the end, there are two parallel back-to-back beams with $s$-polarization in the $z$-direction. The important characteristic of the splitter is the variation of collinearity as a function of the beam spot position. For all BS, the collinearity is measured to be less than 50 $\mu$rad for the $-25$ to $+25^\circ$C temperature range. Since the laser light is polarized, splitting based on a $\lambda$-plate requires depolarization. The depolarizers (produced by Phoenix Photonics) are located in the service area just after the laser diodes and before the optical fibres.

Dedicated alignment tubes (AT) between the TIB and TOB are used to hold the BS and semitransparent mirrors that reflect light towards TOB and TIB detector modules, as shown in figure 4. The eight laser beams between TOB and TIB pass through the AT and continue to the TECM disks. The AT are made from 16 mm diameter aluminium and are integrated into the TOB support wheels. The mirrors mounted inside the AT are glass plates that reflect about 5% of the light intensity perpendicular to the beam ($S_1$). The antireflective coating on the back side of the mirror and the $s$-polarization of the laser light after the beam splitter prevent the second reflection ($S_2$). The mounting accuracy of each AT is about 100 $\mu$m, but with temperature variations the aluminium can expand by about 0.5 mm/m/20$^\circ$C. Although this expansion is mostly along the $z$-direction, the
Figure 4. The LAS components: alignment tube, mirror, and beam splitter.

movement can affect the orientation of the BS and therefore the direction of the laser beams. Such variations are taken into account in the LAS reconstruction procedure, as discussed below.

Overall the laser beams hit 449 silicon sensors, with a strip pitch varying from 120 $\mu$m in the TIB to 156 $\mu$m in the TEC detector modules. The 48 TIB and 48 TOB sensors that are used by the LAS are standard ones, and are illuminated on the strip side. On the other hand, 353 TEC sensors had to be modified to allow the passage of laser light. For the standard sensors, the backplane is covered with aluminium coating and is therefore not transparent to the laser light. For the TEC modules this coating was removed in a 10 mm diameter circular area of the anticipated laser spot position. In addition, an antireflective coating was applied in this area in order to improve the transparency. An attempt also to coat the strip sides resulted in changes of the silicon sensor electrical properties and was therefore abandoned.

Since the detector modules illuminated by lasers are also used for particle tracking, their readout electronics is exactly the same as for other silicon strip modules in the tracker [3]. The signal from the silicon strips is processed in the analogue pipeline readout chip (APV25) [2], and transferred to the data acquisition (DAQ) by optical fibres. The analogue signal from the APV25 chip is digitized by the analogue-to-digital converters (ADC) located in the CMS underground service cavern, and is processed further similarly to physics data. The LAS-specific electronics include a trigger board that is synchronized with the CMS trigger system and the 40 laser drivers.

The trigger delay for each laser driver is tuned individually to ensure that the laser signals arrive at the detector module properly synchronized with the CMS readout sequence. The laser intensity is also optimized individually to account for losses in the optical components and attenuation in the
TEC silicon sensors. The amplitude and time settings for each laser driver are defined in a special calibration run, during which the laser intensity and delays are scanned in small steps. There are five settings available for each laser, to be shared between up to 22 detector modules illuminated by the same laser beam. This results in some variations of the laser signal amplitude in different detectors.

One regular LAS acquisition step consists of 2000 triggers. The first 1000 triggers are optimized for the global alignment, whilst the other 1000 triggers are used for the internal alignment of both TECs. The lasers are triggered with five different settings delivering 200 suitable laser shots for each illuminated module. The signal-to-noise ratio for the 200 accumulated pulses is above 20, which is similar to the signal from particle tracks. The lasers are triggered in the orbit gap of every hundredth LHC beam cycle, corresponding to a rate of 100 Hz and resulting in about 20 s per acquisition step. During normal data taking the acquisition interval was set to 5 minutes to achieve a good compromise between the time resolution of the LAS alignment and the stored data volume. Since the LAS electronics is deeply integrated into the CMS data acquisition, it works only when the tracker and the DAQ are operational and configured for a global physics run. Intervals between the runs, periods of testing, and technical stops are not covered by the LAS measurements.

4 Tracker alignment

The general tracker alignment procedure reflects the mechanical structure of the detector. The largest alignable objects are the tracker subdetectors, and the smallest ones are the silicon sensors. Each alignable object is considered as an independent and mechanically rigid body that can move and rotate in six degrees of freedom: three offsets ($\Delta x, \Delta y, \Delta z$) and three rotations ($R_x, R_y, R_z$) around the axes, as shown in figure 1.

The alignment procedures used with particle tracks and the LAS data differ somewhat. In the LAS, the assembly accuracy and the mechanical stability of the optical components are about 100 $\mu$m, limiting the accuracy of absolute alignment to about 50 $\mu$m [9]. Relative displacements with respect to a reference position can be monitored using LAS data with a much better precision of a few $\mu$m. However, the limited number of laser beams only allows the reconstruction of the relative displacement of large structures, such as the TOB, TIB, and the TECs, using some assumptions discussed below.

The alignment with tracks does not have the aforementioned limitations [6]. The cosmic ray muon and collision tracks are copiously measured in CMS and are used to derive the absolute alignment parameters in the CMS coordinate system down to individual detector modules. The number and distribution of tracks define the time interval and the accuracy of different alignment parameters in the track-based alignment. For example, the alignment of large structures, similar to the alignment with LAS, can be performed after a few hours of data taking. In the following we describe some aspects of the alignment procedures using the LAS data and particle tracks.

4.1 Alignment with the laser system

The LAS alignment procedure is based on a few assumptions. First, we assume that the LAS can measure only relative displacements of the laser beam profile with respect to some reference position. In this study all displacements are derived with respect to the TOB position because the TOB holds the alignment tubes and is directly connected to the TST. The offsets of laser
beam profiles from the reference positions are thus used to calculate the variations of alignment parameters, not their absolute values. The relative alignment assumes that all tracker components, including the LAS elements, can move.

The second assumption concerns the definition of alignable objects and their parameters. The laser beams used for the global alignment allow the reconstruction of displacements of the TOB and TIB in \( \Delta x, \Delta y \), and rotations \( R_x, R_y, R_z \), while movement along the \( z \)-axis is not measured in the barrel due to the orientation of strips along \( z \). The same laser beams in the TECP and TECM are used to reconstruct \( \Delta x, \Delta y \) and \( R_z \), while other parameters are not constrained due to the radial orientation of the TEC strips. In the LAS alignment procedure, each subdetector is considered as a rigid body and all deviations from this model are treated as systematic uncertainties.

Further, it is also assumed that the orientation of the laser beams can vary, for example, due to temperature variation in the alignment tube leading to small rotations of the beam splitters. The direction of each \( i \)th laser beam is parameterized by the two parameters: the offset \( \alpha_i \), and slope \( \beta_i \) in the \( \varphi-z \) plane. These laser beam parameters are estimated from the LAS measurements together with other alignment parameters in one global fit. Note that the laser beams passing through the mirrors or through the silicon sensors may have some kinks, but these kinks are independent of the beam orientation. The assumption of the straightness of the laser beams implies that all of the optical components of the LAS have flat surfaces near the laser beam spot, such that small displacements of the LAS components do not affect the alignment parameters.

Under the above assumptions the LAS alignment procedure has two main steps: reconstruction of laser beam profiles and evaluation of alignment parameters. The laser profile is defined as an accumulated amplitude in ADC counts versus strip number within a module after 200 laser shots. The profile depends on the laser intensity, the silicon strip pitch and the width of the laser beam spot after propagation of laser light through beam splitters, mirrors, and silicon sensors (for TECs). Figure 5 shows beam profiles for different subdetectors obtained in two acquisition steps. The position of the laser beam spot is obtained from the intersection of the linear extrapolations of the profile at its half-maximum. The strip pitches for the illuminated TIB, TOB, and TEC modules are the 120, 122, and 128 \( \mu \)m respectively. For the TOB and TIB the profiles are Gaussian-like, while for the TEC detectors, where the light passes through the silicon, the profiles show a diffraction pattern caused by reflections inside the silicon sensor.

The second step is the reconstruction of the alignment parameters with respect to the reference position in each illuminated module. The displacements of the beam position \( \psi_j \) in detector module \( j \) with respect to the reference position \( \psi_{\text{ref}}^j \) are given by \( \delta^j = \psi^j - \psi_{\text{ref}}^j \). These displacements \( \delta^j \) are inputs to the \( \chi^2 = \Sigma(\delta^j - \phi^j(\bar{p}))^2/\sigma_j^2 \), where \( \phi^j(\bar{p}) \) are the predicted displacements depending on the fit parameters \( \bar{p} \): \( \alpha_i, \beta_i, \Delta x, \Delta y, R_x, R_y, R_z \). For the \( \chi^2 \) minimization, the \( \partial \chi^2/\partial p_k \) derivatives are linearized using the small-angle approximation. The system of linear equations is solved analytically using matrix inversion with respect to the parameters \( p_k \). The LAS alignment procedure is flexible; some measurements or all measurements from a specific laser beam can be excluded from the fit, and the number of fit parameters can be varied, for example excluding rotations or offsets. These features were used to check the stability of the alignment procedure and systematic uncertainties. The results from different fit configurations agree within 10 \( \mu \)m.

The stability of the alignment parameters reconstructed with the LAS has been studied during periods (of a few weeks) of operation at a fixed temperature where we expect no real movements of
Figure 5. Examples of laser beam profiles (accumulated amplitude in ADC counts for 200 laser shots vs. strip number) in the TIB, TOB, TECP, and TECM modules, obtained in two different acquisition steps. The vertical dashed line shows the reconstructed laser spot position. In the TECM, two lower diffractive peaks are visible as mentioned in the text.

The stability is defined as one standard deviation of the distribution of each alignment parameter. A summary of the LAS alignment parameters and their stability is presented in table 1. The best stability of about 1 µm is obtained for the relative Δx and Δy displacements of the TIB. For the TECM profiles the stability worsens to 2–3 µm due to larger distortion of the laser beam after passing through many mirrors.

Table 1. Stability of alignment parameters using LAS measurements obtained during periods of operation at a fixed temperature.

<table>
<thead>
<tr>
<th></th>
<th>Δx</th>
<th>Δy</th>
<th>Rx</th>
<th>Ry</th>
<th>Rz</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>[µm]</td>
<td>[µm]</td>
<td>[µrad]</td>
<td>[µrad]</td>
<td>[µrad]</td>
</tr>
<tr>
<td>TIB</td>
<td>0.9</td>
<td>0.9</td>
<td>1.7</td>
<td>1.6</td>
<td>1.1</td>
</tr>
<tr>
<td>TECP</td>
<td>1.4</td>
<td>1.4</td>
<td>—</td>
<td>—</td>
<td>1.7</td>
</tr>
<tr>
<td>TECM</td>
<td>2.2</td>
<td>2.5</td>
<td>—</td>
<td>—</td>
<td>2.9</td>
</tr>
</tbody>
</table>
4.2 Alignment with particle tracks

A detailed description of tracker alignment with tracks can be found in numerous publications, e.g. in ref. [6] and references therein. One of the track-based alignment algorithms used in CMS is MILLEPEDE II [8]. The algorithm simultaneously reconstructs the track parameters $\vec{x}$ for each event and the alignment parameters $\vec{p}$ for each alignable object, and involves two steps. In the first step the $\partial f / \partial x_i$ and $\partial f / \partial p_k$ derivatives of the track model $f(\vec{x}, \vec{p})$ with respect to the track and alignment parameters are calculated. These derivatives are stored in a matrix with the size of $(n_{\text{tracks}}n_{\text{trackpar}} + n_{\text{algnpar}})^2$, where $n_{\text{tracks}}$ is the number of selected tracks, $n_{\text{trackpar}}$ is the number of individual track parameters (four for propagation without magnetic field and five for propagation in the field), and $n_{\text{algnpar}}$ is the number of alignment parameters. Then the corresponding system of linear equations is reduced in size using block matrix algebra and solved numerically [6].

The phase-space of particle tracks defines the sensitivity of the track-based alignment procedure to a particular alignment parameter. Two types of tracks can be used; tracks from collisions that originate in the detector centre, and tracks from cosmic rays that can cross the detector away from the interaction point. For the 2012 period, about $15 \times 10^6$ collision tracks and $4 \times 10^6$ cosmic ray tracks were used for the alignment. The track samples are split into separate periods in time that are used to calculate the alignment parameters for all detector modules. The intervals should be chosen such that, within each period, the operations do not vary significantly, but at the same time should provide sufficient statistics for the MILLEPEDE procedure. Usually, each interval corresponds to a few months of stable operation. The reconstruction accuracy of different alignment parameters in the track-based alignment depends on the number of selected tracks and on the location of the detector modules [6].

5 Tracker mechanical stability

The tracker mechanical structures have a hierarchy, and can be grouped as follows: subdetectors (TIB, TOB, TECs), substructures (shells, rods, petals), and individual detector modules. All these components can potentially move for different reasons and over different time scales. We distinguish between short-term variations, which occur over an interval of a few hours, and long-term variations, which occur over a period of a few days or months.

Temperature variation is expected to be the main source of movement in the tracker during physics operation. The thermal expansion of the CF composite used in the support structures is about $2.6 \times 10^{-6}/^\circ C$. For the 2.4 m long TOB this would result in displacements of about $60 \mu m$ for $\Delta T = 10^\circ C$. Since the mechanical design of the tracker allows for thermal expansion, the temperature-related movements should be elastic, that is, the positions are restored when the temperature is restored to its original value. However, this process can be disrupted by the uncontrollable static friction in kinematic joints and the thermal expansion of power cables, cooling pipes, etc. that are integrated into the structures of the tracker. Many thermal cycles of the tracker can thus result in some nonelastic displacements and non-rigid body deformations.

The release of intrinsic stresses produced during assembly is another source of movement that can happen occasionally or be initiated by the temperature variations. Variations of the magnetic field, intervention in the CMS cavern and mechanical work during technical stops can also cause the
movement of some CMS components and affect the tracker alignment. These movements, as well as nonelastic movements and deformations, are difficult to simulate in finite-element method models, thus making experimental measurements indispensable for validation of the mechanical design.

5.1 Long-term stability

The long-term stability of global alignment parameters reconstructed with the LAS data in the years 2011–2013 is shown in figure 6 and in more detail in figures 7–10. The alignment parameters of the TIB and TECs are calculated with respect to the TOB. Each point in the plots corresponds to one LAS acquisition step with an interval of 5 minutes, and the uncertainties are from the LAS global fit. Different parameters can overlap in figure 6, but the range of variations during the whole period is clearly visible. The operating temperature of the cooling plants was set to $+4^\circ C$ throughout the operation period, resulting in a temperature of about $+6^\circ C$ in the return pipe, which is shown as the black line in the figures. The positive spikes in the temperature correspond to the occasional power down of the cooling plants, and the small negative spikes of about $2^\circ C$ are due to switching off the low-voltage supplies to the detector modules. The stability of the internal TEC alignment parameters is similar and is not discussed in this paper.

The whole period of 2011–2013 can be split into different parts. Periods with no LAS data are due to either nonoperational global CMS DAQ or nonoperational tracker. Loss of data resulting from LAS problems was below 1% and related to the occasional powering down of the LAS electronics in the service area.

Most of the LAS data were collected during periods of operation at stable temperature inside the tracker volume. The alignment parameters of the TIB and TEC are remarkably stable; all variations in displacements are within $\pm 10 \mu m$ for the TIB, $\pm 20 \mu m$ for the TECP, and $\pm 30 \mu m$ for the TECM. The expanded view of some typical parts shown in figure 6 can be seen in figure 7, for example the periods of operation at stable temperature for the TIB and TECM are presented in the upper plots.

Stable operation is often interrupted by transient periods when alignment parameters change by more than $10 \mu m$ (or $10 \mu rad$) for TIB and $30 \mu m$ ($30 \mu rad$) for TECs during an interval of a few hours. All these periods are associated with temperature variations. The temperature can change rapidly due to occasional trips of cooling plants or, more often, due to a power trip affecting some detector modules. The powering down of the low voltages of the readout hybrids reduces the temperature locally by about $15^\circ C$. The actual temperature variations depend upon how fast the cooling or voltages are restored, while the observed variations of the alignment parameters depend on when the LAS acquisition was restarted. The bottom left plot in figure 7 shows an example of the evolution of the TIB alignment parameters after a power trip, affecting the whole tracker. Power to the tracker was restored and the LAS data acquisition restarted after 30 minutes, thus the movement during these 30 minutes was not recorded. The observed evolution of the alignment parameters follows the temperature stabilization in the tracker volume, which takes about an hour. Similar effects can be observed during the powerdown of the cooling plants; in this case the expected temperature variations and, therefore, the observed displacements are bigger, as can be seen in the bottom-right plot in figure 7. The periods with large transient variations of alignment parameters are excluded from physics analysis.

The long periods of data taking are separated by a few technical stops when the whole CMS detector is powered down. During this time the temperature in the tracker is not controlled and is
close to the ambient temperature in the detector cavern. At the same time some mechanical work and intervention to the CMS detector can take place. Hence, after each of these technical stops a new reference position is used in the LAS alignment procedure described above.

The long-term evolution of the alignment parameters calculated with the LAS data is compared with the results obtained from the alignment with particle tracks in figures 8–10. The alignment parameters for the 2012 period are calculated for ten intervals that correspond to the LAS periods with new reference positions. The Millepede alignment configuration was similar to the configuration for the LAS measurements, that is, the TOB position was fixed, and the TIB and TEC
subdetectors were considered as rigid bodies that can move with the same degrees of freedom as used in the LAS. Since MILLEPEDE delivers absolute alignment parameters based on measurements in many detector modules, whilst the LAS measures relative displacements and only for the illuminated modules, some differences between the parameters derived with the two different methods are expected. However the variations of the parameters in both measurements are similar and are within 30 µm (or 30 µrad), confirming the long-term mechanical stability of large structures of the tracker. The displacements below 30 µm can have different origins; for example they could be related to deformations of other components of the CMS detector. Since all observed large transient variations in the alignment parameters coincide with the variations of the temperature in the tracker volume, a dedicated thermal model can be used in the future to predict displacements using solely the temperature measurements.

### 5.2 Stability during temperature variations

Large variations of alignment parameters correlated with the temperature were studied during the long shutdown of the LHC in 2013. The tracker alignment parameters were reconstructed when the tracker was cooled down from a target temperature of +4 to −10°C, and then warmed up again. The evaluation of the TIB alignment parameters during temperature transitions from +4 to −10°C in steps of ∆T = 5°C is shown in figure 11. The periods without data are due to other CMS
Figure 8. Comparison of the TIB alignment parameters reconstructed with LAS data and calculated with millepede from measured particle tracks.

Figure 9. Comparison of TECP alignment parameters measured with LAS and calculated with millepede from measured particle tracks.
Figure 10. Comparison of TECM alignment parameters measured with LAS and calculated with MILLEPEDE from measured particle tracks.

Figure 11. Evolution of the TIB alignment parameters calculated with LAS during tracker thermo-cycling $+4 \rightarrow 0 \rightarrow -5 \rightarrow -10 \rightarrow +4^\circ C$. The MILLEPEDE points from cosmic ray muons are shown as open markers for the $0 \rightarrow -10^\circ C$ transition. The right-hand side of the figure groups the data at each different temperature, so that the correlation between alignment parameter values and operating temperature can be more easily distinguished.

commissioning activities that prevented LAS operation. For all cooldown transitions the pattern of movements is rather similar; the parameters change monotonically with temperature. When cooled by $\Delta T = 5^\circ C$, the TIB $\Delta x$ increases by about 5 $\mu$m, $\Delta y$ decreases by 10 $\mu$m, and the detector rotates around the $y$-coordinate by about 20 $\mu$rad. This corresponds to temperature-related displacements...
of 1–2 \( \mu m/\degree C \). Some relaxation of the \( R_y \) rotation is observed for the long period at 0\(^\circ\)C. Warming up eliminates most of the variations immediately, with some remaining residuals of about 20 \( \mu m \) that were not followed up in this test due to other CMS activities.

The alignment parameters were also calculated with millepede using tracks from cosmic ray muons, as shown in figure 11. About 1.6\( \times 10^3 \) and 4\( \times 10^3 \) cosmic ray tracks were recorded for the 0\(^\circ\)C and –10\(^\circ\)C cooling steps, respectively. The millepede configuration was similar to the long-term stability measurements described in the previous section. The reference position was taken at 0\(^\circ\)C. Despite low statistics, both measurements are in reasonable agreement for all alignment parameters except for the \( R_y \) rotation. This rotation was weakly constrained by cosmic ray tracks because during the shutdown only the central part of the muon system was used for the trigger.

6 Summary

The mechanical stability of the CMS tracker was successfully monitored during the period 2011–2013 using a dedicated laser alignment system and particle tracks from collisions and cosmic ray muons. During operation at stable temperatures, the variations of alignment parameters were less than 30 \( \mu m \). Larger changes were found to be related to temperature variations caused by the occasional power trip of some modules or of the cooling plant. These temperature-related displacements of the tracker subdetectors are of the order of 2 \( \mu m/\degree C \) and are largely eliminated when the temperature is restored to its original value.

The results presented in this study have been crucial for the CMS tracker operation in cold conditions. They have established that major mechanical displacements do not take place, and have shown the importance of monitoring the temperature within the detector volume. The observed behaviour of the tracker components under various conditions reported here provides guidance for future upgrades of the CMS tracking system.

Acknowledgments

We congratulate our colleagues in the CERN accelerator departments for the excellent performance of the LHC and thank the technical and administrative staffs at CERN and at other CMS institutes for their contributions to the success of the CMS effort. In addition, we gratefully acknowledge the computing centres and personnel of the Worldwide LHC Computing Grid for delivering so effectively the computing infrastructure essential to our analyses. Finally, we acknowledge the enduring support for the construction and operation of the LHC and the CMS detector provided by the following funding agencies: the Austrian Federal Ministry of Science, Research and Economy and the Austrian Science Fund; the Belgian Fonds de la Recherche Scientifique, and Fonds voor Wetenschappelijk Onderzoek; the Brazilian Funding Agencies (CNPq, CAPES, FAPERJ, and FAPESP); the Bulgarian Ministry of Education and Science; CERN; the Chinese Academy of Sciences, Ministry of Science and Technology, and National Natural Science Foundation of China; the Colombian Funding Agency (COLCIENCIAS); the Croatian Ministry of Science, Education and Sport, and the Croatian Science Foundation; the Research Promotion Foundation, Cyprus; the Secretariat for Higher Education, Science, Technology and Innovation, Ecuador; the Ministry of Education and Research, Estonian Research Council via IUT23-4 and IUT23-6 and European Regional Development Fund, Estonia; the Academy of Finland, Finnish Ministry of Education and
Culture, and Helsinki Institute of Physics; the Institut National de Physique Nucléaire et de Physique des Particules / CNRS, and Commissariat à l’Énergie Atomique et aux Énergies Alternatives / CEA, France; the Bundesministerium für Bildung und Forschung, Deutsche Forschungsgemeinschaft, and Helmholtz-Gemeinschaft Deutscher Forschungszentren, Germany; the General Secretariat for Research and Technology, Greece; the National Scientific Research Foundation, and National Innovation Office, Hungary; the Department of Atomic Energy and the Department of Science and Technology, India; the Institute for Studies in Theoretical Physics and Mathematics, Iran; the Science Foundation, Ireland; the Istituto Nazionale di Fisica Nucleare, Italy; the Ministry of Science, ICT and Future Planning, and National Research Foundation (NRF), Republic of Korea; the Lithuanian Academy of Sciences; the Ministry of Education, and University of Malaya (Malaysia); the Mexican Funding Agencies (BUAP, CINVESTAV, CONACYT, LNS, SEP, and UASLP-FAI); the Ministry of Business, Innovation and Employment, New Zealand; the Pakistan Atomic Energy Commission; the Ministry of Science and Higher Education and the National Science Centre, Poland; the Fundação para a Ciência e a Tecnologia, Portugal; JINR, Dubna; the Ministry of Education and Science of the Russian Federation, the Federal Agency of Atomic Energy of the Russian Federation, Russian Academy of Sciences, the Russian Foundation for Basic Research and the Russian Competitiveness Program of NRNU MEPhI (M.H.U.); the Ministry of Education, Science and Technological Development of Serbia; the Secretaría de Estado de Investigación, Desarrollo e Innovación and Programa Consolider-Ingenio 2010, Spain; the Swiss Funding Agencies (ETH Board, ETH Zurich, PSI, SNF, UniZH, Canton Zurich, and SER); the Ministry of Science and Technology, Taipei; the Thailand Center of Excellence in Physics, the Institute for the Promotion of Teaching Science and Technology of Thailand, Special Task Force for Activating Research and the National Science and Technology Development Agency of Thailand; the Scientific and Technical Research Council of Turkey, and Turkish Atomic Energy Authority; the National Academy of Sciences of Ukraine, and State Fund for Fundamental Researches, Ukraine; the Science and Technology Facilities Council, U.K.; the US Department of Energy, and the US National Science Foundation.

Individuals have received support from the Marie-Curie programme and the European Research Council and EPLANET (European Union); the Leventis Foundation; the A. P. Sloan Foundation; the Alexander von Humboldt Foundation; the Belgian Federal Science Policy Office; the Fonds pour la Formation à la Recherche dans l’Industrie et dans l’Agriculture (FRIA-Belgium); the Agentschap voor Innovatie door Wetenschap en Technologie (IWT-Belgium); the Ministry of Education, Youth and Sports (MEYS) of the Czech Republic; the Council of Science and Industrial Research, India; the HOMING PLUS programme of the Foundation for Polish Science, cofinanced from European Union, Regional Development Fund, the Mobility Plus programme of the Ministry of Science and Higher Education, the National Science Center (Poland), contracts Harmonia 2014/14/M/ST2/00428, Opus 2014/13/B/ST2/02543, 2014/15/B/ST2/03998, and 2015/19/B/ST2/02861, Sonata-bis 2012/07/E/ST2/01406; the Thalis and Aristeia programmes cofinanced by EU-ESF and the Greek NSRF; the National Priorities Research Program by Qatar National Research Fund; the Programa Clarín-COFUND del Principado de Asturias; the Rachadapisek Sompot Fund for Postdoctoral Fellowship, Chulalongkorn University and the Chulalongkorn Academic into Its 2nd Century Project Advancement Project (Thailand); and the Welch Foundation, contract C-1845.
References


The CMS collaboration

Yerevan Physics Institute, Yerevan, Armenia
A.M. Sirunyan, A. Tumasyan

Institut für Hochenergiephysik, Wien, Austria

Institute for Nuclear Problems, Minsk, Belarus
O. Dvornikov, V. Makarenko, V. Mossolov, J. Suarez Gonzalez, V. Zykunov

National Centre for Particle and High Energy Physics, Minsk, Belarus
N. Shumeiko

Universiteit Antwerpen, Antwerpen, Belgium

Vrije Universiteit Brussel, Brussel, Belgium

Université Libre de Bruxelles, Bruxelles, Belgium

Ghent University, Ghent, Belgium

Université Catholique de Louvain, Louvain-la-Neuve, Belgium

Université de Mons, Mons, Belgium
N. Beliy

Centro Brasileiro de Pesquisas Físicas, Rio de Janeiro, Brazil
Universidade do Estado do Rio de Janeiro, Rio de Janeiro, Brazil

Universidade Estadual Paulista \textsuperscript{a}, Universidade Federal do ABC \textsuperscript{b}, São Paulo, Brazil
S. Ahuja\textsuperscript{a}, C.A. Bernardes\textsuperscript{a}, S. Dogra\textsuperscript{a}, T.R. Fernandez Perez Tomei\textsuperscript{a}, E.M. Gregores\textsuperscript{b}, P.G. Mercadante\textsuperscript{b}, C.S. Moon\textsuperscript{a}, S.F. Novaes\textsuperscript{a}, Sandra S. Padula\textsuperscript{a}, D. Romero Abad\textsuperscript{b}, J.C. Ruiz Vargas\textsuperscript{a}

Institute for Nuclear Research and Nuclear Energy, Sofia, Bulgaria
A. Aleksandrov, R. Hadjiiska, P. Iaydjiev, M. Rodozov, S. Stoykova, G. Sultanov, M. Vutova

University of Sofia, Sofia, Bulgaria
A. Dimitrov, I. Glushkov, L. Litov, B. Pavlov, P. Petkov

Beihang University, Beijing, China
W. Fang\textsuperscript{6}

Institute of High Energy Physics, Beijing, China

State Key Laboratory of Nuclear Physics and Technology, Peking University, Beijing, China
Y. Ban, G. Chen, Q. Li, S. Liu, Y. Mao, S.J. Qian, D. Wang, Z. Xu

Universidad de Los Andes, Bogota, Colombia

University of Split, Faculty of Electrical Engineering, Mechanical Engineering and Naval Architecture, Split, Croatia
N. Godinovic, D. Lelas, I. Puljak, P.M. Ribeiro Cipriano, T. Seulac

University of Split, Faculty of Science, Split, Croatia
Z. Antunovic, M. Kovac

Institute Rudjer Boskovic, Zagreb, Croatia
V. Brigljevic, D. Ferencek, K. Kadija, B. Mesic, T. Susa

University of Cyprus, Nicosia, Cyprus

Charles University, Prague, Czech Republic
M. Finger\textsuperscript{8}, M. Finger Jr.\textsuperscript{8}
Universidad San Francisco de Quito, Quito, Ecuador
E. Carrera Jarrin

Academy of Scientific Research and Technology of the Arab Republic of Egypt, Egyptian Network of High Energy Physics, Cairo, Egypt
A. Ellithi Kamel⁹, M.A. Mahmoud¹⁰,¹¹, A. Radi¹¹,¹²

National Institute of Chemical Physics and Biophysics, Tallinn, Estonia
M. Kadastik, L. Perrini, M. Raidal, A. Tiko, C. Veelken

Department of Physics, University of Helsinki, Helsinki, Finland
P. Eerola, J. Pekkanen, M. Voutilainen

Helsinki Institute of Physics, Helsinki, Finland

Lappeenranta University of Technology, Lappeenranta, Finland
J. Talvitie, T. Tuuva

IRFU, CEA, Université Paris-Saclay, Gif-sur-Yvette, France

Laboratoire Leprince-Ringuet, Ecole Polytechnique, IN2P3-CNRS, Palaiseau, France

Institut Pluridisciplinaire Hubert Curien (IPHC), Université de Strasbourg, CNRS-IN2P3

Centre de Calcul de l’Institut National de Physique Nucleaire et de Physique des Particules, CNRS/IN2P3, Villeurbanne, France
S. Gadrat

Université de Lyon, Université Claude Bernard Lyon 1, CNRS-IN2P3, Institut de Physique Nucléaire de Lyon, Villeurbanne, France

Georgian Technical University, Tbilisi, Georgia
T. Toriashvili¹⁵
Institute of Nuclear and Particle Physics (INPP), NCSR Demokritos, Aghia Paraskevi, Greece
G. Anagnostou, G. Daskalakis, T. Geralis, V.A. Giakoumopoulou, A. Kyriakis, D. Loukas, I. Topsis-Giotis

National and Kapodistrian University of Athens, Athens, Greece
S. Kesisoglou, A. Panagiotou, N. Saoulidou, E. Tziaferi

University of Ioánnina, Ioánnina, Greece
I. Evangelou, G. Flouris, C. Foudas, P. Kokkas, N. Loukas, N. Manthos, I. Papadopoulos, E. Paradas

MTA-ELTE Lendület CMS Particle and Nuclear Physics Group, Eötvös Loránd University, Budapest, Hungary
N. Filipovic, G. Pasztor

Wigner Research Centre for Physics, Budapest, Hungary

Institute of Nuclear Research ATOMKI, Debrecen, Hungary
N. Beni, S. Czellar, J. Karancsi22, A. Makovec, J. Molnar, Z. Szillasi

Institute of Physics, University of Debrecen
M. Bartók21, P. Raics, Z.L. Trocsanyi, B. Ujvari

Indian Institute of Science (IISc)
J.R. Komaragiri

National Institute of Science Education and Research, Bhubaneswar, India

Panjab University, Chandigarh, India

University of Delhi, Delhi, India
Ashok Kumar, A. Bhardwaj, B.C. Choudhary, R.B. Garg, S. Keshri, S. Malhotra, M. Naimuddin, K. Ranjan, R. Sharma, V. Sharma

Saha Institute of Nuclear Physics, Kolkata, India

Indian Institute of Technology Madras, Madras, India
P.K. Behera

Bhabha Atomic Research Centre, Mumbai, India
R. Chudasama, D. Dutta, V. Jha, V. Kumar, A.K. Mohanty16, P.K. Netrakanti, L.M. Pant, P. Shukla, A. Topkar
Tata Institute of Fundamental Research-A, Mumbai, India

Tata Institute of Fundamental Research-B, Mumbai, India

Indian Institute of Science Education and Research (IISER), Pune, India
S. Chauhan, S. Dube, V. Hegde, A. Kapoor, K. Kothekar, S. Pandey, A. Rane, S. Sharma

Institute for Research in Fundamental Sciences (IPM), Tehran, Iran
H. Bakhshiansohl, S. Chenarani, M. Khakzad, M. Mohammadi Najafabadi, M. Naseri, S. Paktinat Mehdibadi, F. Rezaei Hosseinabadi, B. Safarzadeh, M. Zeinali

University College Dublin, Dublin, Ireland
M. Felcini, M. Grunewald

INFN Sezione di Bari $^a$, Università di Bari $^b$, Politecnico di Bari $^c$, Bari, Italy
M. Abbrescia$^{a,b}$, C. Calabria$^{a,b}$, C. Caputo$^{a,b}$, P. Cariola$^a$, A. Colaleo$^a$, D. Creanza$^{a-c}$, L. Cristella$^{a,b}$, N. De Filippis$^{a-c}$, M. De Palma$^{a,b}$, L. Fiore$^a$, G. Iaselli$^{a-c}$, G. Maggi$^{a-c}$, M. Maggi$^a$, G. Miniello$^{a,b}$, S. My$^{a,b}$, S. Nuzzo$^{a,b}$, A. Pompili$^{a,b}$, G. Pugliese$^{a-c}$, R. Radogna$^{a,b}$, A. Ranieri$^a$, G. Selvaggi$^{a,b}$, A. Sharma$^a$, L. Silvestris$^{a,16}$, R. Venditti$^{a,b}$, P. Verwilligen$^a$

INFN Sezione di Bologna $^a$, Università di Bologna $^b$, Bologna, Italy
G. Abbiendi$^a$, C. Battilana, D. Bonacorsa$^{a,b}$, S. Braibant-Giacomelli$^{a,b}$, L. Brigliadori$^{a,b}$, R. Campanini$^{a,b}$, P. Capiluppi$^{a,b}$, A. Castro$^{a,b}$, F.R. Cavallo$^a$, S.S. Chhibra$^{a,b}$, G. Codispoti$^{a,b}$, M. Cuffiani$^{a,b}$, G.M. Dallavalle$^a$, F. Fabbri$^a$, A. Fanfani$^{a,b}$, D. Fasanella$^{a,b}$, P. Giacomelli$^a$, C. Grandi$^a$, L. Guiducci$^{a,b}$, S. Marcellini$^a$, G. Masetti$^a$, A. Montanari$^a$, F.L. Navarra$^{a,b}$, A. Perrotta$^a$, A.M. Rossi$^{a,b}$, T. Rovelli$^{a,b}$, G.P. Siroli$^{a,b}$, N. Tosi$^{a,b,16}$

INFN Sezione di Catania $^a$, Università di Catania $^b$, Catania, Italy
S. Albergo$^{a,b}$, S. Costa$^{a,b}$, A. Di Mattia$^a$, F. Giordano$^{a,b}$, R. Potenza$^{a,b}$, A. Tricomi$^{a,b}$, C. Tuve$^{a,b}$

INFN Sezione di Firenze $^a$, Università di Firenze $^b$, Firenze, Italy
G. Barbagli$^a$, V. Ciulli$^{a,b}$, C. Civinini$^a$, R. D’Alessandro$^{a,b}$, E. Focardi$^{a,b}$, G. Latino$^{a,b}$, P. Lenzi$^{a,b}$, M. Meschini$^a$, S. Paoletti$^a$, L. Russo$^{a,31}$, G. Sguazzoni$^a$, D. Strom$^a$, L. Viliani$^{a,b,16}$

INFN Laboratori Nazionali di Frascati, Frascati, Italy
L. Benussi, S. Bianco, F. Fabbri, D. Piccolo, F. Primavera$^{16}$

INFN Sezione di Genova $^a$, Università di Genova $^b$, Genova, Italy
V. Calvelli$^{a,b}$, F. Ferro$^a$, M.R. Monge$^{a,b}$, E. Robutti$^a$, S. Tosi$^{a,b}$

INFN Sezione di Milano-Bicocca $^a$, Università di Milano-Bicocca $^b$, Milano, Italy
L. Brianza$^{a,b,16}$, F. Brivio$^{a,b}$, V. Ciriolo, M.E. Dinardo$^{a,b}$, S. Fiorendi$^{a,b,16}$, S. Gennai$^a$, A. Ghezzi$^{a,b}$, P. Govoni$^{a,b}$, M. Malberti$^{a,b}$, S. Malvezzi$^a$, R.A. Manzoni$^{a,b}$, D. Menasse$^a$, L. Moroni$^a$, M. Paganoni$^{a,b}$, D. Pedrini$^a$, S. Pigazzini$^{a,b}$, S. Ragazzi$^{a,b}$, T. Tabarelli de Fatis$^{a,b}$
INFN Sezione di Napoli $^a$, Università di Napoli 'Federico II' $^b$, Napoli, Italy, Università della Basilicata $^c$, Potenza, Italy, Università G. Marconi $^d$, Roma, Italy
S. Buontempo$^{a,16}$, N. Cavallolo$^{a,c}$, G. De Nardo, S. Di Guida$^{a,d,16}$, M. Esposito$^{a,b}$, F. Fabozzi$^{a,c}$, F. Fienga$^{a,b}$, A.O.M. Iorio$^{a,b}$, G. Lanza$^a$, L. Lista$^{a}$, S. Meola$^{a,d,16}$, P. Paolucci$^{a,16}$, C. Sciaccia$^{a,b}$, F. Thyssen$^a$

INFN Sezione di Padova $^a$, Università di Padova $^b$, Padova, Italy, Università di Trento $^c$, Trento, Italy
P. Azzi$^{a,16}$, N. Bacchetta$^a$, L. Benatou$^{a,b}$, D. Bisello$^{a,b}$, A. Boletti$^{a,b}$, R. Carlin$^{a,b}$, P. Checchia$^a$, M. Dall’Osso$^{a,b}$, P. De Castro Manzano$^a$, T. Dorigo$^a$, U. Dosselli$^a$, F. Gasparini$^{a,b}$, S. Lacaprara$^a$, M. Margoni$^{a,b}$, G. Maron$^{a,32}$, A.T. Meneguzzo$^{a,b}$, M. Michelotto$^a$, F. Montecassiano$^a$, J. Pazzini$^{a,b}$, N. Pozzobon$^{a,b}$, P. Ronchese$^{a,b}$, F. Simonetto$^{a,b}$, E. Torassa$^a$, M. Zanetti$^{a,b}$, P. Zotto$^{a,b}$, G. Zumerle$^{a,b}$

INFN Sezione di Pavia $^a$, Università di Pavia $^b$, Pavia, Italy
A. Braghieri$^a$, D. Comotti$^{a,b}$, F. De Canio$^a$, F. Fallavollita$^{a,b}$, A. Magnani$^{a,b}$, P. Montagna$^{a,b}$, B. Nodari$^a$, S.P. Ratti$^{a,b}$, V. Re$^a$, C. Riccardi$^{a,b}$, E. Riceputi$^a$, P. Salvini$^a$, I. Vai$^{a,b}$, P. Vitulo$^{a,b}$

INFN Sezione di Perugia $^a$, Università di Perugia $^b$, Perugia, Italy
L. Alunni Solestizi$^{a,b}$, G.M. Bilei$^a$, D. Ciangottini$^{a,b}$, L. Fanò$^{a,b}$, P. Lariccia$^{a,b}$, R. Leonardi$^{a,b}$, G. Mantovani$^{a,b}$, V. Mariani$^{a,b}$, M. Menichelli$^a$, A. Saha$^a$, A. Santocchia$^{a,b}$, L. Storchi$^a$

INFN Sezione di Pisa $^a$, Università di Pisa $^b$, Scuola Normale Superiore di Pisa $^c$, Pisa, Italy
K. Androso$^{a,31}$, P. Azzurri$^{a,16}$, G. Bagliesi$^a$, J. Bernardini$^a$, T. Boccali$^a$, R. Castaldi$^a$, M.A. Ciocci$^{a,31}$, R. Dell’Orso$^a$, S. Donata$^{a,c}$, G. Fedi, A. Giassi$^a$, M.T. Grippa$^{a,31}$, F. Ligabue$^{a,c}$, T. Lomtadze$^a$, L. Martini$^{a,b}$, A. Messineo$^{a,b}$, F. Morsani$^a$, F. Pulia$^a$, A. Rizzi$^{a,b}$, A. Savoy-Navarro$^{a,33}$, P. Spagnolo$^a$, R. Tenchi$^a$, G. Tonelli$^a$, B. Vannetti$^a$, G. Tavolieri$^a$, S. Zanetti$^{a,b}$

INFN Sezione di Roma $^a$, Università di Roma $^b$, Roma, Italy
L. Barone$^{a,b}$, F. Cavallari$^a$, M. Cipriani$^{a,b}$, D. Del Re$^{a,b,16}$, M. Diemoz$^a$, S. Gelli$^{a,b}$, E. Longo$^{a,b}$, F. Margaroli$^{a,b}$, B. Marzocchi$^{a,b}$, P. Meridiana$^a$, G. Organtini$^{a,b}$, R. Paramatti$^a$, F. Preiato$^{a,b}$, S. Rahatlo$^{a,b}$, C. Rovelli$^a$, F. Santanastasio$^{a,b}$

INFN Sezione di Torino $^a$, Università di Torino $^b$, Torino, Italy, Università del Piemonte Orientale $^c$, Novara, Italy
N. Amapane$^{a,b}$, R. Arcidiacono$^{a,c,16}$, S. Argiro$^{a,b}$, M. Arneodo$^{a,c}$, N. Bartosik$^a$, R. Bellan$^{a,b}$, C. Biino$^a$, N. Cartiglia$^a$, F. Cenna$^{a,b}$, M. Costa$^{a,b}$, R. Covarelli$^{a,b}$, A. Degano$^{a,b}$, N. Demaria$^a$, L. Finco$^{a,b}$, B. Kiani$^{a,b}$, C. Mariotti$^a$, S. Maselli$^a$, E. Migliore$^{a,b}$, V. Monaco$^{a,b}$, E. Monteil$^{a,b}$, M. Monteno$^a$, M.M. Obertino$^{a,b}$, L. Pacher$^{a,b}$, N. Pastrone$^a$, M. Pelliccioni$^a$, G.L. Pinna Angioni$^{a,b}$, F. Ravera$^{a,b}$, A. Rivetti$^a$, A. Romero$^{a,b}$, M. Ruspa$^{a,c}$, R. Sacchi$^{a,b}$, K. Schelina$^{a,b}$, V. Sola$^a$, A. Solano$^{a,b}$, A. Staiano$^a$, P. Traczyk$^{a,b}$

INFN Sezione di Trieste $^a$, Università di Trieste $^b$, Trieste, Italy
S. Belforte$^a$, M. Casarsa$^a$, F. Cossutti$^a$, G. Della Ricca$^{a,b}$, A. Zanetti$^a$

Kyungpook National University, Daegu, Korea
Chonbuk National University, Jeonju, Korea
A. Lee

Chonnam National University, Institute for Universe and Elementary Particles, Kwangju, Korea
H. Kim

Hanyang University, Seoul, Korea
J.A. Brochero Cifuentes, T.J. Kim

Korea University, Seoul, Korea

Seoul National University, Seoul, Korea

University of Seoul, Seoul, Korea

Sungkyunkwan University, Suwon, Korea
Y. Choi, J. Goh, C. Hwang, J. Lee, I. Yu

Vilnius University, Vilnius, Lithuania
V. Dedenas, A. Juodagalvis, J. Vaitkus

National Centre for Particle Physics, Universiti Malaya, Kuala Lumpur, Malaysia

Centro de Investigacion y de Estudios Avanzados del IPN, Mexico City, Mexico

Universidad Iberoamericana, Mexico City, Mexico
S. Carrillo Moreno, C. Oropeza Barrera, F. Vazquez Valencia

Benemerita Universidad Autonoma de Puebla, Puebla, Mexico
S. Carpinteyro, I. Pedraza, H.A. Salazar Ibarguen, C. Uribe Estrada

Universidad Autónoma de San Luis Potosí, San Luis Potosí, Mexico
A. Morelos Pineda

University of Auckland, Auckland, New Zealand
D. Krofcheck

University of Canterbury, Christchurch, New Zealand
P.H. Butler

National Centre for Physics, Quaid-I-Azam University, Islamabad, Pakistan
A. Ahmad, M. Ahmad, Q. Hassan, H.R. Hoorani, W.A. Khan, A. Saddique, M.A. Shah, M. Shoaib, M. Waqas
National Centre for Nuclear Research, Swierk, Poland

Institute of Experimental Physics, Faculty of Physics, University of Warsaw, Warsaw, Poland
K. Bunkowski, A. Byszuk, K. Doroba, A. Kalinowski, M. Konecki, J. Krollkowskia, M. Misiura, M. Olszewski, M. Walczak

Laboratório de Instrumentação e Física Experimental de Partículas, Lisboa, Portugal

Joint Institute for Nuclear Research, Dubna, Russia

Petersburg Nuclear Physics Institute, Gatchina (St. Petersburg), Russia
L. Chtchipounov, V. Golovtsov, Y. Ivanov, V. Kim, E. Kuznetsova, V. Murzin, V. Oreshkin, V. Sulimov, A. Vorobyev

Institute for Nuclear Research, Moscow, Russia

Institute for Theoretical and Experimental Physics, Moscow, Russia
V. Epshteyn, V. Gavrilov, N. Lychkovskaya, V. Popov, I. Pozdnayakov, G. Safronov, A. Spiridonov, M. Toms, E. Vlasov, A. Zhokin

Moscow Institute of Physics and Technology, Moscow, Russia
A. Bylinkin

P.N. Lebedev Physical Institute, Moscow, Russia
V. Andreev, M. Azarkin, I. Dremin, M. Kirakosyan, A. Leonidov, A. Terkulov

Skobeltsyn Institute of Nuclear Physics, Lomonosov Moscow State University, Moscow, Russia

Novosibirsk State University (NSU), Novosibirsk, Russia
V. Blinov, Y. Skovpen, D. Shtol

State Research Center of Russian Federation, Institute for High Energy Physics, Protvino, Russia
University of Belgrade, Faculty of Physics and Vinca Institute of Nuclear Sciences, Belgrade, Serbia
P. Adzic, P. Cirkovic, D. Devetak, M. Dordevic, J. Milosevic, V. Rekovic

Centro de Investigaciones Energéticas Medioambientales y Tecnológicas (CIEMAT), Madrid, Spain

Universidad Autónoma de Madrid, Madrid, Spain
J.F. de Trocóniz, M. Missiroli, D. Moran

Universidad de Oviedo, Oviedo, Spain
J. Cuevas, J. Fernandez Menendez, I. Gonzalez Caballero, J.R. Gonzalez Fernandez, E. Palencia Cortezon, S. Sanchez Cruz, I. Suarez Andres, J.M. Vizan Garcia

Instituto de Física de Cantabria (IFCA), CSIC-Universidad de Cantabria, Santander, Spain

CERN, European Organization for Nuclear Research, Geneva, Switzerland

Paul Scherrer Institut, Villigen, Switzerland
Institute for Particle Physics, ETH Zurich, Zurich, Switzerland

Universität Zürich, Zurich, Switzerland

National Central University, Chung-Li, Taiwan

National Taiwan University (NTU), Taipei, Taiwan

Chulalongkorn University, Faculty of Science, Department of Physics, Bangkok, Thailand
B. Asavapibhop, G. Singh, N. Srimanobhas, N. Suwonjandee

Cukurova University - Physics Department, Science and Art Faculty

Middle East Technical University, Physics Department, Ankara, Turkey
B. Bilin, S. Bilmis, B. Isildak, G. Karapinar, M. Yalvac, M. Zeyrek

Bogazici University, Istanbul, Turkey
E. Giülmez, M. Kaya, O. Kaya, E.A. Yetkin, T. Yetkin

Istanbul Technical University, Istanbul, Turkey
A. Cakir, K. Cankocak, S. Sen

Institute for Scintillation Materials of National Academy of Science of Ukraine, Kharkov, Ukraine
B. Grynyov

National Scientific Center, Kharkov Institute of Physics and Technology, Kharkov, Ukraine
L. Levcuk, P. Sorokin

University of Bristol, Bristol, United Kingdom
Florida International University, Miami, U.S.A.
S. Linn, P. Markowitz, G. Martinez, J.L. Rodriguez

Florida State University, Tallahassee, U.S.A.

Florida Institute of Technology, Melbourne, U.S.A.

University of Illinois at Chicago (UIC), Chicago, U.S.A.

The University of Iowa, Iowa City, U.S.A.

Johns Hopkins University, Baltimore, U.S.A.

The University of Kansas, Lawrence, U.S.A.

Kansas State University, Manhattan, U.S.A.
A. Ivanov, K. Kaadze, Y. Maravin, A. Mohammadi, L.K. Saini, N. Skhirtladze, S. Toda

Lawrence Livermore National Laboratory, Livermore, U.S.A.
F. Rebassoo, D. Wright

University of Maryland, College Park, U.S.A.

Massachusetts Institute of Technology, Cambridge, U.S.A.
University of Minnesota, Minneapolis, U.S.A.

University of Mississippi, Oxford, U.S.A.
J.G. Acosta, S. Oliveros

University of Nebraska-Lincoln, Lincoln, U.S.A.

State University of New York at Buffalo, Buffalo, U.S.A.

Northeastern University, Boston, U.S.A.

Northwestern University, Evanston, U.S.A.

University of Notre Dame, Notre Dame, U.S.A.

The Ohio State University, Columbus, U.S.A.

Princeton University, Princeton, U.S.A.

University of Puerto Rico, Mayaguez, U.S.A.
S. Malik

Purdue University, West Lafayette, U.S.A.

Purdue University Calumet, Hammond, U.S.A.
N. Parashar, J. Stupak

Rice University, Houston, U.S.A.
University of Rochester, Rochester, U.S.A.
B. Betchart, A. Bodek, P. de Barbaro, R. Demina, Y.t. Duh, T. Ferbel, M. Galanti, A. Garcia-Bellido, J. Han, O. Hindrichs, A. Khukhunaishvili, K.H. Lo, P. Tan, M. Verzetti

Rutgers, The State University of New Jersey, Piscataway, U.S.A.

University of Tennessee, Knoxville, U.S.A.
A.G. Delannoy, M. Foerster, J. Heideman, G. Riley, K. Rose, S. Spanier, K. Thapa

Texas A&M University, College Station, U.S.A.

Texas Tech University, Lubbock, U.S.A.

Vanderbilt University, Nashville, U.S.A.
S. Greene, A. Gurrola, R. Janjam, W. Johns, C. Maguire, A. Melo, H. Ni, P. Sheldon, S. Tuo, J. Velkovska, Q. Xu

University of Virginia, Charlottesville, U.S.A.
M.W. Arenton, P. Barria, B. Cox, J. Goodell, R. Hirosky, A. Ledovskoy, H. Li, C. Neu, T. Sinthuprasith, X. Sun, Y. Wang, E. Wolfe, F. Xia

Wayne State University, Detroit, U.S.A.
C. Clarke, R. Harr, P.E. Karchin, J. Sturdy

University of Wisconsin - Madison, Madison, WI, U.S.A.

†: Deceased
1: Also at Vienna University of Technology, Vienna, Austria
2: Also at State Key Laboratory of Nuclear Physics and Technology, Peking University, Beijing, China
3: Also at Institut pluridisciplinaire Hubert Curien (IPHC), Université de Strasbourg, CNRS/IN2P3, Strasbourg, France
4: Also at Universidade Estadual de Campinas, Campinas, Brazil
5: Also at Universidade Federal de Pelotas, Pelotas, Brazil
6: Also at Université Libre de Bruxelles, Bruxelles, Belgium
7: Also at Deutsches Elektronen-Synchrotron, Hamburg, Germany
8: Also at Joint Institute for Nuclear Research, Dubna, Russia
9: Now at Cairo University, Cairo, Egypt
10: Also at Fayoum University, El-Fayoum, Egypt
11: Now at British University in Egypt, Cairo, Egypt
12: Now at Ain Shams University, Cairo, Egypt
13: Also at Université de Haute Alsace, Mulhouse, France
14: Also at Skobeltsyn Institute of Nuclear Physics, Lomonosov Moscow State University, Moscow, Russia
15: Also at Tbilisi State University, Tbilisi, Georgia
16: Also at CERN, European Organization for Nuclear Research, Geneva, Switzerland
17: Also at RWTH Aachen University, III. Physikalisches Institut A, Aachen, Germany
18: Also at University of Hamburg, Hamburg, Germany
19: Also at Brandenburg University of Technology, Cottbus, Germany
20: Also at Institute of Nuclear Research ATOMKI, Debrecen, Hungary
21: Also at MTA-ELTE Lendület CMS Particle and Nuclear Physics Group, Eötvös Loránd University, Budapest, Hungary
22: Also at Institute of Physics, University of Debrecen, Debrecen, Hungary
23: Also at Indian Institute of Technology Bhubaneswar, Bhubaneswar, India
24: Also at University of Visva-Bharati, Santiniketan, India
25: Also at Indian Institute of Science Education and Research, Bhopal, India
26: Also at Institute of Physics, Bhubaneswar, India
27: Also at University of Ruhuna, Matara, Sri Lanka
28: Also at Isfahan University of Technology, Isfahan, Iran
29: Also at Yazd University, Yazd, Iran
30: Also at Plasma Physics Research Center, Science and Research Branch, Islamic Azad University, Tehran, Iran
31: Also at Università degli Studi di Siena, Siena, Italy
32: Also at Laboratori Nazionali di Legnaro dell’INFN, Legnaro, Italy
33: Also at Purdue University, West Lafayette, U.S.A.
34: Also at International Islamic University of Malaysia, Kuala Lumpur, Malaysia
35: Also at Malaysian Nuclear Agency, MOSTI, Kajang, Malaysia
36: Also at Consejo Nacional de Ciencia y Tecnología, Mexico city, Mexico
37: Also at Warsaw University of Technology, Institute of Electronic Systems, Warsaw, Poland
38: Also at Institute for Nuclear Research, Moscow, Russia
39: Now at National Research Nuclear University ‘Moscow Engineering Physics Institute’ (MEPhI), Moscow, Russia
40: Also at St. Petersburg State Polytechnical University, St. Petersburg, Russia
41: Also at University of Florida, Gainesville, U.S.A.
42: Also at California Institute of Technology, Pasadena, U.S.A.
43: Also at INFN Sezione di Padova; Università di Padova; Università di Trento (Trento), Padova, Italy
44: Also at Budker Institute of Nuclear Physics, Novosibirsk, Russia
45: Also at Faculty of Physics, University of Belgrade, Belgrade, Serbia
46: Also at INFN Sezione di Roma; Università di Roma, Roma, Italy
47: Also at University of Belgrade, Faculty of Physics and Vinca Institute of Nuclear Sciences, Belgrade, Serbia
48: Also at Scuola Normale e Sezione dell’INFN, Pisa, Italy
49: Also at National and Kapodistrian University of Athens, Athens, Greece
50: Also at Riga Technical University, Riga, Latvia
51: Also at Institute for Theoretical and Experimental Physics, Moscow, Russia
52: Also at Albert Einstein Center for Fundamental Physics, Bern, Switzerland
53: Also at Adiyaman University, Adiyaman, Turkey
54: Also at Istanbul Aydin University, Istanbul, Turkey
55: Also at Mersin University, Mersin, Turkey
56: Also at Cag University, Mersin, Turkey
57: Also at Piri Reis University, Istanbul, Turkey
58: Also at Ozyegin University, Istanbul, Turkey
59: Also at Izmir Institute of Technology, Izmir, Turkey
60: Also at Marmara University, Istanbul, Turkey
61: Also at Kafkas University, Kars, Turkey
62: Also at Istanbul Bilgi University, Istanbul, Turkey
63: Also at Yildiz Technical University, Istanbul, Turkey
64: Also at Hacettepe University, Ankara, Turkey
65: Also at Rutherford Appleton Laboratory, Didcot, United Kingdom
66: Also at School of Physics and Astronomy, University of Southampton, Southampton, United Kingdom
67: Also at Instituto de Astrofísica de Canarias, La Laguna, Spain
68: Also at Utah Valley University, Orem, U.S.A.
69: Also at Argonne National Laboratory, Argonne, U.S.A.
70: Also at Erzincan University, Erzincan, Turkey
71: Also at Mimar Sinan University, Istanbul, Istanbul, Turkey
72: Also at Texas A&M University at Qatar, Doha, Qatar
73: Also at Kyungpook National University, Daegu, Korea