Performance of the CMS hadron calorimeter with cosmic ray muons and LHC beam data

To cite this article: CMS Collaboration 2010 JINST 5 T03012

View the article online for updates and enhancements.

Related content

- Identification and filtering of uncharacteristic noise in the CMS hadron calorimeter
  CMS Collaboration

- Performance of CMS hadron calorimeter timing and synchronization using test beam, cosmic ray, and LHC beam data
  CMS Collaboration

- Performance study of the CMS barrel resistive plate chambers with cosmic rays
  CMS Collaboration

Recent citations

- Hannsjörg Artur Weber

- Search for decays of stopped long-lived particles produced in proton–proton collisions at $$\sqrt{s} = 8 \text{ TeV}$$
  V. Khachatryan et al

- Measurement of jet fragmentation in PbPb and pp collisions at sNN = 2.76 TeV
  S. Chatrchyan et al
COMMISSIONING OF THE CMS EXPERIMENT WITH COSMIC RAYS

Performance of the CMS hadron calorimeter with cosmic ray muons and LHC beam data

CMS Collaboration

ABSTRACT: The CMS Hadron Calorimeter in the barrel, endcap and forward regions is fully commissioned. Cosmic ray data were taken with and without magnetic field at the surface hall and after installation in the experimental hall, hundred meters underground. Various measurements were also performed during the few days of beam in the LHC in September 2008. Calibration parameters were extracted, and the energy response of the HCAL determined from test beam data has been checked.

KEYWORDS: Calorimeters; Large detector systems for particle and astroparticle physics

ARXIV ePRINT: 0911.4991
1 Introduction

The primary goal of the Compact Muon Solenoid (CMS) experiment [1] is to explore particle physics at the TeV energy scale exploiting the proton-proton collisions delivered by the Large Hadron Collider (LHC) [2]. This paper describes the performance of the CMS Hadron Calorimeter (HCAL). The measurement of the detector response started with the characterization and calibration of representative samples of all detector components in the laboratory using a test beam [3–6]. After assembly of the detector, the calibration was improved and validated using cosmic ray muons and LHC beam. The cosmic ray muon data also allowed the testing of the whole data acquisition process, up to the event reconstruction and analysis. The validation includes comparisons with Monte Carlo simulation studies, which are fundamental in understanding the detailed performance of the detector.

CMS has taken cosmic ray muon data with and without magnetic field at the surface hall in 2006, during the Magnet Test and Cosmic Challenge (MTCC) described in ref. [7]. Recently, data were taken in the underground cavern at \(\sim 100\) m depth with the magnet off in 2007 (Cruzet: Cosmic RUn at ZErO Tesla) and with the magnet on in 2008 (CRAFT: Cosmic Run At Four Tesla [8]).

<table>
<thead>
<tr>
<th>Section</th>
<th>Title</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Introduction</td>
</tr>
<tr>
<td>2</td>
<td>CMS hadron calorimeter</td>
</tr>
<tr>
<td>3</td>
<td>Impact of the magnetic field on the HCAL response</td>
</tr>
<tr>
<td>3.1</td>
<td>The barrel and endcap hadron calorimeters</td>
</tr>
<tr>
<td>3.2</td>
<td>The outer hadron calorimeter</td>
</tr>
<tr>
<td>3.3</td>
<td>The forward hadron calorimeter</td>
</tr>
<tr>
<td>4</td>
<td>Optimization of the HCAL operation using CRAFT data</td>
</tr>
<tr>
<td>4.1</td>
<td>Performance of photodetectors and impact on the trigger</td>
</tr>
<tr>
<td>4.2</td>
<td>Performance of readout electronics and impact on energy thresholds</td>
</tr>
<tr>
<td>5</td>
<td>Calibrations using cosmic ray muons and LHC beams</td>
</tr>
<tr>
<td>5.1</td>
<td>The barrel and endcap hadron calorimeters</td>
</tr>
<tr>
<td>5.2</td>
<td>The outer hadron calorimeter</td>
</tr>
<tr>
<td>5.3</td>
<td>The forward hadron calorimeter</td>
</tr>
<tr>
<td>6</td>
<td>Summary</td>
</tr>
<tr>
<td>The CMS collaboration</td>
<td></td>
</tr>
</tbody>
</table>
In September 2008, the LHC delivered a single circulating beam of 450 GeV/c protons for a few days. In addition, as part of the commissioning of the LHC, the beam was also sent onto collimator targets creating accelerator produced muons. These “beam splash” events proved very useful to determine the relative timing of various the HCAL systems [9], as well as to validate the performance of several components.

Knowledge of the HCAL performance acquired during CRAFT and with beam splash data will prove crucial to the understanding of data in the early stages of LHC operation. This will allow the timely analysis of benchmark QCD processes and of known missing energy signals. Any search for new phenomena must be grounded on these benchmark analyses.

The paper is structured as follows. Section 2 provides a brief description of the Hadron Calorimeter. Section 3 discusses the impact of the magnetic field on the various parts of the HCAL subsystems. The characteristics of the basic behavior of all the HCAL subsystems and the optimization of key hardware settings are summarized in section 4. Finally, section 5 discusses the calibration improvements obtained with the various data samples.

2 CMS hadron calorimeter

The main CMS subsystems, in increasing radial distance from the beam intersection point (IP), are the silicon pixel and silicon strip tracker, the electromagnetic calorimeter, the hadron calorimeter, and finally the muon system. In addition, in the forward direction there are two specialized calorimeters [1] that did not participate in the cosmic ray runs and are not discussed in this paper. The detector is symmetric for positive and negative $z$ coordinates, the $z$ axis being along the beam direction with $z = 0$ at the IP. The polar angle, $\theta$, is measured from the $z$ direction, and the azimuthal angle, $\phi$, is measured in the transverse plane. The pseudorapidity is $\eta \equiv -\ln \tan(\theta/2)$.

The HCAL includes four distinct subsystems: the barrel (HB), endcap (HE), outer (HO) and forward (HF) calorimeters (see figure 1). HB and HE, which are inside the cryostat of the CMS superconducting solenoid that provides a 3.8 T magnetic field, are sampling calorimeters where the absorber material is brass and the active material is scintillator. The sampling fraction is about 7%. HB and HE are separated by a gap which is located approximately at a polar angle of 57 degrees but is not projective to the center of CMS, in order to minimize the effect of the uninstrumented gap. HB covers the $|\eta|$ range from zero to approximately 1.4; the $|\eta|$ range between 1.3 and 1.4 is shared by HB and HE; HE covers $|\eta|$ from 1.3 to 3.0. HB is built of 18 wedges, each of which covers 20 degrees in $\phi$, and are divided in 5 degree sectors. HE is made of brass disks, interleaved with scintillator wedges which cover 20 degrees in $\phi$, which in turn are divided in four 5 degree sectors. Because of the space constraint within the magnet cryostat, the HB thickness is limited to 5.8 hadronic interaction lengths at $\eta = 0$ and increases to 10 interaction lengths at $|\eta| = 1.2$. To catch the energy leakage from HB, layers of scintillators are placed outside the solenoid cryostat: they constitute HO. About 5% of all hadrons above 100 GeV deposit energy in HO. In $\phi$, HO has a 12-fold structure, with each 30 degree component being divided in six 5 degree sectors. In $\eta$, HO is composed of five “rings”, which follow the structure of the magnet return yoke and of the muon chambers. Ring 0 covers the $\eta$ range between -0.35 and 0.35, Rings $\pm 1$ cover the $|\eta|$ range between 0.35 and 0.87, and Rings $\pm 2$ cover the $|\eta|$ range between 0.87 and 1.2. The quartz fiber and steel HF calorimeter, with fibers parallel to the beam direction, covers the forward region of

$\eta$.

2.1 Barrel and endcap calorimeters

The HCAL barrel (HB) is divided into 18 wedges (see figure 1), each of which covers 20 degrees in $\phi$, and the $|\eta|$ range from 0 to 1.4. The HB consists of two identical sections, separated by a gap which is located at a polar angle of 57 degrees. HB is composed of 18 brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HCAL endcap (HE) is also made of brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HE consists of 12 brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HE is located at polar angles between 1.3 and 3.0. The HCAL endcap (HE) is also made of brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen.

The HCAL barrel (HB) is divided into 18 wedges (see figure 1), each of which covers 20 degrees in $\phi$, and the $|\eta|$ range from 0 to 1.4. The HB consists of two identical sections, separated by a gap which is located at a polar angle of 57 degrees. HB is composed of 18 brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HCAL endcap (HE) is also made of brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HE consists of 12 brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen. The HE is located at polar angles between 1.3 and 3.0. The HCAL endcap (HE) is also made of brass columns, where each column is divided into 5-degree sectors. The columns are separated by gaps of 20 cm, which are filled with liquid hydrogen.
Figure 1. The CMS HCAL detector (quarter slice). “FEE” indicates the locations of the Front End Electronics for HB and HE. The signals of the tower segments with the same color are added optically, to provide the HCAL “longitudinal” segmentation. HB, HE and HF are built of 36 identical azimuthal wedges ($\Delta \phi = 20$ degrees).

$|\eta|$, between 3.0 and 5.2. HF is constructed in wedges of 20 degrees and each wedge contains two $\phi$ sectors of 10 degrees. The calorimeter tower segmentation in $\eta$ and $\phi$ of HB, HE and HO subsystems is $0.087 \times 0.087$ except in HE for $|\eta|$ above 1.74, where the $\eta$ segmentation ranges from 0.09 to 0.35 and the $\phi$ segmentation is 0.175. The HF segmentation is $0.175 \times 0.175$ except for $|\eta|$ above 4.7, where the segmentation is $0.175 \times 0.35$.

Figure 1 shows a schematic quarter view of the hadron calorimeter system in the barrel, endcap and forward regions. Also shown are the locations of some of the Front End Electronics (FEE). The HF FEEs (not shown) are placed around a ring at $|\eta| = 3$ (tower number 29) and HO FEEs are located inside the muon detectors at various locations. Each HB and HE tower has 17 scintillator layers, except near the overlap region between HB and HE. Each scintillator tile of a tower is read out by an embedded wavelength shifting fiber and the signals are added optically. The color scheme in figure 1 denotes the longitudinal segmentation of the read out; all layers shown with the same color in one $\eta$ tower are summed. The optical signals for HB, HE and HO are detected by hybrid photodiodes (HPD) with 19 independent pixels; 18 for read out of fibers and one for monitoring. The HPDs are designed to work inside the magnetic field, provided their axes are aligned with the magnetic field. This alignment is adequate for HB and HE, but it was found that the HO HPDs were off by as much as 40 degrees. This misalignment was due to the difficulty in simulating the magnetic field inside the return yoke. Therefore, an effort is under way to study the possible replacement of the HO HPDs with silicon photomultipliers that are insensitive to magnetic fields and have a better signal to noise discrimination.

In HF, quartz fibers of two different lengths are embedded in the steel, and are read separately. The calorimeter is thus functionally subdivided into two longitudinal segments (not shown in figure 1). Long fibers ($165 \text{ cm} \approx 10$ interaction lengths) measure the total signal coming from the full material length, whereas short fibers measure the energy deposition after 22 cm of steel.
This allows the separation of showers generated by electrons and photons from those generated by hadrons. The photodetectors for HF are eight-stage photomultipliers (PMT) with a borosilicate glass window, which register the Cherenkov light produced by the charged shower particles in the quartz fibers.

The signals from both types of photodetectors are read by a custom-designed chip, which performs charge integration and encoding (QIE) [4]. The QIE is a non-linear multi-range analog to digital converter (ADC) that provides approximately constant fractional precision over a wide dynamic range. For each channel, the measured ADC value is converted into a charge measured in femtocoulomb (fC), using a conversion factor that was determined in the laboratory by charge injection into the QIE.

Each subsystem is equipped with laser and light emitting diodes (LED), for monitoring and calibration. In addition, the response of each HB and HE scintillator tile of each layer and each HF fiber can be measured using radioactive sources mounted on the tip of a moving wire [10].

The Electromagnetic Calorimeter (ECAL), made of lead tungstate crystals, is situated in front of HB and HE. The response and resolution of the CMS calorimeter system depends on both the ECAL and the HCAL, as most particles start showering in the ECAL. The hadronic to electromagnetic ($\pi/e$) response ratios of the ECAL and the HCAL are different: typical values of $\pi/e$ for the ECAL and the HCAL are 0.61 and 0.80 at 10 GeV/$c$, and 0.75 and 0.85 at 100 GeV/$c$, respectively [6]. The ECAL and the HCAL fraction of the energy deposited in each calorimeter varies non-linearly with energy and, as a result, the raw energy measurements require substantial corrections. Results from test beam studies are reported in [3–6].

Parts of the various HCAL subsystems were exposed to beams of electrons, pions, protons and muons, to measure their characteristics and to obtain a reference calibration. An ECAL module was also included in the test beam setup. The hadronic energy resolution of the barrel HCAL and ECAL combination being parameterized as $\sigma/E = a/\sqrt{E} + b$, where $a$ corresponds to a stochastic term and $b$ to a constant term, one measures $a = 0.847 \pm 0.016$ GeV$^{1/2}$ and $b = 0.074 \pm 0.008$ [4], with $E$ measured in GeV. The energy resolution in the endcaps is similar to that in the barrel. The corresponding values for HF are $a = 1.98$ GeV$^{1/2}$ and $b = 0.09$ [3]. Since the forward jets typically have very high energies, the stochastic term may be higher for HF than for the other calorimeters, while still providing the required energy resolution [3].

3 Impact of the magnetic field on the HCAL response

About 270 million cosmic ray muons were recorded during CRAFT with the magnetic field on. Typically, a muon event is triggered by the muon chambers and the muon momentum is measured by the central tracker and muon chambers. Clean signals were measured in most of the HCAL towers. The cosmic ray muons are used to measure the HPD gain to an accuracy of about 5% for HB and HO towers, and 10% for HE. Calibration corrections based on the study of the cosmic ray muon samples have been derived and applied for HB and HO, as discussed in section 5.

Brightening corrections, of about 8-10%, applied to HB and HE calibration parameters to take into account the effects of the magnetic field were already obtained during MTCC, where it was possible to perform precise measurements using radioactive sources [1]. Cosmic ray muon data
from CRUZET and CRAFT allowed to test these corrections and to study the impact of the strong magnetic field in other parts of the HCAL system.

3.1 The barrel and endcap hadron calorimeters

A single muon traversing the HCAL deposits a few GeV in HB and HE. Figure 2 shows the energy deposited in HB and HE by muons with momenta above 7 GeV/c, during CRAFT with the 3.8 T magnetic field. The means are consistent with the muon minimum ionizing signals measured for segments of the calorimeters in test beams [4, 6], without magnetic field, for a wide momentum range after taking into account magnetic field effects, correcting the signal for the muon path length and normalizing to the thickness of HB at $\eta = 0$. The width of the distributions of the cosmic ray muons are broadened by the momentum spread of cosmic ray muons, since the energy deposition increases with momentum due to the relativistic rise. The measurement of the energy deposition by cosmic ray muons is performed using either the electron or the pion calibration of the calorimeter. As an example, the mean energy deposition of 150 GeV/c muons is calculated to be 2.4 GeV (2.8 GeV) if the electron (pion) calibration is used. For figure 2, the pion calibration was used. The average values of the energy deposition is lower than 2.8 GeV because the average muon momenta is well below 100 GeV/c (see momentum spectrum given in figure 10).

It is known [11–15], that the presence of a magnetic field increases the signal measured in scintillator based calorimeters. There are three sources contributing to this effect. The first of them is due to a chemical effect that causes an intrinsic brightness of the scintillator. Brightening is due to the polymer base of the scintillator and saturates at about 2 T. The maximum signal increase due to brightness ranges between 5% and 8%, depending on the composition of the plastic [15]. The field value at HB and HE is 3.8 T, which is well above the saturation value. The second source of signal increase is the curling of knock-on electrons in the magnetic field, which results in an increased path

Figure 2. Cosmic ray muon energy deposition measured in HB (left) and HE (right) with $B = 3.8$ T for muon momenta above 7 GeV/c. HB and HE data samples consist of 450 and 27 thousand events, respectively.
length of the electrons, and enhances the signal by 1-2%. Therefore, the signal increase depends on the nature of the particle impinging on the calorimeter, on the geometry and on the strength of the magnetic field. For this effect, the specific orientation of the magnetic field relative to the absorber plates is thus important and is different for HB and HE. At the LHC, the directions of particles emitted from the IP are essentially normal to the scintillator plane, the magnetic field direction is parallel to the scintillator plane in HB and perpendicular in HE. Previous measurements [15] and this study showed that the light yield increase due to the magnetic field is the same for muons and for particles from radioactive sources, while another complementary study [15] showed that the effect is different for pions and electrons, as electrons produce more knock-on electrons than pions. There is a third effect due to the HPD geometry. When a muon passes through a single tower, all the photons impinge on one single HPD pixel. However, the electrons from the photocathode spread out and up to 2% of the signal is measured in neighboring pixels, a phenomenon called cross talk. The magnetic field helps in reducing this cross talk, but any misalignment of the HPD axis with respect to the magnetic field axis increases the cross talk.

The magnetic field effect on the HCAL was observed by comparing the measurements performed with a moving radioactive wire source, with field on and with field off during the MTCC. The inners layer (Layer 0) of HB and HE and all layers of HO are made of 1 cm thick polymer polyvinyl toluene (PVT); all other layers of HB and HE are made of 0.4 cm thick polymer polystyrene (PS). Figure 3 shows the measurements performed at several magnetic field values for a typical polystyrene layer of HB (left) and for two layers of HE (right), one PVT and one PS. The PVT layer of HB was not installed during MTCC. The magnetic field effect on PS of 9.4% measured in HB during MTCC agrees well with the expected value. The 2% difference in brightening between PVT and PS, shown in figure 3 (right), was also observed in an independent study [15]. For HE, a signal enhancement of about 6% is due to the increased brightness of the polymer polystyrene, and the rest is due to the path length of the knock-on electrons. The comparison of

---

**Figure 3.** Ratio of the scintillator signals in a single layer with magnetic field on and off, measured using a radioactive source during MTCC. The left figure is for polystyrene (PS) in HB and the right figure is PVT (filled squares) and PS (open squares) in HE. The horizontal lines represent the averages of each data set. The difference for PS between HB and HE is due to the curling of the knock-on electrons and the magnetic field direction.
CRAFT and CRUZET data reveals a net signal enhancement at 3.8 T of $1.090 \pm 0.005$ for HB and $1.084 \pm 0.013$ for HE, consistent with the MTCC measurements of $1.094 \pm 0.001$ for HB and $1.080 \pm 0.002$ for HE.

3.2 The outer hadron calorimeter

All scintillator layers in HO are made of 1 cm thick PVT. Ring 0 has two scintillator layers, while Rings 1 and 2 have a single scintillator. Figure 4 (left) shows the field strength at the position where the scintillators are located. The first scintillator layer of Ring 0, at a radius of 3.82 m, is located in a region with a very small magnetic field. The signals in the two layers in Ring 0 are added optically and the brightening effect is the average of the effects in the two scintillator layers. The other scintillator layers are at a radial distance of 4.07 m from the beam line, where the magnetic field is more important. The scintillator brightening for Ring 0 is about 1%, and for Rings 1 and 2 it varies between 2% and 4%. This is to be compared to the 8-10% effect observed in HB and HE above 2 T.

Cosmic ray muon signals are observed in all rings of HO. In Ring 0, with two scintillator layers, the signals are twice as large as in Rings 1 and 2. Figure 4 (right) shows the distributions of the pedestal and the pedestal subtracted muon signal in Ring 0.

3.3 The forward hadron calorimeter

The magnetic field strength in the HF region is significantly reduced compared to that in the HB and HE regions, allowing the use of conventional PMTs.

During CRAFT, the magnetic field at the PMT locations was measured to be less than 0.03 T, and proper PMT operation was verified at full magnet current. Each PMT is shielded with individual tubes made of a nickel-iron alloy and of soft iron. HF was fully operational and stable during CRAFT and the LHC startup.
In the CMS cavern, the number of cosmic ray muons decreases significantly with increasing incidence angle relative to the vertical direction. Therefore, it was not possible to validate the calibration of HF channels with the CRAFT data, due to the lack of muons in the horizontal direction. The LHC startup data from September 2008, however, proved useful in validating the calibration constants, and will be discussed in section 5. Occasional abnormally large signals were found in individual HF channels during the LHC startup. The signals were found to be due to muons striking directly the window faces of individual PMTs. Algorithms for rejecting such abnormal signals, by comparing the energies reconstructed from long and short fibers with the same \((\eta, \phi)\) values, were subsequently developed based on these data [17]. The LHC beam halo data show that the current algorithms can reduce the rate of such abnormal signals by a factor of one thousand.

4 Optimization of the HCAL operation using CRAFT data

This section describes the information obtained from CRAFT about noise levels, detector stability and optimization of hardware settings, like high voltage and zero-suppression parameters, which could influence the HCAL energy resolution.

The HCAL has a total of 2592 channels in HB, 2592 in HE, 1728 in HF and 2160 in HO. At the beginning of CRAFT, 99.3% of HB, HE and HF, and 95.5% of HO channels were operational. About 75% of the non-operating channels had photodetector (HPD or PMT) problems and the rest had electronics failures of various types.

Several HPDs, about 10% of the total, functioned poorly when the magnetic field reached full strength. The high voltage for those channels was either reduced by 1.5 kV, leading to a \(\sim 30\%\) reduction in gain, or was completely turned off. After this action was taken, 87% of the HCAL was operating at the nominal high voltage of 7.5 kV both for the barrel and the endcaps. No evidence of further degradation of HPD functioning was observed during CRAFT. In HF, which employs PMTs, the high voltage was set at 1.25 kV as originally planned.

The problematic HPDs were replaced after CRAFT. As of September 2009, all the channels in the barrel, endcap and forward regions are operational at full magnetic field, while the number of non-operational channels in HO is at the level of 2%. As a precaution, the nominal high voltage during LHC collisions will be set 0.5 kV lower than in CRAFT for the barrel and the endcaps, at a cost of a 12% reduction in gain. The impact on jet energy resolution is small, of the order of 5%.

4.1 Performance of photodetectors and impact on the trigger

During CRAFT, the rate of HPD noise replicating an energy deposit of 20 GeV or more in a single channel was below 0.2 Hz [17], after the malfunctioning HPDs were excluded. Figure 5 shows the measured total noise rate for all trigger towers in the barrel and the endcaps, as a function of the energy threshold. The signals of the longitudinal segments of a tower are added to form a trigger tower in HB, in HB-HE interface region and in HE (figure 1). Three sources contribute to this noise rate [17]: (a) the ion feedback inside the HPD (two to three neighboring HPD pixels with energy greater than 1 GeV), which affects mainly single channels, (b) the noise from the whole HPD, which affects 18 channels simultaneously (all HPD pixels with energy greater than 1 GeV), and (c) coherent noise in a readout box (RBX), which affects a full set of 72 channels (all channels with energy greater than 1 GeV); one readout box includes the signals from four HPDs. The ion
Figure 5. Total noise rate for around 4000 trigger towers as a function of the energy threshold, during CRAFT with the magnet at full field. A minimum energy of 20 GeV was required in at least one HB or HE readout box (RBX). About 280 HPDs, corresponding to 5040 channels of HB and HE, are included in the analysis; HPDs that were replaced in the beginning of 2009 are excluded.

feedback is predominantly caused by a thermally emitted electron that ionizes the residual gas inside the HPD acceleration gap. The ion is accelerated back to the cathode and liberates further electrons, causing a signal equivalent to many photoelectrons. Misalignment of the HPD axis with respect to the axis of the solenoidal field can reduce the voltage of the HPD above which electrical discharges can occur. This can lead to an avalanche of secondary electrons, producing significant energy deposition in a large number of channels within an HPD. This is the main noise contribution above 100 GeV and is referred to as “HPD discharge”. The cause of the readout box coherent noise is not yet understood, but measurements show that it does not have an impact on the trigger and can be easily identified during the event reconstruction.

The HPD noise, with or without magnetic field, has a small impact on the total trigger rate. For example, without magnetic field and with a threshold of 10 GeV, the HCAL self-trigger rate is 130 Hz; at full field the rate increases by 40 Hz. This is to be compared with the 100 kHz trigger rate expected during collisions. Furthermore, the rate decreases rapidly as a function of the applied threshold, as seen in figure 5.

Special triggers to monitor the HPD noise rate, offline software to identify the corresponding atypical signals at the event reconstruction level [17], and the corresponding simulation tools have been developed and are available. Initial tests on data show that the algorithms for identifying noise and problematic channels correctly mark both persistent and sporadic known problems with high efficiency.

4.2 Performance of readout electronics and impact on energy thresholds

The electronic noise and the pedestals in the QIE chips were found to be stable during CRAFT. The QIE chips read the signal over four time intervals of 25 ns each, using four pipeline-channels (numbered 0 to 3), and output four ADC values; the cycle repeats every 100 ns. For each QIE one measures four pedestal values of a few ADC counts each (one for each 25 ns time interval),
The measured pedestal width in HB and HE when averaging over several (1 to 9) time slices (TS). The solid line represents the expected noise ($\propto \sqrt{n}$) in the absence of correlations. The signal reconstruction will sum four TS at low luminosity and two TS at high luminosity. The single channel noise at 7.5 kV for 1 TS is 140 and 200 MeV for HB and HE, respectively.

which are subtracted from the corresponding signal. The left plot in figure 6 shows the values of the four pedestals and their averages for a particular HB tower, over a period of ten days. There is a small variation of the individual pipeline-channel pedestals over time, with a strong anti-correlation among them. The average of the four pedestals does not change over this time period.

The four pedestal values are correlated due to the integration of the pulse shaper, as demonstrated in the right plot of figure 6. This figure shows the observed noise averaged over a variable number $n$ (from 1 to 9) of 25 ns time periods, compared to the increase as $\sqrt{n}$ expected in the absence of correlations. These noise correlations have been included in the HCAL simulation.

The width of the pedestal distribution allows one to estimate the QIE electronic noise. For example, the measured electronic noise during CRAFT in a single time slice corresponds to an equivalent energy in a tower of 140 MeV for HB, 200 MeV for HE, 280 MeV for HO and 370 MeV for HF (the larger HF noise remains small compared to the energy corresponding to a single photoelectron, 4 GeV, and to the typical energies of particles impinging HF). The increase when integrating over more than one time slice is modest, as can be inferred from figure 6 (right).

The HCAL information obtained from a tower is not recorded if the signal is below a threshold, that is, the HCAL data are “zero-suppressed”. The information of a tower is kept only if the sum of ADC counts in two adjacent time slices is larger than 2 counts above pedestal for HB, 3 counts for HE/HO, and 4 counts for HF. After taking into account the final high voltage settings planned for collision data, these thresholds correspond to $\sim$400 MeV for HB, $\sim$700 MeV for HE, $\sim$1 GeV for Ring 0 of HO, and $\sim$1 GeV for HF. These threshold values were selected such that the HCAL occupancy is reduced to about 20% at the nominal LHC luminosity. Since some towers, which contain little energy, are eliminated by zero-suppression, this can reduce the measurement accuracy. However, since the energy thresholds for zero-suppression are well below the energy threshold applied in the jet reconstruction, and since a shower is distributed over many towers,
zero-suppression will have little effect on jet and single high energy hadron energy measurements. It can, however, affect the HCAL energy measurement for low-momentum muons ($p_\mu < 10 \text{ GeV}/c$) traversing a single tower and all muons traversing multiple towers.

5 Calibrations using cosmic ray muons and LHC beams

The calibration of the HCAL has been performed using several techniques. First, test beam setups were used to determine, for parts of the HCAL subsystems, the detector response to radioactive sources and to electrons, muons and hadrons of known momenta. Then, the intercalibrations of all channels in HB, HE, and HF were performed with radioactive sources mounted on moving wires, exactly as was done in the test beam setups. These source measurements also propagate the absolute energy scale for each subsystem. The energy scale for the reference Co$^{60}$ source was made with respect to $50 \text{ GeV}/c$ pions in the case of HB and HE, while for HF $100 \text{ GeV}/c$ electrons were used.

A total of 31 beam splash events from the beam arriving from the $+z$ side and 35 events from the $-z$ side were recorded during the 2008 LHC commissioning exercise, with the CMS magnetic field off. In these events, muons from secondary decays penetrated the detector. Since the scintillator planes of HB and HO are parallel to the beam line, the muons from splash events traverse the full length of the scintillators giving a very large signal. The splash events could not be used to study the absolute energy scale calibration because their energy and muon flux is not accurately known. However, these events were helpful for measuring the relative scale between $\phi$ sectors and between the $\pm z$ halves of HB and the two HE endcaps.

The initial calibration obtained from measurements with radioactive sources was tested, and in some cases improved, using cosmic ray muons and the beam splash events for a significant fraction of HB channels. However, since cosmic ray muons in the CMS cavern are essentially vertical, HB $\phi$ sectors in the horizontal plane near $\phi = 0^\circ$ (sectors 71, 72, 1 to 4) and near $\phi = 180^\circ$ (sectors 33 to 38) were not included in this study, while in HO all channels were calibrated using cosmic ray muons. All channels in HE and HF were mainly tested with beam splash events.

To ensure good energy measurement, only events collected without zero-suppression are used in the calibration studies.

5.1 The barrel and endcap hadron calorimeters

All HB and HE scintillator tiles had their response measured in-situ using either 1.5 or 5 mCi Co$^{60}$ sources. The averages of the signals in the 17 layers of HB and HE were used to equalize the response of all HB and HE towers. The absolute energy scale was set using the response to $50 \text{ GeV}/c$ charged pions of the parts of the detector exposed to the test beam studies.

The cosmic ray muons and splash events were used to check the initial calibration conditions. The results from both methods point to non-uniformities in HB calorimeter response in different $\phi$ sectors, and to a difference in the energy scale between the two halves of HB. Figure 7 (left) shows the ratio of the muon signal amplitudes in HB for $z < 0$ and $z > 0$ for cosmic ray muon events, $R_{\text{Cosmic}}$, as a function of the $\phi$ sector index, $i\phi$. While figure 7 (right) shows that measurements for this ratio based on cosmic ray muons and beam splash events, $R_{\text{Splash}}$, have a 75% correlation. The average ratio deviates from unity by $\sim 7\%$ with a sector-by-sector spread of about 10% (see table 1). The source of these differences is not understood at this time.
Figure 7. Left: Ratio, for cosmic ray muons, of the average signal amplitudes in the two halves (+z and −z) of HB, as a function of the φ sector index, iφ, after correcting the average signal for the muon path length and normalizing to the thickness of HB at η = 0. Right: Correlation between cosmic ray muon and splash muon signals, for the ratio of the average signal in the two halves of HB. The splash muon signals were corrected for the asymmetry in the muon flux by comparing the events from the beam arriving from the +z side and the −z side.

Figure 8. Cosmic ray muon signal in HB averaged over all η values for each φ sector, iφ, before (left) corrections for a sample of ~400 thousand events and after (right) corrections for sample of ~80 thousand events. The triangles (open squares) represent the results for the +z (−z) side of the detector. The mean and RMS values for the muon signals for four HB regions are presented in table 1.

The results from the cosmic ray muons were used to correct the calibration of the various HPDs, with one single parameter applied to all channels contained in a given φ sector of one of the two ±z halves of HB. Only muons traversing a single φ sector and less than five η channels
Table 1. Mean and RMS of the muon energy distributions measured in four regions of HB, before and after correcting the calibration constants using cosmic ray muon data information.

<table>
<thead>
<tr>
<th>Detector region</th>
<th>Mean before correction (GeV)</th>
<th>RMS before correction (GeV)</th>
<th>Mean after correction (GeV)</th>
<th>RMS after correction (GeV)</th>
</tr>
</thead>
<tbody>
<tr>
<td>HB-: $i\phi$ 5-32</td>
<td>1.87 ± 0.03</td>
<td>0.12</td>
<td>1.78 ± 0.01</td>
<td>0.05</td>
</tr>
<tr>
<td>HB-: $i\phi$ 39-70</td>
<td>1.83 ± 0.02</td>
<td>0.08</td>
<td>1.75 ± 0.02</td>
<td>0.07</td>
</tr>
<tr>
<td>HB+: $i\phi$ 5-32</td>
<td>1.81 ± 0.02</td>
<td>0.08</td>
<td>1.78 ± 0.01</td>
<td>0.05</td>
</tr>
<tr>
<td>HB+: $i\phi$ 39-70</td>
<td>1.70 ± 0.02</td>
<td>0.09</td>
<td>1.74 ± 0.01</td>
<td>0.04</td>
</tr>
</tbody>
</table>

Figure 9. Left: Ratio, of the splash muons, of the average signal amplitudes in the two HCAL endcaps, $-z$ and $+z$, as a function of the $\phi$ sector index, $i\phi$. Right: Corresponding distribution of the signal ratios.

Similar studies were performed for HE with a limited number of cosmic ray muon events and all splash events. The ratio of the muon signals for the two endcaps as a function of the $\phi$ sector index is shown in figure 9 (right) for splash events. The $R_{\text{Splash}}$ mean and the spread of this ratio are shown in figure 9 (left). The average is consistent with unity and the spread is smaller than 7%. Therefore, no correction to the HE calibration was made.
Figure 10. Left: Momentum spectrum of the muons selected by this analysis. Right: (top) Energy loss of cosmic ray muons in HB after correcting the signal mean value for the muon path length and normalizing to the thickness of HB at \( \eta = 0 \); (bottom) ratio of data and Monte Carlo simulation predictions (arbitrary scale) for the bottom half of the calorimeter.

Cosmic ray muons were also used to validate the absolute energy scale and the material description in HB and HE simulations [18]. The absolute energy scale was tested by comparing the energy loss of muons measured at a test beam and in CRAFT, at a fixed muon momentum. From the test beam data it was derived that 150 GeV/c muons deposited 2.80\( \pm \)0.03 GeV in HB [6]. The energy loss measured from CRAFT data, after taking into account the magnetic field effects and the muon path length, is 2.85 GeV with a statistical error of 0.02 GeV for the momentum range between 135 and 170 GeV/c. This measurement is in good agreement with the test beam result. A wide muon momentum range was used to test the simulation. Figure 10 (left) shows the cosmic ray muon energy spectrum measured with the tracker. Figure 10 (right top) shows the muon energy deposited in a calorimeter tower, corrected for the path length and normalized to the thickness of HB at \( \eta = 0 \), that is, 110 cm. The relativistic rise of the energy loss for muons between 6 and 1000 GeV/c is clearly observed and is consistent with expectations [19]. Figure 10 (right bottom) illustrates the consistency of the data and simulation [18] as a function of the track momentum; the data to simulation ratio shown at an arbitrary scale.

5.2 The outer hadron calorimeter

Since the HO scintillators were not precalibrated with the radioactive source, the calibration of each tower was performed using cosmic ray muons from CRUZET, at a uniform high voltage value of 8 kV. This calibration agrees well with the measurements performed at a test beam [6].

Figure 11 shows the mean values of the muon signals in HO, given in ADC counts for CRUZET data. The structure within each ring reflects the differences in signal attenuation caused by the varying length of the fibers that carry the signals to the photodetectors.

5.3 The forward hadron calorimeter

The calibration for HF was obtained from measurements with radioactive sources and from test beam data. Five HF wedges were precalibrated at the test beam with 100 GeV/c electrons [3] and
Figure 11. Mean values of the signals measured for a minimum ionizing muon in HO as a function of the $\eta$ index, $i_\eta$. The vertical lines indicate the borders of the rings. The differences in signal size between Ring 0 and Rings 1 or 2 are due to the fact that Ring 0 contains two layers of scintillators, for which the signals are added optically. The structure reflects the differences in the fiber lengths.

Figure 12. The signal in GeV/ADC for 100 GeV/$c$ electrons from the test beam (vertical axis) versus the radioactive source in GeV/ADC for the same $\eta$, $\phi$ space, for short (crosses) and long (circles) fibers for HF$^+$ and HF$^-$. This information was used to set the energy scale of the calibration obtained with the radioactive source method.

with a 5 mCi Co$^{60}$ source. Figure 12 displays the good correlation between the signals of the electrons and the source measurement in the same $\eta$, $\phi$ sector, separately for short (crosses) and long (circles) fibers. The average value for the calibration coefficients of the short (long) fibers is $0.34 \pm 0.21$ GeV/fC. This information was used to set the energy scale for all the channels which were not exposed to the beam, using the results of their measurement with the radioactive source.

The monitoring of the HF calibration relies on single photoelectron distributions (SPE) measurements performed with the LED system. Earlier measurements performed at a test beam showed that 25 SPEs are equivalent to 100 GeV [3]. The major difference between using the SPE measurements and using a radioactive source is that the SPE characterizes the PMT performance alone, while the radioactive source creates Cherenkov light inside the detector which in turn detected by
the PMTs. Therefore, the light collection efficiency and the PMT photocathode sensitivity are taken into account in the source calibration, but not in the SPE technique. However, if the attenuation of Cherenkov light as it propagates from the fiber to the PMT is only affected by small variations from channel to channel, or if the attenuation is negligible, the two calibration techniques should be equivalent.

A comparison between the results obtained with the radioactive source and new SPE measurements, performed after the final HF installation, revealed that 20 of the 1728 channels had inconsistent calibration, see figure 13 (left). The beam splash events confirmed this calibration problem since the same channels were found to show an energy response inconsistent with their neighbors. Therefore, for those channels the source calibration constants were replaced by the SPE constants.

Figure 13 (right) shows the correlation between the calibration coefficients obtained from single photoelectron distributions and the coefficients obtained from the radioactive source calibration, after correcting the few outliers mentioned above.

6 Summary

The performance of the CMS hadron calorimeter has been studied using cosmic ray and beam splash events, providing improved calibrations with respect to those obtained in test beam data and with radioactive sources.

As a result of this calibration effort, the barrel portion is intercalibrated to the level of 5%, for 85% of the channels. The other HCAL portions have all their channels intercalibrated to better than 10% (HE), 12% (HF) and 5% (HO). Furthermore, the presence of the magnetic field results in a measured increase of the signal, by 9.4% in HB and 8% in HE, as expected.

Noise studies have been performed, showing that noise will contribute a trigger rate of around 100 Hz. This rate is stable.
In conclusion, the CRAFT data and the beam splash events from 2008 provided an improved calibration of the HCAL. This subdetector is now ready for LHC collisions.

Acknowledgments

We thank the technical and administrative staff at CERN and other CMS Institutes, and acknowledge support from: FMSR (Austria); FNRS and FWO (Belgium); CNPq, CAPES, FAPERJ, and FAPESP (Brazil); MES (Bulgaria); CERN; CAS, MoST, and NSFC (China); COLCIENCIAS (Colombia); MSES (Croatia); RPF (Cyprus); Academy of Sciences and NICPB (Estonia); Academy of Finland, ME, and HIP (Finland); CEA and CNRS/IN2P3 (France); BMBF, DFG, and HGF (Germany); GSRT (Greece); OTKA and NKTH (Hungary); DAE and DST (India); IPM (Iran); SFI (Ireland); INFN (Italy); NRF (Korea); LAS (Lithuania); CINVESTAV, CONACYT, SEP, and UASLP-FAI (Mexico); PAEC (Pakistan); SCSR (Poland); FCT (Portugal); JINR (Armenia, Belarus, Georgia, Ukraine, Uzbekistan); MST and MAE (Russia); MSTDS (Serbia); MICINN and CIPAN (Spain); Swiss Funding Agencies (Switzerland); NSC (Taipei); TUBITAK and TAEK (Turkey); STFC (United Kingdom); DOE and NSF (USA). Individuals have received support from the Marie-Curie IEF program (European Union); the Leventis Foundation; the A. P. Sloan Foundation; and the Alexander von Humboldt Foundation.

References


The CMS collaboration

Yerevan Physics Institute, Yerevan, Armenia
S. Chatrchyan, V. Khachatryan, A.M. Sirunyan

Institut für Hochenergiephysik der OeAW, Wien, Austria

National Centre for Particle and High Energy Physics, Minsk, Belarus

Research Institute for Nuclear Problems, Minsk, Belarus
A. Fedorov, A. Karneyeu, M. Korzhik, V. Panov, R. Zuyeuski

Research Institute of Applied Physical Problems, Minsk, Belarus
P. Kuchinsky

Universiteit Antwerpen, Antwerpen, Belgium

Vrije Universiteit Brussel, Brussel, Belgium

Université Libre de Bruxelles, Bruxelles, Belgium

Ghent University, Ghent, Belgium
M. Grunewald, B. Klein, A. Marinov, D. Ryckbosch, F. Thyssen, M. Tytgat, L. Vanelderen, P. Verwilligen

Université Catholique de Louvain, Louvain-la-Neuve, Belgium

Université de Mons, Mons, Belgium
N. Beliy, E. Daubie

Centro Brasileiro de Pesquisas Fisicas, Rio de Janeiro, Brazil
G.A. Alves, M.E. Pol, M.H.G. Souza
Universidade do Estado do Rio de Janeiro, Rio de Janeiro, Brazil
W. Carvalho, D. De Jesus Damiao, C. De Oliveira Martins, S. Fonseca De Souza, L. Mundim, V. Oguri, A. Santoro, S.M. Silva Do Amaral, A. Sznajder

Instituto de Fisica Teorica, Universidade Estadual Paulista, Sao Paulo, Brazil
T.R. Fernandez Perez Tomei, M.A. Ferreira Dias, E. M. Gregores², S.F. Novaes

Institute for Nuclear Research and Nuclear Energy, Sofia, Bulgaria
K. Abadjiev¹, T. Anguelov, J. Damgov, N. Darmenov¹, L. Dimitrov, V. Genchev¹, P. Iaydjiev, S. Piperov, S. Stoykova, G. Sultanov, R. Trayano, I. Vankov

University of Sofia, Sofia, Bulgaria
A. Dimitrov, M. Dyulendarova, V. Kozhuharov, L. Litov, E. Marinova, M. Mateev, B. Pavlov, P. Petkov, Z. Toteva¹

Institute of High Energy Physics, Beijing, China

State Key Lab. of Nucl. Phys. and Tech., Peking University, Beijing, China
Y. Ban, J. Cai, Y. Ge, S. Guo, Z. Hu, Y. Mao, S.J. Qian, H. Teng, B. Zhu

Universidad de los Andes, Bogota, Colombia

Technical University of Split, Split, Croatia
N. Godinovic, K. Lelas, R. Pletina, D. Polic, I. Puljak

University of Split, Split, Croatia
Z. Antunovic, M. Dzelalija

Institute Rudjer Boskovic, Zagreb, Croatia
V. Brigljevic, S. Duric, K. Kadija, S. Morovic

University of Cyprus, Nicosia, Cyprus

National Institute of Chemical Physics and Biophysics, Tallinn, Estonia
A. Hektor, M. Kadastik, K. Kannike, M. Mäntel, M. Raidal, L. Rebane

Helsinki Institute of Physics, Helsinki, Finland

Lappeenranta University of Technology, Lappeenranta, Finland
K. Banzuzi, A. Korpela, T. Tuuva

Laboratoire d’Annecy-le-Vieux de Physique des Particules, IN2P3-CNRS, Annecy-le-Vieux, France
P. Nedelec, D. Sillou
DSM/IRFU, CEA/Saclay, Gif-sur-Yvette, France

Laboratoire Leprince-Ringuet, Ecole Polytechnique, IN2P3-CNRS, Palaiseau, France

Institut Pluridisciplinaire Hubert Curien, Universit´e de Strasbourg, Universit´e de Haute Alsace Mulhouse, CNRS/IN2P3, Strasbourg, France

Universit´e de Lyon, Universit´e Claude Bernard Lyon 1, CNRS-IN2P3, Institut de Physique Nucl´eaire de Lyon, Villeurbanne, France

E. Andronikashvili Institute of Physics, Academy of Science, Tbilisi, Georgia
N. Djaooshvili, N. Roinishvili, V. Roinishvili

Institute of High Energy Physics and Informatization, Tbilisi State University, Tbilisi, Georgia
N. Amaglobeli

RWTH Aachen University, I. Physikalisches Institut, Aachen, Germany

RWTH Aachen University, III. Physikalisches Institut A, Aachen, Germany

RWTH Aachen University, III. Physikalisches Institut B, Aachen, Germany

Deutsches Elektronen-Synchrotron, Hamburg, Germany

University of Hamburg, Hamburg, Germany


Institut für Experimentelle Kernphysik, Karlsruhe, Germany


Institute of Nuclear Physics “Demokritos”, Aghia Paraskevi, Greece

G. Daskalakis, T. Geralis, K. Karafasoulis, A. Kyriakis, D. Loukas, A. Markou, C. Markou, C. Mavrommatis, E. Petarakou, A. Zachariadou

University of Athens, Athens, Greece

L. Gouskos, P. Katsas, A. Panagiotou

University of Ioánnina, Ioánnina, Greece

I. Evangelou, P. Kokkas, N. Manthos, I. Papadopoulos, V. Patras, F.A. Triantitis

KFKI Research Institute for Particle and Nuclear Physics, Budapest, Hungary


Institute of Nuclear Research ATOMKI, Debrecen, Hungary


University of Debrecen, Debrecen, Hungary


Panjab University, Chandigarh, India


University of Delhi, Delhi, India


Bhabha Atomic Research Centre, Mumbai, India


Tata Institute of Fundamental Research - EHEP, Mumbai, India

INFIN Sezione di Padova $^a$, Università di Padova $^b$, Padova, Italy
P. Azzi$^a$, N. Bacchetta$^a$, L. Barcellan$^a$, P. Bellan$^a,b$, M. Bellato$^a$, M. Benettoni$^a$, M. Biasotto$^a,b$, D. Bisello$^a,b$, E. Borsato$^a,b$, A. Branca$^a$, R. Carlin$^a,b$, L. Castellani$^a$, P. Checchia$^a$, E. Conti$^a$, F. Dal Corso$^a$, M. De Mattia$^a,b$, T. Dorigo$^a$, U. Doselli$^a$, F. Fanzago$^a$, F. Gasparini$^a,b$, U. Gasparini$^a,b$, P. Giubilato$^a,b$, F. Gonella$^a$, A. Gresela$^a,b$, M. Gulmini$^a,b$, A. Kaminski$^a,b$, S. Lacaprara$^{a,13}$, I. Lazzizzera$^{a,14}$, M. Margoni$^a,b$, G. Maroni$^{a,13}$, S. Mattiazzi$^{a,10}$, M. Mazzucato$^{a,10}$, M. Meneghelli$^{a,10}$, A.T. Meneguzzo$^{a,b}$, M. Michelotto$^a$, F. Montecassiano$^a$, M. Nespolo$^a$, M. Passaseo$^a$, M. Poggiolo$^a$, L. Porro$^a$, N. Pozzobon$^a,b$, P. Ronchese$^a,b$, F. Simonetto$^{a,b}$, N. Toniol$^a$, E. Torassa$^a$, M. Tosi$^{a,b}$, A. Triossi$^a$, S. Vanini$^{a,b}$, S. Ventura$^a$, P. Zotto$^{a,b}$, G. Zumerle$^a$

INFIN Sezione di Pavia $^a$, Università di Pavia $^b$, Pavia, Italy
P. Baesso$^{a,b}$, U. Berzano$^a$, S. Bricola$^a$, M.M. Necchi$^{a,b}$, D. Pagano$^a$, S.P. Ratti$^a$, C. Riccardi$^{a,b}$, P. Torre$^{a,b}$, A. Vicini$^a$, P. Vitulo$^{a,b}$, C. Viviani$^{a,b}$

INFIN Sezione di Perugia $^a$, Università di Perugia $^b$, Perugia, Italy
D. Aisa$^a$, S. Aisa$^a$, E. Babucci$^a$, M. Biasini$^{a,b}$, G.M. Bilei$^a$, B. Caponieri$^{a,b}$, B. Checucci$^a$, N. Dinu$^a$, L. Fanò$^a$, L. Farnesini$^a$, P. Lariccia$^{a,b}$, A. Lucaroni$^{a,b}$, G. Mantovani$^{a,b}$, A. Nappi$^{a,b}$, A. Piluso$^a$, V. Postolache$^a$, A. Santocchia$^{a,b}$, L. Servoli$^a$, D. Tonioni$^a$, A. Vedaee$^a$, R. Volpe$^b$

INFIN Sezione di Pisa $^a$, Università di Pisa $^b$, Scuola Normale Superiore di Pisa $^c$, Pisa, Italy
P. Azzurri$^{a,c}$, G. Bagliesi$^a$, J. Bernardini$^{a,b}$, L. Berretta$^a$, T. Boccali$^a$, A. Bocchi$^{a,c}$, L. Borrello$^{a,c}$, F. Bosi$^a$, F. Calzolari$^a$, R. Castaldi$^a$, R. Dell’Orso$^a$, F. Fiori$^{a,b}$, L. Foà$^{a,c}$, S. Gennai$^{a,c}$, A. Giassi$^a$, A. Kraan$^a$, F. Ligabue$^{a,c}$, T. Lomtadze$^a$, F. Mariani$^a$, L. Martini$^a$, M. Massa$^a$, A. Messineo$^{a,b}$, A. Moggi$^a$, F. Palli$^a$, F. Palmonari$^a$, G. Petragnani$^a$, G. Petrucciani$^{a,c}$, F. Raffaelli$^a$, S. Sarkar$^a$, G. Segneri$^a$, A.T. Serban$^a$, P. Spagnolo$^{a,1}$, R. Tenchini$^{a,1}$, S. Tolaini$^a$, G. Tonelli$^{a,b,1}$, A. Venturi$^a$, P.G. Verdini$^a$

INFIN Sezione di Roma $^a$, Università di Roma “La Sapienza” $^b$, Roma, Italy
S. Baccaro$^{a,15}$, L. Barone$^{a,b}$, A. Bartoloni$^a$, F. Cavallari$^{a,1}$, I. Dafinei$^a$, D. Del Re$^{a,b}$, E. Di Marco$^{a,b}$, M. Diemoz$^a$, D. Franchi$^{a,b}$, E. Longo$^{a,b}$, G. Organtini$^{a,b}$, A. Palma$^{a,b}$, F. Pandolfi$^{a,b}$, R. Paramatti$^{a,1}$, F. Pellegrino$^a$, S. Rahatlou$^{a,b}$, C. Rovelli$^a$

INFIN Sezione di Torino $^a$, Università di Torino $^b$, Università del Piemonte Orientale (Novara) $^c$, Torino, Italy
G. Alampi$^a$, N. Amapane$^{a,b}$, R. Arcidiacono$^{a,b}$, S. Argiro$^{a,b}$, M. Arneodo$^{a,c}$, C. Biino$^a$, M.A. Borgia$^{a,b}$, C. Botta$^{a,b}$, N. Cartiglia$^a$, R. Castello$^{a,b}$, G. Cerminara$^{a,b}$, M. Costa$^{a,b}$, D. Dattola$^a$, G. Dellacasa$^a$, N. Demaria$^a$, G. Dughera$^a$, F. Dumitrache$^a$, A. Graziano$^{a,b}$, C. Mariotti$^a$, M. Marone$^{a,b}$, S. Maselli$^a$, E. Migliore$^{a,b}$, G. Mila$^{a,b}$, V. Monaco$^{a,b}$, M. Muschi$^{a,b}$, M. Nervo$^{a,b}$, M.M. Obertino$^{a,c}$, S. Oggero$^{a,b}$, R. Panero$^a$, N. Pastrone$^a$, M. Pellicioni$^{a,b}$, A. Romero$^{a,b}$, M. Ruspa$^{a,b}$, R. Sacchi$^{a,b}$, A. Solano$^{a,b}$, A. Staiano$^a$, P.P. Trapani$^{a,b,1}$, D. Trocino$^{a,b}$, A. Vilela Pereira$^{a,b}$, L. Visca$^{a,b}$, A. Zampieri$^a$

INFIN Sezione di Trieste $^a$, Università di Trieste $^b$, Trieste, Italy
F. Ambroglini$^{a,b}$, S. Belforte$^a$, F. Cossutti$^a$, G. Della Ricca$^{a,b}$, B. Gobbo$^a$, A. Penzo$^a$

Kyungpook National University, Daegu, Korea
S. Chang, J. Chung, D.H. Kim, G.N. Kim, D.J. Kong, H. Park, D.C. Son
Wonkwang University, Iksan, Korea  
S.Y. Bahk

Chonnam National University, Kwangju, Korea  
S. Song

Konkuk University, Seoul, Korea  
S.Y. Jung

Korea University, Seoul, Korea  

Seoul National University, Seoul, Korea  
J. Kim

University of Seoul, Seoul, Korea  
M. Choi, G. Hahn, I.C. Park

Sungkyunkwan University, Suwon, Korea  
S. Choi, Y. Choi, J. Goh, H. Jeong, T.J. Kim, J. Lee, S. Lee

Vilnius University, Vilnius, Lithuania  
M. Janulis, D. Martisiute, P. Petrov, T. Sabonis

Centro de Investigacion y de Estudios Avanzados del IPN, Mexico City, Mexico  
H. Castilla Valdez, A. Sánchez Hernández

Universidad Iberoamericana, Mexico City, Mexico  
S. Carrillo Moreno

Universidad Autónoma de San Luis Potosí, San Luis Potosí, Mexico  
A. Morelos Pineda

University of Auckland, Auckland, New Zealand  
P. Allfrey, R.N.C. Gray, D. Krofcheck

University of Canterbury, Christchurch, New Zealand  
N. Bernardino Rodrigues, P.H. Butler, T. Signal, J.C. Williams

National Centre for Physics, Quaid-I-Azam University, Islamabad, Pakistan  

Institute of Experimental Physics, Warsaw, Poland  
M. Cwiok, R. Dabrowski, W. Dominik, K. Doroba, M. Konecki, J. Krolikowski, K. Pozniak, R. Romaniuk, W. Zabolotny, P. Zych

Soltan Institute for Nuclear Studies, Warsaw, Poland  

Laboratório de Instrumentação e Física Experimental de Partículas, Lisboa, Portugal  
Joint Institute for Nuclear Research, Dubna, Russia

Petersburg Nuclear Physics Institute, Gatchina (St Petersburg), Russia

Institute for Nuclear Research, Moscow, Russia

Institute for Theoretical and Experimental Physics, Moscow, Russia
A. Baud, V. Epshteyn, V. Gavrilov, N. Iliina, V. Kaftanov\(^1\), V. Kolosov, M. Kossov\(^1\), A. Krokhotin, S. Kuleshov, A. Oulianov, G. Safronov, S. Semenov, I. Shreyber, V. Stolin, E. Vlasov, A. Zhokin

Moscow State University, Moscow, Russia
E. Boos, M. Dubinin\(^17\), L. Dudko, A. Ershov, A. Gribushin, V. Klyukhin, O. Kodolova, I. Lokhtin, S. Petrushanko, L. Sarycheva, V. Savrin, A. Snigirev, I. Vardanyan

P.N. Lebedev Physical Institute, Moscow, Russia
I. Dremin, M. Kirakosyan, N. Konovalova, S.V. Rusakov, A. Vinogradov

State Research Center of Russian Federation, Institute for High Energy Physics, Protvino, Russia

Vinca Institute of Nuclear Sciences, Belgrade, Serbia
P. Adzic, M. Djordjevic, D. Jovanovic\(^18\), D. Krpic\(^18\), D. Maletic, J. Puzovic\(^18\), N. Smiljkovic

Centro de Investigaciones Energéticas Medioambientales y Tecnológicas (CIEMAT), Madrid, Spain
Universität Zürich, Zurich, Switzerland
C. Amsler, V. Chiochia, S. De Visscher, C. Regenfus, P. Robmann, T. Rommerskirchen, A. Schmidt, D. Tsirigkas, L. Wilke

National Central University, Chung-Li, Taiwan
Y.H. Chang, E.A. Chen, W.T. Chen, A. Go, C.M. Kuo, S.W. Li, W. Lin

National Taiwan University (NTU), Taipei, Taiwan

Cukurova University, Adana, Turkey

Middle East Technical University, Physics Department, Ankara, Turkey

Bogazici University, Department of Physics, Istanbul, Turkey
M. Deliomeroglu, D. Demir29, E. Gülmez, A. Halu, B. Isildak, M. Kaya30, O. Kaya30, S. Ozkorucuklu31, N. Sonmez32

National Scientific Center, Kharkov Institute of Physics and Technology, Kharkov, Ukraine
L. Levchuk, S. Lukyanenko, D. Soroka, S. Zub

University of Bristol, Bristol, United Kingdom

Rutherford Appleton Laboratory, Didcot, United Kingdom

Imperial College, University of London, London, United Kingdom

Brunel University, Uxbridge, United Kingdom
Boston University, Boston, U.S.A.

Brown University, Providence, U.S.A.

University of California, Davis, Davis, U.S.A.

University of California, Los Angeles, Los Angeles, U.S.A.

University of California, Riverside, Riverside, U.S.A.

University of California, San Diego, La Jolla, U.S.A.

University of California, Santa Barbara, Santa Barbara, U.S.A.

California Institute of Technology, Pasadena, U.S.A.

Carnegie Mellon University, Pittsburgh, U.S.A.

University of Colorado at Boulder, Boulder, U.S.A.

Cornell University, Ithaca, U.S.A.
Johns Hopkins University, Baltimore, U.S.A.

The University of Kansas, Lawrence, U.S.A.
P. Baringer, A. Bean, O. Grachov, M. Murray, V. Radicci, S. Sanders, J.S. Wood, V. Zhukova

Kansas State University, Manhattan, U.S.A.

Lawrence Livermore National Laboratory, Livermore, U.S.A.
J. Gronberg, J. Hollar, D. Langer, D. Wright

University of Maryland, College Park, U.S.A.

Massachusetts Institute of Technology, Cambridge, U.S.A.

University of Minnesota, Minneapolis, U.S.A.

University of Mississippi, University, U.S.A.
L.M. Cremaldi, R. Godang, R. Kroeger, L. Perera, R. Rahmat, D.A. Sanders, P. Sonnek, D. Summers

University of Nebraska-Lincoln, Lincoln, U.S.A.

State University of New York at Buffalo, Buffalo, U.S.A.
U. Baur, I. Iashvili, A. Kharchilava, A. Kumar, K. Smith, M. Strang

Northeastern University, Boston, U.S.A.

Northwestern University, Evanston, U.S.A.

University of Notre Dame, Notre Dame, U.S.A.
The Ohio State University, Columbus, U.S.A.
B. Bylsma, L.S. Durkin, J. Gilmore, J. Gu, P. Killewald, T.Y. Ling, G. Williams

Princeton University, Princeton, U.S.A.

University of Puerto Rico, Mayaguez, U.S.A.

Purdue University, West Lafayette, U.S.A.

Purdue University Calumet, Hammond, U.S.A.
P. Jindal, N. Parashar

Rice University, Houston, U.S.A.

University of Rochester, Rochester, U.S.A.

The Rockefeller University, New York, U.S.A.
A. Bhatti, L. Demortier, K. Goulianos, K. Hatakeyama, G. Lungu, C. Mesropian, M. Yan

Rutgers, the State University of New Jersey, Piscataway, U.S.A.

University of Tennessee, Knoxville, U.S.A.
G. Cerizza, M. Hollingsworth, S. Spanier, Z.C. Yang, A. York

Texas A&M University, College Station, U.S.A.

Texas Tech University, Lubbock, U.S.A.

Vanderbilt University, Nashville, U.S.A.
D. Engh, C. Florez, W. Johns, S. Pathak, P. Sheldon

University of Virginia, Charlottesville, U.S.A.
Wayne State University, Detroit, U.S.A.
S. Gollapinni, K. Gunthoti, R. Harr, P.E. Karchin, M. Mattson, A. Sakharov

University of Wisconsin, Madison, U.S.A.

†: Deceased
1: Also at CERN, European Organization for Nuclear Research, Geneva, Switzerland
2: Also at Universidade Federal do ABC, Santo Andre, Brazil
3: Also at Soltan Institute for Nuclear Studies, Warsaw, Poland
4: Also at Université de Haute-Alsace, Mulhouse, France
5: Also at Centre de Calcul de l’Institut National de Physique Nucleaire et de Physique des Particules (IN2P3), Villeurbanne, France
6: Also at Moscow State University, Moscow, Russia
7: Also at Institute of Nuclear Research ATOMKI, Debrecen, Hungary
8: Also at University of California, San Diego, La Jolla, U.S.A.
9: Also at Tata Institute of Fundamental Research - HECR, Mumbai, India
10: Also at University of Visva-Bharati, Santiniketan, India
11: Also at Facolta’ Ingegneria Universita’ di Roma “La Sapienza”, Roma, Italy
12: Also at Università della Basilicata, Potenza, Italy
13: Also at Laboratori Nazionali di Legnaro dell’ INFN, Legnaro, Italy
14: Also at Università di Trento, Trento, Italy
15: Also at ENEA - Casaccia Research Center, S. Maria di Galeria, Italy
16: Also at California Institute of Technology, Pasadena, U.S.A.
17: Also at Faculty of Physics of University of Belgrade, Belgrade, Serbia
18: Also at Institute for Theoretical and Experimental Physics, Moscow, Russia
19: Also at Laboratoire Leprince-Ringuet, Ecole Polytechnique, IN2P3-CNRS, Palaiseau, France
20: Also at Alstom Contracting, Geneva, Switzerland
21: Also at Scuola Normale e Sezione dell’ INFN, Pisa, Italy
22: Also at University of Athens, Athens, Greece
23: Also at The University of Kansas, Lawrence, U.S.A.
24: Also at Institute for Theoretical and Experimental Physics, Moscow, Russia
25: Also at Paul Scherrer Institut, Villigen, Switzerland
26: Also at Vinca Institute of Nuclear Sciences, Belgrade, Serbia
27: Also at University of Wisconsin, Madison, U.S.A.
28: Also at Mersin University, Mersin, Turkey
29: Also at Izmir Institute of Technology, Izmir, Turkey
30: Also at Kafkas University, Kars, Turkey
31: Also at Suleyman Demirel University, Isparta, Turkey
32: Also at Ege University, Izmir, Turkey
33: Also at Rutherford Appleton Laboratory, Didcot, United Kingdom
34: Also at INFN Sezione di Perugia; Universita di Perugia, Perugia, Italy
35: Also at KFKI Research Institute for Particle and Nuclear Physics, Budapest, Hungary
36: Also at Istanbul Technical University, Istanbul, Turkey
37: Also at University of Minnesota, Minneapolis, U.S.A.
38: Also at Institute for Nuclear Research, Moscow, Russia
39: Also at Texas A&M University, College Station, U.S.A.
40: Also at State Research Center of Russian Federation, Institute for High Energy Physics, Protvino, Russia