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Abstract—Fundamental bounds on achievable radiation 

efficiency serve as the design quality gauge, facilitate the choice of 

the antenna type considering the available dimensions, and 

provide simple rules to check the feasibility of a given design. This 

study quantifies the effect of body-implanted capsule dimensions 

and materials on achievable radiation efficiency. We also show 

that a dielectric-loaded electric antenna operating close to the 

optimal frequency can radiate more efficiently than a magnetic 

one. The latter, however, is more efficient when electrically small.   

Keywords—conformal antenna, dielectric loading, electric 

antenna, implantable, magnetic antenna, radiation efficiency 

I. INTRODUCTION 

Wireless body-implanted encapsulated devices have many 
potential applications in medicine, clinical research, 
professional sports, occupational health, and defense [1]–[3]. 
These capsules commonly use radiofrequency (RF) antennas to 
communicate with external on- or off-body systems. A wide 
range of RF antennas has been proposed for body-implantable 
applications [4]–[15]. Yet, establishing robust links between an 
in-body capsule and external equipment remains a major 
challenge because of too low efficiencies (< 0.1%) of the 
antennas operating in lossy media with uncertain 
electromagnetic (EM) properties [16], [17]. Considering typical 
maximum input power levels ranging from a few to about 
50 mW [18] (limited by safety standards) and Rx sensitivities, 
this efficiency provides an operating range up to only a few 
meters [19]. Therefore, fundamental studies are required to 
investigate ways of improving the efficiency of body-implanted 
antennas. Impact of tissues on radiation performance has been 
considered in [20] for small inductor sources and in [16], [21] 
for infinitesimal magnetic and electric sources. Finite-sized 
TM10 and TE10 sources were considered in [17]. In this study, 
we evaluate the effects of the antenna dimensions and 
surrounding capsule materials on achievable radiation 
efficiencies in the 0.1–4-GHz range. 

II. PROBLEM FORMULATION 

An equivalent source representing a body-implanted 
capsule antenna is centered inside of a ⌀100-mm spherical 
phantom with dispersive muscle-equivalent EM properties 
according to [22]. The source (Fig. 1) is defined as a current 
density Js distribution on a parametrized cylindrical surface ΣC 
surrounded by a lossless (i.e. σ = 0) capsule-shaped volume ΩS.  

Two sources are considered: 1) an “electric” TM10 defined 
as Js = [0, 0, cos(πz/L)] and 2) a “magnetic” TE10 defined as 
Js = (0, 1, 0). The radiation efficiency is obtained using the 
Poynting’s theorem [23] as η ≡ Re(Pe)/Re(Ps), where the exiting 
power Pe and the supplied power Ps are evaluated as in [17]. 

Considering the z-axial symmetry of the formulated 
problem (Fig. 1), it can be reduced to R2 assuming E(r, φ, z) = 
E̅(r, z)e–jmφ, where m is the azimuthal mode number. Now, the 
solution of the governing inhomogeneous time-harmonic wave 
equation can be obtained numerically using, for instance, a 
fully-adaptive hp-FEM (finite element method) [24]. 
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Fig. 1. Problem formulation. Current density distributions on a cylindrical 

surface ΣC define the source surrounded by a losses capsule-shaped volume 

ΩS. The capsule is centered inside of a ⌀100-mm spherical phantom ΩP (not 

shown) with muscle-equivalent EM properties. 

 



III. RESULTS 

The radiation efficiency η follows a skew-normal 
distribution with its peak defined as an optimal operating 
frequency fopt. Both η and fopt strongly depend on the phantom 
formulation (addressed previously in [21], [17]) and the source 
parameters. As for the latter, the physical length of the source 
has the strongest effect on achievable radiation performance. 
Fig. 2 shows the effect of the antenna length L on η and fopt 
computed in the ⌀100-mm spherical phantom with muscle-
equivalent EM properties. For TM10, the longer the source is, 
the higher the max(η). The optimal frequency is inversely 
proportional to the length. In contrast, for TE10 the efficiency 
peaks around 1.5RC < L < 3RC. For L < 5 mm, TE10 source has 
higher η for f < fopt. However, TM10 source operating at fopt ≈ 
1.2 GHz results in a 55% improvement of max(η) compared to 
TE10. For f > fopt, the decline of η is identical for both source 
formulations—it is driven mainly by the propagating wave 
attenuation inside of lossy tissues. 

A capsule shell insulates the source from lossy tissues and 
helps to improve the radiation performance [25]. First, we 
characterize the effect of a lossless shell thickness T (i.e. σ = 
0 S⋅m–1) on max(η) given the shell permittivity εr matches the 
one of the surrounding tissue (muscle). As Fig. 3b shows, the 
radiation efficiency is proportional to T for both source 
formulations although the effect is stronger for TM10. 
Obviously, the latter is due to the reduction of losses in the 
predominantly electric near field of the TM10 source. 

Next, we evaluate the effects of dielectric loading on the 
radiation efficiency. We set the permittivity εr, S of the capsule 
volume ΩS proportional to εr of the surrounding muscle tissue 
(ΩP, Fig. 1) via a factor cdl—a dielectric loading coefficient. So, 
εr,S = cdlεr and cdl ∈ [1/εr, 2]. When cdl = 1/εr, εr,S = 1, and it 
implies no dielectric loading by the capsule materials (only 
surrounding tissues load the source [26]). For the sources 
considered in this study, the dielectric loading affects only the 
TM10 one. TE10 source remains invariant to cdl due to its 
essentially magnetic near field. As Fig. 3b shows, high-
permittivity capsule materials have the potential to improve the 
radiation efficiency of electric antennas. The thicker the shell, 
the stronger the effect. For a 1-mm-thick shell with εr, S = 2εr, 
max(η) = 3.7% that is one order of magnitude better than state-

of-the-art capsule antennas. Obviously, for realistic dielectric-
loaded capsule antennas, the improvement would be more 
modest considering material losses and suboptimal current 
distributions.  

 
Fig. 3. Achievable radiation efficiencies of a capsule antenna operating at (a) TM10 mode and (b) TE10 mode as a function of the antenna length L.  

A ⌀100-mm spherical muscle-equivalent phantom accounts for losses in biological tissues. 

 

 

 

 

 
Fig. 2. Radiation efficiency as a function of (a) capsule shell thickness T and 

(b) dielectric loading of a TM10 source (εr of ΩS). The source dimensions are 

L = 10 mm and RC = 4 mm. 

 



IV. CONCLUSION 

In this study, we quantified the effects of body-implantable 
capsule dimensions and materials on radiation performance. 
Electric and magnetic antennas were represented by TM10 and 
TE10 equivalent sources, respectively. In addition, this study 
confirmed previous findings that electric antennas could 
achieve better efficiency for in-body applications compared to 
the magnetic ones. For this to happen, the antenna should be 
sufficiently large (e.g. a > 5 mm), operate close to the optimal 
frequency, and have a low-loss superstrate with sufficient 
thickness and permittivity (see Fig. 3). Note that the magnetic 
antennas remain more efficient when electrically small (f0 < 
fopt). Future work involves investigating other antenna shapes 
and optimizing surface current density distributions, 
considering higher order modes [16], and taking into account 
losses due to resonance tuning [27].  
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