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The presence of microorganisms performing extracellular electron transfer has been established21

in many environments. Research to determine their role is moving slowly due to the high cost22

of potentiostats and the variance of data with small number of replicates. Here, we present a23

128-channel potentiostat, connected to a 128 gold electrode array. Whereas the system is able to24

perform simultaneously 128 (bio)electrochemical measurements with an independent electrical25

signal input, the present manufacturing of the array limited the number of effective channels26

for this study to 77. We assessed the impact of 11 electrode potentials ranging from −0.45V to27

+0.2V vs. Ag/AgCl (7 replicates per potential) on the growth and electrochemical characteristics28

of anodic electroactive biofilms (EABs) formed by acetate-fed microbial communities. After 729

days of growth, maximum current was reached for electrodes poised at −0.3V, closely followed30

by−0.25V and−0.1V to+0.1V, a rangewell-fitting themidpoint potential ofminerals naturally31

reduced by electroactive bacteria such as Geobacter Sulfurreducens. There was no significant32

difference in apparent midpoint potential of the EABs (−0.35V), suggesting that the mechanism33

of heterogeneous electron transfer was not affected by the electrode potential. The EABs poised34

below current plateau potential (≤ −0.3V) exhibited slower growth but higher charge transfer35

parameters. The high-throughput and high reproducibility provided by the array may have a36

major facilitating impact on the field of electromicrobiology. Key aspects to improve are data37

processing algorithms to deal with the vast amount of generated data, and manufacturing of the38

electrode array itself.39

40

1. Introduction41

Electroactive microorganisms exchange electrons with minerals or solid electrodes and are found in many different42

environments (Potter, 1910; Logan et al., 2019). Some of these microorganisms can structure themselves in electroac-43

tive biofilms (EABs) and perform direct electron transfer (DET) with a conductive surface (Borole et al., 2011). Those44

EABs can be either anodic (transferring electrons from a metabolically oxidized substrate to an electrode) or cathodic45

(harvesting electrons from a cathode to perform a reduction). Several applications have been proposed for exploiting46

the unique ability of those microorganisms (Logan and Rabaey, 2012; Beyene et al., 2018; Wang et al., 2020). In47

a microbial fuel cell, microorganisms oxidize biodegradable organic compounds and transfer the corresponding low48

potential electrons to an anode, allowing for small electric power generation while treating wastewater (Logan et al.,49

2006). Microbial electrosynthesis uses external power to drive microbial metabolism into producing valuable organic50

components in a cathodic compartment of an electrolysis cell (Rabaey and Rozendal, 2010). Microbial electrodes have51

been proposed as a novel amperometric biosensor for bioprocess or environmental monitoring due to the fast response52

of their current towards environmental changes (Prévoteau and Rabaey, 2017). Almost all processes still suffer from53

low performance, and mechanisms behind DET are not fully unresolved (Shi et al., 2016). This has stimulated both54
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Table 1

Overview of recent studies of the impact of the electrode potential on bio�lm growth and characterization.
References are (1) (Finkelstein et al., 2006), (2) (Parot et al., 2008), (3) (Busalmen et al., 2008), (4) (Torres
et al., 2009), (5) (Wei et al., 2010), (6) (Carmona-Martínez et al., 2013), (7) (Zhu et al., 2013), (8) (Bosch
et al., 2014), (9) (Ishii et al., 2014), (10) (Dennis et al., 2016), (11) (Kato, 2017), (12) (Pinto et al., 2018).

Reference Inoculum set potentials Replicates max jcat Correlation E vs. jcat
[V] vs. Ag/AgCl [µAcm−2] (E for max jcat)
(number of potentials)

(1) Mixed −0.06, +0.1 and +0.62 (3) 3 450 Positive (+0.62)
(2) Mixed +0.33, +0.53 and +0.73 (3) 1 15 Negative (+0.33)
(3) G. Sulfurreducens +0.1 and +0.6 (2) na 10 Positive (+0.6)
(4) G. Sulfurreducens −0.36, −0.3, −0.19 and +0.17 (4) 2 0.8 Negative (−0.36)
(5) G. Sulfurreducens −0.37, −0.21 and +0.2 (3) 5 207 Positive (+0.2)
(6) S. Putrefaciens −0.1, 0,… ,+0.4 (6) 3 12 Positive (+0.4)
(7) Mixed −0.25, −0.09, +0.21, +0.51 and +0.81 (5) 2 na Optimum (+0.21)
(8) G. Sulfurreducens −0.31,−0.17,… ,+0.4 (6) 3 400 Optimum (−0.03)
(9) Mixed −0.41, −0.31 and +0.29 (3) 1 358 ± 3 Positive (+0.29)
(10) Mixed +0.09, +0.34 and +0.59 (3) 1 175 Optimum (+0.34)
(11) G. Sulfurreducens −0.5,−0.4,… ,+0.2 (8) 3 236 ± 25 Optimum (−0.2)
(12) S. Oneidensis −0.3,+0.3,+0.5 (3) 1 120 Positive (+0.5)
This work Mixed −0.45,−0.4,… ,−0.1, 0,… ,+0.2 (11) 7 769 ± 41 Optimum (−0.3)

fundamental level and applied research (Kracke et al., 2015; Levar et al., 2017; Kumar et al., 2017). Unfortunately, re-55

search progression is slow because of the challenges with the dedicated experimental setups. Experiments with EABs56

typically last from days to months (Prévoteau et al., 2019), often with high variability between replicates, especially57

when EABs are grown in separate reactors. Furthermore, the potentiostats needed to control the electric input and58

characterize the electrochemical properties of EABs are expensive, with a premium price-per-channel in the order of59

1000–10 000US$. While several commercial potentiostat medium-throughput systems (up to 32 dedicated channels60

in a single device) have been presented, potentiostat prices-per-channel have not dropped considerably. This makes it61

yet unfeasible to perform high-throughput EAB studies. This high-throughput approach, as shown in other research62

fields, such as cellular impedance, has major benefits (Ferrer et al., 2017; Mira et al., 2019). Thus, the combination of63

long experiment time and expensive equipment severely limits experiment throughput.64

For example, current studies are generally capable of simultaneously testing only 3 to 8 individual electrochemical65

potentials with only up to 3 replicates in the best case. A brief overview of the most recent studies of the correlation66

between the potential and the current is given in Table 1. A more detailed overview can be found in (Wagner et al.,67

2010). Those low-throughput methods often induce a substantial variation in results and associated conclusions which68

impedes true progress in the field of microbial electrochemistry. For example, multiple studies have reported the im-69

pact of constant electrode potential on the development and performance of anodic EABs without scientific consensus70

even for identical pure cultures or comparable mixed-communities. Furthermore, while all the aforementioned stud-71

ies reported an impact of constant electrode potentials, it has been shown that growing anodic EABs under periodic72

polarization of the underlying electrode could substantially improve the conductivity and overall performance of the73

EABs (Zhang et al., 2018, 2019). The fact that a dynamic electrical input could also be used to optimize EABs tremen-74

dously increases the number of relevant test available, as now also the frequency of polarity switching becomes a key75

parameter.76

All the aforementioned reasons call for high-throughput systems allowing for simultaneous testing of multiple elec-77

tric signals with a sufficient number of technical replicates. This work proposes the use of advanced microelectronics,78

driven by the well-known Moore’s law (Moore, 1965), for designing an affordable potentiostat able to simultaneously79

perform up to 128 static or dynamic electrochemical experiments to grow and characterize EABs. Recently, several80

low-cost (< 100US$-per-channel) potentiostats have been proposed although all only contain at most 8 individual81

channels (Vergani et al., 2012; Ramfos et al., 2013; Zhao et al., 2013; Hu et al., 2016; Stradolini et al., 2016; Linhardt82

et al., 2018; Pruna et al., 2018; Molderez et al., 2019). Because of the tremendous speed difference between modern83

electronics and the studied microorganism responses, a time-division multiplexed potentiostat channel architecture84

allowed for an instrument with 16 times more channels at a 4 times lower cost per channel than the state of the art85

(Molderez et al., 2020). The accompanying 128 gold electrode array was designed using lithography technology on86
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Figure 1: High-throughput electrochemical system with (a) top view of the 128-channel potentiostat with a connector
to the PC for data monitoring and a connector to the 128-electrode array, (b) top view and scheme of the 128-electrode
array consisting of 128 gold working electrodes (0.5 × 0.5 mm2) surrounded by a common platinum counter electrode, and
(c) a full electrochemical setup with the 128-electrode array immerged in an electrolyte with a single reference electrode.

a separate board with flexible interconnection to the measurement instrument. Here we used this high-throughput87

system to assess the impact of the electrode potential on the growth and electrochemical performance of acetate-fed88

anodic mixed-community EABs. Due to current manufacturing challenges, only 77 electrodes showed identical behav-89

ior during an abiotic verification experiment and were therefore used to grow EABs at 11 constant potentials ranging90

from −0.45V to +0.2V vs. Ag/AgCl, with 7 replicates per potential. Cyclic voltammetry scans were recorded under91

both turnover (acetate saturation for EAB) and nonturnover (acetate-depleted) conditions to assess the apparent mid-92

point potential and the charge transport parameter of the respective EABs. The impact of the electrode potential on93

the final EAB volume was finally assessed by confocal microscopy. The vast amount of data recorded with sufficient94

replicates during a single experiment strengthen statistical significance and opens new opportunities for the field of95

electromicrobiology.96

2. Materials and methods97

2.1. Experiment setup98

The experiment setup, shown in Fig. 1, consists of three units: the 128-channel potentiostat, the 128-electrode99

array and the bioreactor.100

2.1.1. The 128-channel potentiostat101

A custom-designed, 128-channel potentiostat was used for EAB growth and electrochemical analysis (Fig. 1a).102

A detailed discussion of the hardware architecture is given in our previous work (Molderez et al., 2020). A Delfino103

microprocessor (F28379D, Texas Instruments) was used to simultaneously and independently control the potential of104

the working electrodes (WEs) of the array, and to transfer the data to the PC. The data was visualized in real-time105

using MATLAB® for debugging purposes. Control of the instrument settings and experiment execution was done106

using a command line interface in MATLAB®. The large number of channels made the use of a GUI impractical. The107

DC current and voltage circuitry of each channel was calibrated before use with a source meter (2450 SourceMeter,108

Keithley) resulting in a relative error below 1% for both current and voltage. The platform component cost was only109

600US$ resulting in a cost-per-channel of 5US$.110

T.R. Molderez et al.: Preprint submitted to Elsevier Page 3 of 13



A 128-channel potentiostat to study electroactive bio�lms

2.1.2. The 128-electrode array111

The 128-electrode array for EAB growth was external to the measurement board to allow testing of different elec-112

trode arrays (Fig. 1b). The used 128-electrode array contained 128 WEs and 128 counter electrodes (CEs). The CEs113

are all connected to the electronic ground potential. Each square WE measured 0.5 × 0.5 mm2 and used gold as top114

layer material. A box-shaped platinum CE surrounded each WE, with a 250 µm insulated gap between WE and CE115

and 250 µm width with a small opening for routing (Fig. 1b). The WE interelectrode distance, i.e. the center-to-center116

distance, (both horizontal and vertical) was 2.5mm. The used technology for the 128-electrode array production was117

lithography. A 3 inch diameter glass Pyrex 7740 wafer was thoroughly rinsed with acetone, isopropanol and deionized118

water, successively, then ultrasonicated for 15min in deionized water and dried with N2 gas. Lift-off was used for119

deposition of the platinum layer. The wafer was dehydrated for 5min at 200 °C on a hotplate. Next, HDMS (3000120

rpm, 45 s), lor10B (3000 rpm, 45 s then soft baked at 180 °C for 5min) and S1818 (4000 rpm, 45 s, then soft baked121

at 110 °C for 1min) were successively spun and baked on a hotplate. The wafer was exposed with 42mJm−2 (wave-122

length 365 nm) using a chrome-on-glass-mask. Development was done in 351 developer, diluted 1:3 by volume in123

water. Then, a thin titanium adhesion layer was deposited (60 s, 200W) and next a platinum layer (5min, 80W) using124

RF magnetron sputtering (Balzers BAE370). Lift-off was done in NMP overnight. Gold was deposited using the same125

procedure. Only the sputter parameters of the gold were different (3min, 100W). Next, the wafer was completely126

coated with 3 µm of Parylene C (Plasma Parylene Systems Labcoater 300). The electrodes were etched free using the127

following protocol. The wafer was soft-baked for 5min at 200 °C. Next, HDMS (3000 rpm, 45 s) and ma-P1275 (3000128

rpm, 30 s, then soft-baked at 120 °C for 2min) were spun. Exposure was done using 300mJm−2 (365 nm wavelength)129

using a second chrome-on-glass mask to define the electrode openings in the Parylene C. Reactive-ion etching was130

done for 35min at 100W. The sample was diced and aluminum wire bonded to a separate printed circuit board (PCB),131

with an interface to the 128-channel PCB. The full PCB was coated with epoxy (EO1016 QTX, Loctite) for electrical132

isolation and protection of the bondwires. An abiotic electrochemical control was performed with a dissolved redox133

probe (ferrocyanide) to verify the correct operation and the reproducibility of the electrodes response (section S2).134

2.1.3. Reactor setup135

The bioelectrochemical experiments were performed in a single-chamber, batch-fed, cylindrical 700mL glass re-136

actor. The reactor was placed in an anaerobic workstation (GP-Campus, Jacomex, TCPS NV, Rotselaar, Belgium)137

under a N2:CO2 (90:10, v/v) atmosphere controlled at 28 °C. The reactor was filled with 500mL of modified M9138

medium (pH 7.5) including 24mM sodium acetate as electron donor for the EABs (Guo et al., 2013). An Ag/AgCl139

reference electrode was immerged in the electrolyte in close proximity of the 128-electrode array (ALS, Japan, 3M140

KCl, +0.205V vs. standard hydrogen electrode at 28 °C). The electrolyte was continuously mixed with a magnetic141

stirrer rotating at 100 rpm. The reactor was inoculated with 25mL (5 vol%) of fresh anolyte effluent from a continu-142

ous, acetate-fed bioelectrochemical system (Guo et al., 2017) and the electrodes were immediately polarized at their143

respective potential.144

2.2. Bioelectrochemical experiments145

The total experiment lasted 300 h (Fig. 2a) with first an initial EAB growth monitored by chronoamperometry until146

most current started to stabilize (142 h). Next, turnover (t = 142 h) and nonturnover (t = 164 h) CVs were recorded147

for all electrodes. A second cycle of growth was carried out until the current dropped to almost zero (300 h). A148

second nonturnover CV was then recorded (324 h). Finally, the biofilm volume was derived from confocal microscopy149

imaging. Electrode potentials are, unless explicitly stated, referred to the Ag/AgCl reference electrode used in this150

work.151

2.2.1. Initial EAB growth152

The bioelectrochemical experiment was simultaneously performed with 77 electrodes to assess the impact of 11153

constant electrode potentials (7 replicates per potential). The electrodes were during 142 h poised at: −0.45V, −0.4V,154

−0.35V, −0.3V, −0.25V, −0.2V, −0.15V, −0.1V, 0V, +0.1V and +0.2V vs. Ag/AgCl. The current output was155

internally sampled by chronoamperometry at 651Hz and before being transmitted to an external PC, downsampled156

2048 times by averaging. During post-processing, outliers were removed using a moving median filter (window size157

of 2 h), Gaussian lowpass filtered (window size of 2 h) and subsampled to one sample per hour.158

For each of the 11 potential groups, the average current density was reported. Outliers, i.e. electrodes that showed159

no growth, were removed from the dataset and reported separately. For one anode potential setting, −0.4V, only a160
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single electrode showed EAB growth and thus no standard deviations could be calculated. The averaged current density161

was either integrated over time for each group to obtain the average of total accumulated charge, or differentiated for162

each group to obtain the increase rate in current. The maximum current densities for the first growth cycle were163

calculated from the averaged current between t = 141 h and t = 142 h.164

2.2.2. Intermediate turnover and nonturnover CVs recording165

Turnover CVs were run 142 h after inoculation and polarization, once most catalytic currents had started to stabi-166

lize. They were carried out with a scan-rate of 5mV s−1, 10mV s−1 and 20mV s−1, from −0.65V to +0.3V and with167

at least three successive cycles. The current output was internally sampled at 651Hz and downsampled 32 times by168

averaging. During post-processing, the current output was further subsampled to one sample per 10mV. Represented169

CVs and corresponding data are from the third cycle. Anodic plateau currents were calculated from the averaged cur-170

rent between +0.2V and +0.25V of the CV recorded at 5mV s−1. The apparent midpoint potential E1∕2 was derived171

from the average of the inflection point of the forward and backward scan CV, i.e. the half wave potential of the sigmoid172

polarization curves (Fig. S6) (Espinoza et al., 2019).173

After these turnover CVs, the electrodes were placed in a second, equal setup but with acetate-free M9 to perform174

nonturnover CVs. The current was allowed to stabilize close to zero for 22 h before performing the nonturnover mea-175

surements to extract a charge transport parameters across the EABs (t = 164 h after inoculation) (Zhang et al., 2017).176

The scan rates were 10mV s−1, 20mV s−1, 40mV s−1, 60mV s−1, 80mV s−1, 100mV s−1, 120mV s−1, 140mV s−1,177

160mV s−1, 180mV s−1 and 200mV s−1 from−0.65V to+0.3V. The current output was internally sampled at 651Hz178

and downsampled 32 times by averaging. During post-processing, the current output was further subsampled to one179

sample per 10mV. Represented CVs and corresponding data are from the third cycle. The charge transport parameter180

CD1∕2
app (i.e. the product of an apparent charge carrier concentration C by the square root of the apparent diffusion181

coefficient for the electrons Dapp) was derived from the Randles-Ševčík equation (Katuri et al., 2012; Bonanni et al.,182

2013; Jana et al., 2014; Zhang et al., 2017). For all scan rates, the maximum current and background current of the183

forward scan were extracted and averaged over multiple cycles to obtain the anodic peak currents. The charge transport184

parameter was estimated from the linear regression between those peak currents and the square root of the scan rate at185

which they were recorded (Fig. S10).186

2.2.3. Second cycle of growth with acetate and associated measurements187

After the turnover and nonturnover CV experiments, the electrodes were placed in a third, equal reactor, with188

24mM acetate for a second growth period (144 h to 300 h), with identical experiment conditions and settings. During189

this second cycle, the maximum current density (averaged over one hour) of each electrode potential was recorded.190

When current started dropping (after 300 h since inoculation), the electrodes were for a fourth time transferred to an191

equal reactor (without acetate) for a second set of nonturnover CVs after 324 h (with equal settings as the first set).192

2.2.4. Confocal fluorescence microscopy experiments193

Live-dead staining was done on hydrated EABs at the end of the experiment using a previously described protocol194

(Zhang et al., 2017). The EABs were visualized with a Nikon A1R confocal laser scanning microscopy (ten times195

magnified with an air lens with numerical aperture of 0.45). A complete Z-stack was made of at least 3 electrodes196

for each of the 11 distinct potentials, although for some electrodes (indicated in Fig. S12), the staining procedure197

failed, resulting in no reported standard deviations. The surface electrode plane coincided with the focal planes of the198

confocal microscope. Illumination thus occurred perpendicular on the electrode plane. The 3D biofilm volume was199

estimated using MATLAB®. The image was 3D Gaussian filtered to remove noise. Locations with a clear staining200

error were manually removed. The image was then coarsely divided into a biofilm region and a non-biofilm region. A201

plane was fit through the non-biofilm region, i.e. the bottom of the electrode, to compensate for tilting. The biofilm202

border was defined as the region of maximum intensity. Knowing the electrode surface and the biofilm border, the203

height of each pixel of the biofilm was calculated from the difference between the biofilm border and the electrode204

surface, multiplied by the z-step and a correction factor for the (air-liquid) refraction (Bakke and Olsson, 1986; Dirckx205

et al., 2005; Besseling et al., 2015). Finally, the volume was calculated by summing all heights and multiplying them206

with the area of each pixel.207
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3. Results and discussion208

3.1. Initial growth of EABs209

The relevant potentials to be explored were determined based on existing studies (Table 1) and the observed CV of210

the EABs (Fig. S7), resulting in a potential between−0.45V to+0.2V (Levar et al., 2017). This spans the full potential211

range of a typical sigmoid polarization curve for acetate-fed microbial anodes, including several potentials within the212

anodic plateau which is reached at −0.22V. From the electrochemical verification experiment of the 128-electrode213

array, only 77 operated correctly with reproducible results (see section S1), which associates with the non-optimized214

manufacturing procedure, the manual production approach and the low number of manufactured samples. Further215

optimizing the manufacturing parameters in a more automated production environment with larger sample sizes would216

ameliorate the number of correctly operating electrodes. Nevertheless, this number allowed to explore 11 different217

potentials to grow EABs with 7 replicates per potential.218

About 25 h after inoculation, the catalytic current density started increasing exponentially on most electrodes (60219

out of 77), illustrating the colonization of their surface by electroactive bacteria and the growth of EABs (Fig. 2b shows220

the average current density, Fig. S2 shows the individual chronoamperometries). Exponential growth lasted until221

t ≈ 70 h. From then, the catalytic currents increased almost linearly until t = 140 h, at which they started to stabilize222

for most electrodes. For any set of electrodes poised at a specific potential, the maximal standard deviation of the223

catalytic current density remained below 50 µAcm−2 i.e. a relative standard deviation ≤ 10% (except for the extreme224

anode potentials of −0.45V, −0.4V and +0.2V) (Fig. S3). Current production was minimal at extreme electrode225

potentials (−0.45V and +0.2V) and lower on electrodes −0.4V and −0.35V (Fig. 2c) which explains the higher226

relative variability. The 5 sets of electrodes poised at potentials ranging from −0.2V to +0.1V exhibit very similar227

current evolution and maximum current reached [≈ (540 ± 23) µAcm−2]. This is not surprising considering that all228

potentials are positioned on the anodic plateau of the sigmoid polarization curve (assuming that the polarization curves229

stay invariable with the growth potential—vide infra). As such, from a kinetic perspective, the flux of electrons entering230

the electron transport chain of the electroactive microorganism(s) is maximized at those potentials. Furthermore,231

following a classic Nernstian model, one can assume that the redox protein(s) performing the heterogeneous electron232

transfer are fully oxidized at the electrode interface polarized within the plateau potential (Zhang et al., 2017). From233

a thermodynamics point of view, this maximizes the oxidized ratio of the intracellular redox partners involved in234

electron transport, and ultimately of the NAD+/NADH couple directly involved in energy generation, allowing for235

the electroactive bacteria to fully exploit the thermodynamic frame coupling acetate oxidation and DET (Korth and236

Harnisch, 2019). By maximizing both the electron transfer rate and presumably the amount of energy per electron,237

it appears reasonable that EAB grown at plateau potentials exhibit very similar and highest initial growth rate and238

associated current development. Conversely, a very different behavior was observed for EAB grown at the highest239

potential tested of +0.2V vs. Ag/AgCl. Here the current evolution was much slower, and the maximum current240

reached after 140 h was only (32 ± 6) µAcm−2, which is 6% of the current produced by the EABs grown at all lower241

plateau potentials. Here a more complex phenomenon than simple kinetics and thermodynamics considerations must242

likely be at stake and a similar observation of lower performance at high electrode potentials (in this case of +0.6V vs.243

Ag/AgCl) was made earlier (Dennis et al., 2016). One may note that +0.2V was the only potential tested that is above244

the −0.37V to 0.15V vs. Ag/AgCl range for apparent midpoint potentials of solid Fe and Mn (hydr-)oxides reducible245

by G. Sulfurreducens (Levar et al., 2017), the model organism for anodic DET. Though we did not assess the microbial246

community in the present study, our acetate-fed EABs were always having Geobacter spp. as most abundant taxon247

at the genus level (Guo et al., 2013; Zhang et al., 2017, 2018, 2019), which include species that are mostly known248

for their metal reduction capabilities. One may speculate that the redox partners (presumably c-type cytochromes)249

performing the DET may not be evolutionary optimized to give electrons at such high potentials, and that electroactive250

bacteria may detect/adhere/grow better on electrodes poised at potentials similar to those of their natural solid terminal251

electron acceptors. Further investigation including electrodes poised at even higher potentials would help unravel this252

phenomenon.253

The current produced by EABs grown just below the anodic plateau potential, at −0.25V, evolved similarly than254

those poised at plateau potentials, but reached a slightly higher maximal current at t = 140 h [≈ (650 ± 23) µAcm−2
255

vs. ≈ (540 ± 23) µAcm−2]. At the lower potential −0.3V, the current evolution was substantially delayed, but then256

increased faster than for any other EAB after t ≈ 70 h (Fig. 3a) for reaching (625 ± 47) µAcm−2 after 140 h of polar-257

ization. The delay in initial current evolution was further increased when lowering the electrode potential (−0.35V258

and −0.4V). This longer lag phase appears rational considering these conditions of restricted energy harvest for the259
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Figure 2: (a) Experiment timeline for the 77 electrodes with the �rst and second growth cycle. (b) Evolution of the catalytic
current density over time for the di�erent electrode potentials (n = 7). The average for each potential is represented;
t = 0 corresponds to the inoculation. (c) Maximum catalytic current density reached during the �rst and second growth
cycle (n = 7).

electroactive bacteria (Korth and Harnisch, 2019).260

3.2. First turnover and nonturnover CV experiments261

A set of turnover CVs were carried out at t = 142 h to assess the current-potential relation (Fig. 3c and Fig. S5).262

The turnover CVs exhibited the usual sigmoid curves observed for Geobacter spp. (dominated or pure) EABs for all263

active electrodes, except for the single EAB grown at the lowest potentials of −0.45V and −0.4V where transient fea-264

tures (peaks) overcome the small “steady-state” catalytic feature (sigmoid). The well-defined sigmoid shapes illustrate265

the occurrence of a kinetically non-limiting (quasi-)reversible heterogeneous electron transfer at the EAB/electrode266

interface (Snider et al., 2012; Zhang et al., 2017). The anodic plateaus of all polarization curves were reached at about267

−0.22V vs. Ag/AgCl. The only significant difference in the shape of the turnover CVs of identical scan rate appears268

to be the extent of small transient peaks at the beginning of the anodic plateau (Fig. 3c and Fig. S5). Those were269
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Figure 3: (a) Average catalytic current rate of the EABs in the �rst cycle for each of the 11 di�erent anode potentials ([V]
vs. Ag/AgCl) (n = 7), (b) apparent midpoint potential (average and standard deviation) of the EABs in the �rst cycle
(n = 7), (c) representative turnover cyclic voltammetry scan (electrode 1 of −0.3V), and (d) representative nonturnover
cyclic voltammetry scan of the same electrode.

.

substantially larger for EABs grown at lower potentials (≤ −0.3V) i.e. at potentials below the anodic plateau. This270

could be due to a larger amount (or concentration) of redox partners for the EABs grown at those lower potentials,271

implying a larger charge storage ability and therefore larger relative contribution of the transient peaks with respect272

to the “steady-state” catalytic current represented by the sigmoid. A somehow unexpected feature of the turnover CV273

of the EABs grown at lowest potential (−0.4V and −0.35V), for which we do not have an explanation, was that their274

anodic plateau current was lower than the catalytic current just previously recorded during the chronoamperometry at275

their respective potential, conversely to what would be expected from a conventional Nernstian electrochemical system276

(Fig. S8).277

Figure 3b shows the extracted global midpoint potential (E1∕2) for the turnover CVs. Recordings for −0.45Vwere278

unreliable due to the non-sigmoid shape of the corresponding turnover CV. The value for E1∕2 was −0.35V for all279

other potentials of growth, which corresponds well with the existing literature for either Geobacter sulfurreducens or280

Geobacter spp. dominated EABs (Richter et al., 2009; Virdis et al., 2014; Dennis et al., 2016; Zhang et al., 2017). The281

identity of E1∕2 for all EABs suggests that the applied electrode potential did not impact the nature of the main redox282

partner(s) performing the heterogeneous electron transfer.283

The 128-electrode array was then transferred to an acetate free medium to successively record nonturnover CVs284

at different scan rates (Fig. 3d and Fig. S9). Usual redox peaks were displayed surrounding the apparent midpoint285

potential of −0.35V. The amplitude of the redox peaks is associated with the amount (and/or concentration) of the286

microbially produced charge carriers and the ability of the EABs to transport electrons across their conductive ma-287

trix. The anodic peak currents were increasing linearly with the square root of the scan rate (Fig. S10), as predicted288

by the classic model of charge transport involving a semi infinite diffusion process (Snider et al., 2012; Yates et al.,289

2015; Zhang et al., 2017, 2019). From the Randles-Ševčík equation, one can derive a charge transport parameter290
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Figure 4: Charge transport parameter (average and standard deviation) of the EAB after the �rst cycle (blue) and after
the second cycle (red) (n = 7).

characteristic of the conductivity of the EABs (C × D1∕2
app), where C would correspond to an average concentration291

of charge carriers (in electron equivalent) and Dapp an apparent diffusion coefficient for the electrons (Zhang et al.,292

2017) across the EAB. Electrodes that were poised at both extreme potentials (−0.45V and +0.2V) did not exhibit293

clear redox peaks, and no estimations are therefore provided. Only one electrode at −0.4V showed peaks, resulting in294

the absence of a standard deviation. The charge transport parameter was similar for EABs grown at plateau potentials295

(from −0.2V to +0.1V) at (1.4 ± 0.3) nmol cm−2 s−1∕2. It was higher for EABs grown slightly below the plateau296

potential (from −0.35V to −0.25V), with a maximum of (2.9±0.3) nmol cm−2 s−1∕2 for EABs grown at −0.3V. This297

suggests that those EABs grown at “suboptimal potentials” may be more concentrated in charge carriers and/or more298

conductive than their counterparts grown at plateau potentials. Poising electrodes at those suboptimal potentials in-299

duces a relative limitation in electron acceptor availability for the electroactive microorganisms. Planktonic Geobacter300

sulfurreducens has been shown to overexpress c-type cytochromes (charge carriers presumably involved in electron301

transport mechanism) when under electron acceptor limitation (Bansal et al., 2013). We also observed that charge302

carriers concentrations increased by more than 3 times in acetate-fed EABs periodically polarized at plateau potential303

and left under open circuit (i.e. periodically under electron acceptor limitation) (Zhang et al., 2018). Similarly, an304

increase in catalytic current was observed for O2-reducing microbial cathodes poised at a “suboptimal potential” close305

to the E1∕2 of their sigmoid polarization curve (Leary et al., 2015). All those results suggest that electroactive bacteria306

may compensate for the lower electron flux (and presumably the lower energy per electron) induced by suboptmal po-307

tentials, by overexpressing redox partners involved in the mechanisms of extracellular electron transfer. This could be308

attractive to increase resolution of such measurements in a context of e.g. sensor systems. Finally, the Bond group has309

shown that to optimize energy harvest, Geobacter sulfurreducens can express different inner membrane cytochromes310

to extract electrons from their quinone pool depending on the redox potential of its solid final electron acceptor (Levar311

et al., 2014; Zacharoff et al., 2016; Levar et al., 2017). The critical electrode potential at which one or another electron312

pathway is favored, was found to be −0.1V vs. SHE (i.e. −0.305V vs. Ag/AgCl). They suggest that this ability to313

use different inner redox pathways depending on electrode potential may represent a common trait amongst Geobacter314

strains (Joshi et al., 2019). We cannot exclude that a similar selection of optimal electron transport chain occurred for315

our electroactive microorganisms, ultimately leading to different maximum current densities.316

3.3. Second growth cycle and second nonturnover CV experiments317

The electrodes were transferred to a third equal reactor with 24mM sodium acetate for a second growth cycle318

and were poised at their previous respective potential. The catalytic current density of all electrodes that previously319

showed electroactivity mostly recovered after about 10 h of polarization (Fig. 2b), while other electrodes did not start to320

produce catalytic current. Between t = 180 h and t = 250 h, all active electrodes reached a maximum, relatively stable321

current density plotted on Figure 2c. Similarly than for the first growth cycles, the electrodes poised at plateau potential322

(≥ −0.2V vs. Ag/AgCl) reached almost identical maximum currents of (572 ± 56) µAcm−2 (n = 35 electrodes) except323

for the highest potential of+0.2V for which the current density was much lower at (149 ± 42) µAcm−2. The maximum324

current was very similar between the first and second cycle for electrodes poised between−0.2V to+0.1V. Conversely,325

it substantially increased during the second cycle for the 21 EABs polarized below plateau potential (−0.4V to−0.3V).326

The relative enhancement of the current between the two cycles increased when the potential decreased, confirming327
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Figure 5: (a) Fluorescence 3D image of a representative EAB (Electrode 1 of −0.3V vs. Ag/AgCl). (b) Volume of
hydrated EABs at the end of the experiment (n = 3).

the hypothesis of lower growth and/or electroactivity improvement at those lower potentials. The two highest catalytic328

current densities were reached for electrodes poised at−0.3V [(769 ± 41) µAcm−2] and−0.25V [(650 ± 23) µAcm−2,329

n = 7], i.e. the two first potentials studied below the plateau of the polarization curves. These electrodes also generated330

the largest total charge (Fig. S4). After t = 250 h, the current density of all electrodes decreased probably because of331

acetate depletion. At 300 h, the electrodes were transferred to a fourth equal reactor without acetate to perform a second332

set of nonturnover CVs (Fig. S11). The charge transport parameter (C × D1∕2
app) substantially decreased between the333

two growth cycles for the EABs polarized between−0.3V to+0.1V, and slightly increased for EABs poised at+0.2V334

(although the corresponding standard deviation is larger, resulting in less confidence) and at potentials≤ −0.35V (Fig.335

4). At the end of the experiment, it reached a maximum at −0.35V [(2.4 ± 0.2) nmol cm−2 s−1∕2] followed by −0.4V336

[1.1 nmol cm−2 s−1∕2) and −0.3V [(0.90± 0.5) nmol cm−2 s−1∕2]. This result further suggests that growth at so-called337

“suboptimal potentials” (i.e. below plateau potentials) but≤ E1∕2 (i.e. −0.35V) develop more conductive and efficient338

EABs, though in a slower fashion.339

3.4. Morphology and volume of EABs340

At the end of the experiment, the morphology of EABs was recorded by confocal microscopy (Fig S12). Fluo-341

rescence images confirm that no EAB developed on electrodes poised at −0.45V. On other electrodes that produced342

current, biofilms covered a slightly larger area than the 0.5 × 0.5mm2 gold square and exhibited a rather flat top layer343

(Fig. 5a). The average thickness (i.e. the volume) of the EABs showed some variations (Fig. 5b). Reliability of344

data for EAB poised at −0.1V and +0.1V is limited because of failure of the staining procedure. Biofilms grown at345

−0.3V, −0.25V, −0.2V, −0.15V and 0V had similar volume of (1.22 ± 0.14) × 10−2mm3, whereas EABs polar-346

ized at −0.4V (1 × 10−3mm3) and +0.2V [(2.0 ± 0.5) × 10−3mm3] had a much lower volume which correlates with347

their lower recorded current densities. Finally, EABs that developed at −0.35V exhibited considerably lower volumes348

[(1.7 ± 2.6) × 10−3mm3, n = 3] than other EABs that delivered similar maximum current densities (Fig. S14 shows the349

evolution of the catalytic current per EAB volume). This results seems in good adequation with the facts that (i) those350

EABs grown at E1∕2 had a much higher charge transport parameter than their counterparts grown at higher potentials351

(Fig. 4), i.e. that those more conductive EABs may be able to deliver more current per volume of biomass, and (ii)352

their catalytic current was still substantially increasing between t = 200 h and t = 250 h while the currents from other353

EABs were stable or already decreasing, suggesting that EABs were still considerably growing until acetate started to354

be depleted. As such, one may conjecture that the volume and the electrochemical performance of those EABs grown355

at E1∕2 could have increased further if a third growth cycle would have been carried out.356
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4. Conclusions357

Here we showed that acetate-fed EABs grow the fastest and exhibit very similar electrochemical performances on358

electrodes polarized within the anodic plateau (−0.2V to +0.1V vs. Ag/AgCl) until +0.2V vs. Ag/AgCl, at which359

point growth and current production were inhibited. Poising electrodes at lower potentials surrounding the apparent360

E1∕2 of the redox protein(s) performing the DET (−0.35V) induced slower growth but produced EABs generating a361

higher current density and exhibiting better ability for electron transport.362

In a wider context, we demonstrated the benefit of a high-throughput, affordable potentiostat with 128 individual363

channels for carrying out rigorous investigations in the field of electromicrobiology. This setup could alleviate the364

recurrent limitation in data points and replicates numbers for performing a broad range of studies, such as: (i) opti-365

mization of the electric input applied to electrodes to maximize growth, current production or select for a community366

within EABs; (ii) screening for electroactivity of either pure cultures or diverse inocula over a broad range of potentials367

simultaneously spanning both cathodic and anodic putative DET, and (iii) fundamental studies relative to extracellular368

electron transfer mechanisms, associated thermodynamics and growth yield.369

Further production process optimization is necessary for increasing the yield, i.e. the ratio of correctly functioning370

electrodes compared to the total number of electrodes, of the 128-electrode array. Moreover, high-throughput record-371

ings bring along the collection of vast datasets making manual analyses impractical. It is therefore essential to develop372

ad hoc automated procedures for data processing. In its present form, the setup only allows to perform studies with a373

single medium and a single inoculum at a time. Further integration with lab-on-chip technologies could alleviate this374

constraint towards electrode arrays with individual wells.375
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Supplementary information6

1 User interface of the 128-channel potentiostat7

The interface of the 128-channel potentiostat is command-line based. To perform experiments, a script is written8

to configure the 128-channel potentiostat and perform the experiments. The code listing below shows a minimal9

example to perform a chronoamperometry experiment with a constant potential of +0.1 V on each channel.10

%% Example code to s e t a cons tant p o t e n t i a l on each channel .11

12

%% Paths13

% Location o f the pot128c c l a s s which c o n t r o l s sending commands to and14

% r e c e i v i n g commands from the 128−channel p o t e n t i o s t a t .15

addpath ( ’ pot128c ’ ) ;16

17

%% Conf igura t ion o f the 128−channel p o t e n t i o s t a t18

% Load the l o w l e v e l s e t t i n g s :19

% the number o f channe l s20

% the convers ion between the channel numbering in the 128−channel21

% p o t e n t i o s t a t and MATLAB22

% the convers ion f u n c t i o n s between b inary current and v o l t a g e data ,23

% and p h y s i c a l curren t and v o l t a g e data24

% the p a r t i c u l a r RE f o r each WE25

% the sample time26

gen_conf ig ;27

% Create a pot128c o b j e c t (P) wi th a f i l e (20190919 _n1_dc_voltage_lqi_4 )28

% to s t o r e the r e s u l t s29

P = Pot128c ( ’COM4’ , true , f a l s e , ’ 20190919_n1_dc_voltage_lqi_4 ’ , 1 , c on f i g ) ;30

% The firmware o f the 128−channel p o t e n t i o s t a t runs in debug mode . Before31

% sending commands , t h i s f irmware shou ld be programmed on the dev i c e memory32

% of the m i c r o c o n t r o l l e r and launched .33

disp ( ’ S ta r t ␣pot128c ␣ code ! ’ ) ;34

pause ;35

36

%% Experiment c o n f i g u r a t i o n37

% Enable s t o r i n g the r e s u l t s o f a l l channe l s to the f i l e38

P. enable_read_al l ( ) ;39

% Set the output o f a l l channe l s to a cons tant p o t e n t i a l o f +0.1 V vs . Ag/AgCl40

P. set_mode_all ( ’ Po t en t i a l ’ , 0 . 1 ) ;41

% Fina l l y , enab l e a l l channe l s . Af ter t h i s command , a l l channe ls w i l l g e t a42

% p o t e n t i a l o f +0.1 V vs . Ag/AgCl . The current in format ion i s wr i t t en to the43

% storage f i l e .44

P. enable_output_al l ( ) ;45
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Figure S1: Electrochemical verification CVs (128 electrodes, third cycle) in potassium ferrocyanide for (a)
10 mV s−1, (b) 20 mV s−1, and (c) 50 mV s−1. Correctly manufactured electrodes (77) show a typical sigmoid
response. Electrodes with a broken connection (51) show a horizontal line. Electrodes with a short connection
show a vertical line.

.

2 Electrochemical verification of the 128-electrode array46

To assess the correct functionality of the 128-electrode array as well as possible differences due to manufacturing,47

an electrochemical verification experiment was run.48

2.1 Materials and methods49

A square, abiotic reactor (10 cm × 10 cm × 2 cm) with 5mM potassium ferrocyanide in 1M NaCl at 25 °C was50

used. CVs were run twice with scan rates of 10 mV s−1, 20 mV s−1 and 30 mV s−1. The voltage range was set51

between −0.2 V to +0.8 V vs. Ag/AgCl. The current output was internally sampled at 651 Hz and next 16 ×52

downsampled by averaging. During post-processing, the current output was further subsampled to one sample53

per 10 mV. The third cycle of each CV was used to verify if an electrode operated correctly.54

2.2 Results and discussion55

Electronic verification of the 128-electrode array was challenging because of the small dimensions (and corre-56

sponding time-intense electrode probing) in combination with the number of individual electrodes. Furthermore,57

the probing of an electrode resulted in a destructive scratch. Therefore, for only a few electrodes, the electrical58

resistance between the electrode and the connector was measured (which was in the order of 300 Ω). With load59

currents in the range of 1 µA, the resulting voltage error of 300 µV is negligible.60

A second verification experiment uses ferrocyanide as a redox probe to assess the reproducibility of each61

electrode. The 128-electrode array was submersed in the ferrocyanide solution and equal CVs were run62

simultaneously on each individual electrode for different scan rates. Fig. S1 shows the third cycle of each63

electrode for the respective scan rates. There is a clear distinction between the voltammograms of electrodes64

that are manufactured correctly, which are closely matched and have a typical sigmoid response, and the65

voltammograms of electrodes with a manufacturing error, which either show no or almost no signal (horizontal66

line around 0, coinciding with the x-axis) or show the maximum current of the 128-channel potentiostat (vertical67

line). In the first case, a manufacturing error probably resulted in a broken (or almost broken) connection. In the68

second case, a short connection arose between the WE and the CE. Of the 128 electrodes, 77 operated correctly69

resulting in a yield of 60%. This rather low yield together with a difficult and time-intense production process70

forms the bottleneck for further upscaling and paralleling potentiostat channels for high-throughput experiments.71

These 77 verified electrodes were subsequently used for bioelectrochemical experiments. The channels of the72

other, non-working electrodes, were disabled using the electronic controllable switch of each channel and not73

further used.74

2



3 EAB growth of the 77 channels (first and second growth cycle)75

Fig. S2 shows the catalytic current density of each electrode, grouped per potential. For −0.45 V, 7 electrodes76

show no EAB growth, for −0.4 V, 6 electrodes show no EAB growth, for −0.35 V, 1 electrode shows no EAB77

growth, and for +0.2 V, 3 electrodes show no EAB growth. The internal controller of electrode 6 of −0.3 V78

became temporally unstable at the end of the experiment causing the observed current spikes.79

Fig. S3 shows the standard deviation of the catalytic current density. For most of the time and most channels,80

the standard deviation remains at a constant level of ≈ 0.05 mA cm−2. At the start of the second growth cycle,81

electrodes with potential −0.1 V (yellow) and +0.1 V (brown) show a large increase in variation probably caused82

by the difference in recovery rate after acetate addition. Near the end of the second growth cycle, the standard83

deviation increases again, probably caused by the different response on acetate depletion. Finally, the large spike84

of electrodes of potential −0.3 V is caused by the controller of electrode 6 of that particular potential group that85

became unstable. For electrodes at −0.4 V, only one electrode showed EAB growth, thus no standard deviation86

could be calculated.87

Fig. S4 shows the average of the accumulated charge for the 11 potentials over time. This figure highlights88

the difference in current increase rate and total accumulated charge.89
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Figure S2: Catalytic current density (jcat) and average (µ) of each electrode for the first and second growth
cycle.
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(a) −0.45 V vs. Ag/AgCl

Figure S5: Turnover CVs for (a) −0.45 V vs. Ag/AgCl after the first growth cycle for scan rates of 5 mV s−1

(blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted first from left to right and next from
top to bottom. Recorded after 142 h of polarization after inoculation.

4 Turnover CVs after the first growth cycle90

Fig. S5 shows the individual 77 turnover CVs for each electrode with scan rates of 5 mV s−1, 10 mV s−1 and91

20 mV s−1. Electrodes 1 to 7 of −0.45 V, electrodes 2 to 7 of −0.4 V, electrode 7 of −0.35 V, and electrode 1 to92

2, and 4 of +0.2 V show no response. All other electrodes show a response typical for EABs. There is almost no93

difference between the different scan rates except for the expected larger overshoot near the plateau current for94

larger scan rates.95

Fig. S6 illustrates the calculation of the midpoint potential E1/2 for electrode 1 of −0.3 V. The forward96

recorded data and backward recorded data of two successive CV scans (second and third cycle for a scan rate of97

20 mV s−1) are first Gaussian filtered to remove the high frequency noise. Next, the derivative of each of the 498

curves is calculated and again Gaussian filtered. The apparent midpoint potential is then calculated from the99

average of the maximum (yellow stars) of those 4 curves.100
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Figure S5: (cont.) Turnover CVs for (b) −0.4 V vs. Ag/AgCl and (c) −0.35 V vs. Ag/AgCl after the first
growth cycle for scan rates of 5 mV s−1 (blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted
first from left to right and next from top to bottom. Recorded after 142 h of polarization after inoculation.
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Figure S5: (cont.) Turnover CVs for (d) −0.3 V vs. Ag/AgCl and (e) −0.25 V vs. Ag/AgCl after the first
growth cycle for scan rates of 5 mV s−1 (blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted
from left to right and top to bottom. Recorded after 142 h of polarization after inoculation.
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Figure S5: (cont.) Turnover CVs for (f) −0.2 V vs. Ag/AgCl and (g) −0.15 V vs. Ag/AgCl after the first
growth cycle for scan rates of 5 mV s−1 (blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted
first from left to right and next from top to bottom. Recorded after 142 h of polarization after inoculation.
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Figure S5: (cont.) Turnover CVs for (h) −0.1 V vs. Ag/AgCl and (i) 0 V vs. Ag/AgCl after the first growth
cycle for scan rates of 5 mV s−1 (blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted first
from left to right and next from top to bottom. Recorded after 142 h of polarization after inoculation.
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Figure S5: (cont.) Turnover CVs for (j) +0.1 V vs. Ag/AgCl and (k) +0.2 V vs. Ag/AgCl after the first growth
cycle for scan rates of 5 mV s−1 (blue), 10 mV s−1 (red), and 20 mV s−1 (yellow). Electrodes are counted first
from left to right and next from top to bottom. Recorded after 142 h of polarization after inoculation.
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Figure S6: Illustration of the procedure used for calculating the apparent midpoint potential from a turnover
CV (for electrode 1 of −0.3 V).
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Figure S7: The black line is a representative CV of the EABs (electrode 1 with potential −0.2 V vs. Ag/AgCl
for a scan rate of 5 mV s−1. The blue star is the obtained midpoint potential E1/2. And the dashed lines are the
levels of potentials explored.

5 Set potentials motivation101

Fig. S7 motivates the particular distribution of explored potentials in this study (ranging from −0.45 V to102

+0.2 V vs. Ag/AgCl). An equidistant distribution of potentials is used with a step of 0.05 V in the sigmoid103

region of the CV response and beginning of the plateau region (−0.45 V to −0.1 V vs. Ag/AgCl). A larger step104

of 0.1 V is used in the region of the plateau current as less variation was expected in this region (−0.1 V to105

+0.2 V vs. Ag/AgCl).106
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Figure S8: Maximum catalytic current density (jcat) during the first growth cycle (blue), the second growth
cycle (red), and extracted from the turnover CVs (yellow) (n = 7).

6 Maximum current density for the 11 different potentials107

Fig. S8 compares the maximum catalytic current density (average and standard deviation) of the first and108

second growth cycle with the maximum current density extracted from the turnover CVs. It was expected that,109

especially for lower poised electrodes, the CV current density would be significantly larger than the maximum110

current density at the respective electrode potential for the first growth cycle. The CV current density, however,111

is significantly lower for anode potentials of −0.45 V and −0.4 V and only slightly larger for anode potentials112

from −0.3 V to +0.2 V. Only one sample showed EAB growth for −0.4 V, explaining the lack of a standard113

deviation.114
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Figure S9: Nonturnover CVs for (a) −0.45 V vs. Ag/AgCl after the first growth cycle for scan rates of
40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and 200 mV s−1 (green). Electrodes
are counted first from left to right and next from top to bottom. Recorded after 164 h of polarization after
inoculation.

7 Nonturnover CVs after the first growth cycle115

Fig. S9 shows the individual 77 nonturnover CVs for each electrode after 164 h with scan rates of 40 mV s−1
116

(blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and 200 mV s−1 (green). The CVs with scan117

rate of 10 mV s−1, 20 mV s−1, 60 mV s−1, 100 mV s−1, 140 mV s−1 and 180 mV s−1 are not shown to keep the118

figures readable. This data is nonetheless used for analysis. Electrodes 1 to 7 of −0.45 V, electrodes 2 to 7119

of −0.4 V, electrode 7 of −0.35 V, electrode 7 of −0.1 V, electrode 7 of +0.1 V and electrodes 1, 2, and 4 of120

+0.2 V show no response. All other electrodes show a response typical for EABs. As the scan rate increases, the121

maximum current scales quadratic, as predicted by the Randles-Ševčík equation.122

Fig. S10 illustrates the calculation of the charge transport parameter CD1/2
app using the Randles-Ševčík123

equation. First, the maximum current is extracted for all forward cycles of all CVs of each electrode. From this124

current, the background current, taken as the average current in the potential range of +0.2 V to +0.3 V, is125

subtracted. The current is then averaged for the multiple cycles and linear regression is applied to estimate the126

charge transport parameter.127

15



-0.6

-0.4

-0.2

0

0.2

0.4

0.6

j [
m

A
 c

m
-2

]

40 mV s-1

80 mV s-1

120 mV s-1

160 mV s-1

200 mV s-1

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6

-0.4

-0.2

0

0.2

0.4

0.6

j [
m

A
 c

m
-2

]

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

(b) −0.4 V vs. Ag/AgCl

-0.6

-0.4

-0.2

0

0.2

0.4

0.6

j [
m

A
 c

m
-2

]

40 mV s-1

80 mV s-1

120 mV s-1

160 mV s-1

200 mV s-1

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6

-0.4

-0.2

0

0.2

0.4

0.6

j [
m

A
 c

m
-2

]

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

-0.6 -0.45 -0.3 -0.15 0 0.15 0.3
E [V] vs. Ag/AgCl

(c) −0.35 V vs. Ag/AgCl

Figure S9: (cont.) Nonturnover CVs for (b) −0.4 V vs. Ag/AgCl and (c) −0.35 V vs. Ag/AgCl after the first
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted first from left to right and next from top to bottom. Recorded after
164 h of polarization after inoculation.
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Figure S9: (cont.) Nonturnover CVs for (d) −0.3 V vs. Ag/AgCl and (e) −0.25 V vs. Ag/AgCl after the first
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted first from left to right and next from top to bottom. Recorded after
164 h of polarization after inoculation.
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(f) −0.2 V vs. Ag/AgCl
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Figure S9: (cont.) Nonturnover CVs for (f) −0.2 V vs. Ag/AgCl and (g) −0.15 V vs. Ag/AgCl after the first
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted first from left to right and next from top to bottom. Recorded after
164 h of polarization after inoculation.
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Figure S9: (cont.) Nonturnover CVs for (h) −0.1 V vs. Ag/AgCl and (i) 0 V vs. Ag/AgCl after the first
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted first from left to right and next from top to bottom. Recorded after
164 h of polarization after inoculation.
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Figure S9: (cont.) Nonturnover CVs for (j) +0.1 V vs. Ag/AgCl and (k) +0.2 V vs. Ag/AgCl after the first
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted first from left to right and next from top to bottom. Recorded after
164 h of polarization after inoculation.
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Figure S10: Illustration of the extraction of the charge transport parameter (CD1/2
app) based on the Randles-

Ševčík equation with (a) the maximum current for the different filtered forward CVs, (b) the background current
extraction (closeup of (a)) with the stars the average current of the forward and backward CV scan at the extreme
right of the CVs, taken as background currents to calculate the anodic peak currents (i.e. maximum current
subtracted by the background current), and (c) the linear regression between the scan rate v (for v1/2) and
the charge transport parameter CD1/2

app. This example was provided for an EAB grown at −0.3 V vs. Ag/AgCl
(electrode 1).
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Figure S11: Nonturnover CVs for (a) −0.45 V vs. Ag/AgCl after the second growth cycle for scan rates of
40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and 200 mV s−1 (green). Electrodes
are counted from left to right and top to bottom. Recorded after 324 h of polarization after inoculation.

8 Nonturnover CVs after the second growth cycle128

Fig. S11 shows the individual 77 nonturnover CVs for each electrode after 324 h with scan rates of 40 mV s−1
129

(blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and 200 mV s−1 (green). The CVs with scan130

rate of 10 mV s−1, 20 mV s−1, 60 mV s−1, 100 mV s−1, 140 mV s−1 and 180 mV s−1 are not shown to keep the131

figures readable. This data is nonetheless used for analysis. Electrodes 1 to 7 of −0.45 V, electrodes 2 to 7 of132

−0.4 V, electrode 7 of −0.35 V, electrode 4 of −0.3 V, electrode 3 of −0.25 V, and electrodes 1, 2, and 4 of +0.2 V133

show no response. For electrode 6 of −0.3 V, the measurement failed. All other electrodes show a response134

typical for EABs. As the scan rate increases, the maximum current scales quadratically, as predicted by the135

Randles-Ševčík equation.136
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Figure S11: (cont.) Nonturnover CVs for (b) −0.4 V vs. Ag/AgCl and (c) −0.35 V vs. Ag/AgCl after the
second growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple),
and 200 mV s−1 (green). Electrodes are counted from left to right and top to bottom. Recorded after 324 h of
polarization after inoculation.
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(d) −0.3 V vs. Ag/AgCl
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Figure S11: (cont.) Nonturnover CVs for (d) −0.3 V vs. Ag/AgCl and (e) −0.25 V vs. Ag/AgCl after the
second growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple),
and 200 mV s−1 (green). Electrodes are counted from left to right and top to bottom. Recorded after 324 h of
polarization after inoculation.
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(f) −0.2 V vs. Ag/AgCl
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Figure S11: (cont.) Nonturnover CVs for (f) −0.2 V vs. Ag/AgCl and (g) −0.1 V vs. Ag/AgCl after the second
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted from left to right and top to bottom. Recorded after 324 h of
polarization after inoculation.
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(h) −0.1 V vs. Ag/AgCl
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Figure S11: (cont.) Nonturnover CVs for (h) −0.1 V vs. Ag/AgCl and (i) 0 V vs. Ag/AgCl after the second
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted from left to right and top to bottom. Recorded after 324 h of
polarization after inoculation.
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Figure S11: (cont.) Nonturnover CVs for (j) +0.1 V vs. Ag/AgCl and (k) +0.2 V vs. Ag/AgCl after the second
growth cycle for scan rates of 40 mV s−1 (blue), 80 mV s−1 (red), 120 mV s−1 (yellow), 160 mV s−1 (purple), and
200 mV s−1 (green). Electrodes are counted from left to right and top to bottom. Recorded after 324 h of
polarization after inoculation.
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(a) −0.45 V vs. Ag/AgCl
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Figure S12: Morphology of the EAB volume recorded by confocal microscopy for electrodes (a) −0.45 V vs.
Ag/AgCl and (b) −0.4 V vs. Ag/AgCl.

9 EAB volume137

Fig. S12 shows the morphology of selected EABs using confocal microscopy. Only 3 samples per potential range138

were analyzed. Of these, some failed (2 for −0.4 V, 1 for −0.25 V, 1 for −0.15 V, and 2 for +0.1 V), resulting in139

less than 3 reported EAB volumes for those electrode potentials.140
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(c) −0.35 V vs. Ag/AgCl
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(d) −0.3 V vs. Ag/AgCl
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(e) −0.25 V vs. Ag/AgCl

Figure S12: (cont.) Morphology of the EAB volume recorded by confocal microscopy for electrodes (c) −0.35 V
vs. Ag/AgCl, (d) −0.3 V vs. Ag/AgCl, and (e) −0.25 V vs. Ag/AgCl.
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(f) −0.2 V vs. Ag/AgCl
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(g) −0.15 V vs. Ag/AgCl
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(h) −0.1 V vs. Ag/AgCl

Figure S12: (cont.) Morphology of the EAB volume recorded by confocal microscopy for electrodes (f) −0.2 V
vs. Ag/AgCl, (g) −0.15 V vs. Ag/AgCl, and (h) −0.1 V vs. Ag/AgCl.
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(k) +0.2 V vs. Ag/AgCl

Figure S12: (cont.) Morphology of the EAB volume recorded by confocal microscopy for electrodes (i) 0 V vs.
Ag/AgCl, (j) +0.1 V vs. Ag/AgCl, and (k) +0.2 V vs. Ag/AgCl.
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Figure S13: Current volume density of the EAB.

10 EAB volume current density141

Based on the volume of the EABs and their recorded current density, the volume current density is calculated.142

The ordinary current density is somewhat biased for small electrodes due to the small expansion of the EAB out143

of the electrode boundary. Fig. S13 contains the maximum volume current density (during the second cycle).144
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